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SPECIAL NOTICE. ^^^ ^^^ numbers in this Man- 

ual are re-arranged, and to 

avoid mistakes customers should mention the edition of 
the Manual and the catalogue number of the article. 

We make no charge for packing boxes or 

■ packing, and we deliver F. O. B., at Troy, N. Y. 

We guarantee the safe arrival of our instruments at 

their destination as addressed, and when 

WARRANTY. 

purchased directly of us we warrant them 

perfect in every respect. 

Terms of payment are cash, and we have but one price, 

whether ordered in person, by mail or telegraph. Our 

prices are as low as instruments of equal 
PAVMEisinr 

quality can be made. Remittances may be 

made by a cashier's bank draft, payable to our order, or 

by Express Company or Post-office money-order payable 

at Troy, N. Y. These may be sent by mail with the order 

for the instrument, and if lost or stolen on the route can 

be replaced by a duplicate. The customer may also send 

the money in advance by registered mail, or by the 

Express Agent, or may pay the Agent on receipt of the 

instrument in funds current in New York. The cost of 

returning the money on bills collected by express, of 

amounts under $20, will be charged to the customer. 

Customers ordering instruments and desiring changes 

SPECIAL ^" construction from our regular patterns must 
ORDERS, make a payment of fifty per cent, of the price 
when ordering. 

GOODS BY When articles are to be sent by mail, 

MAIL. payment must be made in advance, includ- 
ing the cost of postage. 
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T7IFTY YEARS AGO the manufacture of Civil En- 
^ gineers* and Surveyors' instruments was begun in this 
city by Jonas H. Phelps and William Gurley. Mr. Phelps 
retiring some years later, Lewis E. Gurley formed with 
William Gurley the firm of W. & L. E. Gurley ; and under 
this name the business has since been conducted, although 
William Gurley died in 1887. 

The first edition of Gurlev's Manual was published in 
1855, a book of seventy pages. It was well received, and 
was the first really practical treatise on the use and adjust- 
ment of Civil Engineers' and Surveyors' instruments. 

The revised and enlarged Manual, having gone through 
thirty editions, is now used as a text-book in many schools 
and colleges, and is freely quoted in technical publications. 

The capacity of our factory has been increased as the 
demands of the profession have grown during the half cen- 
tury, until we are now the most extensive manufacturers of 
Civil Engineers' and Surveyors' instruments in the world. 

We expect to have our instruments judged upon their 
merits, and we are satisfied that any Surveyor or Civil 
Engineer who will carefully examine our work will be 
pleased with it. 

W. & L. E. GURLEY, 

Troy, N. Y., U. S. A. 
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PRICE LIST. 

THIRTY-F^IRST KDITION. 

Troy, N. Y., U. S. A., November, 1895. 



All Pricks in this work ark in U. S. Currkncy. Statk what Edition of 
Manual whkn ordkring goods, and givk Catalo(;uk Numbrr. 



Tliis Frioe Xrist superaedea all previous JBditiona. 

ENGINEERS' TRANSITS. 

No. Prick. 

1. Engineers' Transit, two verniers to limb, 4-inch needle, 

plain telescope* $145.00 

2. Engineers' Transit, two verniers to limb, 4-inch needle, 

with level on telescope and clamp and tangent to telescope 

axis 163.00 

3. Engineers' Transit, two verniers to limb, 4-inch needle, 

with 4J-inch vertical circle and vernier to 1 minute, level 

on telescope and clamp and tangent to telescope axis 175.00 

6. Engineers' Transit, two verniers to limb, 4 J -inch needle, 

plain telescope 150.00 

7. Engineers' Transit, two verniers to limb, 4J-inch needle, 

with level on telescope and clamp and tangent to tele- 
scope axis 1 08. 00 

8. Engineers' Transit, two verniers to limb, 4J-inch needle, 

with 4J-inch vertical circle and vernier to 1 minute, level 

on telescope and clamp and tangent to telescope axis 180.00 

* A '' plain " telescope is one without any attachments or extras, such as 
the clamp and tangent, vertical circle and level. 

NoTK. — All our Transits, Nos. 1 to 100, are furnished with shifting center 
to the leveling head, and with a tripod and leveling screws and clamp and tan- 
gent to spindle. 

Note. — The limbs of all our Transits, Nos. 1 to 100, are cjaduated on 
sterling silver. The graduation is to half degrees, and is read oy vernier to 
single minutes. A finer graduation is furnished, if desired, at an extra price. 
See page 1 1 . 

Note. — If requested when ordering a new Transit, we furnish stadia wires 
in the telescope, dust guard to the object slide and reflectors to the limb 
verniers, without extra charge. When desired, we arrange the stadia wires 
to disappear, or be out of focus, when the plain cross-wires only are in use. 

Note. — Elach Transit is packed in a mahogany case, with lock and leather 
strap, and has a plummet, reading glass, adjusting pins, etc. 

6 
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ENGINEERS' TRANSITS.— C^«r/«^^r/. 
No. Prick. 

9. Engineers' Transit, two verniers to limb, 4i-inch needle, 
with vertical arc of 3 inches radius and vernier moved by 
tangent screw and reading to 30 seconds, level on tele- 
scope and clamp and tangent to telescope axis $180.00 

10. Engineers' Transit, two verniers to limb, 4 J -inch needle, 
with vertical arc of 3 inches radius and vernier moved by 
tangent screw and reading to 30 seconds, level on tele- 
scope and gradienter combined with clamp and tangent 
to telescope axis 198.00 

12. Engineers' Transit, two verniers to limb, r)-inch needle, 

plain telescope, as shown on page 44 1 r>0.00 

13. Engineers' Transit, two verniers to limb, 5-inch needle, 

with level on telescope and clamp and tangent to tele- 
scope axis 108. TK) 

14. Engineers' Transit, two verniers to limb, A-inch needle, 

with 4J-inch vertical circle and vernier to 1 minute, level 

on telescope and clamp and tangent to telescope axis 180.00 

15. Engineers' Transit, two verniers to limb, r)-inch needle, 

with vertical arc of 3 inches radius and vernier moved by 
tangent screw and reading to 30 seconds, level on tele- 
scope and clamp and tangent to telescope axis 180.00 

10. Engineers' Transit, two verniers to limb, r)-inch needle, 
with vertical arc of 3 inches radius and vernier moved 
by tangent screw and reading to 30 seconds, level on 
telescope and gradienter combined with clamp and tan- 
gent, as shown on page 04 , 198.00 

17. Engineers' Transit, two verniers to limb, 5-inch needle, 
with variation arc, patent Solar Attachment, vertical arc 
reading to 30 seconds, level on telescope, and clamp and 
tangent to telescope axis, as shown on page 00 250. (K) 

NoTB. — A variation arc furnished with any new Engineers' Transit, Nos. 
1 to 16, costs extra $4.00, see No. i;iO, page 10. 

LIGHT MOUNTAIN AND MINING TRANSITS. 

25. Light Mountain Transit, two verniers to limb, 4-inch 

needle, with variation arc, telescope of finest quality, 
power 20 diameters, patent extension tripod shortening to 
half length. The instrument is packed in a mahogany 
case, covered with a light sole-leather case, with straps 
for •* packing." With plain telescope $150.(K) 

26. Light Mountain Transit, with level on telescope and clamp 

and tangent to telescope axis 108.00 

27. Light Mountain Transit, with 4^ -inch vertical circle and 

vernier reading to 1 minute, level on telescope and 

clamp and tangent to telescope axis 180.00 
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LIGHT INK^UNTAIN AND MINING TRANSITS.— Owr/w^^^. 
No. Price. 

28. Light Mountain Transit, with vertical arc and vernier 

moved by tangent screw and reading to 1 minute, level 

on telescope and clamp and tangent to telescope axis $18<).0() 

29. Light Mountain Transit, with vertical arc, level on telescope 

and gradienter comliined with clamp and tangent 108.00 

30. Light Mountain Transit, with patent Solar Attachment, 

vertical arc reading to 1 minute, level on telescope and 

clamp and tangent to telescope axis, as shown on page 68 245.00 

31. Light Mountain Transit, with patent Solar attachment, 

Jones' patent latitude arc complete, level on telescope 
and clamp and tangent to telescope axis, as shown on 
page 117 300.00 

SURVEYORS' TRANSITS. 

(with two verniers to limb. ) 

36. Surveyors' Transit, two verniers to limb, 4-inch needle, 

plain telescope $1 25. 00 

36. Surveyors' Transit, two verniers to limb, 4-inch needle, 

with level on telescope and clamp and tangent to tele- 
scope axis 143. 00 

37. Surveyors' Transit, two verniers to limb, 4-inch needle, 

with 4J-inch vertical circle and vernier to 1 minute, level 

on telescope and clamp and tangent to telescope axis 166.00 

45. Surveyors' Transit, two verniers to limb, 5-inch needle, 

plain telescope 1 30. 00 

46. Surveyors' Transit, two verniers to limb, 5-inch needle, 

with level on telescope and clamp and tangent to tele- 
scope axis 1 48. 00 

47. Surveyors' Transit, two verniers to limb, 5-inch needle, 

with 4J-inch vertical circle and vernier to 1 minute, 
level on telescope and clamp and tangent to telescope 
axis, as shown on page 71 160.00 

48. Surveyors' Transit, two verniers to limb, 5-inch needle, 

with 4J-inch vertical circle and vernier to 1 minute, 
level on telescope and gradienter combined with clamp 
and tangent to telescope axis 172.00 

65. Surveyors' Transit, same as No. 45, but with 6J-inch 

needle 130.00 

66. Surveyors' Transit, same as No. 46, but with 5J^-inch 

needle 148.00 

67. Surveyors' Transit, same as No. 47, but with 5J-inch 

needle 160.00 

68. Surveyors' Transit, same as No. 48, but with 5J-inch 

needle 172.00 
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SURVEYORS' TKA^SITS.— Concluded. 
No. Prick. 

60. Surveyors' Transit, two verniers to limb, 5-inch needle, 

with Solar Attachment, vertical arc reading to 30 seconds, 

level on telescope and clamp and tangent to telescope 

axis, as shown on page 78 $226.00 

SURVEYORS' TRANSITS. 

(with one vernier to limb. ) 

65. Surveyors' Transit, one vernier to limb, 4-inch needle, 

plain telescope $1 10. 00 

66. Surveyors' Transit, one vernier to limb, 4-inch needle, with 

level on telescope and clamp and tangent to telescope axis 128.00 

67. Surveyors' Transit, one vernier to limb, 4-inch needle, 

with 4J-inch vertical circle and vernier to 1 minute, level 

on telescope and clamp and tangent to telescope axis 140.00 

75. Surveyors' Transit, one vernier to limb, 5-inch needle, 

plain telescope 115.00 

76. Surveyors' Transit, one vernier to limb, 5-inch needle, 

with level on telescope and clamp and tangent to tele- 
scope axis, as shown on page 75 133.00 

77. Surveyors' Transit, one vernier to limb, 5-inch needle, 

with 4 J -inch vertical circle and vernier to 1 minute, level 

on telescope and clamp and tangent to telescope axis 145.00 

78. Surveyors' Transit, one vernier to limb, 5-inch needle, 

with 4 j -inch vertical circle and vernier to 1 minute, 
level on telescope and gradienter combined with clamp 
and tangent to telescope axis 157.00 

85. Surveyors' Transit, same as No. 75, but with 5J-inch 

needle 115.00 

86. Surveyors' Transit, same as No. 76, but with 5J-inch 

needle 133.00. 

87. Surveyors' Transit, same as No. 77, but with 5J-inch 

needle 145.00 

88. Surveyors' Transit, same as No. 78, but with 5J^-inch 

needle 157.00 

90. Surveyors' Transit, one vernier to limb, 5-inch needle, 
with Solar Attachment, vertical arc reading to 30 seconds, 
level on telescope and clamp and tangent to telescope 
axis, as shown on page 78 211.00 

RECONNOISSANCE TRANSIT. 

100. Reconnoissance Transit, one vernier to limb, 3J-inch 
needle, with 3 J -inch vertical circle and vernier to 5 
minutes, level on telescope and clamp and tangent to 
telescope axis, leveling screws and clamp and tangent to 
spindle, and extension tripod, as shown on page 80 $115.00 
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BUILDERS' TRANSIT. 

No. Price. 

106. Builders' Transit, with level on telescope, clamp and 
tangent to telescope axis, limb and spindle, and with 
leveling screws and tripod, as shown on page 82 $ 80.00 

VERNIER TRANSIT COMPASSES. 

110. Vernier Transit, 6-inch needle, plain telescope, compass 

tripod $ 70.00 

111. Vernier Transit, 6-inch needle, with level on telescope 

and clamp and tangent to telescope axis 88. 00 

112. Vernier Transit, 6-inch needle, with 3 J -inch vertical circle 

and vernier to 6 minutes, level on telescope and clamp 

and tangent to telescope axis 96.00 

116. Vernier Transit, 6-inch needle, plain telescope, compass 

tripod 75.00 

116. Vernier Transit, 6-inch needle, with level on telescope and 

clamp and tangent to telescope axis U3.00 

117. Vernier Transit, 6-inch needle, with 3J-inch vertical circle 

and vernier to 6 minutes, level on telescope and clamp 

and tangent to telescope axis, as shown on page 84 101.00 

Note. — A leveling tripod head with parallel plates, leveling screws and 
clamp and tangent movement, fitted to Vernier Transits, costs extra $13.00. 

Note. — All our Transits, Nos. 35 to 100, and 110 to 117, have a varia- 
tion arc for setting off the declination of the needle. 

ATTACHMENTS AND EXTRAS FOR TRANSITS. 

Prick. Post. 

130. Variation Arc added to any new Engineers' Transit 

Nos. 1 to 16, if ordered with the Transit $ 4.00 

131. Variation Arc added to Transits when sent for re- 

pairs 1 6. 00 

136. Vertical Circle, 3 J inches diameter, with vernier to 

6 minutes, see pages 86 and 87 8.00 $0.15 

136. Vertical Circle, 4 J inches diameter, with vernier to 

1 minute, see page 86 12.00 .20 

137. Vertical Circle, 6 inches diameter, with vernier to 

1 minute 16.00 .20 

138. Vertical Circle, 6 inches diameter, with two opposite 

double verniers to 1 minute, see page 87 35.00 .36 

139. Vertical Arc, 2^ inches radius, with vernier to 1 

minute moved by tangent screw, see page 88 18.00 .20 

140. Vertical Arc, 3 inches radius, with vernier to 30 

seconds moved by tangent screw, see page 88 18.00 .20 

146. Level on Telescope with ground vial and scale, see 

page 89 12.00 .26 

148. Clamp and Tangent to telescope axis, see page 89... 6.00 .13 
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ATTACHMENTS AND EXTRAS FOR TRANSITS.— G7«f/«^^r^. 

No. Prick. Post. 

150. Gradienter combined with clamp and tangent, see 

page 91 $18.00 $0.26 

lo4. Dust Guard to object-slide, see page 50 4.00 

155. Rack and Pinion movement to eye-piece 6.00 

157. Sights on Telescope with folding joints, see page 93 8.00 

158. Sights on Standards at right angles to telescope, see 

page 93 8.00 

160. Detachable Side Telescope and Counterpoise, for 

vertical sighting, see page 93 25.00 .60 

161. Detachable Riding Telescope, for vertical sighting, 

see page 94 25.00 .50 

165. Reflector for illuminating cross-wires, see page 94... 4.00 .10 
168. Diagonal Prism for eye-piece of telescope, see 

page 95 8.00 .10 

170. Plummet Lamp for Mine Engineering, see page 95 10.00 .35 

178. Quick Leveling Attachment, see page 96 6.00 .36 

174. Quick Leveling Attachment, if ordered with any 

new Transit Nos. 1 to 106 5.00 

176. Leveling Head with parallel plates, leveling screws 

and clamp and tangent, fitted to Transits Nos. 

110 to 117 13.00 

180. Attached Magnifiers, with universal joint, to read 

verniers, each 6.00 

185. Graduation of limb to read to 20 or 30 seconds, 

extra 10.00 

186. Graduation of limb to read to 10 seconds, extra 30.00 

187. Graduation of 4J or 5-inch vertical circle to read to 

20 or 30 seconds, extra 6.00 

190. Patent Solar Attachment with declination arc, hour 

circle and polar axis, see page 97 60.00 .80 

193. Patent Latitude Level, for use with Solar Transit, 

seepage 115 6.00 .16 

195. Jones' patent Latitude Arc, with reversible level, 

see page 116 73.00 

196. Striding or Adjusting Level, see page 120 3.00- .16 

Note.— For Tripods, see pages 16 and 210-213. For Leather 
Cases, see pages 18 and 214. 



SOLAR COMPASS. 

Prick. 
210. Burt's Solar Compass, with leveling screws and clamp and 

tangent to spindle, and tripod, see page 131 $210.00 

NoTB. — For Solar Pocket Compass, see No. 275, and pages 13 and 166. 
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RAILROAD COMPASSES. 

No. Prick. 

215. Railroad Compass, two verniers to limb, 5-inch needle, 

brass cover, outkeeper and staff mountings $ 70. 00 

216. Railroad Compass, two verniers to limb, 5J-inch needle, 

brass cover, outkeeper and staff, mountings, see page 

137 75.00 

220. Railroad Compass, one vernier to limb, 5 J -inch needle, 
brass cover, outkeeper and staff mountings, see page 
140 60.00 

These Compasses should always be used on a tripod when practicable, 
tripods Nos. 415, -120 and ^25 are adapted for use with these Compasses. 



VERNIER COMPASSES. 

225. Vernier Compass, 4-inch needle, brass cover, outkeeper 

and staff mountings $30.00 

226. Vernier Compass, 5-inch needle, brass cover, outkeeper 

and staff mountings 35.00 

227. Vernier Compass, 6-inch needle, brass cover, outkeeper 

and staff mountings, see page 142 40.00 



PLAIN COMPASSES. 

230. Plain Compass, 4-inch needle, brass cover, outkeeper and 

staff mountings ?25. 00 

231. Plain Compass, 5-inch needle, brass cover, outkeeper and 

staff mountings 30.00 

232. Plain Compass, 6-inch needle, brass cover, outkeeper and 

staff mountings, see page 154 35.00 

NoTK. — Compasses Nos. 210 to 232 are packed in mahogany case, with 
lock and leather strap. 



ATTACHMENTS AND EXTRAS FOR COMPASSES. 

Prick. Post. 

240. Compound Tangent Ball-spindle, see page 155 $ 6.00 $0.30 

241. Leveling Adopter, large size, see page 155 7.00 .40 

242. Leveling Head with parallel plates, leveling screws 

and clamp and tangent, fitted to use with tripods 

Nos. 401, 406, 411, 415, 420 and 425 13.00 

245. Compass Tripod Mountings, without the legs 4.00 .60 

NoTK. — For Tripods, see pages 17 and 210-213. For Leather 
Cases, see pages 18 and 214. 
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TELESCOPIC SIGHT. (Patented.) 

ATTACHABLE TO COMPASS SIGHT. {Seepages 166 to I64. ) 
No. Pricb. Post. 

260. Achromatic Telescope, 9-inch, power about 12 

diameters $12.00 $0.45 

26L Achromatic Telescope, 0-inch, larger object glass, 

power about 20 diameters, see page 157 17.00 .45 

262. Achromatic Telescope, D-inch, same a^ No. 261, 

and with stadia wires 20.00 .50 

We add to any Telescopic Sight the following extras, 
at prices named : 

265. Vertical Circle, with vernier to 5 minutes 5.00 

266. Level on Telescope, with ground and graduated vial.. 5.00 

267. Clamp and Tangent to telescope axis 5.00 

268. Offset-standard, to bring the telescope over the line 

of zeros 5.00 .25 

SOLAR POCKET COMPASS. 

275. Solar Pocket Compass, with staff mountings, see 

page 160 $100.00 

276. Solar Pocket Compass, with light tripod 105.00 

277. Solar Pocket Compass, with light extension tripod... 110.00 

278. Solar Pocket Compass, with light extension tripod 

and leveling plates 120.00 

280. Side Telescope and Counterpoise f.tted to new Solar 

Pocket Compass 25. 00 

RAILROAD POCKET COMPASSES. 

285. Railroad Pocket Compass, one vernier to limb, oj- 
inch needle, limb 5 inches diameter with clamp 
and tangent, folding sights, two levels and staff 
mountings, seepage 161) $40.00 

288. Railroad Pocket Compass, 4J-inch needle, clamp 
and tangent to limb, limb reading to 1 minute, 
folding sights, two levels and staff mountings 33.00 

200. Railroad Pocket Compass, 4} -inch needle, clamp 
and tangent to limb, limb reading to 1 minute, 
clamp and tangent to main spindle or socket, and 
fitted with our Telescopic Sight No. 26(>, with 
the extras of level, vertical circle to 5 minutes, 
and clamp and tangent to telescope axis, and 
with tripod 70.00 

291. Railroad Pocket Compass, same as No. 290, but 

with Telescope No. 261 75.00 
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RAILROAD POCKET COMPASSES.— Cbw^/W^^. 
No. Price. Post. 

292. Railroad Pocket Compass, same as No. 290, but , 

with Telescope No. 262 $ 78.00 

293. Railroad Pocket Compass, same as No. 292, and with 

Leveling adopter, complete as shown on page 1 7L. 83.00 

VERNIER POCKET COMPASSES. 

300. Vernier Pocket Compass, 8J-inch needle, folding 
sights, two levels and staff mountings, see 
page 173 $16.00 $0.60 

305. Vernier Pocket Compass, 4.J-inch needle, folding 
sights, two levels and staff mountings, see 
page 173 ^ 18.00 .90 

310. Vernier Pocket Compass, 4^ -inch needle, clamp and 

tangent to main spindle or socket, and fitted with 
our Telescopic Sight No. 2()(), with extras of 
level, vertical circle to 5 minutes and clamp and 
tangent to telescope axis, and with trii)od 55.00 

311. Vernier Pocket Compass, same as No. 310, but 

with Telescope No. 261 60.00 

312. Vernier Pocket Compass, same as No. 810, but 

with Telescope No. 262, see page 175 63.00 

PLAIN POCKET COMPASSES. 

315. Plain Pocket Compass, 2 J -inch needle and folding 

sights $ 8.00 $0.25 

316. Plain Pocket Compass, 2J-inch needle, folding 

sights and staff mountings, see page 17(» 10.00 .35 

317. Plain Pocket Compass, ^>.i inch needle and folding 

sights ". 10.00 .40 

318. Plain Pocket Compass, 3A-inch needle, folding 

sights and staff mountings, see page 17<) 12.00 .50 

319. Plain Pocket Compass, -U-inch needle, folding 

sights, two levels and staff mountings 13.50 .50 

EXTRAS FOR POCKET COMPASSES. 

325. Clamp and Tangent fitted to ball -spindle of Com- 

pas.ses Nos. 285, 288, 800, 805, and 815 to 819.. $ 5.00 

326. Rack and Pinion to variation arc of Compasses Nos. 

288 to 812 4.00 

827. Leveling Adopter, small size, see page 176 5.00 $0.25 

828. Leveling Head with parallel plates, leveling 

screws and clamp and tangent to spindle 10.00 

Note. — For Tripods, see pages 17 and 210-213. For Leather 
Cases, see pages 18 and 214. 
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GEOLOGICAL AND CLINOMETER POCKET 
No. COMPASSES. p„„ p^, 

335. Aluminum Geological Compass, graduated movable 
sighting circle, graduated base, variation arc, 
folding sights, two levels, clinometer and staff 
mountings, see page 177 $24.00 $0.35 

338. Clinometer Pocket Compass (of brass), 3 J -inch 
needle, folding sights, square base, two levels 
and staff mountings, see page 178 16.00 .60 

A small light tripod for these Compasses costs extra $5.00. 

MINERS' COMPASSES OR DIPPING NEEDLES. 

FOR TRACING VEINS OF MAGNETIC IRON ORE. 

340. Miners' Dip-Compass, 3-inch needle with stop, 

glass on both sides, in wood case, see page 180.. $12.00 $0.26 

341. Miners' Dip-Compass, 3-inch needle with stop, 

glass on both sides, with brass covers 12.00 .35 

344. Miners' Dip-Compass, 8-inch Norwegian needle 

with stop, glass on both sides, with brass covers, 

see page 180 12.00 .35 

345. Miners* Dip-Compass, 4-inch Norwegian needle 

with stop, glass on both sides, with brass covers.. 15.00 .60 

DIAL COMPASSES. 

348. Brass Dial Compass, with hour arc graduated for 

any latitude as ordered, variation arc, graduated 
base, one folding sight, two levels and clinom- 
eter, see page 182 $18.00 $0.36 

349. Dial Compass, same as No. 348, and with staff 

mountings complete 20.00 .45 

360. Aluminum Dial Compass, with hour arc graduated 
for any latitude as ordered, graduated base, gradu- 
ated movable sighting circle, variation arc, one 
folding sight, one removable sight, two levels, 

clinometer and staff mountings, see page 183 30.00 .35 

Extra Hour Arcs, graduated for any latitude as 
ordered, to fit either of these Dial Compasses, 
each 6.00 .12 

A light tripod for the Dial Compasses Nos. 349 and 350 costs extra 
S6.00. 



LEVELING INSTRUMENTS. 



ENGINEERS' Y LEVELS. 

No. Tkice. 

375. Y Level, 22-incli telescope, with leveling screws, clainp 

and tangent and iripod $115.00 

oVG. Y Level, 20-inch telescope, with leveling screws, clamp 

and tangent and tripod, see page 187 110.00 

377. Y Level, 18-inch telescope, with leveling screws, clamp 

and tangent and tripod 110.00 

378. Y Level, 15-inch telescope, with leveling screw, clamp 

and tangent and tripod, see page 200 90.00 

ARCHrrECTS' Y LKVELS. 

380. Architects' Level, Ti-inch telescope, with leveling screws 

and Iripod, see page 201 $50.00 

381. Architects' Level, 12-inch telescope, with leveling screws, 

clamp and tangent and tripod, see page 202 05.00 

Note. — A Compass, without sights and with 3-inch needle, can be at- 
tached to the telescopes of these leveling instruments, Nos. ,*i75 to 881, and 
used to obtain the bearing of lines when desired ; its extra cost is liflO.OO. 
Stadia wires are furnished with any of our Y Levels, free cf charge, if 
requested when the instrument is ordered. 

DRAINAGE LEVELS. 

Price. Post. 

385. Drainage Level, with staff mountings ^15.00 $1.25 

380. Drainage Level, with staff mountings and tripod 20.00 2.25 

387. Drainage Level, widi staff mountings, leveling 

screws and tripoil, .sec page 200 25.00 2.45 

388. Drainage Level, same as No. 387, and with compass 

attached, see page 207 30.00 2.00 

NoTR. — All our Levels, Nos. 875 to 888, are packed in mahoganv case with 
lock, and strap or handle. For Level Tripods see pages 17 and 210-218. For 
leather Cases, see pages 18 and 214. 

TRANSLr TRIPODS. 

Pkice. 

4(K). Plain Tripod for Transits Nos. 1 to 90, see page 211 $10.00 

401. Plain Tripod for Transits Nos. 100 to 117 5.00 

405. Sj^lit Lci^ Tripod for Transits Nos. 1 to 90, see page 212.. 12.00 

,40(). Split Leg Trii)0(l for Transits Nos. 100 to 117 10.00 

410. Extension Tripod for Tran.sits Nos. 1 to 90, see page 213.. 15.00 

411. Extension Tripod for Transits Nos. 100 to 117 12.00 

IC 
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COMPASS TRIPODS. 

No. Price. 

415. Plain Tripod for Compasses Nos. 210 to 2S2, seepage 211, $6.00 

416, Plain Tripod for Pockel Compasses Nos. 275 to 319 6.00 

420. Splil Leg Tripod for Compasses Nos, 210to232 10.00 

421. Split Leg Tripod for Pocket Compasses Nos. 276 to 310... 8.00 

426. Extension Tripod for Compasses Nos. 210 to 282 12.00 

426. Entension Tripod for Pocket Compasses Nos. 275 lo 819.. 10.00 



LEVEL TRIPODS. 

480. Plain Tripod for Levels Nos. 876 lo 878, see page 211 $10.00 

481. Plain Tripod for Levels Nos. 380 to 388 5.00 

436. Splil Leg Tripod for Levels Nos, 375 to 378, see page 212. 

48C. Splil Leg Tripod for levels Nos. 880 lo 388. 



ision Tripod for I.evels Nos. 875 to 878, see page 213. 

;ion Tripod for Levels Nos, 380 and 881 

lion Tripod for Uvels Noa. 386 to 388 



12.00 

10.00 
16.00 
12.00 
10.00 




BRASS PLUMMETS. Plain. 



450. Hummel, screw head, steel 

point, 6 oi $1.00 $0,16 

452, I'lummel, screw head, steel 

point, lOoi 1.60 ,20 

464. Plummet, serew head, steel 

poinl, 16 oz. 2,00 .25 

456. Plummet, screw head, steel 

poinl, 24 oz, 2.75 ,36 

458, Ilummet, screw head, steel 

point, 32 oz 3,50 .45 

460, I'lummel, screw head, steel 

poinl, long neck, 12 oi 2,00 .25 



BRASS PLUMMETS, Adjustable, 

This Plummet has a concealed reel, 1{, around 
which the string is wound \iy turning the milled 
head, K, on top. The friciion upon the red will 
hold llie Plummet al any desired poinl of llie line. 

405. Adjustable Plummet, to oi $2.60 $0.20 

409. Adjustable I'lummel. 30 o^ 5,00 ,46 
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SOLE LEATHER CASES. 

475. leather Case and Strap, for Engineers' or Sur- 

veyors' Transits, price aetording lo hiie fS.OO lo $10.00 

476. Lcalher Case and Straji. fur Mountain, Itocvniiois- 

sanceor Baildets' Transits S,l)() 

477. Leather Case ami Strap for largo Solar Coniiiasaes.. 1(1.00 

478. Leather Case and Stra]i, for Surveyors' Compasses, 

Nos. 210 to 2:J2, price according lo size 7.00 to B.OO 

470. Leather Case and Strap, for P-nginecrs' V Levels, 

price according to size 8.00 to 10.00 - 

480. Leather Case and Strap, for Architects' Level 7.00 

481. Leather Case and Strap, fur Drainage Level 4.00 

Leather Case and Sit(>i*i.i>KR Strae' foK PncKEr 

Compasses, sizes as follows ; fiK% Pom 

485. Siiefor Compasses Nos. 315.31l!,.13.5,340to344, 

348 to 8.50 $2.00 f0.20 

486. Size for Compasses Nos. »00, 317 to 3IH, 3»8, 34.J, 3.00 .SO 

487. Siie for Compasses Nos. 275, 285, 288, 305 4.00 ,60 

488. Size for CiHnpasses Nos. 200 (o 293, 310 to 312 COO 

Leather Pouch ano Shoulder Strap, lilted to 

receive I'ocket Compasses without wood boi, sizes as 
follows : 




190. Size for Compasses Nos. 315, 816, 835, 340 lo 344, 

348to3.TO $1.50 $0.1i 

lai. SizeforCompasscsNos. 800,317to31!),838,345.. 2.00 .2. 

102. Size for Compasses Nos. 288, 805 2.50 .3; 

Nuts.— We an prepand to nuke to order Leather Casei ana 
I'ouchs uf any style and liu that may be deured. 
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LEVELING RODS. {See pages ^15-22 J^.) 

No. Prick. 

600. Philadelphia Rod, 7^^ feet closed, sliding to 13 feet $14.00 

502. Philadelphia Mining Rod, 3/^ feet closed, sliding to 5 feet 12.00 

503. Boston Rod, 6 feet closed, sliding to 1 1 feet 14.00 

504. Troy Rod, G J feet closed, sliding to 12 feet 10.00 

505. New York Rod, 2 ply, G/^ feet closed, sliding to 12 feet.. 14.00 

507. New York Rod, 3 ply, 5 feet closed, sliding to 12J feet.... 18.00 

508. New York Rod, 4 ply, 5 feet closed, sliding to 16 feet 20.00 

509. New York Mining Rod, 2 ply, 3^^^ feet closed, sliding to 

5^8^ feet 12.00 

510. Architects' Rod, 5 J feet closed, sliding to 10 feet, in inches 

andltUhs 6.00 

511. Architects Rod, 5 J feet closed, sliding to 10 feet, in feet 

andlOOths 6.00 

513. Telemeter, or Stadia Rod, 6 feet folded, unfolding to 12 feet 12.00 

515. Telescopic Rod, 3 ply, 5 feet closed, sliding to 14 feet 24.00 

516. Cross-Section Rod, 10 feet long, with level vial at each end 10.00 

518. Plain Rod, without target, 10 feet long, feet and lOOths... 6.00 

519. Plain Rod, without target, 12 feet long, feet and lOOths... 7.00 

Note. — Any of the above rods with Metric graduations at same price. 



FLEXIBLE OR POCKET LEVELING RODS. 




f<jWMMf/^m 



^^ 



Prick. Post. 

525. Pocket Leveling Rod, 10 feet long, self -reading to 

feet and lOOths, made of rubber canvas, can be 
coiled up and carried in pocket ; in use it is fas- 
tened to a board with thumb tacks $3.25 10.20 

526. Pocket Leveling Rod, same as No. 525, 12 feet 

long 4.00 .25 

527. Pocket Leveling Rod, same as No. 525, 14 feet 

long 4.50 .25 

528. Pocket I^eveling Rod, same as No. 525, 3^ meters 

long, divided to centimeters 4.00 .25 



COMBINED LEVELING POLE AND FLAG-STAFF. 

Price. 
630. Wood Leveling Pole and Staff, 7 feet long, see page 224. $5.00 
681. Wood Leveling Pole and Staff, 9 feet long 6.00 
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WOOD AND IRON FLAG-STAFFS. {See page 22^.) 

These staffs are divided in feet, which are painted alternately 
red and white. 

No. Prick. 

534. Wood Staff, 6 feet long, with metal shoe $2.00 

635. Wood Staff, 8 feet long, with metal shoe 2.26 

536. Wt )od Staff, 1 feet long, with metal shoe 2. 60 

539. Aligning or Ranging Pole, 6 feet long, hung in gimbals... 4.00 

Note. — This pole consists of an iron tube, \\ of an inch diameter, 6 feet 
long, and being hung in gimbals always assumes a vertical position. 

641 . Iron Tubular Ranging Pole, 6 feet long, ^J inch diameter 2. 75 
643. Iron Tubular Ranging Pole, 8 feet long, |J inch diameter 3.00 

Note. — Any of the above staffs with metric graduations (five to a meter) 
at same price. 

Prick. Post. 

545. Rod Level, for plumbing a Rod or Staff, see page 

225 $3.00 $0.15 

PLANE TABLES. 

Price. 
650. Plane Table, with board 30x24 inches, mounted on large 
tripod with leveling socket and clamp, and with plumb- 
ing arm, plummet and clamps for paper $45.00 

Combined Compass with levels and square base 15.00 

Alidade with telescope 11 inches long, with stadia, 
4J-inch vertical circle to 1 minute, level on tele- 
scope and clamp and tangent, on column, power of tel- 
escope 24 diameters, seepage 234, No. 583 90.00 

Total $150.00 

553. Plane Table, with board, tripod, etc., like No. 550 $45.00 

Combined Compass with levels and square base 15.00 

Alidade with telescope 9 inches long, power 20 diam- 
eters, with stadia, vertical circle to 1 minute, level on 
telescope and clamp and tangent, mounted on column 
as in engraving, see page 220, No. 582 70.00 

Total $130.00 

556. Plane Table, with board, tripod, etc., like No. 550 $45.00 

Combined Compass with levels and square base 15.00 

Alidade, with telescopic sight No. 262, with stadia, verti- 
cal circle to 5 minutes, level and clamp and tangent, 
seepage 233, No. 581 50.00 

Total $110.00 
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PLANE TABLES.— CiwiriWifi/. 



No. 

559. Plane Table, with board, tripod, etc., like No. .>V> - S4->.<«' 

Combined Compass with levels and square base - 1 -'».••* 

Alidade with compass sights, see page ^^i^i. No. -!>'•• - 1-S.<^» 

Total ^7->.««» 

563. Set of three leveling screws for any of the above Ilane 

Tables, extra .'. %\UAt% 

564. Clamp and tangent, for movement in azimuth, extra 10.<Ji* 



JOHNSON'S IMPROVED PLANE TABLE. 

570. Johnson's Plane Table Movement and tripod, as shown in 

engraving, see page 282 - ^S.Mi 



EXTRAS. 

573. Drawing Board, 31x24 inches, with brass screw plate 

fitted, and with eight clamp screws aind sockets iix 

paper % o.OO 

574. Plumbing Arm and Plummet \S^} 

575. Combined Compass with levels and s^]uare liasc IhJMf 

Note. — The Alidades as above described, and shown tin pages Zfi and 
234, can be used with Johnson's Plane Table when desired, and will be soid 
s^>arately at the prices named. 



TRAVERSE PLANE TABLE— U. S. G. S. PATTERN. 

586. Traverse Table Board, 15x15 inches, with liox Compass 

let into one edge. Ruler Alidade with graduated c<lj;e 
and folding sights, and with tripod, complete as shown 
on page 235 f'JVU* 

If the tripod has extension legs, add extra ^5.00. 

When desired we furnish separate parts of this Ilane Table 
at the following prices : 

587. Drawing ]k>ard with brass screw plate, and with tripod 

head and I lain legs § ^jJjO 

588. Box Compass, rectangular metal case, S-inch neeiUe HJjf) 

589. Ruler Alidad^ with graduated edge and folding sights^.... 10.00 
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CURRENT METERS. 



''. 



W. CJ. PRICE S PATENT. 

For measuring the velocity of the current of rivers and harbors, 

at any depth. 

No. Prick. 

600. Current Meter for Harbors and Rivers, see page 237 f 100. 00 

604. Brass Tubing, graduated to feet and tenths, and jointed in 

4-ft. lengths, per length 5.00 

606. Lead Weight, 60 lbs., with connections, see page 287 15.00 

608. Electric Register, see pages 237 and 241 50.00 

610. Dry Cell Battery of three cells, in box with lock and strap, 4.00 

612. Wet Cell Battery of three cells, in box with lock and strap, 7.00 

614. Insulated Copper W' ire for battery, per foot .08 

616. Acoustic Current Meter for small streams, see page 244... 60.00 

619. Time Recorder, open face, nickel case, stem winder, 

with fly-back attachment for starting and stopping. 
Registering minutes, seconds and fifths of seconds 6.00 

620. Hoyden's Hook Gauge, see page 247 25.00 



HAND LEVELS. 

Pricb. Post. 

626. Monocular Hand Level, in case, see page 249 $12.00 $0.20 

627. Binocular Hand Level, in case, see page 249 15.00 .35 

680. Locke's Hand Level, nickel -plated, in case, see 

page 261 9.00 .20 

634. Abney Level, an improved *• Ix)cke's Hand Level," 

giving angles of elevation ; also divided for 

slopes, as 1 to 1, 2 to 1, etc. ; in case, see 

page 262 16.00 .26 

636. Abney Level, same as No. G34, with compass and 

staff socket attached 18.00 .30 

Note,— Nos. 625 to 634 are our own make ; No. 636 is of foreign make. 

ODOMETERS. 

For measuring distances by the revolution of a carriage wheel. 

Price. 

640. Odometer with inside pendulum dial, in leather case with 

straps, see page 263 $ 16.00 

642. Odometer with outside dial and with bolts complete for 

attaching, see page 266 10.00 

644. Positive Motion Odometer, with bolts complete, see 

page 266 20.00 

646. Wheelbarrow Odometer, complete as shown, see page 268 120.00 

647. Wheelbarrow Odometer, omitting Compass 104. 00 
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CHAINS. (Seepages mO-26S.) 

No. Prick. Post. 

650. 38 feet, 60 links, oval rings. No. 10 refined iron wire $2.25 $0.65 

651. 33 feet, 50 links, oval rings, No. 8 refined iron wire 2.50 .86 
662. 66 feet, 100 links, oval rings. No. 10 refined iron wire 3.50 1.15 
653. 66 feet, 100 links, oval rings. No. 8 refined iron wire 4.00 1.75 
656. 33 feet, 50 links, oval rings, No. 10 best steel wire 4.00 .66 

658. 50 feet, 50 links, oval rings, No. 10 best steel wire 4.75 .90 

659. 50 feet, 50 links, oval rings. No. 8 best steel wire 5.50 .90 

660. 66 feet, 100 links, oval rings. No. 10 best steel wire 7.00 1.15 

662. 100 feet, 100 links, oval rings. No. 10 best steel wire 8.60 1.75 

663. 100 feet, 100 links, oval rings, No. 8 best steel wire 10.00 1.80 

STEEL BRAZED CHAINS. 

670. 33 feet, 50 links, No. 12 tempered steel wire, brazed 

links and rings $ 5.50 $0.50 

671. 50 feet, 50 links. No. 12 tempered steel wire, brazed 

links and rings 6.00 .60 

672. 66 feet, 100 links. No. 12 tempered steel wire, 

brazed links and rings 10.00 .90 

673. 100 feet, 100 links, No. 12 tempered steel wire, 

brazed links and rings 11.00 1.05 

Our steel brazed chains displace the ordinary chains 
wherever they are tried, on account of superior lightness 
and strength. They are practically the only chains now 
used in railroad construction. 

Chains of two and four poles with 40 and 80 links, 
same price as chains of 50 and 100 links. 

Steel snaps to make full chains into "half chains," 
without extra charge, if ordered with the chain. 

GRUMMAN PATENT STEEL CHAINS. 

680. 33 feet, 50 links. No. 15 tempered steel wire, weight 

1 lb $ 5.00 $0.28 

681. 50 feet, 100 links. No. 15 tempered steel wire, 

weight IJlbs 6.00 .30 

682. 66 feet, 100 links. No. 15 tempered steel wire, 

weight IJlbs 9.00 .35 

683. 100 feet, 200 links, No. 15 tempered steel wire, 

weight 2Jlbs 11.00 .50 

685. 50 feet, 100 links. No. 18 tempered steel wire, 

with spring-balance, level and thermometer, for 

very accurate measurements, weight 14J oz 15.00 .25 

688. Spring-balance with handle and steel snap, to use 

with chains Nos. 680 to 688 2.50 .15 
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VARA CHAINS. 

No. Prick. Post. 

690. 10 varas, 60 links, oval rings, No. 10 refined iron 

wire .*. $ 2.25 $0.65 

691. 10 varas, oO links, oval rings, No. 8 refined iron 

wire 2.50 .85 

694. 20 varas, KX) links, oval rings. No. 10 refined iron 

wire 3.50 1.15 

695. 20 varas, 100 links, oval rings. No. 8 refined iron 

wire 4.00 1.75 

700. 10 varas, 50 links, oval rings. No. 10 best steel 

wire 4.00 .65 

704. 20 varas, 100 links, oval rings. No. 10 best steel 

wire 7.00 1.15 

708. 10 varas, 50 links, oval rings. No. 12 tempered steel 

wire, brazed links and rings 5.50 .50 

710. 20 varas, l(K) links, oval rings, No. 12 tempered 

steel wire, brazed links and rings 10.00 .90 

METER CHAINS. 

715. 10 meters, 50 links, oval rings. No. 10 refined iron 

wire $ 2.25 $0.65 

716. 10 meters, 50 links, oval rings. No. 8 refined iron 

wire 2.50 .85 

719. 20 meters, 100 links, oval rings. No. 10 refined iron 

wire 3.50 1.15 

720. 20 meters, 100 links, oval rings, No. 8 refined iron 

wire 4.00 1.75 

723. 10 meters, 50 links, oval rings. No. 10 best steel 

wire 4.00 .65 

727. 20 meters, 100 links, oval rings. No. 10 best steel 

wire 7.00 1.15 

730. 10 meters, 50 links, oval rings. No. 12 tempered 

steel wire, brazed links and rings 5.50 .50 

732. 20 meters, 100 links, oval rings, No. 12 tempered 

steel wire, brazed links and rings 10.00 .90 

MARKING PINS AND TIMBER SCRIBE. 

740. Set of 11 Pins, No. 4 iron wire, 14 inches long $1.25 $0.50 

742. Set of 11 Pins, No. 6 steel wire, 14 inches long 1.50 .40 

744. Set of 11 Pins, No. 6 steel wire weighted, 14 inches 

long 2.50 1.25 

746. Set of 11 Pins, No. 10 steel wire, 9 inches long, in 

leather pouch 2.00 .25 

748. Set of 11 Pins, No. 4 brass wire, 14 inches long 2.50 .50 

750. Timber Scribe, for marking trees, posts or l)oards. ... 1.26 .16 
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STEEL RIBBON CHAIN-TAPES. 

J INCH WIDE, AND WITH HANDLES A. 




760. Steel Ribbon, 33 feel, graduated each link $3.50 : 

761. Steel Ribbon, 50 feet, graduated each foot 4,00 

762. Steel Ribbon, 66 feet, graduated each link 4.50 

763. Steel Ribbon, 100 feet, graduated each foot o.OO 

765. Steel Ribbon, 200 feet, graduated each foot up to 

100 feet, and the last 100 feet graduated each 10 

feet T.50 

767. Steel Ribbon. 300 feet, graduated each foot up to 
100 feet, and the last 200 feet graduated each 10 

feel 10.00 

The 50, 100, 200 and 300 feet Chain-tapes also have 

the first and last foot in lOths. 



STEEL RIBBON BRIDGE-TAPES. 

E REELS. 




770. Slee! Ribbon, 300 feel, graduated each 5 feet 

771. Steel Ribbon, 400 feet, graduated each S feel 

772. Steel Ribbon, 500 feet, graduated each 5 feet 

Our Urldge-lapes are mounted on sutratautial mahogany reels 

with solid sides, brass mountings and swivel handles. 

These tapes have the first and last 5 feet graduated each foot. 
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METALLIC TAPES. 

linen thread, inlerwoven wilh fine brass win 
and in leather cases. The graduations are in 1 
>ne side and in links on (he revenue side. 




780. Metallic Tape, 33 feel, in lOths or 12ths, and links.. $2.IK) $0.11 

78'.;. Metallic Tape, 50 feel, in lOths or 12ths, and links.. '!.!» .2i 

im. Metallic Tape, m feel, in lOlbs or 12tlu, and links.. 8.00 .»( 

78«. Metallic Tape, lOOfeet, in lOths or iLilhs, and links 4.00 .31 



METALLIC TAPES WITHOUT CASES. 

These tapes can be put into the leather cases when the original tape lin 

790. Metallic Tape, 38 feel, in lOths or 12ths, and links, 

without case $1.00 $0.1. 

791. Metallic Tape, 50 feet, in lOths or 12lhs, and links, 

without case 1.35 .1: 

792. MeuUic Tape, fiO feet, in Iflths or 12ths, and links, 

without case I.IH) .2; 

794. Metallic Tape, 100 feet, in I0thsorl2tfas, and links, 

without case 2.60 .2i 



W. If L. E. GURLEY, TROY, A'. Y. 
STANDARD STEEL TAl'KS. 

IIIRTAULK MEAStiRIii 




'Star" 


Steel 


Ta,.e. 


Hi feci, in 


lOthsor 


V2th^ 


and 


■Star" 


■Steel 


Tape. 


75 feel, in 


KHhs or 


llith-, 


and 


'Star' 


Stee 


Tape, 


100 feet. 


in lOths ot 1 


Jlhs, 



PAINE'S PATENT STEEL TAPES. 
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PAINE'S PATENT STEEL TAPES. 

\ ]NCI[ WIUE, IN METAL CASES, FOLDING 
:1 Tape, 25 feel, in KIths or 12lhs, and Unl 



8:t4. ■' ■■ 75 " " '■ '■ 8.00 

8»5. '■ '■ 100 ■' " '■ ■' 9.60 

Tapes- Nos. 800 to 835 with mel 
on reverse si<le, inslead of links, at ai 
cents per fool. 

EXTRAS TO PAINE'S PATENT STEEL TAPES 

840, Compensating handles, with graduated scale, per 



A of thro 






$3.00 JO.l: 
1.60 .li 
4.00 .11 



EXCELSIOR STEEL TAPES. 



8-W. Eicelsior Steel Tape, 33 feel, in Utths or llilhs. and 

links $ 6.00 $0.2( 

851. Excelsior Steel Tape, fiO feet, in IO«hs or Titlis, and 

links 7.00 .2i 

852. Excelsior Steel Tape, 60 feet, in lOths or 12lhs, and 



866. Excelsior Steel Tape, 50 foet, in lOths or 12ths, a 
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No. Price. Post. 

868. Excelsior Steel Tape, 100 feet, in lOths or 12ths, 

and meters |14.60 |0.40 

In the open frame the tape is not liable to retain moist- 
ure and dirt. 

METRIC AND VARA TAPES. 

We can furnish any of our tapes, Nos. 780-858, with metric or vara 
measure only, at prices for regular style of tapes of similar lengths in feet. 
If with metric or vara measure on reverse side, instead of links, the extra 
cost will be as stated on pages 26 and 28. 



NICKEL PLATED TAPES. 

When desired, we will nickel plate our steel tape lines, Nos. 800-835 
and 850-858, to protect from rust, at an extra cost of three cents per foot. 



POCKET STEEL TAPES. 

IN GERMAN SILVER CASES, WITH SPRING AND STOP. 

No. Prick. Post. 

860. Pocket Steel Tape, 3 feet, in lOths or 12ths |1.()0 $0.11 

862. " " ** 5 «' ♦« " 1.25 .12 

863. ** ** " 6 *' ** '< 1.40 .12 

866. *' ** " 12 " ** " 2.50 .15 

The above pocket tapes, with divisions to centimeters and 
millimeters on the reverse side, three cents per foot extra. 

870. Pocket Steel Tape, 6 feet, in lOths one side and 

12ths reverse side 1.60 .12 

873. Pocket Steel Tape, 12 feet, in lOths one side and 

12ths reverse side 2.85 .15 
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PRICES FOR PARTS OF INSTRUMENTS 
LIABLE TO LOSS OR INJURY. 



FOR TRANSITS. 

Pricb. Post. 

Needle with jewel center and center-pin $3.(K) ^.10 

Center-pin only .60 .01 

Ground glass level vial for plate or standard, each .35 .02 

Ground glass level vial, brass mounted complete, for plate 

or standard, each 2.00 .12 

Ground glass level vial for telescope, each 1.35 .12 

Cap for eye-piece or objective, each .76 .03 

Shade for objective .75 .03 

Clamp screws for horizontal limli, each .76 .02 

Tangent screw for leveling head 1.60 .11 

Clamj) screw for leveling head 76 .03 

Leveling screw for leveling head, each 1.60 .12 

Eye-j)iece comj^lcte 0.00 .12 

Objective comi)lete (i.OO .12 

Platinum cross- wires and diaphragm 3.00 .12 

Platinum stadia wires and diaphragm 6.00 .12 

Mahogany l)ox with lock and straji, and fitted inside ?4 to $6 



FOR SURVEYORS' COMPASSES. 

Needle with jewel center and ccntcr-pin $3.00 ^.10 

Center-pin only 60 .01 

Plain glass level vials, each .12 .02 

Plain glass level vinls, brass mounted complete, each 1.60 .12 

Brass cover for Compass of our make 1.00 .26 

Outkeeper 1.00 .11 

Glass circle for comj^ass face .26 .16 

Wrench for center-pin 10 .01 

Staff mountings, brass head, without spindle 2.00 .25 

Staff mountings, steel point .60 .18 

Ball-spindle, fitted to old socket 2.00 .30 

Compass sight vanes, each 2. 60 .20 

Clamp screw for spindle or sight-vane .60 .03 

Tangent screw for moving vernier 1.60 .10 

Staff mountings complete for Pocket Compass, small 2.60 .16 

Staff mountings complete for Pocket Compass, large 3. 60 .20 

Mahogany box with lock and strap, and fitted inside §4 to $>6 
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FOR Y LEVELS. 

Price. Post. 

Ground glass level vial, unmounted, for 22-inch Y Level ... $1.85 $0.15 

Ground glass level vial, unmounted, for 1 5-20- inch Y Levels 1 .<)5 .16 

Ground glass level vial, unmounted, for Architects' Level... .90 .05 

Cape for eye -piece or objective, each 75 .03 

Clamp screw for leveling head 75 .0.3 

Tangent screw for leveling head 1.50 .11 

Leveling screw for leveling head, each 1.50 .12 

Eye-piece complete 6.00 .12 

Objective complete 7.00 .12 

Platinum cross-wires and diaphragm 8.00 .12 

Platinum stadia wires and diaphragm 5.00 .12 

Mahogany box with lock and strap, and fitted inside $4.50lo$6. 

MISCELLANEOUS. 

Plain tripod legs only, for Engineers' Transit or Level per 

set $5.00 

Split tripod legs only, for Engineers' Transit or Level, per 

set 7.00 

Extension tripod legs only, for Engineers' Transit or Level 

per set 10.0*) 

Clamp screw and band for extension leg, each 1.00 $0.12 

TripcKi head only, with bolls and nuts, for Engineers' 

Transit or level .' 5.00 .50 

Wood cap with brass screw plate, to rtt tripod head, each.. .75 .12 

Brass bolt and nut to fit tripod head, each 50 .05 

Metal point or shoe for tripod leg, each 50 .05 

Leather strap with handle, for carrying extension tripod... .50 .05 

Leather ring to hold tripod legs together, each 10 .02 

Steel screw driver with wood handle, each 15 .03 

Steel adjusting pins, each 05 .01 

Rubber tips, for bottom of instrument box, perset 32 .05 

Reading magnifier, for Transit, each 75 .02 

Brass plummet with screw cap, for Transit or Level, each... 1.50 .20 

Waterproof rubber hood for Transit or Level, each 1.00 .12 

Chamois skin, large size, best quality, each 65 .05 

Clamp with clamp screw, for New York rod 2.00 .15 

Clamp with clamp screw, for Philadelphia rod 2.50 .16 

Target with clamp screw, and spring, for New York or 

Philadelphia rod 5.00 .35 

Chain handle, with staple and nuts, each 76 .08 

Chain tallies, per set of 9 50 .06 
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SELECTION OF INSTRUMENTS, 

'POR original surveys, or ascertaining the bearing of 
*^ lines in the preparation of county maps, the Plain 
Compass will answer. 

The Vernier Compass, or Vernier Transit Compass, 
will be required where allowance must be made for the 
declination of the needle, as in retracing the lines of an old 
survey. 

When local attraction must be taken into account, in 
addition to the declination of the needle, and angles taken 
independently of the needle, an instrument with a divided 
limb must be used, and for this purpose the Railroad 
Compass will be sufficient. 

For a mixed practice of general surveying, including 
farm and city work, the establishment of grades of roads 
and the running of levels, such an instrument as the Sur- 
veyors* Transit, with its various attachments, is amply 
sufficient. 

The various forms of the Engineers' Transit, the 
Mountain Transit, and the Y Leveling Instruments, 
are designed for engineering of the highest class. 

In the U. S. Public Land surveys, an instrument with 
Solar Attachment is required, and the Solar Transit is 
usually selected. 

In surveys of mining claims, especially in high eleva- 
tions, and for the surveys of mines in general, the Moun- 
tain Transit, either with the Solar Attachment or with 
other extras, has proved a universal favorite. 

33 
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The Drainage Level is, we believe, the most simple 
and efficient instrument designed for laying out drains and 
similar work. 

The Architects' Level and the Builders' Transit 
are used in laying out buildings, determining the level of 
their floors, sills and windows, and in the general work of 
the builder. 

The Reconnoissance Transit and the various forms 
of Pocket Compasses, with or without telescopic attach- 
ment, are very desirable for a large class of work where 
extreme lightness and portability are desirable. 

Where iron ores are to be traced, the Miners* or Dip 
Compass, the Dial Compass and the Solar Pocket Com- 
pass are used. We do not pretend to make any instrument 
by which veins of gold and silver can be traced, or the 
presence of these metals detected. 

Our instruments are not for sale by dealers in books and 
apparatus ; we do not deem it advisable to add to our 
prices in order to enable us to give such dealers a large dis- 
count, which of course would be paid by the purchaser. 

WARRANTY. 

All our instruments are examined and tested by us in 
person, and are sent to the purchaser adjusted and ready 
for immediate use. 

When purchased directly from us, they are warranted 
correct in all their parts, — we agreeing, in the event of any 
defect appearing after reasonable use, to repair or replace 
with a new and perfect instrument, promptly and at our 
own cost, express charges included ; or we will refund the 
money and the express charges paid by the customer. 

Instances sometimes occur, in a business as large and 
widely extended as ours, where, owing to careless trans- 
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portation or to defects escaping the closest scrutiny of the 
maker, instruments reach our customers in bad condition. 
We consider the retention of such instruments in all cases 
an injury very much greater to us than to the customer 

himself. 

TRIAL OF INSTRUMENTS, 

It may happen that this statement will come into the 
hands of those who are entirely unacquainted with us or 
the quality of our work, and who therefore feel unwilling 
to purchase an instrument of the excellence of which they 
are not perfectly assured. 

To such we make the following propositioa: If re- 
quested to do so, we will send the instrument to the express 
station nearest the purchaser, and direct the Express Agent, 
on delivery, to collect our bill, together with the charges 
for transportation, and hold the money on deposit one or 
two weeks, if desired, until the purchaser shall have had 
an actual trial of the instrument. 

If not found as represented, the purchaser may return 
the instrument before the expiration of the specified time, 
and receive the money paid in full, including express 
charges, and direct the instrument to be returned to us. 

This privilege of trial applies only to our larger Transits, 
Levels and Compasses, is not given unless requested, and is 
allowed only in the United States. 

EXTENT OF OUR BUSINESS. 

Thousands of our instruments are now in use in North 
and South America and in many other countries. 

Our facilities for manufacturing, which, for many years, 
have been far superior to those of any other similar estab- 
lishment, are constantly being increased by the introduction 
of new machinery and tools. 
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We make under our own roof the lenses for the tele- 
scopes of our instruments, the glass vials for the level 
tubes, the wooden boxes in which the instruments are 
packed, the leather cases and straps for these boxes, as well 
as all the metal parts of the instruments themselves. 

LOW PRICES OF OUR INSTRUMENTS, 

It is often stated that it is impossible to make first-rate 
instruments at our prices, which are far below those of 
other skilful manufacturers. To this we can only reply 
that a visit to our works and a comparison of our facilities 
with thosjB of our competitors will dispel all doubts as to 
our ability to furnish the best instruments for the money 
that can be produced in this country. 

PACKING, 

Each of our Transits, Levels and Surveyors* Compasses 
is packed in a well-finished mahogany case, furnished with 
lock and key and brass hooks, and leather strap for con- 
venience in carrying. Each case is provided with screw- 
driver, adjusting pin and wrench for center-pin, and, if 
accompanied by a tripod, with a brass plummet. With all 
the instruments used for taking angles without the needle, 
a reading miscroscope is also furnished. 

Unless the purchaser is already supplied, each instru- 
ment is accompanied by our Manual, giving full instruction 
for such adjustments and repairs as are possible to one not 
provided with the facilities of an instrument maker. 

When sent to the purchaser, the mahogany cases are 
carefully enclosed in outside packing boxes of pine, made 
a little larger on all sides to allow the introduction of elas- 
tic material ; and so effectually are our instruments pro- 
tected by these precautions, that of many thousands sent 
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out since 1845, in all seasons, by every mode of transporta- 
tion, and to all parts of the world, very few have sustained 
any serious injury. 

Instruments packed for foreign shipment, which are to 
have ocean passage, are hermetically sealed in tin cases. 

MEANS OF TRANSPORTATION. 

Instruments can be sent by express to almost every 
town in the United States, Canada and Mexico, regular 
agents being located at all the more important points, by 
whom they are forwarded to smaller places by stage. 

The charges for transportation are in all cases to be 
borne by the purchaser, we guaranteeing the safe arrival of 
our instruments to the extent of express transportation, and 
holding the Express Companies responsible to us for all 
losses and damage on the way. 

FINISH OF INSTRUMENTS, 

We now send Transits and Leveling instruments with 
bronze or black finish and Compasses with bright finish, 
unless otherwise ordered. 

TERMS OF PAYMENT, 

Terms of payment are uniformly cash, and we have 
but one price, whether ordered in person, by mail or tele- 
graph. Our terms are as low as instruments of equal 
quality can be made, and prices will not be varied from the 
list given. 

Remittances may be made by a cashier's bank draft pay- 
able to our order, which can be procured from banks or 
bankers in almost all the larger villages, or by Express Com- 
pany or Post-office money orders. These may be sent by 
mail with the order for the instrument, and if lost or stolen 
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on the way can be replaced by a duplicate obtained as be- 
fore, without additional cost. The customer may also send 
the money in advance by registered mail or by the Express 
Agent, or may pay the Agent on receipt of the instrument 
in funds current in New York. 

Customers ordering instruments and desiring changes 
in construction from our regular patterns must make an 
advance payment when ordering of fifty per cent, of the 
price. 

The cost of returning the money on bills of amounts 
under $20, collected by express, will be charged to the 
customer. 

INSTRUMENTS FOR FOREIGN COUNTRIES, 

We send Civil Engineers' and Surveyors' instruments 
to Canada, Mexico, Central America, Cuba, South America, 
China, Japan, Australia, Africa and India, as well as to 
various parts of Europe. 

The cash for all orders for foreign shipments by steam- 
ship must, in every case, accompany the order, and if it is 
desired that we attend to the shipment of the instruments, 
the remittance must be made ten per cent, more than 
the catalogue price of the instruments if the order amounts 
to $250 or less, or eight per cent, more than catalogue prices 
if the order amounts to from $300 to $500. 

This extra remittance is to cover cost of shipping 
charges, freight and insurance, which must always be paid 
in advance on all shipments except those to Canada and 
some parts of Mexico. 

If the amount remitted is more than enough to cover 
these expenses, any balance will be returned to the purchaser 
with the receipted bill and bill of lading, unless we are 
directed to hold it to his credit and subject to his order. 
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Remittances must be made by bankers* draft on Lon- 
don, England, or on New York City, and such drafts can 
be purchased in any of the large cities of the countries 
named. 

AL UMINUM. 

For twenty years we have been making Civil Engineers' 
and Surveyors' instruments of aluminum, to order only. 
The only advantage which instruments of aluminum have 
over those of the ordinary metals is their light weight ; but 
as all the bearing parts must be made of bronze, the total 
weight can be reduced only about fifty per cent. We finish 
our aluminum instruments in the natural color, and the re- 
sult is more satisfactory from an artistic standpoint than 
when an artificial coloring is used, although it entails much 
extra expense. We will quote prices on application for any 
of our instruments of regular pattern made of aluminum. 

REPAIR OF INSTRUMENTS. 

Every year we receive nearly a thousand instruments of 
our own and others' make, sent to us for refitting and re- 
pairs. Most of them have been injured by falls, many 
have parts worn and defective after long use ; and others 
are sent for repolishing and renovating. 

We advise our customers who have instruments in need 
of repairs to send them directly to us, as our facilities en- 
able us to do the work much more economically and 
promptly than any other maker, however accessible. 

The instruments should always, when practicable, be 
placed in their own boxes, and then enclosed in an outside 
packing case, an inch larger in all its dimensions, that the 
space between the two may be filled with paper wadding, 
hay or fine shavings. The owner's name and address, 
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together with a note specifying the repairs needed, should 
always accompany the instrument, and a letter should also 
be sent to us by mail, giving not only directions as to the 
repairs, but also stating when the return of the instrument 
is desired, and the address to which it should be forwarded. 

It should also be remembered that each instrument is 
made to fit its own spindle, and no other ; and therefore 
this part, with the parallel plates and leveling screws, if it 
has them, should always be sent with it. The tripod legs 
and the head in which they are inserted need not be sent, 
unless in need of repairs. When requested to do so, we 
will send an estimate of the cost of repairs on any instru- 
ment sent us, before beginning the work. 

Compasses come to us with the plates sprung, the sights 
bent or broken, the glass or level vials fractured, and the 
REPAIRS TO pivot SO dulled as to render the needle slug- 
COM PASSES, gish and unreliable. The cost of repairing 
these defects ranges from $2 to $10. A pair of new sights 
fitted costs $5 ; a new needle with jewel center and pivot 
complete, $3 ; a new jewel center, $1.50 ; regraduating com- 
pass circle, $5. 

The Compass should always be accompanied with the 
ball-spindle, and if a new ball-spindle is required, the whole 
instrument, or at least the socket in which the spindle fits, 
should be forwarded to us. A new ball-spindle, fitted, 
costs $2.00. See also pages 30 and 31. 

Repairs to Railroad Compasses cost from $10 to $20, 
and to Solar Compasses from $20 to $50. 

The injuries which Surveyors* and Engineers* Transits 

sustain by falls are usually much more serious ; the plates, 

REPAIRS TO standards and cross-bars of telescopes are 

TRANSITS, often bent, and sockets or centers are usually 

so deranged as to be entirely useless. 
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The cost of repairing an instrument with such injuries 
ranges from $10 to $30, or even $50, new sockets alone 
costing from $15 to $20. See also page 30. 

Variation plate added to any Engineers' Transit sent 

for repairs, costs $16.00 

Regraduating horizontal limb and vernier to read to 

one minute, costs 10.00 

Regraduating vertical limb and vernier to read to 

one minute, costs 6.00 

No one but a workman with practiced hand and pro- 
vided with the best facilities can properly set the platinum 
PLATINUM wires in a cross-wire diaphragm, and it is 
CROSS-WIRES, useless, therefore, for us to send a parcel 
of wires for that purpose. 

The only way in which they can be replaced without 
sending the telescope to us is to take out the ring and send 
it with its screws, washers, etc., and we will return it with 
the wires properly secured. 

We are not responsible for wires sent in this way and 
broken while inserting the ring in the telescope. The best 
plan is to send us the telescope when new cross- wires are 
needed. 

Plain platinum cross-wires, replaced on old ring, cost $2.00 

Stadia wires, replaced on old ring, cost 3.00 

If sent by mail, add 12 cents for postage and registry. 

When it is desirable to substitute platinum for spider- 
web, a new ring with screws will be required. 

Plain platinum cross-wires, with diaphragm, screws, 

etc., cost $3.00 

Stadia wires, with diaphragm, etc., cost 6.00 

If sent by mail, add 12 cents for postage and registry. 

Leveling instruments are generally much less injured 

REPAIRS TO ^y ^^^^ ^^2iXi Transits. The damages are 

LEVELS. usually the bending of the cross-bar, the 

springing of the sockets, and the breaking of the level vial. 
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The cost of repairs varies from $5 to $20 ; a new level 
vial set in the old tube costs $2. See also page 31. 

The cost of repolishing an instrument 

REPOLISHING • . «. u * * i ii 

INSTRUMENTS, vanes, but may be stated generally as 

follows : 

Compasses, Plain and Vernier $ 5.00 to $ 7.00 

Railroad Com I'Assics 8.00 to 10.00 

Solar Compasses, large size 12.00 to 16.00 

Transits 12.00 to 15.00 

Y Levels 8.00 to 12.00 

It must be understood that these prices are in addition 
to the cost of adjustment and of any necessary repairs. 

No additional charge is made for bronzing or blackening 
an instrument when repolished. 

Payment for repairs may be made at the Express Office 

where the instrument is received, the customer paying for 

the first transp.ortation of the instrument to us 

PAYMENT 

or not, as he may prefer. Whenever the 
charges are paid in advance, the express receipt should 
be mailed directly to us. 

W. & L. E. GURLEY, 

Mathematical Instrument Makers, 
514 Fulton St. , Opposite North End of Union R. R. Depot, 

Troy, N. Y., U. S. A. 
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HTHE AMERICAN TRANSIT, in its various modifica- 
'■' tions, is by far the most important of all the in- 
struments used in engineering. The essential parts, as 
shown in the cuts, are the Telescope, with its axis and two 
standards, the Circular Plates, with their attachments, the 
Sockets upon which the plates revolve, the Leveling Head, 
and the Tripod upon which the whole instrument stands. 

The Telescope is from ten to eleven inches long, firmly 
secured to an axis having its bearings nicely fitted in the 

standards, enabling the telescope to be 

TELESCOPE 

* moved in either direction, or turned com- 
pletely around if desired. The different parts of the tele- 
scope are shown on page 45. 

The objective is a compound lens, achromatic, and 
showing objects without distortion, and is placed at the 

end of a slide having two bearings, one 
OBJECTIVE. ^^ ^^^ ^^^ ^^ ^^^ ^^^^^ ^^^^^ ^j^^ ^^^^^ 

in the ring, C C, suspended within the tube by four screws, 
only two of which are shown in the cut. 

Both the objective and eye-piece are moved out or in 
by pinions working in racks attached to their slides, and are 
thus adjusted to proper focus. 

The eye-piece is made up of four lenses, which, begin- 
ning at the eye end, are called respectively the eye, the 

field, the amplifying and the object lens, 

EYE PIECE * .^ o 

the whole forming a compound microscope 
having its focus in the plane of the cross-wire ring, B B, 
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Sometimes an eye-piece with two 
lenses is employed; but this, while it 

INVERTING gives more light, in- 
EYE-PiccE. verts the image of the 
object seen, and is seldom used by 
American engineers. 

The objective, receiving the rays of 
light which proceed from all the points 
VISION AIDED of a visible object, con- 
BY verges them to a focus 

TELESCOPE, at the cross-wires, and 
there forms a minute, inverted and very 
bright image, which may be seen by 
placing a piece of ground glass to receive 
it at that point. 

The eye-piece, acting as a com- 
pound microscope, magnifies this image, 
restores it to its natural position, and 
conveys it to the eye. 

The visual angle which the image 
there subtends is as many times greater 
MAGNIFYING than that which would 
POWER. be formed without the 
use of the telescope, as the number 
which expresses its magnifying power, b [ 
Thus, a telescope which magnifies twenty 
times increases the visual anglt just as 
much, and therefore diminishes the 
apparent distance of the object twenty 
times; or, in other words, it will show 
an object two hundred feet distant with 
the same distinctness as if it were only 
ten feet distant from the naked eye. 
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It might be supposed that the greater the power of a 
telescope the better; but, beyond a certain limit, this is 

HIGH POWERS. ^^""^ ^^ be incorrect. As only a given 

" amount of light can enter the objective, the 
more the object is magnified the less clear and bright will it 
appear; and the higher the power the more difficult will it be 
to focus the telescope precisely and to complete its adjust- 
ment. We have found that a power of from twenty to 
twenty-four diameters in the telescopes of Transits gives 
the best results, and is sufficient for all ordinary practice. 

The cross-wires are two wires 
of very fine platinum, cemented into 

the cuts on the sur- 

CROSS-WIRES. r r . . ' 

face of a metal rmg. 
They are placed at right angles with 
each other, so as to divide the open 
space in the center into quadrants. 

To remove the cross-wire ring, 
take out the eye- piece together 
with the little ring by which it is 
centered, and having removed two opposite cross-wire 
screws, with the others turn the ring until one of the 
screw holes is brought into view from the open end of 
the telescope tube; in this screw hole thrust a pointed 
splinter of wood or a small wire, so to hold the ring when 
the remaining screws are withdrawn; the ring can then be 
taken out. It may be replaced by returning it to its posi- 
tion in the tube, and when either pair of screws is inserted, 
the splinter or wire is removed, and the ring is turned until 
the other screws can be replaced. 

Care must be taken that the face of the diaphragm is 
turned toward the eye-piece. When this has been done, 
the eye-piece is inserted, and its centering ring brought 
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into such a position that the screws in it can be replaced, 
and then, after screwing to the end of the telescope the 
little ring into which the eye-piece is fixed, the operation 
will be complete. 

The advantage of platinum over spider-web for the 
cross-wires of telescopes has long been conceded, but the 

PLATINUM difficulty of procuring it of sufficient fine- 
CROSS-wi RES. ness has prevented its general use. We are 
now successfully drawing platinum wires of from one eight- 
thousandth to one twelve-thousandth of an inch in diameter, 
and are using them in the telescopes of all our instruments. 
These wires are perfectly opaque, and, of course, entirely 
unaffected by moisture ; and are universally preferred to 
the spider-web heretofore used. 

The intersection of the wires forms a very minute point 
which, when adjusted, determines the optical axis of the 

telescope and enables the Surveyor to fix it 

OPTICAL AXIS. u- 4 '^u 4.U 4. 4. ^ 

upon an object with the greatest precision. 
The imaginary line passing through the optical axis of 
the telescope is called the " line of coUimation," and the 
operation of bringing the intersection of the wires into the 
optical axis is called the " adjustment of the line of col- 
limation." This will be described hereafter. 

The openings in the telescope tube are made consider- 
ably larger than the screws used in adjusting the cross-wires, 
so that, when the screws are loosened, the ring can be 
turned for a short distance in either direction. The object 
of this will be seen more plainly when we describe the 
means by which the wire is made truly vertical. 

The sectional view of the telescope also shows two 
movable rings, one placed at A A, the other at C C, which 
are used respectively in centering the eye-piece and in the 
adjustment of the objective slide. 



48 TRANSIT INSTRUMENTS. 

The centering of the eye-piece is performed after the 
wires have been adjusted, and is effected by moving the 
ring, by means of the screws shown on the outside of the 
tube, until the intersection of the wires is lirought into the 
center of the field of view. 

The adjustment of the objective slide, which will be 
described hereafter, keeps tlie line of collimation in ad- 
justment through the whole range of the slide, prevent- 
ing, at the same time, what is called the "traveling" 
of the wires. This adjustment, which is peculiar to our 
telescopes, is always made in the process of construction, 
and needs no further attention from the 
Engineer. 

The Stadia, w Micrometer, is a 

compound cross-wire ring or diaphragm, 

as shown, having; three 

STADIA. , , , . 

horizontal wires, 
which the middle one is cemented to 
the ring as usual, while the others are 
fastened to small slides, held apart by 
a slender brass spring hoop and actua- 
ted by independent screws, by which 
the distance between the two movable 
ju.^ted to include a given space, as one foot o 
hundred feet distant. 

These wires will in the same manner include two feet on 
a rod two hundred feet distant, or half a foot at a distance 
of fifty feet, and so on in the same proportion, thus furnish- 
ing a means of measuring distances, especially over broken 
ground, more easily and even more accurately than with 
a tape or chain. We put stadia wires in all Transit tele- 
scopes without extra cost, if requested when the instrument 
is ordered. 
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The stadia wires in our telescopes are adjusted to read 
distances from the center of the instrument. This is the 
most convenient method, and is practically correct for all 
distances over one hundred feet. 

Some Engineers, however, prefer the method of measur- 
ing from the apex of the visual angle of the telescope, 
where the rays finally diverge. In this method the wires 
must be readjusted by the Engineer to read one foot on the 
rod at a distance from the center of the instrument of, say, 
ICO feet plus c plus/y c being the distance of the objective 
from the center of the instrument, found by measuring from 
the center of the axis to the shoulder of the setting of the 
objective when it is focused on a mean distance of, say, 200 
feet; and /being the focal length of the objective, found 
by measuring from the cross-wires to the objective. 

For example, in our eleven-inch telescopes, such as are 
used with our larger transits, c ^= b^^- inches and / = 8 
inches; c -|-/=13i\- inches. In our Mountain Transit 
telescopes, c = 3^^^ inches and /= 5^^^ inches \ c + f = 
^^Q inches. In our Reconnoissance Transit telescopes, 
^ = 4J- inches and / = .of inches ; r + / = 10 inches. 

The stadia wires are ordinarily arranged so that they 
are seen at the same time as the cross-wires. We now 
DISAPPEARING arrange them, when desired, so that they 
STADIA. are out of focus when the main wires are 
visible, or vice versa. Many Engineers prefer this method, 
as being less confusing to the observer and lessening the 
liability for errors in observation. 

The stadia wires are fixed^ when desired, on the same 
ring with the cross-wires. In such case the customer should 

FIXED clearly specify whether he wishes to measure dis- 
STADIA. tances from the center of the instrument, or to 
use a " constant." 
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The Dust Guard to object-slide, as seen in the cut, is 
placed on the telescope of Transits Nos. 3 to 117, when 

DUST desired. This guard effectively shields the ob- 
QUARD. ject-slide, and prevents any tlust or foreign sub- 
stance from interfering with the perfect action of the slide. 
We now place the dust 
guard on new Transits 
without extra charge, 
when so ordered ; the 
cost of placing it on 
an old Transit of our 
manufacture is $4.00. "°" "**■ 

The Standards of the Transit are firmly attached by 

their &xpanded bases to the upper plate, one of them having 

near the top, as shown on page 75, a little 

STANDARDS. , . , j , , .1. K 

bo.x, actuated by a screw underneath, by 
which the telescope axis is made truly horizontal, as will be 
hereafter described. 

The Magnetic Needle is from three and one half to six 
inches long in the different sizes of Transits, its brass cap 
MAGNETIC having inserted in it a jewel center of special 
NEEDLE, shape and perfectly polished, and this, resting 
upon the hardened and polished point of the center-pin, 
allows the needle to play freely in a horizontal direction 
and settle in the magnetic meridian. 

The needle has its north end designated by a scollop or 
other mark, and on its south end is a .small coil of fnie brass 
wire, easily moved so as to bring both ends of the needle to 
the same level. The needle is lifted from the pin by a 
lever concealed underneath the upper plate, actuated by a 
screw shown above, thus raising the button so as to check the 
vibration of the needle, or bring it up against the glass 
when not in use, and avoid the unnecessary wear of the pivot. 
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The form of the needle is varied according to the 
taste or fancy of the maker or Surveyor, but may be re- 
solved into two general classes, one having the greatest 
breadth in a horizontal, the other in a vertical direction. 

We usually make our needles about eight one-hundredths 
of an inch broad, and about three one-hundredths of an 
inch thick, with the ends brought to a sharp vertical edge ; 
but whenever desired we supply other forms. 

The test of the delicacy of a magnetic needle is the num- 
ber of horizontal vibrations which it will make in a certain 
arc before coming to rest ; besides this, most Surveyors 
prefer to see also a quivering motion in a vertical direction. 
This quality, which is manifested more in a horizontal 
than in a vertical needle, depends upon the near coinci- 
dence of the point of suspension with the center of gravity 
of the needle, and merely serves to show that the cap below 
is unobstructed. 

The compass box containing the needle is covered by a 
glass to exclude the moisture and air ; the circle is silvered 
and divided on its upper surface into degrees and half 
degrees, and figured from to 90 on each side of the mid- 
dle or line of zeros ; the degree marks are also cut down 
on the inner edge. 

A variation arc, for setting off the declination of the 
VARIATION needle, is furnished with any new Engineers* 

ARC. Transit, Nos. 1 to 16, if ordered with the 

instrument, at an extra cost of $4.00. 

The Clamp and Tangent movement, as now improved, 
has its tangent screw with opposing spring attached to the 
CLAMP AND upper plate, as shown on page 44; the 
TANGENT. clamp is shown in section on page 52, being 
a strong metal ring, D F, moving easily around the solid 
outer socket, to which it is securely fixed at will by a clamp 
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screw, £, impinging upon a small segment, F. By this 
means the plates are clamped to each other, and moved 
slowly around each other in either direction by the tangent 
screw, or loosened at will and moved by the hand, the tele- 
scope being thus easily and accurately directed to the point 
of sight. 

The two levels are placed at right angles with each 
other so as to level the plate in all directions, and are 
adjusted by turning the capstan head 
nuts at their ends by a small steel adjust- 
ing pin. The glass vials used in the levels of all our Tran- 
sits are ground on their interior surface, so as to give the 
bubble an even motion and great sensitiveness. 

The Ixuver Plate, or Limb (at B in the cut below) is 

HORIZONTAL divided on its upper surface, usually into 

LIMB. degrees and half degrees, and figured in two 

rows, fnim to360,and from (I to !I0 each way; sometimes 



PLATE LEVELS. 
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but a single series is used, and then the figures run from to 
360 or from to 180 on each side. The figuring may 
be varied according to the wish of the person ordering 
the instrument, the double series being always used 
unless otherwise desired. 

The Verniers, V V, are attached to the upper plate 
diametrically opposite to each other, and are 
* used in reading the limb around which 
they revolve. 

The verniers are double, having on each side of the zero 
mark thirty equal divisions corresponding precisely with 
twenty-nine half degrees of the limb ; they thus read to 
single minutes, and the number passed over is counted in 
the same direction in which the vernier is moved. 

The place of the verniers, as will be observed, is in front 
of the observer and at an angle of thirty degrees with the 
telescope, so that they are easily read without a change 
of position. We have adopted this improvement in all our 
instruments. 

The use of two opposite verniers gives the means of 
"cross-questioning" the graduations, the perfection with 
which they are centered and the dependence which can be 
placed upon the accuracy of the angles indicated. 

Sometimes a smaller reading than minutes is desired, 
and then the spaces of the limb and vernier are both made 
proportionately less, so as to give readings to thirty, 
twenty, or even ten seconds of arc, if required. The ver- 
nier openings are covered with glass, carefully cemented 
to e.xclude moisture and dust. 

Reflectors of celluloid, as in the Mountain Transit, 

are often used to throw more liicht uikju 

REFLECTORS. ,. , i u i c i 

the divisions, and shades of ground glass 
arc sometimes used to give a more subdued light. 
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The Graduations were formerly made on the brass sur- 
face of the limb, afterwards filled with black wax, and then 

finished and silvered. The limbs of all 

GRADUATIONS. t. -, , .,u * r 

our Transits are now covered with sterling 
silver, the graduations are much finer and more distinct, 
and the surfaces less liable to tarnish or change color. 

This improvement, which costs quite a large sum, we 
make without additional charge. 

To make possible the utmost accuracy of graduation, the 
limbs of our Transits are polished and the figures engraved 
before cutting the divisions, thus avoiding any possible 
chance for molecular change after the graduation is made. 

The Sockets of the Transit are compound ; the interior 

spindle attached to the vernier plate turning in the exterior 

socket, C, when an angle is taken on the limb, 

SOCKETS 

but when the plates are clamped together the 
exterior socket itself, and with it the whole instrument, 
revolves in the socket of the leveling head. 

The sockets are made with the greatest care, the sur- 
faces being truly concentric with each other, and the com- 
position of which they are made being of different degrees 
of hardness, so as to cause them to move upon each other 
easily and with the least possible wear. 

The Leveling Head consists of two plates connected by 
a socket, having at its end a hemispherical nut fitting into 
LEVELING ^ corresponding cavity in the lower plate. The 
HEAD, plates are inclined to each other or made par- 
allel at will by four leveling screws. 

The screws are of bronze, and are fitted to long nuts in 
the upper parallel plate. They are protected from dust by 
brass covers screwed on the upper ends of the nuts. 

The screws rest in little cups or sockets, which are 
secured to their ends, and in which they turn without mar- 
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ring the surface of the lower plate, the cups also permitting 
the screws to be shifted from side to side, or turned in 
either direction on the lower plate. 

The clamp and tangent movement of the leveling head, 
partially shown on page 44, serves to turn the whole instru- 
ment upon its sockets so as to fix the telescope with precis- 
ion upon any given point, and when undamped allows it to 
be directed approximately by hand. The tangent screw is 
single, as shown, and has an opposing spring by which lost 
motion is avoided and a very fine and prompt movement 
secured. 

The lower leveling plate is made in two pieces, the 

upper one, which is screwed fast to the top of the tripod, 

SHIFTING having a large opening in the center, in which 

CENTER, the smaller lower plate is shifted from side to 

side or turned completely around. 

By this simple arrangement, called a " shifting center," 
the instrument is easily moved over the upper plate, and 
the plummet which hangs from the center, P, (see page 52,) 
may be set precisely over a point without moving the 
tripod. 

The Tripod has a head of bronze with three strong 

tenons to receive the legs, the upper ends of which are 

pressed firmly on each side of the tenon by a 

TRIPOD 

bolt and nut on opposite sides of the leg ; the 
nut can be screwed up at will, and thus kept firm. 

The lower end of the leg has a brass shoe with steel 
point, securely fastened and riveted to the wood. 

For various patterns of tripods see pages 210-213. 
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TO USE THE TRANSIT. 

The instrument should be set up firmly, the tripod legs 
being pressed into the ground, so as to bring the plates as 
nearly level as convenient ; the plates should then be care- 
fully leveled and properly clamped. 

For precise work, in addition to leveling by the plate 
levels, it is always advisable, if the Transit has such attach- 
ment, to level the plates by the telescope level, as this is 
much more sensitive than the levels on the plate. 

It must be carefully noted that in this operation the 
position of the level on telescope must be observed over 
both sets of leveling screws, and one half the correction 
made by the axis tangent, the other half by the leveling 
screws. 

The zeros of the verniers and limb should be brought 
into line by the upper tangent screw, and the telescope 
directed lo the object by the tangent screw of the leveling 
head. 

The angles taken are then read off upon the limb, with- 
out subtracting from those given by the verniers in any 
other position. 

Before an observation is made with the telescope, the 
eye-piece should be moved in or out until the cross-wires 
appear distinct to the eye of the observer ; the objective is 
then adjusted by turning the pinion-head until the object is 
seen clear and well-defined, and the wires appear as if fast- 
ened to its surface. 

The intersection of the wires (the means by which the 
optical axis of the telescope is defined) should be brought 
precisely upon the middle of the object to which the in- 
strument is directed. 
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TO ADJUST THE TRANSIT, 

Every instrument should leave the hands of the maker 
in complete adjustment, but all are so liable to derange- 
ment by accident or careless use that we deem it necessary 
to describe particularly those adjustments which are most 
likely to need attention. 

The principal adjustments of the Transit are : The 
Levels. — The Line of Collimation. — The Standards. 

To adjust the Levels : Set up the instrument upon its 
tripod as nearly level as may be, and having undamped 

the plates, bring the two levels above and 

THE LEVELS 

on a line with the two pairs of leveling 
screws ; then with the thumb and first finger of each hand 
clasp the heads of two opposite screws, and, turning both 
thumbs in or out, as may be needed, bring the bubble of 
the level directly over the screws, exactly to the middle of 
the opening. Without moving the instrument, proceed in 
the same manner to bring the other bubble to the middle ; 
after doing this the level first corrected may be thrown a 
little out ; bring it in again ; and when both are in place 
turn the instrument half way around ; if the bubbles are 
both in the middle, they need no correction ; but if not, 
with the adjusting pin turn the small nuts at the end of 
the levels until the bubbles are moved over half the error ; 
then bring the bubbles again into the middle by the level- 
ing screws ; and repeat the operation until the bubbles will 
remain in the middle during a complete revolution of the 
instrument, when the adjustment will be complete. 

To adjust the Line of Collimation : To make this ad- 

LINE OF justment, which is to bring the intersec- 

COLLIMATION. tion of the wires into the optical axis of the 

telescope, so that the instrument, when placed in the middle 
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of a straight line, will, by the revolution of the telescope, 
cut its extremities, proceed as follows : 

Set the instrument firmly on the ground and level it 
carefully ; then, having brought the wires into the focus of 
the eye-piece, adjust the objective upon some well-defined 
point at a distance of from two hundred to five hundred 
feet ; determine if the vertical wire is plumb, by clamping 
the instrument and applying the wire to the vertical edge 
of a building, or observing if it will move parallel to a line 
taken a little to one side ; should any deviation be mani- 
fested, loosen the cross-wire screws, and by the pressure of 
the hand on the heads outside the tube, move the ring 
around until the error is corrected. 

The wires being thus made respectively horizontal and 
vertical, fix their point of intersection on the object 
selected ; clamp the instrument to the spindle, and having 
revolved the telescope, find, or place some good object 
in the opposite direction, and at about the same distance 
from the instrument as the first object selected. 

Great care should always be taken in turning the tele- 
scope, that the position of the instrument upon the spindle 
is not in the slightest degree disturbed. 

Now, having found or placed an object which the verti- 
cal wire bisects, unclamp the upper plate, turn it half way 
around, and direct the telescope to the object first 
selected ; having bisected this with the wires, again clamp 
the instrument, revolve ihe telescope, and note if the ver- 
tical wire bisects the second object observed. 

Should this be the case, it will indicate that the wires 
are in adjustment, and the points bisected are in the same 
straight line with the center of the instrument. 

If not, however, the space which separates the wires 
from the second point observed will be double the devia- 
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tion of that point from a true straight line, which may be 
conceived as drawn through the first point and the center of 
the instrument, since the error is the result of two observa- 
tions made with the wires when they are out of the optical 
axis of the telescope. 

In the cut below, let A represent the center of the instru- 
ment, and B C the imaginary straight line, upon the extremi- 
ties of which the line of collimation is to be adjusted. 



B 




B represents the object first selected, and D the point 
which the wires bisected when the telescope was made to 
revolve. 

In our description of this operation, we have spoken 
more particularly of the vertical wire, because in a revolv- 
ing telescope this occupies the most important place, the 
horizontal wire being used mainly to define the middle of 
the vertical wire, so that it may be moved either up or 
down without materially disturbing the line of collimation. 

When the instrument is turned half around, and the 
telescope again directed to B, and once more revolved, the 
wires will bisect an object, E, situated as far to one side of 
the true line as the point, D, is on the other side. The 
space, D E, is therefore the sum of two deviations of the 
wires from a true straight line, and the error is made very 
apparent. 

In order to correct it use the two capstan head screws 
on the sides of the telescope, these being the ones which 
affect the position of the vertical wire. 

Remember that the eye-piece inverts the position of the 
wires, and therefore that in loosening one of the screws 
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and tightening the other on the opposite side, the operator 
must proceed as if to increase the error observed. 

Having in this manner moved back the vertical wire 
until, by estimation, one quarter of the space, D E, has 
been passed over, return the instrument to the point, B, re- 
volve the telescope, and if the correction has been care- 
fully made the wires will now bisect a point, C, situated mid- 
way between D and E, and in the prolongation of the 
imaginary line passing through the point, B, and the center 
of the instrument. 

To ascertain if such is the case, turn the instrument 
half around, fix the telescope upon B, clamp to the spindle, 
and again revolve the telescope toward C. If the wires 
again bisect it, it will prove that they are in adjustment, and 
that the points, B, A and C, all lie in the same straight line. 
Should the vertical wire strike to one side of C, the error 
must be corrected precisely as above described, until it is 
entirely removed. 

The wires being adjusted, their intersection may now be 
brought into the center of the field of view by moving the 
screws, A A, shown in the sectional view of the telescope, 
page 45, which are slackened and tightened in pairs, the 
movement being now direct, until the wires are seen in their 
proper position. 

It is here proper to observe that the position of the line of 
coUimation depends upon that of the objective solely, so that 
the eye-piece may, as in the case just described, be moved in 
any direction, or even entirely removed and a new one substi- 
tuted, without at all deranging the adjustment of the wires. 

To adjust the Standards : In order that the point of 

intersection of the wires may trace a verti- 

STANDARDS. ... , , . 

cal Ime as the telescope is moved up or 
down, it is necessary that both the standards of the tele- 
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scope should be of precisely the same height. To ascer- 
tain this, and make the correction if needed, proceed as 
follows : 

Having the line of collimalion previously adjusted, set 
up the instrument in a position where points of observation, 
such as the point and base of a lofty spire, can be selected, 
giving a long range in a vertical direction. 

Level the instrument, fix the wires on the top of the 
object, and clamp to the spindle ; then bring the telescope 
down until the wires bisect some good point, either found 
or marked at the base ; turn the instrument half around, 
^yi the wires on the lower point, clamp to the spindle, and 
raise the telescope to the highest point. If the wires bisect 
it, the vertical adjustment is effected ; if they are thrown 
to either side this proves that the standard opposite to that 
side is the highest, the apparent error being double that 
actually due to this cause. To correct it, we make one of 
the bearings of the axis movable, so that by turning a 
screw underneath this sliding piece, as well as the screws 
which fasten the cap of the standard, the adjustment is 
made with the utmost precision. This arrangement, which 
is common to all our telescope instruments, is very sub- 
stantial and easily managed. 

Beside the three adjustments already described, which 
are all that the Surveyor will ordinarily be required to make, 
there are other adjustments of the Transits which may some- 
times be required. 

To adjust the Objective-Slide : Having set up and lev- 
eled the instrument, the line of collimation being also ad- 
OBJECTIVE- justed for objects from three hundred to five 
SLIDE. hundred feet distant, clamp the plates, and fix 

the vertical cross-wire upon an object as distant as may be 
distinctly seen ; then, without disturbinia: the instrument. 
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move out the objective, so as to bring the vertical wire upon 
an object as near as the range of the telescope will allow. 
Having this clearly in mind, loosen the upper clamp, turn 
the instrument half way around, reverse the telescope, 
clamp the instrument, and with the tangent screw bring the 
vertical wire again upon the near object ; then draw in the 
objective until the distant object first sighted upon is 
brought into distinct vision. If the vertical wire strikes 
the same line as at first, the slide is correct for both near 
and remote objects ; and, being itself straight, for all 
distances. 

But, if there be an error, proceed as follows : First, 
with the thumb and forefinger twist off the thin brass tube 
which covers the screws, C C, see page 45. Next, with the 
screw-driver, turn the two screws, C C, on the opposite sides 
of the telescope, loosening one and tightening the other so 
as to apparently increase the error, making, by estimation, 
one half the correction required. Then go over the usual 
adjustment of the line of collimation, and having it com- 
pleted, repeat the operation above described ; first sighting 
upon the distant object, then finding a near one in line, 
and then reversing, making correction, etc., until the 
adjustment is complete. 

This adjustment is always made by us before the instru- 
ment is shipped, is peculiar to our Transits, and, in our ex- 
perience, furnishes the only way in which the line of colli- 
mation can be made correct for all distances. 
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T^HE LEVELING HEAD of the Engineers' Transit is 
'*' attached to the sockets by a screw and washer below ; 
it can be removed for cleaning and oiling, but should be in 
place when the instrument is in use or packed for transpor- 
tation. 

The circular plates with their accompanying sockets are 
shown in section on page 553, the upper plate, A A, carrying 
the compass circle is screwed fast to the flange of the in- 
terior spindle ; the lower plate or divided limb, B, is fastened 
to the exterior socket, C, which again is fitted to and turns 
in the hollow socket of the leveling head. 

To take apart the Engineers' Transit : When it is 
necessary to separate the plates of the Transit, the En- 
gineer should proceed as follows : 

(1) Remove the screw and washer underneath which 
secure the spindle of the leveling head to the sockets. (2) 
Unscrew the nut which confines the spring in the thimble 
opposed to the tangent screw on the upper plate. (3) Take 
out the three small screws which attach the tangent fixture 
to the upper plate. The plates can then be readily sep- 
arated. To put the Transit together again, proceed exactly 
the reverse of the operation thus described. 

The engraving, page 64, shows some of the attach- 
ments often used with the Engineers' Transit : the vertical 

^ATTACHMENTS ^^^i ^^^^^ ^^ telescope, and clamp and 
TO TRANSITS, tangent to telescope axis with gradienter 
screw. These and other appliances are used where level- 
ing, taking vertical angles, etc., must be done in connection 
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with the ordinary work of the Transit, and the attachments 
and their adjustments will be described hereafter. 

We make three sizes of the Engineers' Transit, having 
SIZES respectively four, four and one half, and 

AND WEIGHTS, five-inch needles; the average weight of 
each size, with plain telescope, is as follows : 

4-inch needle, about 12J lbs. 

4J -inch needle, about 14 lbs. 

5-inch needle, alx)ut 16 lbs. 

The tripod furnished with this Transit weighs between 
nine and ten pounds. 

ENGINEERS' TRANSIT WITH SOLAR ATTACHMENT. 

The engraving on page 60 represents our Engineers* 
Transit with five-inch needle and attachments of vertical 
arc of three inches radius, divided on silver and reading to 
thirty seconds, level on telescope, clamp and tangent to tele- 
scope axis, and Solar apparatus with declination arc reading 
to thirty seconds. 

The horizontal limb is divided on rolled silver, and 
reads to single minutes. 

The compass circle is also made movable, with pinion 
and clamp, for setting off the declination of the needle. 

This variation arc is applied to other Engineers' Transits 
of our make, at an extra cost of $4, if requested when 
ordering the instrument. 

Where the variation arc is desired with the addition of 
the new Solar Attachment to any Engineers' Transit sent 
to us for the purpose, a charge of $15 will be made. 



LIGHT MOUNTAIN TRANSIT. 



T^HIS instrument is a modification of the Engineers* 
-*• Transit, designed for mountain and mine surveys, but 
applicable as well to all other work of the Engineer. It is 
exceedingly light and portable, its needle is four inches 
long, and its telescope is eight inches long with a power of 
twenty diameters. 

The Sockets are like those shown on page 52, and, with 
the leveling head, remain attached to the in- 
strument ; the compass circle is movable about 
its center, so as to set off the declination of the needle. 

As in our other Transits, the limb is graduated on sterling 
silver, reading usually to single minutes ; but if desired it 
can be graduated to read to twenty or thirty seconds. 

There are cylindrical caps above the leveling screws to 
exclude dust, as in our other instruments. 

The cut shows the celluloid reflectors, which are placed 
over the two opposite verniers of the limb, and are of 
special value in the surveys of mines, to throw light upon 
the divisions below. 

Like the Engineers' Transit, the Mountain Transit is 

j^TTACHMENTS Sometimes used with a plain telescope; 

FOR TRANSITS, but oftener with one or more extras, as 

level, clamp and tangent and vertical circle, as described. 

Frequently, however, the Mountain Transit is furnished 

as shown, with vertical arc, level, clamp and tangent, and 

the patent Solar Attachment. 

The Light Mountain Transit is almost always used 
upon our patent extension tripod, (see page 213,) the legs 
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of which can be lengthened or shortened at will. It is thus 
adapted for use in mountain surveys, where one or more 
legs must be shortened ; or for mines, where in many places 
a short tripod is indispensable. 

If desired, the sliding pieces can be easily turned end 
for end, the points being thus put out of the way and the 
tripod more easily transported. The tripod when closed is 
only three feet long, and is carried by a shawl strap, which 
we furnish with it. 

The Light Mountain Transit, introduced by us in 1876 
to meet a demand fof a light instrument of the finest qual- 
ity, has met with a very large sale, and has been universally 
approved. 

While it is a Transit of first quality, adapted to all 
kinds of work which may be required, it is especially fitted 
for mining or mountain surveying where great portability 
is desired. 

Besides the light mahogany box, in which the instru- 
ment is packed as usual, there is also sup- 
LEATHER CASE, pjj^^ ^ jj^j^^ sole-leather case, furnished 

with straps for " packing." 

The Weight of this instrument with plain telescope and 

without tripod is ten pounds ; with Solar Attachment, arc, 

level and clamp, as shown in the cut, twelve 
pounds. The extension tripod weighs about 

eight and one half pounds. 
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npHE Surveyors* Transit with two verniers to limb has 
-*• essentially the same construction as the Engineers* 
Transit, but its compass circle is movable about its center, 
like that of the Mountain Transit, in order that the decli- 
nation of the needle may be set off in the surveys of old 
lines, or in running lines by the true meridian. 

The arrangement of the sockets and leveling head, 
however, permits the Surveyors' Transit to be 

SOCKETS. 

detached from the leveling head and replaced 
upon its spindle, when desired, without in any way disturb- 
ing its adjustments. 

The sectional view, page 72, shows the interior con- 
struction of the sockets of the Transit, the manner in 
which it is detached from its spindle, and the means by 
which it can be taken apart if desired. 

In the figure, the limb, B, is attached to the main socket, 
HORIZONTAL ^» which is itself carefully fitted to the con- 

LiMB. ical spindle, H, and held in place by the 

spring catch, S. 

The upper plate. A, carrying the compass circle, stand- 
ards, etc., is fastened to the flanges of the socket, K, which 
is fitted to the upper conical surface of the main socket, C ; 
the weight of all the parts being supported on the small 
bearings of the end of the socket, as shown, so as to turn 
with the least possible friction. 

A small conical center, in which a strong screw is 
inserted from below, is brought down firmly upon the 
upper end of the main socket, C, thus holding the two 
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plates of the instrument securely together, and at the 
same time allowing them to move freely around each other 
in use. 

A small disk above the conical center contams the steel 
center pin upon which rests the needle as shown the disk 
is fastened to the upper plate bj two small screws 

The new clamp to limb with clamp screw is also shown 
at D F, attached to the main socket below 

The mam socket with all its parts is if the best bell- 
metal and is most carefullj and thoroughly made the long 
bearing of the sockets insuring their firm and easy move- 
ment while at the sime time they are entirely out of reach 
of dust or other bOuri,e of wear 

When desired the whole upper part of the mstrument 
may be tiken off from the ipindle by puihng out the head 



— li 




SURVEYORS' TRANSIT, 78 

of the spring catch at S, and when replaced will be secured 
by the self-acting spring of the catch. 

The figure also shows the covers of the leveling screws, 
the shifting center of the lower leveling plate, and the 
screw and loop for the attachment of the plummet. 



TO TAKE APART THE SURVEYORS' TRANSIT. 

When it is necessary to separate the i)lates of the Tran- 
sit, proceed as follows (see page T2) : 

(1) Remove the clamp screw of the declination arc and 
take off the head of the pinion, both outside the comi)ass 
circle. (2) Unscrew the bezel ring holding the glass cover 
of the compass, remove the needle and button beneath it, 
and take out the two small screws so as to remove the disk. 
(3) Take the instrument from its spindle, and with a large 
screw driver take out the screw from the under side of the 
conical center. (4) Drive out the center from below by a 
round piece of wood, holding the instrument vertical so that 
the center will not bruise the circle. (5) Set the instrument 
again upon its spindle, unscrew the milled head cap from 
the thimble containing the opposing spring of the tangent 
movement to limb, take out the three screws which fasten 
that movement to the upper plate, and the plates can then 
be separated. To put the Transit together again, proceed 
exactly the reverse of the operation thus described. 

SIZES '^^^ Sizes and Weights of the Surveyors' 

AND WEIGHTS. Transits with plain telescope, and having 
two verniers to limb are : 

4-in. needle, with leveling head, but no tripod, alK)ut loj lbs. 
6-in. needle, ** •' " •' " '♦ lo| lbs. 

6J-m. needle, " '* " " ♦' ** 17J lbs. 
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THE RECONNOISSANCE TRANSIT. 



T N RESPONSE to a demand for a very light Transit for 
^ rapid work, where extreme accuracy is not required, we 
have introduced the Reconnoissance Transit, shown on 
page 80. 

It has a needle three and one half inches in length, a 
limb five inches in diameter, graduated on sterling silver, 
reading by one double vernier to single minutes, and is 
provided with our new spring tangent movement like the 
larger instruments. 

The telescope has a power of from eighteen to twenty 
diameters, and is furnished with stadia wires for measuring 
distances ; it has also a long level, vertical circle reading to 
five minutes, and clamp and tangent to axis. 

The compass circle is arranged to set off the declination 
of the needle, the movement being made by a pinion. 

The instrument has also, as shown, a leveling head with 
shifting center, and with spring clamp and tangent, and it 
is set upon our light extension tripod, the legs of which 
close up to about three feet in length. 

This instrument is finished with the same care as our 
larger and more expensive Transits, and we recommend it 
as a thoroughly well made and reliable instrument for a 
large variety of work. The quality of the instrument, 
together with its portability, have already made it very 
popular. 

The weight of this Transit without the tripod is about 
seven and three quarters pounds, complete with tripod 
about fifteen pounds. 
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SUh'VEyOKS' TRANSIT. 



The socket, K, is formed in tlie metal of the upper plate, 
a strong washer with four screws, only two of which are 
seen in the cut, keeping the two plates together, but at the 
same time allowing them to turn freely around each other. 

The new clamp to limb, with clamp screw, is shown in 
dotted lines at D F, under the plates. 

The vernier with the opening above is shown on the left 
at A. The arrangement of the center-pin, needle, etc., is 
like that of the Transit with two verniers, but the instru- 
ment remains attached to the leveling head like the 
Engineers' Transit. 




SIZES '^^^ Sizes and Weights of the Surveyors' 

AND WEIGHTS. Transits with plain telescope, and having 
one vernier to limb are : 



4-in needle, wil 
6- in needle, " 
6 J-in. needle, " 



Uipod, about 13 lbs. 
" 16 lbs. 
" 17 lbs. 
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SURVEYORS' TRANSIT WITH SOLAR ATTACH- 

MENT 

The engraving on page 78 represents our Surveyors* 
Transit with five-inch needle, to which is adapted the Solar 
Attachment, with vertical arc, level, etc. ; both the vertical 
arc and the arc of the declination arm being graduated on 
silver and reading by vernier to thirty seconds. 

The instrument is furnished with two verniers to limb 
or with one vernier to limb, as may be desired ; both pat- 
terns have shifting center to tripod head. 

PRICES. 

No. Price. 

60. Surveyors' Transit, two verniers to limb, 6-inch needle, 
with Solar Attachment, vertical arc, level on telescope, 
clamp and tangent to telescope axis, and tripod $226.00 

90. Surveyors' Transit, one vernier to limb, r)-inch needle, 
with Solar Attachment, vertical arc, level on telescope, 
clamp and tangent to telescope axis, and tripod 211.00 
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THE RECONNOISSANCE TRANSIT. 



T N RESPONSE to a demand for a very light Transit for 
^ rapid work, where extreme accuracy is not required, we 
have introduced the Reconnoissance Transit, shown on 
page 80. 

It has a needle three and one half inches in length, a 
limb five inches in diameter, graduated on sterling silver, 
reading by one double vernier to single minutes, and is 
provided with our new spring tangent movement like the 
larger instruments. 

The telescope has a power of from eighteen to twenty 
diameters, and is furnished with stadia wires for measuring 
distances ; it has also a long level, vertical circle reading to 
five minutes, and clamp and tangent to axis. 

The compass circle is arranged to set off the declination 
of the needle, the movement being made by a pinion. 

The instrument has also, as shown, a leveling head with 
shifting center, and with spring clamp and tangent, and it 
is set upon our light extension tripod, the legs of which 
close up to about three feet in length. 

This instrument is finished with the same care as our 
larger and more expensive Transits, and we recommend it 
as a thoroughly well made and reliable instrument for a 
large variety of work. The quality of the instrument, 
together with its portability, have already made it very 
popular. 

The weight of this Transit without the tripod is about 
seven and three quarters pounds, complete with tripod 
about fifteen pounds. 
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RECONJfOTSSAJfCE TRANSIT. 




iHI.OK vmhIw 10 limb.S^-inili ni 
iJnuivA, level on EvIeBcolK, clHmp Vli 
0kb. And kvcliDie (titHhd wiih ckioij 
IWCE, tllG.M). 



THE BUILDERS' TRANSIT. 



T^HE Builders' Transit, see page 82, is an instrument 
-*- which we devised for use in the construction of build- 
ings where it is necessary not only to furnish levels, but to 
determine points in a vertical plane above or below the 
level line, or on either side and in line with the center of 
the instrument, more conveniently than can be done with 
the Architects' Level. The instrument has a telescope with 
long graduated level, clamp and tangent to axis, a graduated 
limb reading by an index to one degree, clamp and tangent to 
both limb and leveling head, a plain tripod and trivet plate. 

In use the instrument is set up either upon the tripod 
or trivet, and the plates are accurately leveled by the 
two levels shown. 

If it is desired to run a level line, the bubble of the tel- 
escope level is brought into the middle by the clamp and 

tangent of the axis, in which position the 

LEVEL LINE. . 

horizontal wire of the telescope will deter- 
mine a level line, as in the telescope of the ordinary Level, 
and any angle desired may be read off upon the limb. 
When necessary to obtain points in a vertical plane, 

either above or below a given point, the 
plates should be clamped and the clamp 
of the telescope axis released, when the telescope may be 
directed either above or below to the point desired. 

To determine two points in a straight line with the in- 
strument and on either side of its center, 

STRAIGHT LINE. ,. ^ , , r i • 

direct the telescope to one of the points, 
then clamp the plates, and the other point may be obtained 
by reversing the telescope upon its axis. 
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The weight of the Builders' Transit is about seven 
pounds; and with the tripod complete about thirteen 




THE VERNIER TRANSIT COMPASS. 



"1 "HIS is essentially a Vernier Compass with a telescope 
^ in place of the ordinary sight-vanes, thus giving the 
Surveyor the means of taking long sights, either on a level 
or on hilly ground, with ease and accuracy. 

The telescope can also be supplied with attachments, 
as shown, and levels and angles of elevation and depression 
taken, as with the more expensive instruments. 

The telescope is eleven inches long and of fine quality. 

The compass circle is moved about its center by a pinion 
placed underneath the circular plate, and the declination of 
the needle is set off to single minutes upon a divided arc 
attached to the plate, as shown in the cut. There is also a 
clamp screw by which the circle is made fast. 

The figure represents the instrument with six-inch 
needle ; in the smaller size the vernier of the compass 
circle is within the box and under the glass, as in the 
Surveyors* Transit. 

The needle lifting screw is also underneath the plate, 
but is not shown in the cut. 

The clamp screw, by which the instrument is fixed to 
the spindle, and the spring catch which secures it, are 
both shown on opposite sides of the socket. 

The levels are both above the plate, and are made 
adjustable by capstan head nuts at either end. 

The instrument is commonly used on a ball-spindle 
placed in a compass tripod, as shown on page 84, but it is 
sometimes fitted to a leveling head like that of the 
Surveyors' Transit. 
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SIZES We make two sizes of this instrument, 

AND WEIGHTS, having respectively five and six-inch 
needles, the average weights of which are as foliows : 




ATTACHMENTS FOR TRANSIT. 



TN THE use of the Transit it is generally found advis- 
'^ able to add one or more attachments to the telescope. 
All our Transits and their attachments are now made to 
standard sizes, so that one or more of these useful appli- 
ances can be fitted to the instrument at any time without 
additional expense other than the cost of the attachment 
itself. 

When any of these attachments are desired, either for 
our instruments or those of other makers, it is best to send 
the instrument to us ; in some cases they can be applied 
by a skilful mechanic nearer the customer, but this is 
generally more expensive and less satisfactory. 

The principal attachments for the Transit are : 

Vertical Circle, 
Vertical Arc, 
J.EVEL ON Telescope, 
CiJVMP AND Tangent to Telescope Axis, 
Gradi ENTER, Combined with Clamp and Tangent, 
Sights on Telescope, 

Sights on Standards for Right Angle Observation, 
Detachable Telescopes for Vertical Sighting, 
Attached Magnifiers to Horizontal Limb, 
Reflector for Illuminating the Cross-Wires, 
Diagonal Prism for Eye -piece of Telescope 
Quick Leveling Attachment, 
Solar Attachment to Telescope. 
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THE VERTICAL CIRCLE. 




NO. 136. 

The Vertical Circle has its divisions on sterling silver 
and is figured from to 90 ; two sizes are most commonly 
used, the three and one half-inch circle reading by vernier 
to five minutes, as shown in Fig. 117, and the four and one 
half-inch circle reading by vernier to single minutes, as 
shown in Fig. 130. 

We also make circles five inches in diameter when 
desired, reading lo one minute. 

To adjust the Vertical Circle : Having the instrument 

firmly set up and carefully leveled, bring into line the zeros 

of the circle and vernier, and with the 

ADJUSTMENT. . , ^ , 11 i r ■ ' . 

telescope find some well-defined pomt, 
from one hundred to five hundred feet distant, which is cut 
by the horizontal wire. Turn the instrument half-way 
around, revolve tin; telescope, and fi.xing the wire upon the 
same point as before, observe if the zeros are again in line. 
If not, loosen the capstan head screws which fasten the 
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, and move the zero of the vernier over half the 
error ; bring the zeros again into coincidence, and proceed 
exactly as before, until the error is entirely corrected, when 
the adjustment will be complete. In almost all cases the 
error is slight, and may be most readily removed by putting 
the zeros in line and then moving the horizontal wire by the 
vertical capstan head screws over half the interval. 




We also make a modification of the five-inch circle, 
shown in Fig. 138, enclosed in outside shield, fastened to 
which are two opposite verniers reading to single minutes, 
the arm projecting from the lower side being actuated hy a 
capstan head screw, as shown in the cut, to bring the zeros 
of the verniers into exact adjustment. 

PRICES. 
No. 

185. aj-inch Vertical Circle % 8.0.) 

186. 4Jinch " '■ 12.00 

137. 6 -inch ■' '■ 15.00 

188. 6 -inch ■' ■' with lv,oo].|«site double verniers.. 35.00 
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THE VERTICAL ARC. 




NOS. 13S AND 140. 

The Vertical Arc is made in two sizes, two and one half 
and three inches radius, graduated on sterling silver and read 
hy a vernier swung from the axis and movable by a tangent 
screw. 

The arc is movable around its bearing on the axis, can 
be readily clamped by the clamp screw and set at with 
the vernier in any position of the telescope, and any degree 
of elevation can be read off directly on the arc. 

The arc of two and one half inches radius is generally 
used on the Light Mountain Transit, and reads by its vernier 
to single minutes, while the arc of three inches radius is 
commonly used on the larger Transits, and is read by the 
vernier to thirty seconds. The Vertical Arc can be readily 
added to any Transit of our manufacture. 

Price of the Vertical Arc, either size f 18.00 
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THE LEVEL ON TELESCOPE. AND CLAAfP AND 
TANGENT TO TELESCOPE AXIS. 




NOS. 145 AND 14S. 

The Level on Telescope, No. 145, consists of a brass lube 
about six and one half inches long, each end of which is 
held between two capstan nuts connected with a screw or 
stem attached to the under side of the telescope tube. 

The vial enclosed in the tube is a little over five inches 
long and half an inch in diameter, is ground on its interior 
surface so as to insure an even and sensitive bubble, the 
length of which is measured by the divided scale above ; the 
scale is divided into tenths of an inch, and is figured from 
at the middle to 5, 10, 15, 20 on either side, and thus deter- 
mines when the bubble is brought into the middle of its run. 

Price uf Level on Telescope (12.00 

Adjustment of the Level on Telescoper First level the 
instrument carefully, and with the clamp 
' and tangent movement to axis make the 
telescope horizontal, as near as may be, by the eye ; then, 



ADJUSTMENT. 
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having the line of collimation previously adjusted, drive a 
stake at a convenient distance, say from one hundred to 
three hundred feet, and note the height cut by the hori- 
zontal wire upon a staff set at the top of the stake. 

Fix another stake in the opposite direction and at the 
same distance from the instrument, and without disturbing 
the telescope turn the instrument upon its spindle, set the 
staff upon the stake, and drive the stake into the ground 
until the same height is indicated as in the first observation. 

The top of the two stakes will then be in the same hori- 
zontal line, however much the telescope may be out of level. 

Now remove the instrument from fifty to one hundred 
feet to one side of either of the stakes and in line with 
both; again level the instrument, clamp the telescope as 
nearly horizontal as may be, and note the heights indicated 
upon the staff |)laced first upon the nearest and then upon 
the most distant stake. If both agree, the telescope is 
level ; if they do not agree, then with the tangent screw 
move the wire over nearly the whole error, as shown at the 
distant stake, and repeat the operation just described. 
Proceed thus until the horizontal wire will indicate the 
same height at both stakes, when the telescope will be 
truly horizontal. Taking care not to disturb the position 
of the telescope, bring the bubble into the middle by the 
little leveling nuts at the end of the tube, when the adjust- 
ment will be complete. 



THE CLAMP AND TANGENT, 

The Clamp and Tangent, No. 148, consists of an arm at 
one end encircling the telescope axis, and at the other end 
connected with the tangent screw; the clamp is fastened at 
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will to the axis by a clamp screw inserted at one side of 
the ring, and then by turning the tangent screw the tele- 
scope is raised or lowered as desired. 

The clamp and tangent must always accompany the 
vertical circle and level on telescope, whenever either is 
added to a Transit. Price, $6.00. 

GRADIENTER. 




GRADIENTEK ATTACHMENT, 



This attachment, as shown, is often used with the Transit 
for determining distances, fixing grades, and similar work. 

It consists mainly of a screw attached to the expanded 
arm of the ordinary clamp of the telescope axis ; the screw 
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is accurately cut, and passing through a nut in one side of 
the arm, presses against a little stud, A, fixed to the inside 
surface of the right-hand standard. In the side of the arm 
opposite the screw is an enclosed spiral spring which 
presses against the side of the stud, thus securing a positive 
movement of the gradienter screw. 

Near the other end of the screw, and turning with it, is 
a wheel, or micrometer, the rim of which is covered with 
sterling silver, and divided into one hundred equal parts. 

A small silver scale, attached to the arm and just above 
the micrometer wheel, is divided into spaces, each of which 
is just equal to one revolution of the screw ; so that by 
comparing the edge of the wheel with the divisions of the 
scale, the number of complete revolutions of the screw can 
be easily counted. 

It will be seen that when the clamp is made fast to the 
axis by the clamp screw, and the gradienter screw is 
MEASURING turned, it will move the telescope vertically, 
DISTANCES, like the tangent screw ordinarily used. And 
as the value of the screw thread is such that a complete 
revolution of the screw will move the horizontal cross-wire 
of the telescope over a space of one foot on a rod at a 
distance of one hundred feet, it is clear that when the 
screw is turned through fifty spaces on the graduated head, 
the wire will pass over fifty one-hundredths, or one half a 
foot on the rod, and so on in the same proportion. In this 
way the gradienter can be used in the measurement of dis- 
tances, like the stadia already described. 

To avoid any possibility of error, it is advisable that 
observations should not be taken by a reversal of the 
screw. 

Grades can also be established with great facility, as 
follows : Level the instrument ; bring the telescope level 
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to the middle by the clamp and gradiejiter screw ; move 
the graduated head until its zero is brought to 
the edge of the scale ; then turn off as many 

spaces on the head as there are hundredths of feet to the 

hundred in the grade to be established. 

SIGHTS ON TELESCOPE AND ON STANDARDS. 
For convenience of observation we occasionally place a 
pair of small sights on the telescopes of our Transits. These 
sights have folding joints, so that they may lie close to the 
telescope when not in use. Sights are also placed on the 
standards at an angle of ninety degrees with the telescope, 
for use in offsetting. 



Price of cither style, 



8.00 



DETACHABLE TELESCOPES FOR VERTICAL 

SIGHTING. 
A common arrangement for 
sighting up or down a \ertcal 
shaft is shown in No IGO in 
which an extra telescoi e is fitted 
by a flange and disk connecting it 
with the axis, so as 
to make it precisely 
parallel to the main 
telescope ; a coun- 
terpoise, as shown, 
is fitted to the other 
end, and both can 
be detached at 
pleasure, and placed 
in the packing 
when not in use 
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NO. 161. 



In No. 161, the 
extra telescope is 
connected with the 
main telescope by 
coupling nuts, which 
fasten it securely 
directly over the 
center of the instru- 
ment and allow its 
ready removal and replacement 
without disturbing its adjust- 
ments. It will be understood 
that in both arrangements the 
extra telescope is adjusted to the main telescope of the Tran- 
sit so that the lines of collimation of both are parallel and in 
the same plane, horizontal in No. IGOand vertical in No. 161; 
and in both the extra telescope swings over the outside of 
the Transit plates. The diagonal prism is often used with 
the extra telescope for greater convenience in sighting. 

Price of either Telescope, No. 100 or IGl $25.00 

Attached Magnifiers are frequently used over the ver- 
niers of the horizontal or vertical arc, and are held by a 

universal jointed arm which allows the 
lens to be placed at will over any point 
Price, each, $5.00. 

The Reflector, No. 165, is an elliptical 
piece of silver, inclined at an angle of forty- 
five degrees with its ring, which is fitted to 
the objective end of the telescope. The 
hole in the reflector allows the use of the 
REFXECTOR tclcscope, while a light held near the inner 
Prkk, $4.00. surface illuminates the cross-wires. 



MAGNIFIERS. 

of the vernier. 
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DIAGONAL PRISM. 



The Diagonal Prism, No. 1C8. is used 

where greater vertical angles are to be 

taken than are possible with the ordinary / 

telescope. It consists of a prism attached ' 

to the cap of the eye-piece, by which the 

object is presented to the eye when placed 

at right angles with the telescope. Whei 

the telescope is directed to the sun the lit 

tie slide or darkener containing colored 

glass is moved over the opening. 

The circular plate with which the pristn 
is connected is made to turn in the cap, so 
that, when it is substituted for the ordinary 
cap of the eye-piece, the opening of the 
prism can be easily adjusted to the position 
of the eye. Observations can be taken 
with the prism up to an angle of sixty de- 
grees elevation. 

The Plummet Lamp, No. 170, is a large 
plummet, of which the upper part is 
hollow to contain oil ; it has also a tube 
for a wick, covered by a screw cap. 

It is hong in gimbals by a chain with 
hook, and so always assumes a vertical 
position, and when suspended from a 
tripod with shifting center can be easily 
adjusted over a given point. 

Two of these lamps are often packed in 
a simple wooden case, furnished with a 
strap to sling over the shoulders. The 
weight of each lamp is about one and one- 
quarter pounds, and the price of each as 

pLUMMEi LAMP, shown is $10.00. 
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QUICK- LEVELING ATTACHMENT. 

We have for several years made a quick leveling attach- 
ment, the arrangement of which will be readily understood 
by inspection of the cut, No. 173, which shows the attach- 
ment screwed to a tripod. 

To use the quick leveling attachment, screw the instru- 
ment on the tripod as usual ; if not nearly Icvei, unscrew 
the leveling head a very little, — barely loosening the screw 
is sufficient The in'itrument w ill then be free to move upon 



the spherical surfaces, A B 




NO. 1T3. (P»" 



any direction required 
to bring the plates ap- 
proximately level, and 
will be held in this 
position by the friction 
of the surfaces. Now 
screw the head fast 
again, firmly clamping 
the whole instrument to 
the tripod. The fmal 
adjustment of the lev- 
els is then completed 
'riction of the 
ihetl at will, by 



by the use of the leveling screws. 

spherical surfaces may be increased or di 

turning the screws, 1), which compress the spiral springs. 

When ordered for any instrument already in use, the 
lower plate of the leveling head, as shown in outline of the 
figure, or the head of the tripod should be sent to us by 
mail or express, prepaid, with a remittance of say seven 
dollars, to pay for the attachment and return charges. 

Price of the attachment when furnished with a new 
instrument, $.5.l>0 ; when adapted to an instrument already 
in use, $6.00. 



SOLAR ATTACHMENT. 




NO. ISO. 



"T* HE Solar Attachment is essentially the Solar appara- 
*■ tus of Burt placed upon the cross-bar of the ordinary 
Transit, the polar axis being directed above instead of 
below, as in the Solar Compass. A little disk one and one 
half inches in diameter, having a short round pivot project- 
ing above its upper surface, is first securely screwed to the 
telescope axis. Upon this pivot rests the enlarged base of 
the polar axis, which is also iirmly connected with the disk 
97 
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by four capstan head screws passing from the under side of 
the disk into the base already named. These screws serve 
to adjust the polar axis, as will be explained hereafter. 

The Hour Circle surrounding the base of the polar axis 
is easily movable about it, and can be fastened at any 

point desired by two flat head screws 

HOUR CIRCLE. , ^^ - a- -^ a ^ c -4. c 

above. It is divided to five minutes of 
time, is figured from I to XII, and is read by a small index 
fixed to the declination arc and moving with it. A hollow 
cone, or socket, fitting closely to the polar axis and made 
to move snugly upon it, or clamped at any point desired by 
a milled head screw on top, furnishes by its arms below a 
firm support for the declination arc, which is securely 
fastened to it. 

The Declination Arc has a radius of about five inches, 
and is divided to quarter degrees. On Mountain Transits 
DECLINATION ^^ reads by its vernier to single minutes of 
ARC. arc, and on the larger Transits to half min- 

utes of arc, the divisions of both vernier and limb being in 
the same plane. The declination arc has the usual lenses 
and silver plate on the two opposite blocks, also a elamp 
and tangent movement, as shown in the cut. The arc of 
the declination limb is turned on its axis and one or the 
other solar lens used, as the sun is north or south of the 
equator ; the cut shows its position when the sun is 
north. 

The Latitude is set off by means of a large vertical 
limb. The arc is figured from the center each way in two 
LATITUDE rows, from to 80° and from 90° to 10°, the 
ARC. first series being intended for reading vertical 
angles and the latter series for setting off the latitude. 
The vernier of the vertical limb is made movable by the 
tangent screw attached, so that its zero and that of the 
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limb are readily made to coincide when, in adjusting the 
limb to the level of the telescope, the arc is clamped to * 
the axis. 

The usual tangent movement to the telescope axis 
serves to bring the vertical limb to the proper elevation, as 
hereafter described. A level on the under side of the tele- 
scope, with ground vial and scale, is indispensable in the 
use of the Solar Attachment. The arcs, verniers and hour 
circle are all graduated on sterling silver. Price of the 
Solar Attachment, $60.00. 

EXPLANA TION OF THE SOLAR A TTACHMENT. 

In the engraving on page 100 we have a graphic illustra- 
tion of the Solar apparatus, the circles shown being intended 
to represent those supposed to be drawn upon the concave 
surface of the heavens. 

When the telescope is set horizontal by its spirit level, 
the hour circle will be in the plane of the horizon, the polar 
axis will point to the zenith, and the zeros of the vertical 
arc and its vernier will coincide. Now if we incline the 
telescope as shown in the cut, the polar axis will descend 
from the direction of the zenith. The angle through which 
it moves, being laid off on the vertical arc, will be the co- 
latitude of the place where the instrument is supposed to be 
used, the latitude itself being found by subtracting this 
number from ninety degrees. 

When, however, the sun passes above or below the 
equator, his declination, or angular distance from it, as 
given in the Ephemeris, can be set off upon the arc, and his 
image brought into position as before. 

In order to do this, however, it is necessary not only 
that the latitude and declination be correctly set off upon 
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their respective arcs, but also that the instrument be moved 
in azimuth until the polar axis points to the pole of the 
heavens, or, in other words, is placed in the plane of the 
meridian; and thus the position of the sun's image will in- 
dicate not only the latitude of the place, the declination of 
the sun for the given hour and the apparent time, but it will 
also determine the meridian, or true north and south line 
passing through the place where the observation is made. 

The interval between two equatorial 
J. lines, c c, as well as between the hour 
lines, b b^ is just sufficient to include the 
circular image of the sun, as formed by 
the solar lens on the opposite end of the revolving arm. 
Allowance for Declination : Let us now suppose the 

observation made when the sun has 

DECLINATION. , . . - . ^ , , 

passed the equinoctial point, and when 
his position is affected by declination. 

By referring to the almanac, and setting off on the arc 
his declination for the given day and hour, we are still able 
to determine his position with the same certainty as if he 
remained on the equator. 

When the sun's declination is south, that is, from the 
22nd of September to the 20th of March in each year, the 
arc is turned downward, or taivard the plates of the Transit, 
while during the, remainder of the year the arc is turned 
from the plates. 

When the Solar Attachment is accurately adjusted and 
its plates made perfectly horizontal, the latitude of the 
place and the declination of the sun for the given day and 
hour being also set off on their respective arcs, and the 
instrument set approximately north by the magnetic needle, 
the image of the sun cannot be brought beiweeti the equatorial 
lines until the polar axis is placed in the plane of the meridian 
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of the place, or in a position parallel with the axis of the 
earth. The slightest deviation from this position will cause 
the image to pass above or below the lines, and thus dis- 
cover the error. 

From the position of the sun in the solar system we thus 
obtain a direction absolutely unchangeable, from which to 
run lines and measure horizontal angles. 

This simple principle is not only the basis of the con- 
struction of solar instruments, but it is the only cause of 
their superiority over the ordinary magnetic needle instru- 
ment. For in a needle instrument the accuracy of the 
horizontal angles indicated, and therefore of all the obser- 
vations made, depends upon the delicacy of the needle and 
the constancy with which it assumes a certain direction, 
called the magnetic meridian. 

The principal causes of error in the needle, briefly stated, 
are the dulling of the pivot and the resulting injury to the 
ERROR jewel center, the loss of polarity in the 

IN NEEDLE, needle, the influence of local attraction, 
and the effect of the sun's rays producing the diurnal varia- 
tion. From all these imperfections the solar instrument 
is free. 

The latitude of the place and the declination of the sun 
being set off upon the respective arcs, we are able not only 
to run the true meridian, or a due east and west course, but 
also to set off horizontal angles with minuteness and accu- 
racy from a direction which never changes and which is 
unaffected by attraction of any kind. 

ADVAXTAGKS OF THE SOLAR ATTACHMENT, 

From what has been already said, the intelligent Sur- 
veyor will readily understand that the more perfect horizon 
obtained by the use of the telescope level, and the use of a 
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telescope in place of sights, render the new attachment more 
accurate than the ordinary Solar Compass. 

The attachment can also be added to the telescope of 
any good Transit at a comparatively small cost, thus enabl- 
ing the Surveyor to establish the true meridian, to determine 
the correct latitude, and to obtain true time very nearly. 

Its adaptation to the purposes of illustration and in- 
struction in practical astronomy in colleges and schools 
will occur to every teacher ; and it furnishes for the Gov- 
ernment Surveyor a long-sought and much needed instru- 
ment in many respects superior to the Solar Compass 
formerly used. 

In experiments made by us, an error of one quarter of 
a minute in the direction of the true meridian, or in lati- 
tude, could be easily detected by observing the sun's image 
by a magnifier ; and we feel confident that any one who 
uses the Solar Attachment will be surprised and delighted 
with its work. When not in use it should be removed from 
the telescope and packed in the instrument case. 

A thin sheath is put on the polar axis and kept in its 
place by the screw and washer of the socket. 

The weight of the Solar Attachment is but little more 
than ten ounces, and is so distributed as not to disturb the 
counterpoise of the instrument, thus obviating the objec- 
tion which has hitherto prevented the successful use of the 
telescope with the Solar apparatus. 

It is evident that all Transits to which the Solar 
Attachment is to be applied should have a horizontal limb 
and verniers, and should be furnished with a level on tele- 
scope, clamp and tangent to telescope axis, and vertical arc 
and vernier. They should also have a movable compass 
circle to set off the declination, and be leveled by leveling 
screws and parallel plates. 
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It will be understood that Transits of any kind which 
are to be fitted with the Solar Attachment must be in 
perfect order, especially in respect to the sockets, before 
correct work can be done. 

TO RUN LINES WITH THE SOLAR ATTACHMENT, 

Having set off the latitude of the place on the vertical 
arc, and the declination for the given day and hour as com- 
puted from the tables in the Solar Ephemeris, the instru- 
ment being also carefully leveled by the telescope bubble, 
set the horizontal limb at zero and clamp the plates, loosen 
the lower screw so that the Transit moves easily upon its 
lower socket, set the instrument approximately north and 
south, the objective end of the telescope pointing to the 
north, turn the proper solar lens to the sun, and, with one 
hand on the plates and the other on the revolving arm, 
move them from side to side until the sun's image is 
brought between the equatorial lines on the silver plate. 

The lower clamp of the instrument should now be 
fastened, and any further lateral movement be made by the 
tangent screw of the leveling head. The necessary allow- 
ance being made for refraction, the telescope will be in the 
true meridian, and being undamped may be used like the 
sights of the ordinary Solar Compass, but with far greater 
accuracy and satisfaction in establishing meridian lines. 
Of course, when the upper or vernier plate is undamped 
from the limb, an angle read by the verniers is an angle 
from the meridian ; and thus parallels of latitude or any 
other angles from the true meridian may be established as 
with the Solar Compass. 

The bearing of the needle, when the telescope is on the 
meridian, will also give the declination of the needle at the 
point of observation. 
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If the instrument, as in our Surveyors* Transits, has a 
movable compass circle, the declination of the needle can 
be set off to single minutes, the needle kept at zero, or 
"with the sun," and thus lines be run by the needle alone 
when the sun is obscured. 

TO USE THE SOLAR. 

Before this instrument can be used at any given place, 
it is necessary to set off upon its arcs both the declination 
of the sun as affected by its refraction for the given day 
and hour, and the latitude of the place where the observa- 
tion is made. 

The declination of the sun given in the Ephemeris of 

SETTING OFF ^^^ Nautical Almanac from year to 
DECLINATION, year, is calculated for apparent noon 
at Greenwich, England. 

To determine it for any other hour at a place in the 
United States, reference must be had, not only to the 
difference of time arising from the difference of longitude, 
but also to the change of declination during that time. 

The longitude of the place, and therefore its difference 
in time, if not given directly in the tables of the Almanac, 
can be ascertained very nearly by reference to that of other 
places given which are situated on, or very nearly on, the 
same meridian. 

It is the practice of Surveyors in states east of the Mis- 
sissippi to allow a difference of six hours for the difference 
in longitude, calling the declination given in the Almanac 
for 12 M. that of G A. M. at the place of observation. 

Beyond the meridian of Santa Fe, the allowance would 
be about seven hours ; and in California, Oregon and 
Washington about eight hours. 
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Having thus the difference of time, we very readily 
obtain the declination for a certain hour in the morning, 
which would be earlier or later as the longitude was greater 
or less, and the same as that of apparent noon at Green- 
wich on the given day. Thus, suppose the observation 
made at a place five hours later than Greenwich, then the 
declination given in the Almanac for the given day at 
noon, affected by the refraction, would be the declination 
at the place of observation for 7 A. M. ; this gives us the 
starting point. 

To obtain the declination for the other hours of the 
day, take from the Almanac the declination for apparent 
noon of the given day, and, as the declination is increasing 
or decreasing, add to, or subtract from, the declination of 
the first hour the difference for one hour as given in the 
Ephemeris, which will give, when affected by the refrac- 
tion, the declination for the succeeding hour ; and proceed 
thus in making a table of declination for every hour of the 
day. 

With a Transit having both horizontal and vertical 

DIRECT limbs, direct observations of the sun may 

OBSERVATION, be taken ; the image of the sun being 
observed through the darkener of the diagonal prism. 

If desired, we will furnish, at a cost of $5.00, a simple 
solar screen arranged to clamp to the eye-piece end of the 

telescope, and detachable at will. On 

SOLAR SCREEN. ,, .1 • c .^ a 

this screen the image of the sun can read- 
ily be observed, a greater movement being given to the 
eye-piece of the telescope. 

The method of direct observation of the sun involves, 
however, so much intricate calculation, that the simpler 
method, by use of the Solar Attachment, is generally 
preferred. 
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REFRACTION IN DECLINATION. 

The Table of Refractions on pages 108-110 is cal- 
culated for latitudes between \h^ and 60° at intervals of 
2^°, that being as near as is required. 

The declination ranges from O** to 20° both north and 
s%uth, the + declinations being north and the — south, 
and is given for every 5°, that being sufficiently near for all 
practical purposes. The hour angle in the first column in- 
dicates the distance of the sun from the meridian in hours, 
the refraction given for hours being that which affects 
the observed declination of the sun when on the meridian, 
commonly known as meridional refraction ; the refraction 
for the hour just before or after noon is so nearly that of 
the meridian that it may be called and allowed as the same. 

When the table is used, it must be borne in mind that 
when the declination is north, or + in the table, the refrac- 
tion is to be added ; when the declination is south, or — , 
the refraction must be subtracted. It will be noticed that 
the refraction in south, or — , declination increases very 
rapidly as the sun nears the horizon, showing that observa- 
tions should not be taken with the sun when south of the 
equator, less than one hour from the horizon. 
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To apply on the declination arc of Solar Attachment of 
either Compasses or Transits. 

Compuied by EuwAsu W. Akhs, C. E., f<« W. Bt L. E. Gurlby, Troy, N. Y, 
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TO COMPUTE THE DECLINATION, 

Suppose it was required to obtain the declination for 
the different hours of April 16, 1895, at Troy, N. Y. 

The longitude in time is four hours, fifty-four minutes 
and forty seconds, or practically five hours ; so that the 
declination given in the Ephemeris for apparent noon of 
that day at Greenwich would be that of 7 A. M. at Troy. 

Declination at Greenwich at noon of April 16, 1895. 

N. 10° r 56".5 

N. 10° 7' 56".5H-Refr. 5hrs. V 58''=10° 9' 54''=Dec. 7 A. M Troy, 
addhr. dif. 63".2 



10° 8'49''.7h- •* 4 



10° 9'42".9h- •* 3 
53''.2 



10°10'36'Mh- " 2 
53''.2 



10° 11' 29''.3h- " 1 
63''. 2 



10°12'22".5+ " 
63".2 



10° 13' 16". 74- 
53". 2 



1 



10o14'08".9+ " 2 
53".2 



10°15'02".l-f- " 3 
53".2 



10°16'56".3+ " 4 
63". 2 



10oi6'48".6+ " 5 



* 1'11"=10°10'00"= " 8 ** 

* 62"=10° 10' 34"= " 9 ** 
39"=10°11'16"= " 10 ** 
36"=1()° 12' 06"= " 11 " 
36"=10° 12' 68"= "12 M. 
36"=10° 13' 61"= " 1 P. M. 
39"=10° 14' 47"= •* 2 " 
62"=10° 16' 64"= «« 3 «< 

* 1'11"=10°17'06"= " 4 «* 

* 1'68''=10°18'46"= " 5 " 
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Again, suppose it was desired to obtain the corrected 
declination for the different hours of October 16, 1805, at 
Troy, N. Y. 

The difference in time being nearly five hours, and the 
declination at Greenwich, noon, 8^ 53' 53".n, that declina- 
tion affected by the refraction would give the true declina- 
tion for 7 A. M. at Troy ; the latitude being nearly 42° 30'. 
The declination being now south, the refraction is to be 
subtracted, but the hourly difference is to be added because 
the declination is increasing, as in the first example ; thus : 

S. 8° 53' 53''.6— Refr. 5 hrs. 9' 24''=8° 44' 3(y'=Dec. 7 A. M. Troy, 
addhr. dif. 55''. 3 

8° 54' 48".9— " 4 " 2' 49"=8° 52' 00"= 
55". 3 



8°55'44".2— " 3** 1' 49"=:8° 53' 55"-. 
55". 3 



8° 56' 39". 5— " 2 ** 1' 26"=:8° 55' 13"= 
55". 3 

80 57'34".8— " 1 " r 14"=8° 56' 21"= 
55". 3 



8° 58' 30".l— '♦ ** 1' 14"=:8° 57' 16"= 
55''.3 

*« 1** 1'14"=8°58'11"= ' 



8° 59' 25". 
55". 3 



9° OO' 20". 7— '♦ 2 ** 1' 26"=8° 58' 55": 
55". 3 

9° 01' 16". 0— " 3 ** 1' 49"=8° 58' 27"= 
55". 3 



9° 02' 11". 3— '* 4 " 2' 49"=8° 59' 22"= 
55". 3 





8 " 




9 " 




10 " 




11 " 




12 M. 




1 P. M. 




2 ** 




3 " 




4 *« 




5 " 



9° 03' 06". 6— " 5 " 9' 24"=8° 53' 43"= 

We believe it will be found that the use of the table as 
illustrated above will not only relieve the Surveyor of the 
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perplexity hitherto attending the subject of refractigns, but 
will also enable him to secure more accurate results than 
were possible by the methods usually given. 

The calculation of the declination for the different 
hours of the day should, of course, be made and noted 
before the Surveyor begins his work, that he may lay off 
the change from hour to hour, from a table prepared as 
above described. 

TO FIND THE LATITUDE, 

First, level the instrument very carefully, using, as 
before, the level of the telescope until the bubble will 
remain in the middle during a complete revolution of the 
instrument, the tangent movement of the telescope being 
used in connection with the leveling screws of the parallel 
plates, and the axis of the telescope being firmly clamped. 

Next, clamp the vertical arc, so that its zero and the 
zero of its ve/nier coincide as near as may be, and then 
bring them into exact line by the tangent screw of the 
vernier. 

Then, having the declination of the sun for 12 o'clock 
of the given day as affected by the meridional refraction 
carefully set off upon the declination arc, note also the 
equation of time ; and, fifteen or twenty minutes before 
noon, the telescope being directed to the north and the 
object end lowered until, by moving the instrument upon its 
spindle and the declination arc from side to side, the sun's 
image is brought nearly into position between the equatorial 
lines. Now bring the declination arc directly in line with 
the telescope, clamp the axis, and with the tangent screw of 
the telescope axis bring the image precisely between the lines 
and keep it there with the tangent screw, raising it as long 
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as it runs below the lower equatorial line, or, in other words, 
as long as the sun continues to rise in the heavens. 

When the sun reaches the meridian the image will 
remain stationary in altitude for an instant, and will then 
begin to rise on the plate. 

The moment the image ceases to run below is, of course, 
apparent noon, when the index of the hour arc should indi- 
cate XII., and the latitude be determined by the reading of 
the vertical arc. 

It must be remembered, however, that the angle through 
which the polar axis has moved in the operation just de- 
scribed is measured from the zenith instead of the horizon 
as in the Solar Compass, so that the angle read on the 
vertical limb is the complement of the latitude. 

ADVANTAGES OF THE SOLAR. 

The latitude itself is readily found by subtracting this 
angle from 00^ ; thus at Troy the reading of the limb being 
found as above directed to be il^ IG', the latitude will be 
90° - 4?^ 16' = 42'' 44'. The latitude may also be read 
direct by referring to the inner row of figures on the arc, 
beginning with 00 in the midd'e and reading to 10 on either 
side. 

TIME FOR USING THE SOLAR, 

The Solar, like the ordinary instrument, can be used at 
all seasons of the year, the most favorable time being, of 
course, in the summer, when the declination is north and 
the days are long and more generally fair. It is best noi 
to take the sun at morning and evening when it is within 
half an hour of the horizon, nor at noon, as we have before 
stated, for about the same interval before and after it passes 
the meridian. 
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ADVANTAGES OF THE SOLAR IN SURVEYING. 

It will readily occur to all who have read the preceding 
description of the Solar, that while it is indispensable in 
the surveys of public lands, it also possesses important ad- 
vantages over the magnetic Compass when used in the 
ordinary surveys of farms, and similar work. For not only 
can lines be run and angles be measured without regard to 
the diurnal variation or the effect of local attraction, but 
the bearings being taken from the true meridian will remain 
unchanged for all time. 

It is also said by those familiar with the use of this 
instrument that, in favorable weather, surveys can be more 
rapidly made with it than with the ordinary needle instru- 
ment ; there being no time consumed in waiting for the 
needle to settle, or in avoiding the errors of local attraction. 

When the sun is obscured the lines may be run by the 
needle alone, it being always kept with the sun, or at on 
its arc, thus indicating the direction of the true meridian. 
The sun, however, must ever be regarded as the most 
reliable guide, and should, if possible, be taken at every 
station. 

PATENT LATITUDE LEVEL, 
(Patented Sept. 2, 1884.) 

This attachment, shown in the cut on page 68, is used 
for recovering the latitude on a Solar Transit without 
referring to the vertical arc ; and generally for setting the 
telescope at any desired angle in running grades and 
similar work. 

It consists of a level connected by a short conical 
socket with the end of the telescope axis, to which it is 
clamped by a milled head screw, and made adjustable by a 
tangent screw and spring on the enlarged end of the tube 
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When the clamp screw is released the level turns vertically 
upon the axis, and can thus be set at any angle with the 
telescope, the final adjustment being made by the tangent 
screw. 

The latitude being set off upon the vertical arc as 
usual, the level is clamped and brought into the middle as 
above described. 

The telescope may then be released and used in running 
lines, until it is desired to recover the latitude again ; this 
is easily and accurately done by the level alone without 
referring to the vertical arc. 

Its use in running any desired grade is readily under- 
stood. 

We make no additional charge for this attachment when 
furnished with a new Solar instrument ; when added to our 
old Solar Transits the cost will be $6.00. 

R, M. JONES' PATENT LATITUDE ARC. 
(Patented Jan. 16, 1883.) 

In this attachment the usual vertical arc is omitted, and 
replaced by a double latitude arc attached to the under 
side of the telescope, as shown on page 117. The smaller 
arc having its center directly over the cross-bar of the 
telescope, has an arm with vernier reading the arc to single 
minutes, and carries also a level tube open at both top and 
bottom, with a divided scale over each opening, in order to 
read the level accurately. 

In obtaining latitudes with this attachment, the declina- 
tion being set off as usual, the level bubble should be 
brought into the middle of its scale when the sun is on the 
meridian. 

The reading of the smaller arc then gives the latitude 
of the place, and in all further observations of the latitude 
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reference is made to the level rather than to the divisions, 
the level being easily brought into the middle of the scale. 
This enables the Surveyor to recover the latitude more 
rapidly than with the ordinary vertical arc. 

Minute changes, as long lines are run either north or 
south, may be computed and set off on the larger arc, 
which reads by its vernier to ten seconds of a degree. 

The solar apparatus can also be used when the telescope 
is revolved and the apparatus brought below it, the latitude 
being now ascertained by reference to the other side of the 
level with its divided scale. 

But one test of the adjustment of this attachment is 
required : — that both arcs should read zero when the 
telescope is made horizontal by its long level, and the 
smaller level of the arc below is also brought to the middle 
of its scale. 

If not correct, they may be adjusted by loosening the 

screws by which each arc is confined, and moving the arcs 

until the zeros of both are in coincidence with the zeros of 

their verniers, care being taken to set the screws firmly 

again. 

PRICES. 

Jones' Patent Latitude Arc, with reversible level bubble $ 78.00 

When furnished with a new Transit of our make in place of the 
ordinary vertical arc, the Jones' Patent Latitude Arc, with re- 
versible level bubble, increases the cost of the instrument 65.00 

Thus : The Light Mountain Transit, with Patent Solar Attach- 
ment and Jones' Patent Latitude Arc, costs 800.00 

TO ADJUST THE SOLAR ATTACHMENT. 

The declination arm is first detached by removing the 
SOLAR LENSES clamp and tangent screws and the center 
AND LINES. with its Small screws, by which the arm is 
attached to the arc. 
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The adjuster, which is a short bar furnished with every 
instrument, is then substituted for the declination arm, the 
center screwed into its place at one end, and the clamp 
screw into the other, being inserted through the hole left by 
the removal of the tangent screw, thus securing the adjuster 
firmly to the arc. 

The arm is then turned to the sun, and brought by the 
tangent screws of the instrument into such a position that 
the image of the sun is brought precisely between the 
equatorial lines on the opposite plate. 

Carefully turn the arm half way over, until it rests upon 
the adjuster by the opposite faces of the rectangular blocks, 
and again observe the sun's image. If it remains between 
the lines as before, the arm is in adjustment. If not, loosen 
the three small screws which hold it to the arm, and move 
the silver plate under their heads until one half the error in 
the position of the sun's image is removed. 

Bring the image again between the lines, and repeat the 
operation as above on both ends of the arm, until the image 
will remain between the lines of the plate in both positions 
of the arm, when it will be in proper adjustment, and the 
arm may be replaced in its former position on the attach- 
ment. This adjustment is very rarely needed in our instru- 
ments, the lenses being cemented in their cells and the 
plates securely fastened. 

The vernier of the declination arc is adjusted by setting 
DECLINATION ^^^ Vernier at zero, and then raising or low- 
ARC. ering the telescope by the tangent screw 

until the sun's image appears exactly between the equa- 
torial lines. 

Having the telescope axis clamped, carefully revolve 
the arm until the image appears on the other plate. If 
precisely between the lines, the adjustment is complete; 
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if not, move the declination arm by its tangent screw until 
the image will come precisely between the lines on the 
two opposite plates; clamp the arm and remove the index 
error by loosening two screws that fasten the vernier; place 
the zeros of the vernier and limb in exact coincidence, 
tighten the screws, and the adjustment is complete. 

To adjust the polar axis: First, level the instrument 
carefully by the long level of the telescope, using in the 

operation the tangent movement of the tele- 
' scope axis in connection with the leveling 
screws of the parallel plates, until the bubble will appear 
in the middle during a complete revolution of the instru- 
ment upon its axis. 

Place the solar apparatus upon the axis and see that it 
moves easily around it; bring the declination arm in the 




No. 196. 

STRIDING OR ADJUSTING LEVEL. 

same vertical plane with the telescope, place the Adjusting 
Level, No. 196, upon the top of the rectangular blocks, and 
bring the bubble of the level into the middle by the tang- 
ent screw of the declination arc. 

Then turn the arc half way around, bringing it again 
parallel with the telescope, and note the position of the 
level. If in the middle, the polar axis is vertical in that 
direction; if not in the middle, correct one half of the error 
by the capstan head adjusting screws under the base of the 
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polar axis, moving each screw of the pair the same amount 
but in an opposite direction. Bring the level to the middle 
again by the tangent screw of the declination arc, and 
repeat the operation as before, until the bubble will remain 
in the middle when the adjusting level is reversed. 

Care should be taken that the level under the telescope 
is kept in the middle, and the capstan screws brought to a 
firm bearing. Pursue the same course in adjusting the arc 
in the second jwsition, or over the telescope axis, and 
when completed the level will remain in the middle during 
an entire revolution of the arc, showing that the polar 
axis is at right angles with the level under the telescope, or 
truly vertical. 

The Adjusting Level in the operation just described is 
supi>osed to be itself in adjustment; but if not, it can be 
easily corrected by the screw shown at one end, when re- 
versed upon a plane surface, exactly as a mason's level is 
adjusted. 

It should here be noted that, as this is by far the most 
delicate and important adjustment of the Solar Attachment, 
it should be made with the greatest care, the bubble kept 
perfectly in the middle and frequently inspected in the 
course of the adjustment. 

To adjust the hour arc : Whenever the instrument is 
set in the meridian, as will be hereafter described, the index 

of the hour arc should read apparent time. 

• If not, loosen the two flat head screws on 

the top of the hour circle, and with the hand turn the circle 

around until it does, fasten the screws again, and the 

adjustment will be complete. 

To obtain mean time^ the correction of the equation for 
the given day, as found in the Nautical Almanac, should 
always be applied. 
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TirE DEFINE, in the few pages following, the terms 
^ ' employed in the use and adjustment of the Solar 
apparatus, as being of service to one not familiar with 
solar instruments. 

The Sun is the center of the solar system, 
remaining constantly fixed in its position, 
although, for the sake of convenience, often spoken of as 
in motion around the earth. 

The Earth makes a complete revolution 

EARTH 

around the sun in three hundred and sixty-five 
days and six hours, very nearly. 

It also rotates about an imaginary line passing through 
its center, and termed its axis, once in twenty-four hours, 
turning from west to east. 

The Poles are the extremities of the axis ; that in our 
own hemisphere, known as the north pole, if 
produced indefinitely toward the concave sur- 
face of the heavens, would reach a point situated near the 
polar star and called the north pole of the heavens. 

The Equator is an imaginary line 

EQUATOR. I ., ., ' ^' 4. ,. 

passmg around the earth, equi-distant 
from the poles, and in a plane at right angles with the axis. 
If the plane of the equator be produced to the heavens, 
it forms what is termed the equator of the heavens. 

The Orbit of the earth is the path in which it moves 
in making its yearly revolution. If the 

^\ D D 1^ 

plane of this orbit were produced to the 
heavens, it would form the ecliptic, or the sun's apparent 
path in the heavens. 
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The earth's axis is inclined to its orbic at an angle of 
about 23^ 28/ making an angle between the earth's orbit 
and its equator, or between the celestial equator and the 
ecliptic, of the same amount. 

The Equinoxes are the two points in 
EQUINOXES, ^yj^j^j^ ^j^^ ecliptic and the celestial 

equator intersect one another. 

The Declination of the Sun is its angular distance 
north or south of the celestial equator ; when the sun is 
DECLINATION ^^ ^^^ cquinoxes, that is, about the 21st of 
OF SUN. March and the 21st of September of each 

year, his declination is 0, or he is said to be on the 
equator ; from these points his declination increases from 
day to day, and from hour to hour, until on the 21st of 
June and the 21st of December he is 23° 28' distant from 
the equator. 

It is the declination which causes the sun to appear so 
much higher in summer than in winter, his altitude in the 
heavens being in fact nearly 47^ more on the 21st of 
June than it is on the 21st of December. 

The Horizon of a place is the surface which is defined 

by a plane supposed to pass through the place at right 

angles with a vertical or plumb line, and to 

HORIZON. , , . .u c r 4.U .u 

bound our vision at the surface of the earlh. 
The horizon, or a horizontal surface, is determined by the 
surface of any liquid when at rest, or by the spirit levels of 
an instrument. 

The Zenith of any place is the point directly 
ZENITH, overhead, in a line at right angles with the 
horizon. 

The Meridian Circle of any place is a great 
circle passing through the zenith of a place 
and the poles Ci the earth. 
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It will be understood that Transits of any kind which 
are to be fitted with the Solar Attachment must be in 
perfect order, especially in respect to the sockets, before 
correct work can be done. 

TO RUN LINES WITH THE SOLAR ATTACHMENT. 

Having set off the latitude of the place on the vertical 
arc, and the declination for the given day and hour as com- 
puted from the tables in the Solar Ephemeris, the instru- 
ment being also carefully leveled by the telescope bubble, 
set the horizontal limb at zero and clamp the plates, loosen 
the lower screw so that the Transit moves easily upon its 
lower socket, set the instrument approximately north and 
south, the objective end of the telescope pointing to the 
north, turn the proper solar lens to the sun, and, with one 
hand on the plates and the other on the revolving arm, 
move them from side to side until the sun's image is 
brought between the equatorial lines on the silver plate. 

The lower clamp of the instrument should now be 
fastened, and any further lateral movement be made by the 
tangent screw of the leveling head. The necessary allow- 
ance being made for refraction, the telescope will be in the 
true meridian, and being undamped may be used like the 
sights of the ordinary Solar Compass, but with far greater 
accuracy and satisfaction in establishing meridian lines. 
Of course, when the upper or vernier plate is undamped 
from the limb, an angle read by the verniers is an angle 
from the meridian ; and thus parallels of latitude or any 
other angles from the true meridian may be established as 
with the Solar Compass. 

The bearing of the needle, when the telescope is on the 
meridian, will also give the declination of the needle at the 
point of observation. 
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The altitude of the pole at any place, or the distance of 
the sun from the zenith, would, in the case supposed, give 
the observer the latitude of that place. 

If we now take into account the sun's declination, it 
will increase or diminish its meridian altitude, according as 
it passes north or south of the equator: but the declination 
of the sun at any time being known, its zenith distance, 
and therefore the latitude of the place, can be readily 
ascertained by an observation maile when it is on the 
meridian. It is by this method that we obtain the latitude 
of any place by the Solar Compass. 

A solar day is the interval of time between the de- 
parture of the sun from the meridian of a place, and its 
succeeding return to the same position. The 

TIME 

■ length of the solar day, by reason of the inclina- 
tion of the earth's axis, is constantly changing. 

In order to have a uniform measure of time, we have 
MEAN SOLAR recourse to what is termed a mean solar 
DAY. day^ the length of which is ecpial to the 

mean or average of all the solar days in a year. 

The time thus given is called mcau timt\ 
MEAN TIME. ^^^ j^ ^j^^^. ^^ ^yhi^.^ clocks and watches are 

adjusted for local time. 
EQUATION OF The sun is sometimes faster and some- 
TIME. times slower than the clock, the dilTerence 

being called the equation of time. 

The moment when the sun is on the meridian of any 
place is called apparent noon, and this being ascertained, 
APPARENT we can, by referring to the etpiation of time 
NOON. for the given day, and adding to, or subtract- 
ing from, apparent noon, according as the sun is slow or 
fast, obtain the time of mean noon, by which to set the 
watch or chronometer. 



126 ASTRONOMICAL TERMS, 

m 

As the earth makes a complete rotation upon its axis 

once a day, every point on its surface must pass over 

DIFFERENCE OF three hundred and sixty degrees in 

LONGITUDE. twenty-four hours, or fifteen degrees in 
one hour, and so on in the same proportion. And as the 
rotation is from west to east, the sun would come to the 
meridian of every place fifteen degrees west of Greenwich 
just one hour later than the time given in the Almanac for 
apparent noon at that place. 

To an observer situated at Troy, N. Y., the longitude of 
which is, in time, four hours, fifty-four minutes, forty sec- 
onds, the sun would come to the meridian nearly five hours 
later than at Greenwich, and thus when it was 12 M. at 
that place, it would be but about 7 A. M. in Troy. 

By reason of the increasing density of the atmosphere 
from its upper regions to the earth's surface, the rays 

of light from the sun are bent out of their 

REFRACTION. ** , i • i • . 

course, so as to make his altitude appear 
greater than is actually the case. 

The amount of refraction varies according to the alti- 
tude of the body observed ; being when it is in the zenith, 
about one minute when midway from the zenith to the 
horizon, and almost thirty-four minutes when in the 
horizon. 

There is a continual change of the place of the sun's 
image between the equatorial lines (which are the only 
EFFECT OF ones to be regarded in running lines with 
REFRACTION, the Solar), not only with the change of lati- 
tude, but also with the change of the sun's declination 
from hour to hour, marked by the motion of the revolving 
arm as it follows the sun in its daily revolution. 

If the equatorial lines were always in the same vertical 
plane with the sun, as would be the case at the equator at 
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the time of the equinoxes, it is evident that refraction 
would have no effect upon the position of the image be- 
tween these lines, and therefore would not be of any 
importance to the Surveyor. 

But as we proceed farther north, and as the sun's declin- 
ation to the south increases, the refraction also increases, 
and must now be taken into account. 

Again, the angle which the equatorial lines make with 
the horizon is continually changing, as the arm is made to 
follow the motion of the sun during the course of a day. 

Thus, in the morning and evening they are more or less 
inclined to the horizon, while at noon they are exactly 
parallel with it. And thus it follows that the excess of 
refraction at morning and evening is in some measure 
balanced by the fact that the position of the sun's image 
with reference to the equatorial lines is then less affected 
by it, on account of the greater inclination of the lines to 
the horizon. 

The proper allowance to be made for refraction in set- 
ting off the declination is explained fully on pages 107- 
112. 
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THE SOLAR COMPASS. 

" I "HIS instrument, so ingeniously contrived for readily 
'■' determining a true meridian, or north and south line, 
was invented by William A. Burt, of Michigan, and 
patented by him in 1836. It came into general use in the 
surveys of the U. S. public lands, the principal lines of 
which are required to be run with reference to the true 
meridian. 

The invention long since became public property, and 
for over thirty-seven years the Solar Compass has been 
manufactured by us, with improvements of our own which 
have made it increasingly popular and efficient. 

The arrangement of its sockets and plates is similar to 
that of the Surveyors' Transit as shown on page 71, except 
that the sight vanes are attached to the under plate or 
limb, and this revolves around the upper or vernier plate 
on which the solar apparatus is placed. 

The limb is divided to half degrees, is figured in two 
rows as usual, and reads by the two opposite verniers to 
single minutes. 

The divisions of the limb and all other arcs of the Solar 
Compass are made upon sterling silver. 

THE SOLAR APPARATUS, 

The solar apparatus is seen in the place of the needle, 
and in fact operates as its substitute in the field. 

It consists mainly of three arcs of circles, by which 
can be set off the latitude of a place, the declination of 
the sun, and the hour of the day. 
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TO ADJUST THE SOLAR COMPASS. 

The adjustments of this instrument with which th§ Sur- 
veyor will need to be familiar are simple and few in number, 
and will now be mentioned in order. 

(1) To adjust the Levels : Proceed as directed in the 
account of the other instruments we have described, by 
bringing the bubbles into the middle of the tubes by the 
leveling screws of the tripod, and then reversing the in- 
strument upon its spindle and raising or lowering the ends 
of the tubes, until the bubbles will remain in the middle 
during a complete revolution of the instrument. 

(2) To adjust the Equatorial Lines and Solar Lenses : 
Same as page 119. 

(3) To adjust the Vernier of the Declination Arc : 
Same as page 119. 

(4) To adjust the Solar Apparatus to the Compass 
Sights : First level the instrument, and with the clamp and 
tangent screws set the main plate at ninety degrees by the 
verniers and horizontal limb. Then remove the clamp screw, 
and raise the latitude arc until the polar axis is by estimation 
very nearly horizontal, and if necessary tighten the screws 
on the pivots of the arc, so as to retain it in this position. 

Fix the vernier of the declination arc at zero, and direct 
the outside edges of the lens blocks to some distant and 
well marked object, and observe the same through the com- 
pass sights. If the same object is seen by both observa- 
tions, and the verniers read to ninety degrees on the limb, 
the adjustment is complete ; if not, the correction must be 
made by moving the compass sights or changing the posi- 
tion of the verniers. 

It should be remarked that as the solar work is attached 
permanently to the sockets, and this adjustment made by 
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the maker, it will need no further attention at the hands of 

the Surveyor except in case of serious accident. 

The other adjustments are, of course, also made in the 

process of finishing the instrument, and are liable to very 

little derangement in the ordinary use of the Solar 

Compass. 

This instrument should always be used on a 

TRI POD 

* tripod, with screws for ready and accurate level- 
ing, and a tangent screw for directing it to any desired 
point. 

For this purpose a leveling head with tangent screw, 
similar to those shown in the cut of the Surveyors' Transit, 
is furnished with every instrument. 

TO RUN LINES WITH THE SOLAR COMPASS, 

Having set off in the manner described the latitude and 
declination upon their respective arcs, the instrument being 
also in adjustment, the Surveyor is ready to run lines by 
the sun. 

To do this, the instrument is set over the station and 
carefully leveled, the plates clamped at zero on the hori- 
zontal limb, and the sights directed north and south, the 
direction being approximately given, when unknown, by 
the needle. 

The solar lens is then turned to the sun, and, with one 
hand on the instrument and the other on the revolving 
TRUE ^^™> ^^^^ ^^^ moved from side to side, until 

MERIDIAN, the sun's image is made to appear on the 
silver plate. By carefully continuing this operation the 
image may be brought precisely between the equatorial 
lines. The line of sights will indicate the true meridian, 
and the observation may now be made and the flag-man 
be put in position. 
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When a due east and west line is to be run, the verniers 
of the horizontal limb are set at ninety degrees, and the 
sun's image kept between the lines, as before. 

The Solar Compass being so constructed that when the 
sun's image is in position the limb must be clamped at zero 
in order to run a true meridian line, it will be evident that 
the bearing of any line from the meridian may be read by 
the verniers of the limb precisely as in the ordinary mag- 
netic Compass the bearing of lines is read from the ends of 
the needle. 

In running lines the magnetic needle is always kept 
with the sun ; that is, the point of the needle is made to in- 

USE OF dicate zero on the arc of the compass box, 
THE NEEDLE, by turning the tangent screw connected with 
its arm on the opposite side of the plate. By this means 
the lines can be run by the needle alone in case of the 
temporary disappearance of the sun ; but, of course, in such 
instances, the Surveyor must be sure that there is no local 
attraction. The declination of the needle, which is noted 
at every station, is read off in degrees and minutes on the 
arc, by the vernier on the arm of the needle-box. 

In usii\g the Compass, if the revolving arm be turned a 
little to one side of its proper position, a false or reflected 

ima2:e of the sun will appear on the 

FALSE IMAGE. i i . • i .u , 

Silver plate m nearly the same place 
as that occupied by the true one. It is caused by the re- 
flection of the true image from the surface of the arm, and 
is a fruitful source of error to the inexperienced Surveyor. 
It can, however, be readily distinguished from the real 
image by being much less bright, and not so clearly 
defined. 

When the bearings of lines, such as the course of a 
stream or the boundaries of a forest, are not desired with 
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the certainty given by the verniers and the horizontal limb, 
a rough approximation of the angle which they mako 
APPROXIMATE ^^^^ the true meridian is obtained by 
BEARINGS. the divisions on the outside of tiie 
circular plate. In this operation, a pencil or thin straii^ht 
edge of any kind is held perpendicularly as^ainst the 
circular edge of the plate, and moved around until it is 
in range with the eye, the brass center-pin, and the objec t 
observed. The bearing of the line is then read off at the 
point where the pencil is placed. 

SUPERIORITY OF OUR SOLAR COMPASSKS. 

The Solar Compass as first made, though j)lanned with 
great ingenuity in its general arrangement, was still ex- 
tremely rude in its mechanical details and adjustments. 

The points in which we claim the superiority of our 
Solar Compass over any other manufactured, and by means 
of which the defects just mentioned are entirely removed, 
are partially shown in the various cuts already i^iven, and 
will now be stated in detail. 

1. A motion of the horizontal plates entirely free from friction, com 
bined with perfect rigidity. 

2. A clamp and tangent movement to the divided limb, as shown 
under the plate. 

3. A tangent movement with clamp to the declination arc. 

4. A tangent movement with clamp to the latitude arc. 

5. A tangent movement for the whole instrument about its socket. 

6. Increased facility of adjustment, and therefore an important saving 
of time. 

The Solar Compass with levelinc: head, 

WEIGHT. o ' 

but without tripod, weighs about fifteen 
pounds. 
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nPHE ordinary Compass is used in surveys where great 
"*- accuracy is not required, and where land is abundant 
and cheap. It is very difficult, however, to measure hori- 
zontal angles accurately and minutely by the needle alone ; 
and in Canada, needle instruments are considered so un- 
trustworthy that Provincial Land Surveyors are forbidden 
to use an instrument unless it is capable of taking angles 
independently of the needle. 

To meet the demand for more accurate work than can 
be done with the ordinary Compass, the Railroad Compass 
Pi_^jg3 has been devised. This instrument is a Com- 
AND LIMB, pass of the highest grade, with a divided limb 
and verniers like those of the Transit. It has, as shown 
on page 137, the main plate, levels, sights and needle of the 
ordinary instrument, and in addition, underneath the main 
plate, a divided circle or limb by which horizontal angles 
to single minutes can be taken independently of the needle. 
The arrangement of the sockets is like that of the Sur- 
veyors' Transit with two verniers to limb, 
and the plates can be separated and replaced 
in the same manner. 

The sockets upon which the plates of this instrument turn 

are long and well fitted, and the movement of the vernier 

plate around the limb is almost entirely free from friction. 

The verniers are attached to the under surface of the 

main plate at an angle of thirty degrees with 

the line of sights, the openings through which 

they are seen being covered with glass to protect the 

divisions from dust and moisture. 
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The connection between the two plates is made by a 
clamp and tangent movement with opposing spring shown at 
/, by which they can be fastened together or released at will, 
or moved slowly around each other as may be desired in the 
use of the Compass. 

The needle lifting screw is shown at «, on the left of the 
plate. On the right of the Compass circle is seen the head 
of a pinion working into a rack fixed to the edge of the 
compass circle, thus enabling the Surveyor to move the 
compass circle about its center in setting off the declination 
of the needle, as in the case of the Vernier Compass, 

The declination is read to single minutes by a vernier 
and divided arc, partially shown in the cut. 

At c is shown a clamp screw, by which the circle is 
securely fixed when moved to the proper position. 

TO USE THE RAILROAD COMPASS, 

It can be set upon the common ball-spindle, or still 
better upon the tangent ball, placed either in a staff socket, 
a compass tripod, or the leveling adopter and tripod as 
shown on page 155. 

We have also adapted to many of these instruments the 
leveling tripod with a clamp and tangent movement, and 
this is preferable to any other support. 

To take Horizontal Angles : First level the plate and 

set the limb at zero, fix the sights upon one of the objects 

HORIZONTAL Selected, and clamping the whole instru- 

ANGLES. ment to the spindle, unclamp the vernier 
plate and turn it with the hand until the sights are 
brought nearly upon the second object ; then clamp to 
the limb, and with the tangent screw (\x them precisely 
upon it. 
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The number of degrees and minutes read off by the 
vernier will give the angle between the two objects taken 
from the center of the instrument. 

It will be understood that horizontal angles can be 
taken in any position of the verniers with reference to the 
zero point of the limb ; we have given that above as being 
the usual method, and liable to the fewest errors. 

Where great accuracy is required, it is advisable, in this 
and other instruments which have two verniers, to obtain 
the readings of the limb from both, add the two together 
and halve their sum ; the result will be the mean of the 
two readings, and the true angle between the points 
observed. 

Such a course is especially necessary when the read- 
ings of the verniers essentially disagree, as may sometime 
happen when the instrument has been injured by an 
accident. 

In taking horizontal angles as just described, the mag- 
netic bearings of the two objects are often noted, and thus 
USE OF THE ^^^ separate readings of the same angle, 
NEEDLE. one by the limb and the other by the needle, 
are obtained, to be used as checks upon each other to pre- 
vent mistakes. 

To turn off the declination of the needle : Having 
leveled the instrument, set the limb at zero and place the 

sisfhts upon the old line, note the reading: 

DECLINATION. r i ji j i •. • i , 

of the needle, and make it agree with that 
given in the field notes of the former survey by turning the 
compass circle about its center by the pinion head. 

Now clamp the compass circle firmly by the clamp 
screw, and the number of degrees or minutes passed over 
by the vernier of the compass circle will be the change of 
declination in the interval between the two surveys. 
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To survey with this instrument, the operator should 

turn the south side of the compass face towards his person, 

USING THE ^"^ having brought the zeros of the limb 

COMPASS, and vernier plate in line, clamp them, and 

proceed as directed in our account of the Vernier Compass. 

The Telescopic Sight, as hereafter described, is often 
used with the Railroad Compass with excellent results. 

It will be understood that lines can be run and angles 
measured by the divided limb and verniers, independently 
of the needle ; and in places where local attraction is mani- 
fested this is very desirable. 

The accuracy and minuteness of horizontal angles indi- 
cated by this instrument, together with its perfect adapta- 
tion to all the purposes for which the Vernier Compass can 
be used, have brought it into use in many localities where 
land is so valuable as to require more careful surveys than 
are practicable with a needle instrument. 

Size and Weight of the Railroad Compass with two 
Verniers : We make two sizes of this instrument, viz.: 

SIZE AND ^^^^ ^^^ '^"^ ^^^ ^^^ ^"^ half-inch needles ; 

WEIGHT, the smaller size, including the brass head of 

the staff, weighs thirteen pounds, and the instrument with 

five and one half-inch needle weighs about fourteen pounds. 

RAILROAD COMPASS, ONE VERNIER TO LIMB, 

This instrument is essentially like that already described, 
but of somewhat simpler construction in its sockets ; and, 
though offered at a price materially lower than the other, 
it is in every way accurate and reliable. 

Size and Weight of the Railroad Compass with one 
vernier : We make but one size of this instrument, with 
five^nd one half-inch needle, which weighs about thirteen 
pounds. 
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npHIS instrument, shown on page 142, has its compass 
-*- circle, to which is attached a vernier, movable about 
a common center a short distance in either direction, 
enabling the Surveyor to set the zeros of the circle at any 
required angle with the line of sights. The number of de- 
grees contained in this angle (or the declination of the 
needle), is read off by the vernier. 

The Compass Circle in this, as in all our instruments, is 
divided to half degrees on its upper surface, the whole 

deerree marks being: also cut down 

COMPASS CIRCLE. ., • , • r 

on the mside circumference, and is 
figured from to 90 on each side of the middle or line of 
zeros. The circle and face of the Compass are silvered. 
The movement of the circle is effected either by a tangent 
screw as shown in the cut, or by a concealed rack and 
pinion, the head of which projects from the under side of 
the main compass plate. When the declination is set off 
as described, the circle is fastened in its position by a 
clamping nut underneath the main plate. 

The Compass is usually fitted to a spindle made slightly 
conical, and having on its lower end a ball turned perfectly 

spherical, and confined in a socket 

BALL-SPINDLE. , i i .1 , t_ ,, 

by a pressure so light that the ball 
can be moved in any direction in leveling the Compass. 
The ball is placed either in the brass head of the staff, or, 
better, in the compass tripod seen in the cut of the Vernier 
Transit already described. 

A leveling adopter, see page 155, is also often used for 
rapid leveling of the Compass. 
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The Staff Mountings consist of the brass head already 

mentioned, and a shoe pointed with steel, so as to be set 

STAFF firmly in the ground. The staff, to 

MOUNTINGS. which the mountings should be securely 

fastened, is procured from any wheelwright, or selected by 

the Surveyor himself from a sapling of the forest. 

The Spirit Levels are placed at right angles with each 
other so as to level the plate in all directions, 

LEVELS 

and are balanced upon a pivot under the 
middle of the tube, so as to be adjustable by a common 
screw driver. 

The Sights, or sight-vanes, have fine slits cut through 
nearly their whole length, terminated at intervals by circu- 
lar apertures, through which the object 
sighted upon is more readily found. Some- 
times a fine horse-hair or wire is substituted for half the 
slit, and placed alternately with it on opposite sights. 

The Telescopic Sight is often supplied with the Vernier 
Compass, and its adjustments and use are described on 
pages 156-164. 

The right and left edges of the sights of our Compasses 
have respectively an eye-piece and a series of divisions, by 

which angles of elevation and depres- 
* sion, for a range of about twenty degrees 
each way, can be taken with considerable accuracy. 

This arrangement is very properly called a "tangent 
scale," the divided edges of the north sight being tangents 
to segments of circles having their centers at the eye- 
pieces, and their points of contact with the tangent lines at 
the zero divisions of the scale. 

The cut shows the eye-piece and divisions for angles of 
elevation ; those for angles of depression, not shown in this 
cut, are seen in that of the Plain Compass. 
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In the side of the hollow cylinder, or socket of the 

Compass, which fits to the ball-spindle, 

CLAMP SCREW. x^ w u .u ' *. 

IS a screw by which the instrument may 
be clamped to the spindle in any position. 

Besides the cls^mp screw, there is fitted to the sockets 

of our Compasses a little spring catch, 

SPRING CATCM * c? 

' which, as soon as the instrument is set 
upon its spindle, slips into a groove, and thus removes all 
danger of falling when the instrument is carried. 

There is underneath the main plate a needle-lifting 

screw which, by moving a concealed 

NEEDLE LIFTER. • *u a\ c ^u ■ . 

sprmg, raises the needle from the pivot 
and thus prevents the blunting of the point in transporta- 
tion. 

When the Compass is not in use, it is the practice of 
many Surveyors to let down the needle upon the point of 
the center-pin and let it assume its position in the magnetic 
meridian, so as to retain its polarity. We would advise 
that after the needle has settled it should be raised against 
the glass, in order not to dull the point of suspension. 

A small dial plate, having an index turned by a milled 

head underneath, is used with this and other 

Compasses to keep tally in chaining. The 

dial is figured from to 16, the index being moved one 

notch for every chain run. 

A brass cover is fitted over the glass of 

BRASS COVER. ^. >- i ^ ^ ^ '^ c 

the Compass, and serves to protect it from 
accident, as well as to prevent electric disturbance. 

The superiority of the Vernier over the Plain Compass 

USE OF consists in its adaptation to retracing the 

THE VERNIER. Hnes of an old survey, and to the surveys 

of the U. S. public lands, where the lines are based on a 

true meridian. 
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It is well known that the magnetic needle in almost all 
parts of the United States points more or less to the east or 

DECLINATION OF ^'^^^ ^^ ^ ^^"^ meridian, or north and 
THE NEEDLE. south line. This deviation, which is 
called the declination of the needle^ is not constant, but in- 
creases or decreases to a very sensible amount in a series 
of years. 

Thus at Troy, N. Y , a line bearing in 1871, N. 31^ P:., 
would, in 1895, with the same needle, have a bearing of 
about N. 32*^ 45' E., the needle having thus in that inter- 
val traveled nearly IJ^ to the west. 

For this reason, in running over the lines of a farm from 
field notes of some years' standing, the Surveyor is obliged 
to make an allowance, both perplexing and uncertain, in 
the bearing of every line. To avoid this difficulty the 
vernier was devised. 

The Vernier is divided on its edge into thirty 
vK.nn . gqy^j parts, and figured in two series on each 
side of the middle line. 

In the same plane with the vernier is an arc or limb, 
fixed to the main plate of the Compass, and graduated to 
half degrees 

The surfaces of both vernier and limb are silvered. On 
the vernier are thirty equal divisions, which exactly corre- 
spond in length with thirty-one of the half degrees of the limb. 

Each division of the vernier is, therefore, one thirtieth, 
or, in other words, one minute, longer than the single divi- 
sion of the limb. 

In reading the vernier, if it is moved to the right, count 
the minutes from its zero point to the right and vice versa. 

TO READ Proceed thus until a division on the vernier 
THE VERNIER, is found exactly in line with another on the 
limb, and the lower row of figures on the vernier will give 
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the number of minutes passed over. When the vernier is 
moved more than fifteen minutes to either side, the number 
of additional minutes up to thirty, or one half degree of the 
limb, is given by the upper row of figures on the opposite 
side of the vernier. 

To read beyond thirty, add the minutes given by the 
vernier to that number, and the sum will be the correct 
reading. 

In all cases when the zero point of the vernier passes a 
whole degree of the limb, this must be added to the min- 
utes, in order to define the distance over which the vernier 
has been moved. 

It will be seen that the Surveyor having the Vernier 

TO SET OFF Compass can, by moving the vernier to 

THE DECLINATION, either side, and with it, of course, the 
compass circle attached, set the Compass to any declina- 
tion. 

He therefore places his instrument on some well- 
defined line of the old survey, and turns the tangent 
screw until the needle of his Compass indicates the same 
bearing as that given in the field notes of the original 
survey. 

Then, clamping the vernier, he can run all the other 
lines from the old field notes without further alteration. 

The reading of the vernier on the limb in such a case 
would show the change of declination of the two different 
periods. 

The declination of the needle at any place being known, 
a true meridian, or north and south line, may be run by 
moving the vernier to either side, as the declination is east 
or west, until the arc passed over on the limb is equal to 
the angle of declination, and then turning the Compass 
until the needle is made to cut the zeros on the divided 
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circle. The line of sights will then give the direction of 
the true meridian of the place. 

Such a change in the position of the vernier is neces- 
sary in surveying the U. S. public lands, which surveys are 
always run from the true meridian. 

The line of no declination, or variation, as it is some- 
times called, or the line upon which the needle will indi- 
LlNE OF NO c^^^ ^ ^^"c north and south direction, is 
DECLINATION, situated in the United States nearly in an 
imaginary line drawn from Sault Ste. Marie, Michigan, to 
Charleston, South Carolina. A compass needle, therefore, 
placed east of this line, has a declination to the west, and 
when placed west of the line the declination is to the east ; 
and in both cases the declination increases as the needle is 
carried farther from the line of no declination. 

Thus, in Minnesota, the declination is from ten to 
eleven degrees to the east, while in Maine it is from four- 
teen to sixteen degrees to the west. At Troy, in the present 
year, 1895, the declination is about 10^ 44' to the west, 
and is increasing in the same direction about four minutes 
annually. 

The declination of the magnetic needle does not remain 
constant through an entire day ; but it reaches its farthest 
DIURNAL point east about 8 o'clock, A. M., and its 
VARIATION, farthest point west about 2 o'clock, P. M. 
The cause of this daily variation of the declination of the 
needle is not understood, as observations show that the 
variation is greater in summer than in winter. 

Conditions of temperature, magnetic storms and other 
causes at times affect the declination of the needle. Our 
own experiments show that different needles observed at 
the same time and under the same conditions differ in their 
direction, but show nearly the same daily change. 
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A less important use of the vernier is to give a reading 
TO READ TO o^ the needle to single minutes, which is 

MINUTES, obtained as follows : 

First be sure, as in all observations, that the zero of the 
vernier exactly corresponds with that of the limb ; then, 
noting the number of the whole degrees given by the 
needle, move back the compass circle with the tangent 
screw until the nearest whole degree mark is made to coin- 
cide with the point of the needle, read the vernier as be- 
fore described, and this reading added to the whole degrees 
will give the bearing to minutes. 

TO ADJUST THE COMPASS. 

First bring the level bubbles into the middle, by the 
pressure of the hand on different parts of the plate, and then 

turn the Compass half way around ; should 
THE LEVELS. ^^^ bubbles run to the end of the tubes, 

it would indicate that those ends were the highest ; 
lower them by loosening the screws under the lowest ends 
and tightening those under the highest ends until, by esti- 
mation, the error is half removed ; level the plate again, and 
repeat the first operation until the bubbles will remain in 
the middle during an entire revolution of the Compass. 

The Sights may next be tested by observing through 
the slits a fine hair or thread, made exactly vertical by 

a plummet. Should the hair appear on the 

SIGHT- VANES, ^j^^ ^^ ^^^ ^jj^^ ^^^ ^j^l^^ ^^^^ ^^ ^^ 

justed by filing its under surface on the side which seems 

the highest. 

The Needle is adjusted in the following manner : 
Having the eye nearly in the same plane with 
the graduated rim of the compass circle, with 

a small splinter of wood or a slender iron wire bring one 
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end of the needle in line with any prominent division of 
the circle, as the zero or the ninety decree mark, and notice 
if the other end corresponds with the degree on the opposite 
side; if it does the needle is said to '*cut" opposite tle- 
grees ; if not, bend the center-pin by applying a small 
brass wrench, furnished with our Compasses, about one 
eighth of an inch below the point of the pin, untd the ends 
of the needle are brought into line with the opposite 
degrees. 

Then, holding the needle in the same position, turn the 
Compass half way around, and note whether it now cuts 
opposite degrees ; if not, correct half the error by bending 
the needle, and the remainder by bending the center-pin. 
The operation should be repeated until perfect reversion is 
secured in the first position. 

This being obtained, it may be tried on another quarter 
of the circle ; if any error is there manifested, the correc- 
tion must be made in the center-pin only, the needle being 
already straightened by the previous operation. 

When again made to cut, it should be tried on the 
other quarters of the circle, and corrections made in the 
same manner until the error is entirely removed, and the 
needle will reverse in every point of the divided surface. 

TO USE THE COMPASS. 

In using the Compass, the Surveyor should keep the 
south end towards his person, and read the bearings from 
the north end of the needle. He wmU observe that the K 
and W letters on the face of the Compass are reversed from 
their natural position, in order that the direction of the line 
of sight may be correctly read. 

The compass circle being graduated to half degrees, a 
little practice will enable the Surveyor to read the bearings 
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to quarter degrees or even less, estimating with his eye the 
space bisected by the point of the needle ; and as this is as 
close as the traverse table is usually calculated, it is the 
general practice. 

Sometimes a small vernier is placed upon the south end 
of the needle, and reads the circle to five minutes of a 
degree, the circle being in this case graduated to whole 
degrees. 

This contrivance, however, is quite objectionable on 
account of the additional weight imposed upon the center- 
pin, and the difficulty of reading a vernier which is in 
constant vibration ; it is therefore but little used. 

Having first leveled the Compass, bring the south end 
towards the person, and place the eye at the little button, 

ANGLES OF ^'* cyc-piece, on the right side of the south 

ELEVATION, sight, and with the hand fix a card on the 
front surface of the north sight, so that its top edge will be 
at right angles with the divided edge and coincide with the 
zero mark. Then, sighting over the top of the card, note 
upon a flag-staff the height cut by the line of sight, move 
the staff up the elevation, and carry the card along the 
sight until the line of sight again cuts the same height on 
the staff ; read off the degrees and half degrees passed 
over by the card, and this will be the angle required. 

ANGLES OF Proceed in the same manner, using the 

DEPRESSION, eye-piece and divisions on the opposite 
sides of the sight, and reading from the top of the sight. 

NEW AND OLD When the Compass is to be used in 

SURVEYS. making new surveys, the vernier should 

be set at zero and clamped by the nut beneath the plate. 

In surveying old lines, the change of declination of the 
needle should be ascertained by setting the Compass on 
some well-defined line of the tract, and making the bearing 
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to agree with that of the old survey, by moving the circle 
as already described. 

Then the circle can be clamped, and the old lines re- 
traced from the bearings given by the original Surveyor. 

When the declination of the needle is known, it can be 
set off by the vernier, and the Compass used to run a true 
meridian by the needle. 

A little caution is necessary in handling the Compass, 
that the glass covering does not become charged with elec- 
tricity excited by the friction of cloth, silk 

ELECTRICITY 

or the hand, so as to attract the needle to 
its under surface. When, however, the glass becomes so 
charged, the electricity may be removed by breathing upon 
it, or by touching different parts of its surface with the 
moistened finger. Ignorance of this apparently trifling mat- 
ter has caused many errors and perplexities in the practice 
of the inexperienced Surveyor. 

REPAIRS OF THE COMPASS. 

To enable the Surveyor to make such repairs as are 
possible without having recourse to an instrument maker, 
we here add a few simple directions. 

It may sometimes happen that the needle 
has lost its polarity and needs to be remag- 
netized ; this is done in the following manner : 

The operator being provided with an ordinary permanent 
magnet, and holding it before him, should pass with a gen- 
tle pressure each end of the needle from middle to extrem- 
ity over the magnetic pole, describing before each pass a 
circle of about six inches radius, to which the surface of the 
pole is tangent, drawing the needle towards him, and tak- 
ing care that the north and the south ends are applied to 
the opposite poles of the magnet. 
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Should the needle be returned in a path near the mag- 
netic pole, the current induced by the contact of the needle 
and magnet in the pass just described, would be reversed, 
and thus the magnetic virtue almost entirely neutralized at 
each operation. 

When the needle has been passed about twenty-five times 
in succession in the manner just described, it may be con- 
sidered as fully charged. 

A fine brass wire is wound in two or three coils on the 
south end of the needle, and may be moved back or forth in 
order to counterpoise the varying weight of the north end. 

The center-pin should occasionally be examined, and if 
much dulled should be taken out with the brass wrench or 

with a pair of pliers, and sharpened on a 

CENTER-PIN. 1^-14. 4.U ^ i • -^ • -.u 

hard oil-stone, the operator placmg it m the 
end of a small stem of wood, or a pin-vise, and delicately twirl- 
ing it with the fingers as he moves it back and forth at an 
angle of about thirty degrees with the surface of the stone. 
When the point is thus made so fine and sharp as to be 
invisible to the eye, it should be smoothed by rubbing it on 
the surface of a soft and clean piece of leather. 

To put in a new glass: Unscrew the "bezel-ring" 

which holds it, and with the point of a knife blade spring 

GLASS ^^^ ^^^ little brass ring above the glass and 

CIRCLE. remove the old glass and scrape out the 

putty. Then, if the new glass does not fit, smooth off its 

edges by holding it obliquely on the surface of a grindstone 

until it will enter the ring easily ; then put in new putty, 

spring in the brass ring, and the operation will be complete. 

To replace a spirit level : Take out the screws which 

hold it to the plate, pull off the brass ends of 

• the tube, and with a knife blade scrape out 

the plaster from the tube. Then with a stick made a little 
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smaller than the diameter of the tube, and with its end 
hollowed out so that it will bear only on the broad surface 
of the level vial, push out the old vial and replace it with 
a new one, taking care that the crowning side, which has a 
file mark on the end of the vial, is placed on the upper side. 

When the vial does not fit the tube, it must be wedged 
up by putting little slips of paper under it, until it moves 
in snugly. 

After the vial is in its placje, put around its ends a little 
boiled plaster mixed with water to the consistency of putty, 
taking care not to allow any to cover the little tip of the 
glass, then slip in the brass ends, and the operation will be 
complete. 

A little beeswax, melted and dropped upon the ends of 
the vial, is equally as good as the boiled plaster, and often 
more easily obtained. 

An extra glass and level vials are always furnished, free 
of charge, with every new Compass. 

We make three sizes of this Compass, having needles 

respectively four, five and six inches long, the main plates 

being respectively twelve and one half, fifteen 

SIZES ^ M^ J 

and fifteen and one half inches long. The 
sights of the smallest are also about an inch shorter than 
the others. 

In the four and five-inch Vernier Compasses, the decli- 
nation arc is within the compass circle, like that of the 
Railroad Compass before described, and the declination is 
set off to minutes by a pinion head underneath the plate, and 
this arc is clamped by a screw placed opposite the pinion. 
The average weights of the different sizes, including the 
brass head of the staff, beginning with the 
smallest, are respectively six and one quarter, 
eight and three quarters and ten and one half pounds. 
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' I 'HE Plain Compass shown in the cut has a six-inch 
■*■ needle, and is furnished with levels, sight -vanes, 
socket, etc. 

The compass box is in the same piece with the main 
plate, and the instrument is used chiefly in the surveys of 
new lines, or in the preparation of maps, where the declina- 
tion of the needle is not required. 

The adjustments and use of the Plain Compass are 
substantially the same as those of the Vernier Compass 
just described. 

Three sizes of this instrument are in common use, hav- 
ing respectively four, five and six-inch needles, 
' and differing also in the length of the main plate, 
which, in the four-Inch Compass is twelve and one half 



SIZES. , 
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inches long, and in the larger sizes fifteen and fifteen and 
one half inches. 

The average weights of the different sizes, 
WEIGHT, with the brass mountings of the staff, are as 
follows : 

Plain Compus wiih 4-iDch needle fl lbs, 

" " ■' 6-ioch " 7 J lbs. 

" " •' 6-inch ■■ Uj lbs. 



COMPOUND BALL. 



We manufacture what may be called a "tonipouiul l)all- 
spindle," which has a tangent move- 
ment, and which gives all the per- 
fection of more costly arrangements at a very moderate 
expense. The price is $6.00. 

As represented in the cut. No. 240, it has an interior 
spindle, around which an outside hollow cylinder is moved 
by turning the double-headed 
tangent screw, which has in the 
middle an endless screw, work- 
ing into teeth cut spirally around 
in a groove of the cylinder. 
The Compass or other instru- 
ment revolves on the outside 
socket, exactly as if placed on a 
common ball-spindle ; but when 
a slower movement is desired, it 
can be made fast by the clamp 
screw and then turned gradually 
around the interior spindle by 
the tangent screw, until the slot 
of the sight or the intersection of 
the wires is made to bisect the 
object with the utmost accuracy. 
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For more rapid leveling of the Compass, as well as 
LEVELING other instruments, we make the appliance 
ADOPTER, shown in No. 241, which is screwed to the top 
of the tripod like the ordinary leveling head. 

This can be used either with a simple ball-spindle, or with 
the compound ball with tangent screw, as shown in the cut. 

The instrument is made approximately level upon the 
ball, and finally made truly horizontal by the leveling 
screws. 

The instrument revolves upon the spindle, the same as 
upon the ordinary compass ball, but can be clamped at 
pleasure to the spindle, and then by the tangent screw 
directed precisely to any object. 

The price of the leveling adopter, without tripod or 
ball-spindle, is $7.00 ; with tripod and compound tangent 
ball, as shown, $18.00. 

We also make for use with Surveyors' Compasses and 
LEVELING Vernier Transit Compasses a leveling head, 
HEAD. consisting of parallel plates, four leveling 
screws and clamp and tangent movement. 

This leveling head furnishes a very stable support for 
the instrument, while affording the same conveniences for 
leveling and accurate adjustment in azimuth as the level- 
ing heads on the more expensive instruments. 

The price complete with tripod, and fitted to the socket 
of the Compass or Vernier Transit, is $18.00, or without 
the tripod $13.00. 

THE TELESCOPIC SIGHT, {Patented:) 

We have for years applied to the sight-vanes of Com- 
passes a telescope which can be put on and removed at 
will. This attachment has met with approval, hundreds 
being now in use in all parts of the country. 
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This telescope is furnished with the usual cross-wires, 
and is attached to a movable band which, as shown in the 
cut, can be slipped over the sight of a Compass, damped 
at any point desired, and put in adjustment by any person 
who has a screw driver and a steel adjusting pin. To put 
this attachment in place, slip the band over the south sight 
of the Compass, having the telescope en the right hand 
and the front clamp screw on 
the outer surface of the sight ; 
and place the band as low as 
will allow the telescope to re- 
volve in either direction with- 
out striking the Compass. 
This place should be marked 
by a line across the sight, or 
by a screw or pin on the inner 
surface of the sight, that the 
band may set at the same 
point in subsequent use. 

To fasten the band to the 
sight, first bring up the clamp 
screw in front with a pressure 
just sufficient to hold the baud 
to its place, then tighten the 
screw on the left until the 
band is against the right 
edge of the sight, and finally 
tighten the front clamp scrcvv. 
when the fastening will be 
complete, ''"'^ 'mL-lu^X^nlSx '.'li^ hing" s'i7a«>."' ' ' 

To put the telescope in 
focus, turn the end of the eye-piece back or forth by llu' 
thumb and forefinger until by the spiral motion of the tube 
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ADJUSTMENTS. 



the cross-wires are brought into distinct view ; the objec- 
tive is then moved in either direction by the pinion on the 
side of the telescope until the object is clearly seen. 

To make the adjustments, and indeed to do any correct 
work with a Compass, the spindle should be well fitted and 
the level bubbles should remain in the 
middle when the instrument is revolved 
upon its spindle; the sights should also trace a plumb line 
when the Compass is level. 

The means of effecting the adjustments will be under- 
stood by the engraving on page 
157 and the outline cut here 
given, the former showing the 
rear, and the latter the front 
view of the band to which the 
telescope is attached. 

To make the telescope axis 
horizontal, the Compass being in 

TELESCOPE >?00^ "^^•*^'"' '"'■*'' 

AXIS. bring the levels 
into the middle ; place the band 
in position upon the sight, as be- 
fore described ; bring the tele- 
scope into focus and set the verti- 
cal cross-wire on the edge of a building, distant from fifty to 
sixty feet, and at a point near the ground ; clamp the Com- 
pass to the spindle, and raise the telescope to the top of the 
building. If the wire .strikes to the right of the edge, it 
shows that the right end of tlie telescope a.\is is the 
lowest. 

To raise it, loosen the screws, It H, (' C, which confine 
the piece containiiig the spindle of the telescope, and by 
the screws, I) 1), the lower of which should be unscrewed 
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and the upper one tightened, raise the telescope until the 
wire will follow the vertical line. 

If the cross-wire strikes to the left when the telescope 
is raised, proceed exactly the reverse in making the correc- 
tion, until the wire will follow the edge from one end to the 
other, when the adjustment will be complete. If the ver- 
tical cross-wire is not parallel with the edge, loosen the 
capstan head screws, and turn the ring by the screw heads 
until the correction is made ; and finally tighten the screws. 

To make the second adjustment, that is, to bring the 
optical axis into a position at right angles with the axis 
LINE OF ^^^ ^^^^ telescope so that the cross- wires 
COLLI MATION. will indicate two points in opposite di- 
rections in the same straight line, proceed as follows : 
Having the instrument level, find or place two objects, one 
on each side of the Compass, and from three hundred to four 
hundred feet distant from it, which the sight-vanes will inter- 
sect. Clamp to the spindle and sight through the telescope 
at either of the objects ; if the vertical wire strikes to the 
right, loosen the screws, B H, and screw up those in front, 
marked F F, the ends only of which are shown in the figure, 
until the vertical wire bisects the object, looking again 
through the vanes to see that the same object is seen 
through both telescope and sights. If, however, the cross- 
wire should strike to the left of the object, proceed in a 
manner exactly the reverse until the error is corrected. 

Then, without disturbing the Compass, revolve the tele- 
scope and sight to the object in the opposite direction ; if 
the vertical wire strikes to either side, half the error must 
be removed by the cross-wire screws shown on the outside 
of the telescope, first loosening the screw on the side to- 
wards which the wire is to be moved, and then tightening 
the opposite screw until one half the error is corrected, and 
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the remainder by the screws, B B and F F, as already 
described. 

Having made the correction, sight again through the 
vanes and telescope, repeating the operation until the error 
is entirely removed, when the adjustment will be complete. 

The adjustment just described, which is usually called 
the adjustment of the line of collimation, is fully described 
in the account of the Transit already given, and may be 
effected with this attachment by the telescope alone, with- 
out reference to the sight-vanes, as in the adjustments of a 
Transit. 

This adjustment is always made by us before the at- 
tachment leaves our hands, and need not be disturbed 
except in case of accident or careless interference with the 
cross-wire screws ; but it can be easily made by any Sur- 
veyor in a few moments and with very little practice. 

If the Surveyor has not made the second adjustment, 
TELESCOPE FOR '"^^^^ especially if the Telescope Sight is 
OLD COMPASS, to be applied by himself to a Compass 
to which the maker has not fitted it, then he should pro- 
ceed as follows : 

Having the C'ompass level, direct the sights to some 
clearly defined object, as a post, staff or vertical bar of a win- 
dow, some three hundred or four hundred feet distant, clamp 
to the spindle, and observe the object with the telescope. 

If the vertical wire strikes to either side, remove the 
error by the screws, B H, F F, as already described, until 
the correction is made ; the telescope will then bisect the 
same object in either direction, as is indicated by the sight- 
vanes. 

Of course, when the Telescopic* Sight is fitted by us, 
either to a new or an old Compass, the adjustments above 
described are all made before the instrument is shipped ; 
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but we have been thus minute in our description in order 
that Surveyors sending for this attachment may be able to 
adjust it to their own Compasses without further trouble or 
expense. 

When the adjustments are complete, the attachment can 
be put in place on the sight, and removed and replaced 
again in a moment, without dauj^er of deran.u:enient in any 
of its parts. 

The advantage of the telescope over the ordinary sigiit- 
vanes will be apparent to every one who has ever seen 
them compared, or who has j^iven the matter a moment's 
reflection. 

Much longer sights can be taken, either fore or back, 
and bnes run up and down steep hillsides with the .same 
facibty as on level ground ; and with more accuracy and 
with inexpressible relief to the eyes of the Surveyor, .so 
often severely strained by the use of the sight-vanes of the 
ordinary Compass. 

Indeed it may be said that w-ith this simple attachment 
every Compass can be transformed into a Transit Compass 
at will, and thus all the advantages of the telescope brought 
within the reach of every Surveyor, at comparatively trifling 
cost. 

The optical axis of the Telescopic Sight is at one side of 
the line of sight of the sight-vanes, but parallel with it. 

The difference between a sii^ht taken with 

OPTICAL AXIS. , . , , , 

the sight-vanes and one taken with the 
telescope is, at a distance of two hundred feet, about two 
minutes ; so small that it may be disregarded in any survey 
made with the magnetic needle. 

If all the lines are run with the Tele.scopic Sight, the 
angles measured will be accurate, as even this slight differ- 
ence is entirely eliminated. 
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When desired the Telescopic Sight can be mounted upon 
OFFSET- '"' offset- stand an I, und so arranged that the 
STANDARD, line of Kijilit i.s in line with the zeros of the 
compass circle. 

When in use this standard with the telescope attached 
to it is substituted for the south sijjht of the Compass. 

The extra cost of this offset -standard is $5.<MI. 

When furnished with a new instrnnient the telescope is 
packed in the box with the Compass, or it can be safely for- 
warded by mail to any part of the country, securely packed 
in a suitable case in which it may be kept when not in use. 
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We make three styles of the 
SIZES AND POWER. Telescopic Sight, numbered 260, 2f)l 

and 262 in the price list. 

In No. 260, the telescope is about nine inches long, is 
fitted with plain cross-wires, and has a power of twelve 
diameters. 

Nos. 261 and 2G2 have a power of eighteen to twenty 
diameters, and the telescopes are about nine inches h^ng ; 
but the telescope of No. 262 has a greater diameter, allow- 
ing the insertion of stadia or micrometer wires, in addition 
to the ordinary cross-wires used in the other telescopes. 

The extras of vertical circle three and one half inches 
in diameter and reading to five minutes, level on telescope 
EXTRA ^^^^ graduated vial, and clamp and 

ATTACHMENTS, tangent to axis, may be used with either 
of these Telescopic Sights. Whenever the level is used, it 
is of course necessary that the clamp and tangent to axis 
be added. 

In the cut on page 102 the Telescope No. 202 is shown 
fitted with a level and clamp and tangent. For simple 
sighting the level and circle can of course be dispensed 
with, but in the use of the stadia wires the tangent move- 
ment is very desirable. 

When measurements are to be recorded in chains and 
links, the stadia wires should be made to cover one foot at 
a distance of sixty-six feet ; if recorded in feet, the wires 
should cover one foot at a distance of one hundred feet. 

The rod used with the stadia should be graduated to 
feet and decimals of a foot and provided with two targets, 
the upper one being fixed at some definite point while the 
lower one can be moved as the Surveyor requires, the dis- 
tance between the two targets being accurately read off by 
the vernier of the movable one ; or a self-reading rod, as 
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hereafter described, may be used without target for short 
distances. 

In using the stadia, the upper wire is brought by the 
tangent screw precisely upon the upper or stationary target, 
while the lower target is moved up or down until the lower 
wire exactly bisects its center lintt, when the rod is read 
and the distance recorded. 

PRICES OF TKLKSCOPIC SKUITS AND ATTACHMENTS. 

No. Price. Post. 

!ir»(>. Nine-inch Achromatic 'i'elescopc, jwwer alx)ut 

twelve diameters $12.0() $<).4r» 

•Jt>l. Nine-inch Achromatic Telescope, larger diameter of 

objective jx)wer and alwut 20 diameters 17.0() .4/) 

2<>2. Same Telescope as No. 261, but furnished with 

stadia wires for mea.suring distances 20.(X> .AO 

We add to these Telescopic Sights the following extras, 
at prices annexed. 

265. Vertfcal Circle with vernier to five minutes $5.00 

206. Level on Telescope 6.00 

267. Clamp and Tangent to Telescope axis A. 00 

268. Offset- Standard, to bring the Telescope over the line 

of zeros 6.00 $0.26 



Smaller Field Instruments. 

SOLAR POCKET COMPASS. 
RAILROAD POCKET COMPASS. 
VERNIER POCKET COMPASS. 
PLAIN POCKET COMPASS. 

GEOLOGICAL POCKET COMPASS. 

CLINOMETER POCKET COMPASS. 

MINERS' DIP NEEDLE COMPASS. 

DIAL COMPASS. 



POCKET COMPASSES. 



WTP' MANUFACTURE a variety of small instruments 
' * so portable and yet so efficient that they are often 
used, in preference to the larger ones, for preliminary or 
reconnoissance work. 



TNA- SOLAR POCKET COMPA.S: 
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The Solar Pocket Compass has a needle three inches 
long and a limb four and one half inches in diameter, 
divided to half degrees and reading, by its one double ver- 
nier, to single minutes. 

The arrangement of the plates is similar to that of the 
large Solar Compass, the lower plate carrying the sights 
PU^ygg ^,^Q revolving around the upper or compass 
SIGHTS. plate, to which are attached the solar appar- 
atus, levels, etc. There is a clamp and tangent movement 
to the horizontal limb and another to the whole instrument 
about its spindle, both made with an opposing spring. 

The distance between the sights is nearly seven inches ; 
the sights themselves are four and one half inches high and 
have a slot and hair in half their height ; they are hinged 
so as to fold down in packing. 

The compass circle is arranged with pinion and mova- 
ble part so as to set off the declination of the needle to five 
minutes ; the needle has a lifting lever by which it is raised 
against the glass. 

The Solar apparatus is attached to the upper plate, and 
consists of the usual hour^ latitude and declination arcs 

marked respectively A, C and B in the 
cut, and with an arm F F, to the last 
named, carrying the solar lenses and lines. 

The latitude arc is divided to half de- 

LATITUDE ARC. i j u * • ♦ ^ 

grees, and reads by its vernier to five 
minutes of a degree. 

DECLINATION ^^^ declination arc is divided to quar- 
ARC. ter degrees, and reads by its vernier to 

single minutes of a degree. 

The hour arc is divided on its inner edge into hours and 

.twelfths, or spaces of five minutes of time, the index of the 

declination arc above easily enabling one to read single 
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minutes of time. The hour arc is made movable upon its 
supporting segment to either side, its outer edge being also 

divided on the middle portion to spaces of ^v^ 
minutes of time, and read by a vernier upon 
the segment to single minutes. In this way the equation of 
time for any given day is set off at once, and the time given 
by the index of the hour arc thus made to agree with mean 
time, or that given by the ordinary clock. 

The solar lenses and lines are placed as in the larger 

instruments, the declination arc being also 

^ A 1 AB 1 IT PJ *P ir*P 

reversible as the sun changes from north 
to south of the equator. 

When packed in the case, the declination arc with its 
arm is detached from the hour arc, and this itself, together 
with the latitude arc, folds close to the compass box. 

The Solar Pocket Compass is used either upon a ball- 
spindle with staff mountings, or as shown, upon a light 
tripod like the other Pocket Compasses, and often with small 
leveling head with clamp and tangent screws. 

Sometimes a side telescope with counterpoise is used in 
connection with the sight-vanes. 

The adjustments and use of the Solar Pocket Compass 
are substantially the same as those of the large Solar Com- 
pass already described, and its indications 
ADJUSTMENTS. ^^^ ^^ accurate that it will give the true 

meridian within an error of one minute, which, taken in con- 
nection with the deflection of the magnetic needle, will 
indicate with certainty the presence and direction of veins 
of magnetic iron ore. 

We have the assurance of competent Surveyors that, 
while it is much more portable, it is also very nearly as ac- 
curate as the large Solar Compass. Its weight, without 
box or tripod, is four and three-quarters pounds. 



RAILROAD POCKET CO.VPASS. 




KAILKOAD rOCKKT C< >.]//'.■!. SS. 

The ibistrumeut shown is a siiigli; vernier Railroad Com- 
pass ill miniature. The limb is five inches in diameter and 
reads i)y vernier to single minutes. The needle is three an<l 
one half inches long, and its declination can be set ott to 
single minutes. 
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This instrument has the improved spring tangent, and the 
vernier placed at an angle of thirty degrees with the sights. 
The sights are made to fold down closely for convenience 
in packing, and are each made half slot and half hair so 
that fore and back sights may be taken without turning the 
instrument. 

The Railroad Pocket Compass can be used for a great 
variety of work and, with light extension tripod, is especially 
adapted for surveys of mines, where angles must be taken 
independently of the needle. 

The price, with staff mountings, is $40, with light tripod 
$45, and with extension tripod $50. 

RAILROAD POCKET COMPASS WITH TELESCOPE, 

In the cut on page 171 we show a form of the Railroad 
Pocket Compass which is adapted to receive the Telescopic 
Sight. 

The plates are circular, and the sights are made half 
slot and half hair, and are jointed so as to fold down close 
to the glass. The needle is four and one half inches long, 
and there is an arc with vernier, on the outside of the com- 
pass plate, for setting off the declination of the needle. 

The instrument has a limb reading to single minutes by 
a vernier placed inside the compass circle. A clamp and 
tangent movement is added to the spindle. 

The sights being inclined to each other as shown, a 
short standard with two projecting arms below and support- 
ing the telescope is secured by two milled head screws to 
the tops of the sights, and thus a telescope is placed in 
position, making the instrument in effect a very light Sur- 
veyor's I'ransit. 

The attachments of vertical circle, level and clamp and 
tangent, as shown in the figure, may also be added, and 
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NO. 293. 

Price, u ihowB, tfUXfi. 
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thus the means furnished for taking grades and running 
levels with accuracy sufficient for the common practice of 
the Surveyor. 

When the telescope is added, the sights are placed to 
one side of the line of zeros, and the telescope is then 
brought into that line and over the center of the instrument. 

The short standard can be detached with the telescope 
and placed in the case, or replaced, in a few moments* time, 
without deranging any of the adjustments. 

The Railroad Pocket Compass can be used either on a 
staff or with small tripod, and, if desired, with small 
leveling head, as shown. 

Weight of the Railroad Pocket Compasses, includ- 
ing the brass mountings of the staff, but without tripod : 

No. 280, 3J-inch Compass, about 4 lbs. 

No. 288, 4j-inch Compass, about 4J " 

Nos. 290, 291 and 292, 4}-inch Compass, about OJ " 

No. 293, 4J-inch Compa.ss, about Tf '* 

PRICES. 
No. Prick. 
288. Railroad Pocket Compass, 4 j -inch needle, clamp and tan- 
gent to limb, with limb reading to one minute $33.00 

290. Railroad Pocket Compass, 4.} -inch needle, clamp and 

tangent to limb, limb reading to one minute, clamp and 
tangent to main spindle or socket, and fitted with our 
Telescopic Sight No. 260, with the extras of level, ver- 
tical circle to five minutes, and clamp and tangent to 
telescope axis. Price, including trijwd 70.00 

291. Same as above, but with Telescopic Sight No. 2()1 76.00 

292. " " '' " " " No. 202 78.00 

293. '* '♦ ♦* " ** '* No. 202, and 

with leveling adopter, as shown on page 171 83.00 



VEKNIEK POCKET COMPASS. 




VICRXIIiR POCKJiT CXUfP.ISS. 

The Vernier Pocket Compass is an excellent and port- 
able instrument for prelimiiiary work, having a fine needle 
and a vernier and clamping nut by which the sights can be 
placed at an angle with the tine of zeros, sd as to set off the 
declination of the needle as with the Vernier (.'onipass. 

'I'he instrument has folding sights, two levels and staff 
mountings, and is packed in a mahogany case. 

The sights are made with a slot in the south vane, and a 
hair in the north vane for readily finding the object ; they 
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also fold down to the Compass when it is packed in the 
case. 

The Compass is furnished with staff mountings, and is 
often used with a light tripod. 

We make two sizes of the Vernier Pocket Compass, 
having needles respectively three and one half and four 

and one half inches long ; both have 

SIZE AND WEIGHT. ^, • i r • i i * u ir 

the compass circle divided to half 
degrees. In the smaller size the declination vernier reads 
to five minutes ; in the larger size the declination may be 
set off to single minutes. 

When desired to set off the declination more readily, a 
rack movement with pinion is supplied at an extra cost 
of $4.00. 

Compass with U J -inch needle weighs about IJ ll)s, 

VERXIER POCKET COMPASS WITH TEIESCOPE. 

The arrangement for attaching a telescope and extras 
to the sights of the four and one half-inch Vernier Pocket 
Compass is shown on page 175, making this little instru- 
ment a Transit Compass for ordinary land surveying and 
reconnoissance, with power to give levels and grades with 
accuracy sufficient for ordinary practice. 

The sights in such an arrangement are placed at one 
side, that the telescope may be directly over the center, and 
the instrument should have a clamp and tangent movement 
for the spindle, as shown in the figure. 

When packed for transportation, the telescope and sup- 
port are detached from the sights and packed separately in 
the case. 

Staff mountings are always furnished with these Com- 
passes ; and a light tripod, as shown, is very generally added. 
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)I0. Verniir Pockel Compus, 4U-iiich needle, wiih clamp Bud tsneenl lo the 
nuin ipindle or locket, and fiiud wlih our new Tclncopic Sigbt No. 260, 

!dl!c™"l™Price"iIKllldinilri'pid.. .".....'. m 

311. Same u above, but with Tdeuii^cSi^l, No. »■ « 
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The weight of Compass No. 313 without 
■ tripod is about four and one lia!f pounds ; the 
ttipotl weighs about four pounds. 

PLAIN POCKET CO.i/PASSPSS. 

Besides the Vernier Pocket 

Compass, we also furnish a 

similar instrument without a 

vernier, which is often found 

very serviceable. The Plain 

Pocket Compasses are made 

with two and one haif and three 

and one half-inch needles, and 

supplied with levels and staff 

Noa. 31S AND 316. mountings or not, as may be 

desired. They are packed in a light mahogany case, the 

sights folding down close to the glass. 

Ko PRICKS. p_^_^^ p^ 

Ulu. I'Uiii I'ocket Coni|)Bss, 2}-mch needle, atid fol<I- 

iii(5sighls Jl 8.00 fO.25 

BIB. llaiii Pocket Compass, ^i-inch needle, with fold- 
ing sights and slalFninunlitigs III.IKI .35 

»1T. llain Pocket Com|ia<u!, Sj-inch needle, and fold- 
ing sights 10,00 .40 

;il8. llain Pocket (.'ompass, 8j-inch needle, with fold- 

in^ sighu mid staff mountings 12.00 .AO 

lain Pocket (.'omposs, 3J-inch needle, with foUl- 
ing sights, Ivro levels and slafi' 
mountings. IH.^V) .60 

We have recently introduced 
he appliance shown in No. 327, 
.EVELING -It ". for use with 
ADOPTER. Pocket Compasses 
SIos. 3T."> to ill!), giving in con- 
nection with the ball a rapid and 
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accurate means of leveling any of the smaller instruments. 
The attachment weighs less tlian one ponnd, anil can be 
used on the tripod liy merely removiuj^ the brass tu]). Its 
value and use are apparent upon inspection. Price, $.^.00. 



GKOLOGICAL POfK'KT CO.JrP.-i:}S. 




We show here a popular instrument for topographical 
work, known as the Geological Pocket Compass. It is 
made of aluminum to secure light weight, and has a needle 
two and five eightlw inches long enclosed with its compass 
circle in a circular box set upon a base four inches square, 
the edges of which are beveled and graduated, two of them 
for a tangent scale and the other two with scales of eighths 
and tenths of inches. The compass circle is made movable 



178 



GEOLOGICAL POCKET COMPASS. 



and, by a vernier attached to it on the Inside, the declina- 
tion of the needle can be set off to five minutes. On the 
south side of the i-omjiass face is an arc of one hundred and 
eighty degrees, figured on each side of the zero line from 
to no. The index poiiU, a little pendulum himg from the 
center-[iin, indicates on this arc the angle of slope when 
the Compass is placed so that it rests on its south side. 
On the onlside of the circular box containing the compass 
circle is a movable circle, beveled and gradnated on its upper 
edge and figured from to 911, and having at each quadrant 
a siit cut for sighting. Two folding sights are attached to 
the edge of the circular box. The Compass is supported 
on a simple ball-spindle and socket with staff mountings, 
and is [Jacked in a mahogany box. 
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CLINOMETER POCKET COMPASS. 

Another form of Pocket Compass is shown on page 178. 
It is made of brass, and is known as the Clinometer Pocket 
Compass. It has a needle three and one half inches 
long, enclosed with its compass circle in a circular box set 
upon a base four and one half inches square. On one 
side of this base is placed the rectangular side upon which 
the Compass may be set in determining grades. 

The small pendulum swinging from the center-pin des- 
ignates, by its index, the degree of slope upon the gradu- 
ated arc on the compass face. Two folding sights are 
attached to the edge of the circular box, and two small 
levels are placed at right angles with each other upon the 
base. The Compass is supported upon a simple ball-spin- 
dle and socket, with staff mountings, and is packed in a 
mahogany box. 

MLVERS' OR DIP COMPASS. 

The Dip Compasses, two forms of which are shown on 
page 180, consist essentially of a magnetic needle so sus- 
pended as to move readily in a vertical direction, the angle 
of inclination, or '^dip," being measured upon the divided 
rim of the compass circle. 

When in use, the ring or bail is held by the hand, the 
compass box by its own weight takes a vertical position, 
and it must also be in the plane of the magnetic meridian. 

In this position, the needle, when unaffected by the at- 
traction of iron, assumes a horizontal line, as shown by the 
zeros of the circle. When brought over any mass of mag- 
netic iron ore it dips, and thus detects the presence of 
such ore with certainty. 

If the Miners' Compass is held horizontal vt ^•^^-^^'t. ^^ 
an ordinary Pocket Compass, at\d tW^ \w^\c^\.^'5» '^^ \sysyjv 
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netic meridian, in the plane of which it should be held 
when used to ascertain the dip. 

Several different styles of this instrument are made. 
Those shown as Xos. 340 and 341, with a three-inch needle, 
have the two sides of glass, and are provided with a stop 
for the needle which is worked by the little brass knob 
between the ends of the rini^^. 




N08. 340 AND 341. 

Price, $12.00. 



N08. 344 AND 346. 

Price, $12.00 and ^IS.OO. 



The Norwegian Compass, Nos. 344 and 345, is a 
modification of an instrument used in northern Europe. 
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It has a needle either three or four inches long, resting 
upon a single vertical pivot so as to move freely in a hori- 
zontal direction. At the same time, being attached to the 
needle-cap by two delicate pivots, one on each side, it is 
free to dip like the needle of the ordinary Miners' Compass. 

No. 1K1^1^:>. Prick. Post. 
34(). Miners' Compass, JJ-inch needle, glass on both sides, 

wood box, stop to needle $12.(MJ flO.'io 

841. Miners' Compass, 8-inch needle, glass on lx)th sides, 

brass covers, stop to needle 12.00 .36 

844. ** Norwegian Needle," glass on both sides, l)rass 

covers, 3-inch needle 12.00 .36 

346. Same as No. 344, but with 4-inch needle 16.00 .60 

Note. — No instrument made that will indicate the presence of gold or silver. 

BRASS DIAL COMPASS. 

This little instrument, shown on page 182, has a needle 
two and five-eighths inches long, and with its compass cir- 
cle is enclosed in a circular box set upon a base four inches 
square, three edges of which are chamfered and divided, 
the one on the W-side of the Compass into inches and tenths 
and the two others into degrees and half degrees, and fig- 
ured from a center on the south-west corner of the base. 

The compass circle is movable, in order to set off the 
declination of the needle, and has a vernier attached to it 
on the inside, reading a divided arc on the face of the Com- 
pass to ^\t minutes of a degree. 

There is also on the south side of the face an arc of one 
hundred and eighty degrees, figured from to 90 on each 
side of the south or zero line of the face. 

A little pendulum with index point hung from the center- 
pin reads this arc when the Compass is set up vertical on 
the raised south edge, thus making it a clinometer or 
slope measurer. 
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The sight is hinged so as to fold in packing, but when 
erect makes taut a fine silk thread, attached at one end to 
the sight and at the other to a brass hour circle above the 
compass glass, at an angle with the plane of the hour circle 
equal to that of the latitude of the place where the Compass 




is used. The hour circle is divided for any required lati- 
tude, hke that of a sun-dial, the hair serving as a gnomon 
to give apparent time with the sun. 

The Dial Compass is extensively used in this country in 
regions where there is local attraction and it is desirable to 
have a simple means of determining the meridian inde- 
pendently of the needle. 

This can be easily and quickly done by turning the 
Compass, with dial graduated for the latitude of the places 
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until the shadow of the string when the Compass is held 
level indicates local time on the dial. The line of sieht 
will then be in the meridian. 

The needle may then he set to the meridian by laying 
off the declination, and any deflection of the needle from 
the true meridian will indicate the presence of veins of 
magnetic iron ore. 

Extra hour arcs, graduated for any latitude and to fit 
the same Compass, can be furnished if desired, at an extra 
cost of $5.00 each. 

Staff mountings, including bali-spindle and socket, are 
also furnished, when desired. The extra cost is J'J.'iO, 

ALUMiyUM DIAL COMPASS. 
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ATAWf/yUM DIAL COMPASS. 

We illustrate on page 18*5 an improved form of the Dial 
Compass, made of Aluminum, and differing from our usual 
pattern in several respects. This new instrument is of the 
same size and has the same parts as the common Dial 
Compass, shown on page 1(S2, and in addition has a mova- 
ble circle graduated on its beveled edge from zero to ninety 
degrees. 

At each quadrant there is a slit cut for sighting, and 
an open sight is furnished with the Compass, to be placed 
upon the clinometer base when desired, and used in con- 
junction with the regular sight 

The instrument is mounted upon a small ball-spindle 
and socket with staff mountings, and is packed in a mahog- 
any box. 
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ENGINEERS' Y LEVELS. 

ARCHITECTS' Y LEVELS. 

DRAINAGE LEVELS. 



ENGINEERS' Y LEVELS. 

/^F THE different varieties of Leveling Instruments, 
^^ the Y Level is universally preferred by American En- 
gineers on account of its easy adjustment and superior 
accuracy. 

Of these Levels we manufacture five different sizes, 
having telescopes twenty-two, twenty, eighteen, fifteen and 
twelve inches in length. The cut on page 187 represents 
our twenty-inch Y Level. 

We shall consider the several parts of the instrument in 
detail. 

The Telescope has near its ends two rings of bell-metal, 
turned very truly and of exactly the same diameter. On 

these rings it revolves in the Y*s, or it can 

TELESCOPE 

■ be clamped in any position, when the clips of 
the Y's are brought down upon the rings, by pushing in 
the tapering pins. 

The telescope has a rack and pinion movement to 
both objective and eye-piece, and an adjustment for cen- 
tering the eye- piece, shown at A A in the sectional view of 
the instrument, page 188, and another seen at C for insur- 
ing the accurate projection of the objective-slide. 

Both of these are completely concealed from observa- 
tion and disturbance by thin rings which screw over them. 

The telescope has also a shade over the objective, so 
made that, while it may be readily moved on its slide over 
the glass, it cannot be dropped off and lost. 

A small Compass, without sights and with three-inch 
needle, is sometimes attached to the telescope 

f* O Ml C9A ^^ 

' and used to obtain the bearing of lines when 
desired ; its extra cost is $10.00. 

186 



ENGLVEESS' LEVELS. 




188 EJVCmEEJtS' LEVELS. 




SKCTIUN.^I, VI 



ENGINEERS' LEVELS. 189 

A Horizontal Circle, three and one half inches in diam- 
eter, is fitted, when desired, to the leveling head of the Y 
HORIZONTAL L^vel. The circle is graduated to whole 

CIRCLE. degrees, and is read by vernier to five min- 
utes. The extra cost for this attachment is $15.00. 

The interior construction of the telescope will be read- 
OBJECTIVE- ^^y understood from the sectional cut, page 
SLIDE. 188, which exhibits the adjustment that in- 
sures the accurate projection of the objective-slide. 

As this is peculiar to our instruments, and is always 
made so permanently as to need no further attention at the 
hands of the Engineer, we here describe the means by 
which it is effected somewhat in detail. 

The necessity for such an adjustment will appear when 
we state that it is almost impossible to make a telescope 
tube perfectly straight on its inner surface. 

Such being the case, it is evident that the objective-slide 
which is fitted to this surface, and moves in it, must partake 
of its irregularity, so that the glass and the line of collimation 
depending upon it, though adjusted in one position of the 
slide, will be thrown out when the slide is moved out or in. 

To prove this, let any Level be selected, which is con- 
structed in the usual manner, and the line of collimation 
adjustment upon an object taken as near as the range of 
the slide will allow ; then let another be selected as distant 
as may be clearly seen ; upon this revolve the wires and 
they will generally be found out of adjustment, sometimes 
to a degree fatal to any confidence in the accuracy of the 
instrument. The arrangement adopted by us to correct 
this imperfection, and which perfectly accomplishes its 
purpose, is shown in the sectional cut. 

Here are seen the two bearings of the objective-slide, 
one being in the narrow bell-metal ring which slightly con- 
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tracts the diameter of the main tube, the other in the small 
adjustable ring, also of bell-metal, shown at C, and sus- 
pended by four screws in the middle of the telescope. 

Advantage is here taken of the fact that the rays of 
light are converged by the objective, so that none are ob- 
structed by the contraction of the slide except those which 
diverge and which ought always to be intercepted and 
absorbed in the blackened syrface of the interior of the 
slide. 

Now, in such a telescope, the perfection of movement 
of the slide depends entirely upon its exterior surfaces at 
the points of the two bearings. These surfaces are accur- 
ately turned, concentric and parallel with each other, and, 
being fitted to the rings, it is only necessary to adjust the 
position of the smaller ring so that its center will coincide 
with that of the optical axis of the objective. When this has 
been done no further correction will be necessary unless the 
telescope should be seriously injured. The manner in which 
the adjustment of the objective-slide is effected will be con- 
sidered when we come to speak of the other adjustments. 

RACK AND ^^ ^^^'^ ^" ^^^ ^^^> ^^^ telescopes of our 
PINION, eighteen, twenty and twenty-two-inch Levels 
are furnished with rack and pinion movement to both ob- 
jective and eye-piece. 

The advantages of an eye-piece pinion are that the eye- 
piece can be shifted without danger of disturbing the tele- 
scope, and that the wires are more certainly brought into 
distinct view, so as to avoid any error of observation arising 
from what is termed the instrumental parallax. 

The level tube, with ground vial and scale, is attached to 
the under side of the telescope, and furnished 

LEVEL VIAL 

at the different ends with the usual move- 
ments in both horizontal and vertical directions. 
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The aperture of the tube, through which the glass vial 
appears, is about five and one quarter inches long, and is 
crossed at the middle by a small rib or bridge which greatly 
strengthens the tube. 

The level vial is made of glass tube, selected so as to 
have an even bore from end to end, and finely ground on 
its interior surface so that the run of the air-bubble may 
be uniform throughout its whole range. The level scale 
which extends over the whole length is graduated to 
tenths of an inch and figured at every fifth division, count- 
ing from zero at the middle of the bridge. The scale is 
set close to the glass. 

The sensitiveness of a ground level is best determined 
by an instrument called a level tester, consisting of a bar 
with two Y's to hold the level tube, and pivoted at each 
end, while at the other end is a micrometer wheel divided 
into hundredths, and attached to the top of a fine-threaded 
screw which raises the end of the tester very gradually. 
The number of divisions passed over on the perimeter of 
the wheel, in carrying the bubble over a tenth of an inch 
on the scale, is the index of the delicacy of the level. In 
the tester which we use, a movement of ten divisions of the 
wheel to one of the scale indicates the degree of delicacy 
generally preferred for railroad engineering. For canal 
work a more sensitive bubble is often required, as, for 
instance, one of seven or eight divisions of the wheel to 
one of the scale. 

The Y's of our levels are made large and strong, of 

the best bell-metal, and each have two nuts adjustable with 

the ordinary steel pin. The clips are brought 

down on the rings of the telescope tube by the 

Y-pins, which are made tapering so as to clamp the rings 

firmly. The clip of one of the Y's has a little pin pro- 
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jecting from it, which, entering a recess filed in the edge of 
the ring, insures the horizontal position of the cross-wire. 
The level-bar is made round, of the best bell-metalj and 
shaped for greatest strength in the parts 

LEVEL"BAR * o o ir 

most liable to sudden strains. Connected 
with the level-bar is the head of the leveling socket. 

The socket is compound ; the inner spindle, D, see page 

188, upon which the whole instrument is supported, is made 

of steel and nicely ground so as to turn evenly 

and firmly in a hollow cylinder of bell-metal ; 

this again has its exterior surface fitted and ground to the 

main socket, E E, of the leveling head. 

The bronze cylinder is held upon the spindle by a 
washer and screw, the head of the latter having a hole 
in its center through which the string of the plummet 
is passed. 

The upper part of the instrument, with the socket, may 
be detached from the leveling head ; and this also, as is the 
case with all our instruments, can be unscrewed from the 
tripod head ; but all the Y Levels made by us are packed 
in the case complete with leveling head, experience having 
shown that there is thus less danger of injury in transporta- 
tion. It will be seen from the cut that the arrangement just 
described allows long sockets and yet brings the whole in- 
strument down as closely as possible to the leveling head, 
both objects of great importance in the construction of any 
instrument. 

The leveling head has the same plates and leveling 
LEVELING screws as described in the account of the 

HEAD. Engineers* Transit. The tangent screw has 
also an opposing spring as there described. 

For the fifteen-inch level we make a leveling head 
similar to that used with the lighter Engineers' Transit. 
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THE ADJUSTMENTS. 

The adjustment of the objective-slide is peculiar to our 
instruments, and is always made by us so permanently as to 
need no further attention at the hands of the Engineer, 
unless in case of derangement by accident. 

To adjust the objective-slide, the maker selects an 
object as distant as may be distinctly observed, and upon 

it adjusts the line of collimation, in the 
* manner hereafter described, making the 
center of the wires to revolve without passing either above 
or below the point or line assumed. 

In this position, the slide will be drawn in nearly as far 
as the telescope tube will allow. 

With the pinion head he then moves out the slide until 
an object, distant about ten or fifteen feet, is brought clearly 
into view ; again revolving the telescope in the Y's he 
observes whether the wires will reverse upon this second 
object. 

Should this happen to be the case, he will assume that, 
as the line of collimation is in adjustment for these two dis- 
tances, it will be so for all intermediate ones, since the 
bearings of the slide are supposed to be true and their 
planes parallel with each other. 

If, however, as is most probable, either or both wires 
fail to reverse upon the second point, he must then, by esti- 
mation, remove half the error by the screws at C, (page 
188), at right angles with the wire sought to be corrected, 
remembering at the same time that, on account of the in- 
verting power of the eye-piece, he must move the slide in 
the direction which apparently increases the error. When 
both wires in succession have been thus treated, the line of 
collimation is adjusted on the near object, and the tele- 
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scope again brought upon the most distant point ; here the 
tube is again revolved, the reversion of the wires upon the 
object once more tested, and the correction, if necessary, 
made in the same manner. 

He proceeds thus until the wires will reverse upon both 
objects in succession ; the line of collimation will then be 
in adjustment at these and all intermediate points, and by 
bringing the screw-heads, in the course of the operation, to 
a firm bearing upon the washers beneath them, the adjusta- 
ble ring will be fastened so as to need no further adjust- 
ment for many years. 

When this has been completed, the thin brass ferule is 
.screwed over the outside ring, concealing the screw heads 
and avoiding the danger of their disturbance by an inex- 
perienced operator. 

In making this adjustment, it is always best to bring 
the wires into the center of the field of view by moving the 
little screws, A A, (page 188), working in the centering-ring 
of the eye-piece tube. 

Should the Engineer desire to make the adjustment of 
the objective-slide, it will be necessary to remove the 
bubble tube in order that the small screw immediately 
above its scale may be operated upon with the screw 
driver. 

'J'he adjustments which are common to all Y Levels, 
and with which the Engineer should be familiar, are : 

1. To adjust the line of collimation, or in other words, 
to bring the cross-wires into the optical axis, so that their 
point of intersection will remain on any given point during 
an entire revolution of the telescope. 

2. To bring the level-bubble parallel with the bear- 
ings of the Y-rings or with the longitudinal axis of the 
telescope. 
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3. To adjust the Y's, or to bring the bubble into a 
position at right angles with the vertical axis of the in- 
strument. 

To adjust the line of collimation, set the tripod firmly, 
remove the Y-pins from the clips so as to allow the tele- 
Li ne OF scope to turn freely, clamp the instrument 
COLLIMATION. to the leveling head, and by the leveling 
and tangent screws bring either of the wires upon the 
clearly marked edge of some object, distant from one hun- 
dred to five hundred feet. Then with the hand carefully 
rotate the telescope half way around, so that the position 
of the same wire is compared with the object selected. 

Should it be found above or below, bring it half way 
back by the capstan head screws at right angles with it, 
always remembering the inverting property of the eye- 
piece ; now bring the wire again upon the object and re- 
peat the first operation until it will reverse correctly. 
Proceed in the same manner with the other wire until the 
adjustment is completed. 

Should both wires be much out, it will be well to bring 
both nearly correct before either is entirely adjusted. 

When this is effected, unscrew the covering of the eye- 
piece centering screws, shown in the sectional view of A A, 
page 188, and move each pair in succession with a screw- 
driver until the wires are brought into the center of the 
field of view. The inverting property of the eye-piece 
does not affect this operation, and the screws are moved 
directly. 

To test the correctness of the centering, rotate the tele- 
scope, and observe whether it appears to shift the position 
of an object. Should any movement be perceived, the cen- 
tering is not perfectly effected. In all telescopes the line of 
collimation depends upon the relation of the cross-wires and 
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objective ; and therefore the movement of the eye-piece 
does not affect the adjustment of the wires in any respect. 
When the centering has once been effected it remains 
permanent, the cover being screwed on again to conceal 
and protect it from derangement at the hands of the 
curious and inexperienced operator. 

To adjust the level bubble, clamp the in- 

LEVEL VIAL. ^ . ,., . . 

strument over either pair of leveling screws, 
and bring the bubble into the middle of the tube 

Now turn the telescope in the Y's, so as to bring the 
level tube on either side of the middle of the bar. Should 
the bubble run to the end, it would show that the vertical 
plane passing through the middle of the bubble was not 
parallel to that drawn through the axis of the telescope 
rings. 

To correct the error, bring the bubble, by estimation, 
iialf way back with the capstan head screws which are set 
in either side of the level holder, placed usually at the ob- 
ject end of the tube. 

Again bring the level-tube over the middle of the bar 
and the bubble to the middle, turn the level to either side, 
and, if necessary, repeat the correction until the bubble 
will keep its position when the tube is turned half an inch 
or more to either side of the middle of the bar. 

The necessity for this operation arises from the fact that, 
when the telescope is reversed end for end in the Y's in 
the other and principal adjustment of the bubble, we are 
not certain of placing the level tube in the same vertical 
plane ; and therefore it would be almost impossible to ef- 
fect the adjustment witlTout a lateral correction. 

Having now, in great measure, removed the preparatory 
difficulties, we proceed to make the level tube parallel with 
the bearings of the Y-rings. 
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To do this, bring the bubble into the middle with the 
Icvehng screws and then, without jarring the instrument, 
take the telescope out of the Y's and reverse it end for 
end. Should the bubble run to either end, lower that end, 
or, what is equivalent, raise the other by turning the ad- 
justing nuts on one end of the level until, by estimation, 
half the correction is made ; again bring the bubble into 
the middle by the leveling screws, and repeat the whole 
operation until the reversion can be made without causing 
any change in the bubble. 

It would be well to test the lateral adjustment and 
make such correction as may be necessary in that, before 
the horizontal adjustment is entirely completed. 

To adjust the Y*s : Having made the previous ad- 
justments, it remains now to bring the level into 

Y'S 

position at right angles with the vertical axis, so 
that the bubble will remain in the middle during an entire 
revolution of the instrument. 

To do this, bring the level tube directly over the mid- 
dle of the bar and clamp the telescope in the Y's, placing 
it as before, over two of the leveling screws, unclamp the 
socket, level the bubble, and turn the instrument half way 
around, so that the level-bar may occupy the same position 
with respect to the leveling screws beneath. 

Should the bubble run to either end, bring it half way 
back by the Y-nuts on either end of the bar ; then move 
the telescope over the other set of leveling screws, bring 
the bubble again into the middle, and proceed as above 
described, changing to each pair of screws successively un- 
til the adjustment is very nearly perfected, when it may be 
completed over a single pair. 

I'he object of this approximate adjustment is to bring 
the upper parallel plate of the tripod head into a position 
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as nearly horizontal as possible, in order that no essential 
error may arise in case the level, when reversed, is not 
brought precisely to its former position. When the level 
has been thus completely adjusted, if the instrument is 
properly made and the socket well fitted, the bubble will 
reverse over each pair of screws in any position. 

Should the Engineer be unable to make it work cor- 
rectly, he should examine the outside socket carefully to see 
that it is set securely in the main socket, and also notice that 
the clamp does not bear upon the ring which it encircles. 

When these are correct, and the error is still manifested, 
it will probably be found in the imperfection of the interior 
spindle. 

After the adjustments of the level have been made, and 
the bubble remains in the middle in any position of the 
socket, the Engineer should turn the telescope in theY's 
until the pin on the clip of the Y will enter the little 
recess in the ring to which it is fitted, and by which is 
insured the horizontal position of the cross wire. 

When the pin is in its place the horizontal wire may be 
applied to any level Ime, and in case it should not be 
parallel with it, two of the cross-wire screws that are at 
right angles with each other may be loosened and, by the 
screws outside, the cross-wire ring turned until the wire is 
horizontal ; the line of collimation must then be corrected 
again and the adjustments of the Level will be complete. 

rO USE THE LEVEL, 

When using the instrument, the legs of the tripod must 
be set firmly into the ground ; the bubble should then be 
brought over each pair of leveling screws successively and 
leveled in each position, any correction being made in the 
adjustments which may appear necessary. 
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Care should be taken to bring the wires precisely in 
focus, and the object distinctly in view, so that all errors of 
parallax may be avoided. This error is seen when the eye of 
an observer is moved to either side of the center of the eye- 
piece of a telescope, in which the foci of the eye-piece and 
objective are not brought precisely upon the cross-wires and 
object ; in such a case the wires will appear to move over 
the surface and the observation will be liable to inaccuracy. 

In all instances, the wires and object should be brought 
into view so perfectly that the cross-wires will appear to be 
fastened to the surface, and will remain in that position 
however the eye is moved. 

In running levels it is best, wherever possible, that 
equal fore and back sights should be taken, so as to avoid 
any error arising from the curvature of the earth. 

If the socket of the instrument becomes so firmly set in 
the leveling head as to be difficult of removal in the 
ordinary way, the Engineer should place the palm of his 
hand under the Y-nuts at each end of the bar and give a 
sudden upward blow to the bar, taking care also to hold his 
hands so as to grasp it the moment it is free. 

If there is any roughness in the movement of the 
objective-slide, it may be looked for in three places : 

1. Remove the four little screws that attach the pinion- 
strap to the telescope. See that the pinion turns freely in its 
socket ; if it does not, then there is dirt in the bearing that 
is cutting its surface. Remove the nut at the end of the 
pinion-rod and knock the pinion out of its head with a 
block of wood. The scratched surface can be rubbed 
smooth with the back of a knife-blade. Put a little tallow 
on the bearings and replace the parts. 

2. While the pinion is out, see that the slide moves 
freely in or out. If it scratches, rub it smooth. 
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'i. If the pinion movement and slide are found in 
good order, the trouble may be found on the slide of 
the slot opposite the rack, on the edge which bears upon 
the back of the pinion socket. Rub it smooth and apply 
a little tallow. 

We have introduced in the objective-slides of all our 
telescopes, as well as in the pinion sockets, an anti-fric- 
tion bearing which, after a trial of several years, has proved 
to be a complete remedy for the abrasion or fretting of the 
surface above mentioned. 
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Our fifteen-inch Level, as shown, has the same arrange- 
ment of sockets, trijiod, etc., as the larger Levels, but has no 
pinion movement to the eye-piece. The shade to the objec- 
tive is removable. The leveling head remains attached to the 
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spindle, and is packed witli it in the box. The instrument 
is also somewhat smaller mid lighter than the other sizes. 

gl2g The average weight of the different sizes 

AND WEIGHT. »f our Y Levels, exclusive of the tripod, is 
about as follows : 

22-inch tekscope, with li'vcling head \i\ lbs. 

50-inch ■' ■' 1:!J lis. 

18-inch •' ■' l:lj ll>s. 

1;>-Lnch '■ " 11} llis. 

Architects' Level, " li^ lbs. 

THE ARCHITECTS' LEVEL. 




The figure represents a Level, introduced by us in 18~4, 
which is very largely used by Architects, Huilders and Mill- 
wrights, as well as by Engineers and Surveyors, in the 
grading of streets, drains and sewers. 

The instrument has a telescope twelve inches in length, 
furnished with rings and Y's like the larger Levels, and 
adjusted in the same manner. 
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The leveling head has the ordinary screws and damp to 
the spindle, but no tangent movement ; it has also a hori- 
zontal circle three inches in diameter, fitted to the upper 
end of the socket and turning readily upon it ; the circle is 
graduated to degrees, figured from to 90 each way, and is 
read to five minutes by a vernier which is fixed to the 
spindle. 

The telescope is directed to any object by hand, the 
spindle turning readily in its socket ; but it can be clamped 
in any position by the clamp screw shown under the circle. 

The instrument is placed either upon a light tripod as 
shown, or on a small triangular plate, called a "trivet," 
having three sharp steel points by which it is firmly 
set upon any surface of wood or stone ; both tripod and 
trivet are furnished with the Level. A short piece of tube 
called a shade is also supplied, to put on over the objective 
to protect it from the glare of the sun. 
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We add the Architects' Level, when desired, a clamp 
and tangent movement to the leveling head, thus enabling 
the instrument to be clamped more securely, and a movement 
in a horizontal plane to be made more accurately. When 
thus fitted the Architects' Level is sold for $65.00. 

The adjustments of the Architects' Level are made ex- 
actly as described in our account of the 

ADJUSTMENTS. , x i -ru «. i ui * 

larger Levels. They are not liable to 
derangement, and will ordinarily require but little attention. 

TO USE THE ARCHITECTS' LEVEL. 

The instrument should be set up firmly upon the tripod 
or trivet, and in a position as nearly level as practicable, 
the telescope placed over either pair of leveling screws, and 
the bubble brought into the middle by turning the opposite 
screws with the thumb and forefinger of each hand, the 
thumbs being both turned in or out as may be needed, and 
boih screws brought to a bearing in the little cups under- 
neath. Having brought the bubble into the middle of the 
vial, turn the telescope over the other pair of screws, and 
repeat the same operation. 

The instrument having thus been carefully leveled, 
bring the eye-piece and objective into focus upon the 
object as before described, and the horizontal cross-wire 
will give any number of points required, which will all be 
in the sjime level plane. 

A strip of board held erect will answer as a rod, and a 
line in pencil drawn across it at the part cut by the horizon- 
tal wire will give the height of the starting point ; and any 
different points on the rod, either above or below that 
indicated by the cross-wire, will show the difference in 
height of the various points assumed, as compared with the 
starting point, 
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In laying off angles with the Level, the bubbles should 
first be brought into the middle as before described, and 
LAYING OFF ^^^ vertical cross- wire made to cut the object 
ANGLES. or line from which the angle is to be taken. 
Then, the spindle being clamped by the little milled head 
screw under the circle, the circle is turned around by hand 
until the zero points of both circle and vernier are made to 
coincide ; then loosen the clamp screw, turn the telescope 
to the point desired, and the angle between the two points 
will be read off on the circle. 

The point underneath the Level is easily indicated by 
the point of the plummet suspended from the tripod. 

It will be understood that, by the use of the vernier, 
angles can be read on the circle to five minutes of a degree, 
but ordinarily only even angles will be taken and only the 
middle line of the vernier will be used. 

In many situations, after the walls of a building have 
been carried up to any required height, it becomes difficult 
A x^ to set up the tripod, and in this case the 
level is screwed upon the trivet, which 
can be set upon the wall or a piece of 
board tacked to the building, or indeed 
upon any surface nearly level and not less 
than six inches square. 

To illustrate the value of this instru- 
ment in laying out the sites of buildings, 
suppose it is desired to erect a 
I building, C D, at right angles 
with a building, A B, and at a 
given distance from its front. 
H First set up the Level at E, 



•!F 



and carefully center the bubble, the point of the plummet 
below indicating the required distance of the side of th^ 
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new building from the front, A B. Measure the same dis- 
tance at the other corner of A B, and, having erected the rod, 
sight upon it with the telescope and clamp to the spindle. 

Now carry the rod the required distance from B, and 
move it from side to side until it is again in line with the 
telescope, as at C. 

Remove the instrument, arid having carefully set it over 
the point, C, by the plummet and brought the bubble into 
the middle as before, set the telescope again upon the rod 
placed at E or F, and clamp to the spindle. Bring the 
zeros of the circle and vernier to coincide, unclamp, and 
turn the vernier to ninety degrees ; this will give a point, D, 
at any required distance from C, and C D will be the side of 
the proposed building. The side, C G, is determined by 
turning the telescope around until the vernier is in line 
with the other zero of the circle, and thus the corner, C, and 
the two sides, C D and C G, are at once set off, and the re- 
maining corner, H, easily ascertained by making D H and 
G H equal to C G and C D respectively. 

Other uses of the level, as the setting of floor timbers, 
of window and door sills, the leveling of floors, etc., will 
readily occur to one who has been engaged in building, 
where it is of great advantage. 

To the Millwright such a Level is almost indispensable 
in the lining and leveling of shafting, the ascertaining of 
the fall of water obtainable, and in determining the over- 
flow of land by a mill-pond. 

The farmer will find it of value in laying out drains, 
determining their location, ascertaining the height of 
springs, and similar work. 

This Level has become widely known, and its extreme 
cheapness, simplicity and excellence have created a great 
demand for it. 
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THE DRAIXAGE LEVEL. 

Figure No. 381' represents a Level amibining the ex- 
tremes of simplicity and compactness witli real efficiency, 
at a very moderate cost. The level and telescope with 
cross-wires are both enclosed and secured in a strong case 
of brass, between eight and nine inches long, two inches 
wide and one and one quarter inches high. 

The ends of the case are thickened and made parallel 
each to each, on the upper and under sides. 

A socket screws into the under side of the case and is 
fitted to a ball-spindle, by which it is made approximately 
level, and then precisely so by the small leveling screws as 
shown. When desired, the leveling head can be dispensed 
with and the instrument leveled on the ball alone. 

We add to Ihe Drainage Level, when desired, a Com- 
pass with three-inch needle. This is fitted securely to the 
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Upper surface of the case and can be removed at pleasure ; 
and while it does not interfere in any way with the reading 




of the level vial, it furnishes a ready means of determining 

the bearing of lines or of measuring angles by the needle. 

This Level is adjusted almost as simply as an ordinary 

Masons' or Builders' Level : The spirit-level, by reversing 

from end to end on the lower faces of 

ADJUSTMENTS. j , • 

the case, and making necessary correc- 
tions by the screw at the eye-piece end and in line with the 
level tube ; The telescope, by applying the opposite faces 
to the same surface, and bringing the telescope cross-wires, 
by two screws, one on each face, so as to cut the same point 
in both positions of the case. 

For making the above adjustments when needed, a small 
block of wood, having a screw thread that fits the top of 
the spindle-socket, is furnished with the instrument. 

It will, of course, be understood that these adjustments 
are always made by the maker, and are not liable to derange- 
ment in the ordinary use of the Level. 

When the socket is screwed firmly to the case and the 
instrument leveled, it should remain level when reversed 
upon its spindle in any direction. 

If it does not, correct the error by the three screws found 
on the same side of the flange of the socket, the outside 



208 DRAINAGE LEVEL, 

ones when unscrewed carrying the flange down and the 
middle one, when screwed up, raising it. 

Should the cross-wires be indistinct or out of focus, 
unscrew the cap of the eye-piece and turn the setting of 
the lens around in either direction until the wires are 
clearly seen, when the cover may be replaced. 

The advantages of this Level, in the work of the 
farmer, manufacturer and builder, will be apparent on a 
simple inspection : drains can be located and leveled, the 
height of springs ascertained, and the accurate levels of 
lines of shafting, floor timbers and sills be determined. 

The Architects' Leveling Rods, hereafter described, are 
intended for use with this instrument, if desired. 

PRICES. 

No. Price. 

385. Drainage Level, with staff mountings $15.00 

380. " '• with plain triix>d 20.00 

387. •' " with tri|xxi and leveling screws 25.00 

388. •* •' with tripod and leveling screws, and with 
Compass and clamp screws 30.00 



TRIPODS. 

LEATHER CASES AND POUCHES. 

LEVELING RODS. 

RANGING POLES. 

ROD LEVEL 

PLANE TABLES. 
CURRENT METERS. 

HAND LEVELS 

ODOMETERS. 

CHAINS. 

TAPES. 
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TN THE tripods of all our instruments the upper part of 
the leg is flattened and slotted to fit closely on each 
side of a strong tenon projecting from the under side of 
the tripod head, there being also a strong brass bolt, with 
large head and thumb nut on opposite sides of the leg, by 
which it is held firmly in place. 

The tripod head is made of the best bell-metal, the 
tenons and upper part being cast in one piece and firmly 
braced together. The legs are round, and taper in each 
direction towards the head and point. 

The point or shoe is a tapering brass ferrule, having an 
iron end ; it is cemented and firmly riveted to the wood. 

The legs of all our tripods are about four feet eight 
inches long from head to point. We make four sizes of 
tripods with solid legs, as follows : 

The heavy tripod. No. 400, has a metal head four and 
one quarter inches in diameter, with mahogany legs one 
and three eighths inches in diameter at the top, one and 
three quarters at the swell and one and one eighth at the 
point. This is used with the Engineers' Transit and with 
the larger Y Levels. 

The medium sized tripod has a head of the same 
diameter as the former, and mahogany legs which are one 
and one eighth inches in diameter at the top, one and five 
eighths at the swell and one and one sixteenth at the point. 
This tripod is used with the Surveyors' Transit, the light 
Engineers' Transit, and the fifteenth-inch Level. 

The Compass tripod. No. 415, has a head about three 
inches in diameter, and legs which are about one inch in 
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diameter at the top, one and three eighths at the swell and 
seven eighths at the bottom. 

The legs are usually of cherry, and the tripod is used 
with the various Compasses and with the Vernier Transit 
Compass. 

PLAIN TRIPODS. 
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■ The Pocket Compass Tripod is the same style as No. 
415, but has smaller heads and legs. The legs are of 
cherry and are nearly three quarters of an inch in diameter 
at the top and bottom, and one and one eighth at the swell. 




SPLIT LEG TRIPOD. 

The improved split 
leg tripod is shown in 
the engraving. The 
change in form is shown 
in section at A B. 

The legs are of 
straight - grained ash, 
and by the new form 
we gain stiffness and 
strength, with reduced 
weight, and greater 
comfort in carrying. 
We are confident that 
Engineers will regard 
these changes as great 
improvements. 

We make several 
sizes of this tripod, to 
use with Transits, Levels 
and Compasses. 
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EXTENSION TRIPOD. 
In No. 410 we show 
a decided improvement 
on the old pattern of ex- 
tension tripod, which has 
proved so popular. This 
new tripod is stronger, 
more rigid and weighs 
less than the old form. 

The difference is 
shown in section at A B. 
The new tripod can be 
carried with more com- 
fort than the old, and 
the shape of the side 
pieces allows the mid- 
dle piece to be clamped 
firmly with a single band 
and screw, while slight 
changes in length can be 
made by twisting the 
middle piece up or down. 
'1 he legs are of maple, 
and are clamped to the 
tripod head with thumb- 
nuts. 

We make several sizes of extension tripods. The large 
size is used with the large Transits and Levels, and the 
medium size with the Mountain Transit. A smaller size 
is used with the smaller Transits, Architects' Levels and 
large Compasses, and the smallest size is used with the 
various Pocket Compasses. 

Note. — For ]iriccs of plain, split leg and extension iripods, see pages 
16 and IT of ihc IVicc Msl. 
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LEATHER CASES AND POUCHES. 




We have in our establishment the best facilities for 
making all kinds of leather work to order, and can 
promptly furnish anything in the line of cases or pouches 
for surveying instruments. 

The small pouch as shown in the cut furnishes a very 
convenient method for carrying small Pocket Compasses 
without telescopes, as Nos. a88-.'l.">0. 

These pouches are strongly made, fmishetl with ad- 
justable sling strap, and are so arranged as to hold the 
Compass and its mountings firmly and protect them from 
any injury in transportation. The wooden box in which 
the small Compasses are packed is omitted when the leather 
pouch is used. The leather cases, however, are fitted to 
hold the wooden box containing the instrument, and are 
used with any Transit, Level or Compass. 

NtyrK.— For prices of lealhcr cases and pouches, see page 18 of ihe 



LEVELING RODS. 

\ 1 /"E GIVE on the following pages cuts and descriptions 
^ ^ of the leveling rods commonly used by American 
Engineers and Surveyors, which are manufactured by us in 
large quantities and kept constantly in stock. 

Our facilities for the manufacture of leveling rods have 
for many years surpassed those of all other makers. The 
greatest care is exercised in the preparation and Seasoning 
of the wood, special appliances and machinery for the work 
have been constructed at great cost, and in point of finish 
and accuracy our rods are unexcelled. 

For many years we have made to order special rods, to 
SPECIAL designs furnished, which have been used in the 
RODS. most critical work with perfect satisfaction. 
We are prepared to make rods of any design to order. 

THE PHILADELPHIA ROD, 

(No. 500.) 

This rod is made in two parts, each about three quarters 
of an inch thick by one and one half inches wide and seven 
and three tenths feet long, the parts connected by two 
metal sleeves, the upper one of which has a clamp screw for 
fastening the two parts together when the rod is raised for 
a higher reading than seven feet. 

Both sides of the back strip and one side of the front 
are recessed one sixteenth of an inch below the edges. 
These surfaces are painted white, divided into feet, 
tenths and hundredths of a foot, and the feet and tenths 
figured. 
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The divisions and figures are slightly 
impressed on the recessed surfaces, thus in- 
creasing their durability. 

The edges of the rod and the corners of 
the brass mountings are rounded, for ease in 
handling. 

The front piece reads from the bottom 
upward to seven feet, the foot figures being 
red and the tenth figures black. When the 
rod is extended to full length the front sur- 
face of the rear half reads from seven to 
thirteen feet, and the whole front of the rod 
is figured continuously and becomes a self- 
reading rod thirteen feet long, reading to 
hundredths of a foot. 

The back surface of the rear half is 
figured from seven to thirteen feet, reading 
from the top down ; it has also a scale by 
which the rod is read to hundredths and half- 
hundredths of a foot as it is extended. The 
target is round, made of brass raised on 
the perimeter to increase its strength, and is 
painted in white and red quadrants ; it has 
also a scale on its chamfered edge, reading 
to half-hundredths of a foot. 

When a level of less than seven feet is 
desired the target is moved up or down the 
front surface, the rod being closed and 
clamped ; but when a greater height is re- 
quired the target is fixed at seven feet and 
the rear half extended, the scale on the back 
giving the readings like those of the target 
to half-hundredths of a foot. 
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THE BOSTON ROD. 

(No. 503.) 

This rod is formed of two pieces, each 
about six feet long, sliding easily by each 
other in either direction. 

One side is furnished with a clamping piece 
and screw, with a small vernier at each end ; 
the other or front piece carries the target, and 
has on each side an inlaid strip upon which 
divisions of feet, tenths and hundredths are 
marked and figured. 

The target is a disk of brass raised on its 
perimeter, fastened on the front half, and is 
painted red and white, having its middle line 
just three tenths of a foot from the end of the 
rod. 

Each tenth of the rod is figured decimally 
in three figures, or to hundredths of a foot, 
and by the verniers is read to thousandths. 

The target being fixed, when any height is 
taken above six feet, the rod is changed end 
for end and the divisions read by the other 
vernier, the height to which the rod can be ex- 
tended being a little over eleven feet. 

This rod is very convenient on account of 
its lightness, but the parts are too frail to 
endure the rough usage of this country ; and 
American Engineers generally prefer other 
rods which are heavier and more substantial. 
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THE TROY ROD. 

(No. 604.) 

The cut represents another form of the 
sliding leveling rod, called the Troy Rod. 
This is a self-reading rod up to six feet, or it 
can be read by a vernier on the rear piece to 
thousandths of a foot, as usual. 

It has two targets as shown, both fastened 
to the front half of the rod, the lower one hav- 
ing its middle line just three tenths of a foot 
above the end, and the other target exactly six 
feet above the lower. 

There is a clamping piece with screw on 
the back of the rod, below the upper target, 
by which the two parts are clamped together 
when desired. 

The face of the front piece is recessed like 
that of the Philadelphia rod, painted white, 
divided to feet and hundredths, and figured as 
represented. 

The side of the front half is divided to feet 
and hundredths, read by a vernier on the top 
of the rear half to thousandths, and figured 
from the top downwards, beginning with three 
tenths, that being the height of the middle 
line of the lower target. 

When a level of less than six feet is taken 
on the rod the observation is made by the lower 
target, and the reading is direct as given on the 
side ; but when a greater height is taken the 
upper target is sighted upon, and six feet added 
to the reading on the side in every instance, a 
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reading up to twelve feet being thus readily 
obtained. 

THE NEW YORK ROD. 

( No. 505. ) 

This rod, which is shown in the engraving 
as cut in two, so that the ends may be ex- 
hibited, is made in two parts, the pieces sliding 
one from the other, the same end being always 
held on the ground, and the graduations start- 
ing from that point. 

The graduations are made to tenths and 
hundredths of a foot, the tenth figures being 
black, and the feet marked with a large red 
figure. 

The front surface, on which the target 
moves, reads to six and one half feet on the 
two-part rods. When a greater height is re- 
quired, the horizontal line of the target is fixed 
at the highest graduation, and the upper half 
of the rod carrying the target is moved out of 
the lower, the reading being now obtained by 
a vernier on the graduated side, up to an ele- 
vation of twelve feet. 

The target is round, made of brass with a 
raised rim to strengthen it and to protect the 
paint from being defaced. 

The target is arranged with an improved 
clamp, which can be so adjusted as to regulate 
the friction on the rod, enabling the target to 
be easily moved up and down, and to be 
clamped with a slight turn of the binding 
screw. 
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The face of the target is divided into 
quadrants by horizontal and vertical diam- 
eters, the quadrants being painted alter- 
nately white and red, or sometimes white and 
black. 

The opening in the face of the target is 
a little more than a tenth of a foot long, so 
that in any position a figure noting a tenth of 
a foot can be seen on the surface of the rod. 

The right edge of the opening is cham- 
fered, and divided into ten equal spaces cor- 
responding with nine hundredths on the rod. 
The divisions start from the horizontal line 
which separates the colors of the face. 

The vernier, like that on the other side of 
the rod, reads to thousandths of a foot. The 
rod is now fitted with an improved clamp. 



THE NEW YORK ROD. 

In three or four parts. ( Nos. 507 and 608. ) 
( Patented October 23, 1883. ) 

In this rod, as shown, a third or fourth 
piece is added, giving a rod of a greater 
length, and at the same time making it more 
compact and portable. 

The divisions, verniers and readings are 
the same as those of the rod in two parts. 

The three-part rod allows a reading of 
twelve and one half feet, and when closed is 
five feet long. 

The four-part rod when closed is five 
feet long, but it can be extended to sixteen 
feet. 
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THE ARCHITECTS' ROD. 
( Nos. 510 and 611.) 

This is a very light and simple sliding rod 
in two equal parts, each seven eighths of an 
inch square, and when closed the rod is about 
five feet six inches long. 

As shown, the front half is divided on two 
sides to feet, tenths and hundredths, reading 
by verniers on the target and side to thou- 
sandths of a foot. 

The target is similar to those of the rods 
already described, and it moves on the closed 
rod when levels of less than five and four 
tenths feet are to be taken. 

When a greater height is needed, the 
target is fixed at the highest division, the front 
half carried above the rear part and clamped 
by the clamp screw at any point desired, the 
height up to ten feet being now read off by 
the vernier on the lower half. 

This rod is adapted for use with any Level, 
and is so light and efficient that it has been 
received with favor. It is, however, generally 
used with the Architects' and Drainage Levels. 

When it is designed for Architects' use the 
divisions are in feet, inches and sixteenths, and 
no vernier is required. 
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THE TELEMETER ROD, 

(No. 513.) 

We make what is called a Telemeter rod, formed of 
two pieces of pine, each three and one half inches in width, 
seven eighths of an inch thick and six feet long. 

The inner surfaces of the rod are recessed to protect 
the divided surface, and painted white, with divisions in 

black to feet, tenths and hundredths, the feet 
figured in red and the tenths in black. 

The two pieces are connected by strong 
brass hinges and folded in transportation. 
When in use they are opened, laid flat, and 
joined firmly in line by a wooden bar about 
eighteen inches long, held to each piece by two 
strong brass thumb screws which enter into 
metal sockets secured in each part of the rod. 
This is a self-reading rod, and is often 
used in connection with the stadia wires to 
ascertain distances by simple observation, in 
the same manner as the Philadelphia rod 
already described. 

The price is $12.00. 



V 

u 

•c 

Q 
O 

U 

t-H 
P^ 

o 
u 

•-) 
H 



10 
10 



THE TELESCOPIC ROD, 
( No. 515. ) 

This rod is made so that the two smaller 
upper parts slide out of a larger and lower 
part which answers as a case. When closed 
the rod is five feet long, and it extends to 
fourteen feet. 

It is divided on a recessed face to feet, 
tenths and hundredths, the divisions being 
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painted and figured like those of 
the Philadelphia and Telemeter 
rods. 

THE CROSS-SECTION ROD. 
(No. 616.) 

This rod is made of well- 
seasoned pine, and is ten feet long 
and one and one half inches square 
at the ends ; it is about four inches 
thick in the middle, where there is 
an opening for the hand, as shown. 

Both sides are graduated on a 
recessed white surface, the divisions 
being painted black like those of a 
leveling rod, and figured from the 
same end of the rod. 

There is also an adjustable 
spirit-level at each end, one of 
which is shown in the cut. 

PLAIN LEVEUNG ROD. 

(No. 618.) 
A very good self-reading rod is 
made of one piece of seasoned 
white pine, recessed and graduated 
on one face like the Philadelphia 
rod. This rod is now made taper- 
ing slightly toward the top, and is 
bound with brass at the foot. It is 
commonly made ten and twelve 
feet long, but can be made longer 
if desrred, at slight additional cost. 
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LEVELING RODS AND POLES. 

METRIC RODS. 
Besides the usual graduation of 
leveling rods into feet and parts of a 
foot, we divide them, when desired, 
into meters, decimeters and centi- 
meters. The scales on the targets 
and sides of the rods read the centi- 
meters to miilimeters on all except 
the telemeter, telescopic and plain 
rods, which have no targets and are 
read only to centimeters. 

The New York, Troy, Boston and 
Architects' Metric rods can be ar- 
ranged, when desired, to read by 
vernier to one tenth of a millimeter. 
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LEVELING POLE. 

The leveling pole shown in No. 
530 is a combination of a plain self- 
reading rod and a flag pole. It is 
now made with flat face, front and 
rear, and rounded sides. One face is 
graduated to feet and hundredths of 
a foot, while the other face and sides 
are graduated to feet only and are 
painted red and white alternately. 

The pole is made seven and nine 
feet long, the graduated faces reading 
to six and eight feet respectively, and 
when used as a rod is read, as shown 
in the cut. 

The prices are $5.00 and $6.00. 
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WOOD AND IRON FLAG-STAFFS. 

We make three sizes of the common wood flag-staffs, 
or ranging poles. They are octagonal in form, tapering ' 
from the bottom to the top, six, eight and ten feet long, 
and have steel shoes. (See cut No. 534,) 

We also make a convenient ranging pole of an iron 
tube, eleven sixteenths of an inch in diameter, hung in 
gimbals so that it can be readily set over a given point. 
{See cut No. 539.) Similar iron poles are made without 
gimbals, six and eight feet long. 

These staffs are divided in feet, and painted alter- 
nately red and white. 

They are also divided metrically, when desired, five 
spaces to each meter. 

Note. — For prices of LeTeling Rods and Flag-stafls, see pages 19 and 
20 of (he Price List. 

THE ROD LEVEL. 

No. 545 represents a level for the more accurate plumb- 
ing of leveling rods and ranging poles. The figures show 
it when folded for carrying, and also as attached to a rod. 

It is held in place by the hand, or can be secured by a 
string or rubber band to hooks attached 
to each plate of the level. Its conve- 
nience and value have commended it 
to general favor. 
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THE PLANE TABLE. 

'T'HE recognized utility of the Plane Table for topo- 
■*• graphical and map drawing is bringing it into use in 
this country ; and to meet the demand for instruments of 
moderate cost and real efficiency we have introduced 
several patterns of the Plane Table. 




Plane Table, board 30x24 inches, mounted on lat^e tripod, 
with leveling sockel and clamp, plumbing ann, plum- 
met and clamps for paper 9^00 

Combined Compass and levels 16.00 

Alidade No. 582, vfith telescope 9 inches lone, power 
20 diameters, wllh stadia, vertical circle to f minute, 
level on telescope and clamp and tangent, mounted on 
column as in engraving 70.00 

Price as shonn, total flSO.OO 
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The Plane Table consists mainly of a drawing board 
upon a firm tripod, as shown in No. 553, having upon 
its upper surface a movable straight-edge or Alidade, ar- 
ranged either with sight-vanes or telescope, by which it 
may be directed to any given point, a line being then 
drawn on the paper along the edge of the Alidade. 

A square brass plate, to which is attached a Compass 
with two spirit levels, is also shown, and serves both to 

level the table and, when applied by the 

THE COMPASS. , ii i * *u ' ^ c *u 

edges parallel to the zero pomts of the 
compass circle, to determine the magnetic bearing of the 
lines drawn on the paper, or the direction of the table itself. 

The table is made of wood arranged in sections so as to 
prevent warping, and has an adjustable wooden roller 
DRAWING ^t each end, by which the paper is brought 
BOARD, down snugly to the board or upon which a long 
sheet can be rolled and unrolled at will. Sometimes in 
place of the rollers, and often in combination with them, a 
number of brass clamps, as shown, are used in holding the 
paper firmly. 

• Still another method of fastening the paper to the board 
is shown in the cut o!i page 232, in which are represented 
small brass screws passing through the paper and into 
brass sockets let into and slightly below the surface of the 
board. This method allows the Alidade to move over the 
surface without interference. 

The plumbing arm shown in the figure has its end 
brought to a point, that it may be set at any given point on 

the paper, the plummet hanging from the 

PLUMBING ARM. , j . • • ., j- 

under arm determmmg the correspondmg 
point on the ground. The lower arm moves upon a hinge, 
an index on the side showing when the ends of the two 
arms are plumb with each other as applied to the table. 
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The construction of the socket and tripod head is 
shown below, a representing the hemispherical concave 
THE SOCKET nietal cup fastened by six screws to the 
AND TRIPOD, wooden top of the tripod, b the upper or 
convex part fitting nicely into the cup and clamped to it 
at will by the clamping piece, r, and nut, d, A strong 
spiral spring in the hollow cylinder between c and d serves 
to hold the two spherical surfaces of the socket together 
and allows the easy movement of one within the other in 
the leveling of the table. 




The flange of the socket, b^ supports the table and is con- 
nected with its under surface by three segments of brass, 
two of which are shown 2X e e ; a milled head screw pass- 
ing through one of these segments serves to clamp the 
board to the flange at will, thus allowing the Plane Table 
to be revolved horizontally. 



PLANE TABLE WITH I^EVELING SCREWS 
AND TANGENT MOVEMENT 

The cut on page 229 shows a modification of the simple 
Plane Table, there being added a tangent movement in 
azimuth and three screws for leveling. 

The board appears as if cut away, to show in detail the 
socket and leveling screws and tangent movement, by 
which, as will be seen, a more delicate adjustment in alti- 
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tude and azimuth is obtained than by the simple move- 
ment before described. 




The Plane Table as shown above costs .as follows : 

590. tMuH T^le, boani 30 i 24 Inches, mounled on large iHpod, with leveling 
,..i._. —J .1 J ..:.u _, — i: ,_ plummet, snd clampl for 
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The tripod is set up firmly, and the board with the upper 
half of the spherical socket attached is placed upon the 
USING THE lower half of the socket attached to the 
PLANE TABLE, tripod, the wing clamping -nut being 
screwed up until the table is secure upon the tripod. The 
board is then moved by the pressure of the hand, or by 
the leveling screws, until the level bubbles upon the compass 
plate will remain in the middle upon any part of the sur- 
face. The wing-nut is now screwed up and the board 
made firm upon the tripod. 

Any place on the drawing board may then be assumed 
as a starting point, its position over a given point on the 
ground being determined by the plumbing bar and plum- 
met. From the given point on the paper sights can be 
taken to different corners of the field, and lines drawn on 
the paper along the edge of the Alidade. Thus a miniature 
of the tract can be traced on the paper, the bearing of any 
line being ascertained by applying the side of the compass 
plate to the edge of the Alidade placed on that line. The 
table can be moved in azimuth, either by the hand, on re- 
leasing the milled head screw that clamps the flange, or by 
the tangent screw as before described. 

The measurement of distances by the stadia wires of the 
telescope, and of vertical angles by the circle, is effected as 
already described in our account of the Transit. 

JOHNSO;^''S IMPROVED PLANE TABLE 

MOVEMENT. 

We illustrate on page 2132 what is known as the Johnson 
Plane Table Movement, complete with large Alidade, 
Plumbing Arm and Compass. 

The board is shown as cut away, to give a better view 
of the tripod and movement. In the lower corner is shown 
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the movement alone, with a portion cut away to show the 
construction. 

This movement was patented by W. D. Johnson, May 3, 
1887, and has been largely used by the topographers of the 
U. S. Geological Survey. 

As shown in the cut, this movement supplies an ar- 
rangement whereby the table can be easily made horizontal 
and then secured by the large wing-nut, A. If desired to 
turn the board in azimuth the wing-nut, B, is loosened, 
leaving the hemispherical surface, bearing the board 
secured to the flange, free to turn, and it can be clamped at 
will by screwing up the same nut. This movement as modi- 
fied in recent years supplies an extremely efficient and 
portable Plane Table. 

The movement with legs complete weighs about nine 
pounds. The legs are made of straight-grained second- 
growth hickory, and the construction of the whole tripod 
is such as to secure strength and accuracy, and it is 
capable of standing rough usage without getting out of 
order. 

PRICES. 
No. Pricb. 

670. Johnson's Improved Plane Table Movement, mounted on 

large tripod $45.00 

EXTRAS. 

673. Plane Table Drawing Board, 31x24 inches, fitted, and 

with screw sockets and clamp screws for paper. 6. 00 

674. Plumbing arm and plummet 4.00 

675. Combined Compass and levels with square base 15.00 

NoTB. — Any of the Alidades, hereafter described, can be used with Johnson's 
Plane Table. 
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The Johnson Plane Table as shown above costs as 



. lahnsan's Impnved Plane Table movement, mounted on large tripod (U.Oa 
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THE ALIDADES. 

The different patterns of our Plane Tables vary mainly 
in their Alidades, of which we make four kinds. 



:^ 



^ 



NO. 680. Price, $15.00. 

The simplest Alidade is shown above, and consists of a 
brass ruler or straight-edge, twenty inches long and about 
three inches wide, at the ends of which are screwed sight- 
vanes like those of the ordinary compass. The edge of the 
ruler is chamfered and in line with the slots of the vanes. 




NO. 581. Price, $50.00. 

The lower figure shows the simple Alidade to which is 
fitted the Telescopic Sight, having a level, clamp and 
tangent and vertical circle reading to five minutes, attached 
tp the telescope, which has also stadia wires. The tele- 
scope is placed in line with the fiducial edge. 
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The third style of Alidade, No. 582, is shown in the cut 
of the Plane Table on page 226, the brass ruler being three 
inches wide. 

The column supports the telescope with its attachments, 
the vertical circle being divided on silver and reading to 
single minutes. 

The telescope is nine inches long, with a power of twenty 
diameters, provided with stadia wires and adjusted like that 
of the Transit. 
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No. 683. Price, $90.00. 

In the Alidade shown in cut No. 583, the telescope is the 
same as that used in our best Transits, having also level, 
clamp and tangent, vertical circle on silver reading to single 
minutes, and stadia wires for measuring distances. 

It is placed on a brass ruler four inches wide, and is 
adjusted and used in the same manner as the one just 
described. 



THE TRAVERSE PLANE TABLE, 

The cut. No. 586, represents a simple form of Plane 
Table and Alidade, which is used extensively by the U. S. 
Geological Survey for traverse work. The board is fifteen 
inches square, and has on the under side a small brass 
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flange, into which the clamp screw of the tripod head 
enters and secures the board to the tripod. The Alidade 
consists of a brass ruler, beveled and graduated on one 




edge, having at each end hinged sights which fold close to 
the surface of the ruler. Inserted in one edge of the board 
is a small Box Compass with needle about three inches 
long. 

The tripod legs are of cherry, and are attached to a 
simple head which has a clamping screw passing through its 
center, compressing a concealed spring and holding the 
board to the tripod head, at the same time allowing a mo- 
tion in azimuth if desired. 

The whole, while not capable of as accurate work as 
the larger Plane Tables, supplies a light and portable instru- 
ment for topography. 



THE CURRENT METER. 



A FTER six years' experience in measuring the velocity 
'^^ of water in the Ohio and Mississippi rivers by differ- 
ent methods, AV. G. Price, U. S. Assistant Engineer, devised 
the Current Meter known by his name, and shown herewith. 
It is used by the U. S. Engineer Corps, the U. S. Coast and 
Geodetic Survey, and by Hydraulic Engineers in different 
parts of the country. The instrument was patented 
August 25, 1885. 
BUCKET- The wheel of this Meter carries five conical 

WHEEL, buckets as shown, so arranged as to feel the 
force of the slightest current and cause the wheel to revolve. 

The ends of the axis of the wheel revolve in bearings 
contained in air chambers of metal, which protect them from 
the water and any gritty matter it may contain, and the 
friction is thus reduced to a minimum and made a constant 
quantity. 

The form of the wheel and buckets is such as to insure 
great strength and thus resist injury from driftwood, while 
at the same time it is not liable to obstruction from floating 
leaves and grass. 

The axis of the wheel, at the upper end, extends above 

its bearing, entering an air-tight metal box hereafter named, 

and is cut down for a short distance through the dia- 

AXI8 

meter, one half of the end of the shaft being cut 
away, and this piece then replaced with a thin slip of ivory 
between the two parts, insulating them from each other. 

A light spring bears upon this divided part of the axis 
and successively makes and breaks the electric circuit as the 
wheel revolves. 
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The spring and divided axis form the contact-breaker^ 
and are both contained in the little metal air-tight box 
which is shown in the cut. 

A hollow cylinder of bronze, called the trunnion, fitting 
easily upon the rod, supports the frame of the Meter 

by a pivot on each side, and thus by the 
TRUNNION. ^^^ ^^^ pivots the Meter is free to move 

both horizontally and vertically, and so adjust itself to the 
direction of the current. 

The frame of the Meter is made of bronze, and is very 
solid and strong. The rudder has four light metal wings 
FRAME AND ^^ vanes, Secured to a central rod, and is 
RUDDER. made to balance the weight of the wheel and 
give direction to it, and thus keep the wheel in both direc- 
tions in line with the current. 

The Meter- frame has a hinged side secured by a spring 
key, allowing the Meter and trunnion, which is itself in two 
parts, to be detached from the rod when desired. In the 
older form the trunnion was left on the rod. 

The connecting wires are passed upward through the 
trunnion of the Meter, and so have no tendency to pull the 
Meter out of the line of the current. 

The rod is of brass three quarters of an inch in diam- 
eter and two feet long, its upper end having an eye of 
brass screwed firmly on and pinned, and its lower end 
screwed into a brass socket in the lead weight, B, and 
secured thereto by a jam-nut. A sliding ring of metal 
with set-screw, as shown, allows the Meter to be raised to 
any point on the rod. 

The weight, No. 606, is of lead and weighs about sixty 

pounds ; it has a rudder of wood, as shown, 
secured to the weight by brass cheek- 
pieces, which are also securely fastened to the weight by 
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sockets cast into the lead. The rudder can be set at an 
angle with the weight, or turned up parallel with the rod, 
for convenience in transportation. 

The weight, B, is only used where the Meter is em- 
ployed in deep water and harbor surveying, where the 
currents are very strong. 

In shallower waters the Meter is suspended upon a 
brass rod. These rods are each four feet long and can be 
screwed together when a long length is needed. They are 
graduated to feet and tenths. 

SIZE OF THE METER. 

We now make but one size of this Meter, having a 
wheel six inches in diameter, and the total length, includ- 
ing the rudder vane, is about twenty-four and one half 
inches long. This Meter is adapted for deep water and 
harbor surveying, and also for use in smaller rivers and 
streams, and is used either with Or without the weight. 

RATING THE METER. 

Before using the Meter it is necessary to obtain its rat- 
ing, which is the number of revolutions of its wheel made 
in passing over a measured distance, at different velocities. 

The Meter should be rated in still water which is not less 
than five feet deep, and to secure a good rating there 
should be but little wind. 

It should be attached to the bow of a skiff, as shown in 
the cut, and immersed not less than two feet. The boat 
should have no rudder. The observer should also stake out 
two parallel range-lines on shore, about two hundred feet 
apart and at right angles with the course the boat is to take. 

Attach a quarter inch cotton cord about three hundred 
feet long to the bow of the boat, and pass it around a 
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pulley which is placed in line with the course ; if there is a 
bend in the shore the puUey may not be necessary. 

It will require three or four men to pull the boat fast 
enough for the high velocities, and there must be a boatman 
with oars in the boat with the observer, to prevent its run- 
ning into the shore. 

Haul the boat over the measured base at very slow, 
very fast and medium velocities, which should be as nearly 
uniform as possible during each passage. 

Note before each trial if the Meter is free to point in 
the direction of the current, as the connecting wires are 




liable, in backing over the course, to get twisted so as to 
pull the Meter out of line. 

Fasten a vertical rod on the boat near the seat of the 
observer, to enable him to sight at the range stakes as he 
passes them; start the Time Recorder {No. 619 of Price 
List) and Electric Register on the first range line and stop 
them on the second ; and note accurately the lime as given 
by the stop-watch, and the number of revolutions of the 
wheel as indicated by the Register. 

The rating of a Meter (which is, in brief, the value in 
feet per second of one revolution of the wheel,) will not 
change as lonK as the wheel turns freely and has not been 
seriously injured. 

The velocity of a current of water can readily be computed 
from the Reduction Table furnished with the instrument. 
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and also given on pages 242 and 243, the number of revolu- 
tions of the wheel per second having been already ascer- 
tained by observation, and recorded by the Register. 

ELECTRIC REGISTER, 

The number of revolutions of the Meter wheel is re- 
corded by an Electric Register (shown on page 237) 
actuated by a battery of three cells. 

The electric current proceeding from one pole of the 
battery is carried by an insulated copper wire down through 
the trunnion of the Meter, and thence up to the insulated 
binding-post on the upper arm, as shown in the cut ; thence 
through the contact-breaker, the axis of the wheel, and the 
lower arm, to the binding-screw shown on that arm ; 
thence by a second copper wire up through the trunnion to 
one binding-screw of the Register ; thence through the 
Register to the other binding-post ; and thence finally by 
another wire to the other pole of the battery. 

The Electric Register, No. 608, is enclosed in a mahog- 
any case, showing two dials under a glass face, and has an 
electro-magnet which, when the circuit is made, moves a 
lever, at the end of which is a pawl carrying forward a 
ratchet-wheel one tooth at every break of the current. 

The dials are each divided into one hundred spaces, and 
figured, both reading to the right, — that on the right hand 
in the figure being counted to one hundred and that on the 
left to ten thousand ; each space on the last named dial 
denoting one hundred spaces on that at the right. 

We furnish either a dry cell or wet cell battery, as may 
be preferred, to operate the Electric Regis- 
" ter. Each battery is composed of three 
cells enclosed in a neat wooden case, with lock and strap. 

See Nos. 610 and 612 of the Price List. 
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REDUCTION TABLE FOR USE WITH 
PRICE'S PATENT CURRENT METER, No. 600 

WITH 6-INCH WHEEL. 

This Table is a mean of several ratings, and will prob- 
ably give correct velocities within one per cent, for any 
Meter when in good order. 

Measurements and computations by AV. G. Price, United 
States Assistant Engineer. 



Rbv. 


Vbl. 


Rev. 


Vel. 


Rev. 


Vel. 


Rev. 


Vbl. 


Per Sec. 


Per Sec. 


Per Sec. 

1 


Per Sec.: 


Per Sec. 


Per Sec. 


Per Sec. 


PbrSbc. 


0.00 


0.145 


0.89 


1.872 


0.78 


2.584 


1.17 


3.766 


0.01 


0.176 


0.40 


1.404 


0.79 


2.614 


1.18 


8.796 


0.08 


0.206 


0.41 


1.485 


0.80 


2.645 


1.19 


8.886 


0.03 


0.289 


0.42 


1.467 


0.81 


2.676 


1.20 


8.866 


004 


0.2^1 


0.48 


1.498 


0.82 


2.706 


1.21 


8.886 


0.05 


0.302 


0.44 


1.529 


0.88 


2.787 


1.22 


3.016 


0.06 


0.884 


0.45 


1.560 


0.84 


2.767 


1.28 


3.946 


0.07 


0.865 


0.46 


1.592 


0.65 


2.796 


1.24 


3.976 


0.06 


o.8»r 


0.47 


1.623 


0.86 


2.829 


1.25 


4.006 


0.09 


0.428 


0.48 


1.654 


0.87 


2.860 


1.26 


4.086 


0.10 


0.460 


0.49 


1.686 


0.88 


2.890 


1.27 


4.065 


0.11 


0.491 


0.50 


1.717 


0.89 


2.920 


1.28 


4.094 


0.12 


0.528 


0.51 


1.748 


0.90 


2.951 


1.29 


4.124 


0.18 


0.554 


0.52 


1.779 


0.91 


2.981 


1.80 


4.164 


0.14 


0.586 


0.53 


1.811 


0.92 


8.012 


1.31 


4.183 


0.15 


0.617 


0.54 


1.842 


0.98 


8.042 


1.32 


4.213 


0.16 


0.649 


0.55 


1.873 


0.94 


8.073 


1.33 


4.242 


0.17 


0.680 


0.56 


1.904 


0.95 


8.103 


1.34 


4.278 


0.18 


0.712 


0.57 


1.985 


0.96 


8.188 


1.35 


4.801 


0.19 


0.748 


0.58 


1.967 


o.»r 


8 164 


1.36 


4.381 


o.ao 


o.n5 


0.59 


1.998 


0.98 


8.194 


1.87 


4.860 


0.21 


0.806 


0.60 


2.029 


0.99 


8.225 


1.38 


4.890 


0.22 


0.838 


0.61 


2.060 


1.00 


8.255 


1.39 


4.419 


0.28 


0.869 


0.62 


2.091 


1.01 


8.283 


1.40 


4.449 


0.24 


0.901 


0.63 


2.122 


1.02 


8.315 


1.41 


4.478 


0.25 


0.982 


0.64 


2.158 


1.03 


3.345 


1.42 


4.608 


0.26 


0.968 


0.65 


2.183 


1.04 


3.875 


1.43 


4687 


0.27 


0.995 


0.66 


2.214 


1.05 


8.406 


1.44 


4.666 


0.28 


1.026 


0.67 


2.245 


1.06 


8.436 


1.45 


4606 


0.29 


1.058 


0.68 


2.276 


1.07 


8.466 


1.46 


4.624 


0.30 


1.089 


0.69 


2.307 


1.06 


8.496 


1.47 


4664 


0.81 


1.120 


0.70 


2.838 


1.09 


8.526 


1.48 


4688 


0.82 


1.152 


0.71 


2.369 


1.10 


8.556 


1.49 


4.718 


088 


1.188 


0.72 


2.899 


1.11 


8.586 


1.60 


4.742 


0.84 


1.215 


0.73 


2.430 


1.12 


8.616 


1.51 


4.771 


0.85 


1.246 


0.74 


2.461 


1.18 


8.646 


1.52 


4.800 


0.86 


1.2r8 


0.75 


2 491 


1.14 


8.676 


1.68 


4.8S0 


0.37 


1.809 


0.76 


2.522 


1.15 


8.706 


1.64 


4.868 


0.38 


1.341 


0.77 


2.558 


1.16 


8.736 


1.56 


4.887 



VELOCITIES ARE IN FEET PER SECOND. 
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REDUCTION TABLE.— Continued, 



Rev. 


Vel. 


Rev. 


Vel. 


Rev. 


Vel. 


Rbv. 


Vel. 


PbrSbc. 


Per Sec. 


Per Sec. 

1 


Per Sec. 


Per Sec. 


Per Sec. 


Per Sec. 


Per Sec. 


1.56 


4.917 


1.85 


5.755 


2.14 


6.584 


2.48 


7.400 


1.57 


4.946 


1.86 


5.784 


2.15 


6.612 


2.44 


7.428 


1.58 


4.975 


1.87 


6.813 


2.16 


6.640 


2.45 


7.456 


1.59 


5 004 


1.88 


6.842 


2.17 


6.669 


2.46 


7.484 


1.60 


5.033 


1.89 


5.870 


2.18 


6.697 


2.47 


7.512 


1.61 


5.062 


1.90 


5.899 


2 19 


6.726 


2.48 


7.640 


1.62 


5.091 


1.91 


5.928 


2.20 


6.754 


2.49 


7.668 


1.63 


5.120 


1.92 


5.956 


2.21 


6.782 


2.50 


7.596 


1.64 


5.149 


1.93 


5.965 


2.22 


6 810 


2.61 


7.624 


1.65 


5.178 


1.94 


6.013 


223 


6.838 


2.52 


7.652 


1.66 


6.207 


1.95 


6.042 


2.24 


6.866 


2.63 


7.680 


1.67 


5.286 


1.96 


6.071 


2.25 


6.894 


2.54 


7.706 


1.68 


6.265 


i.9r 


6.099 


2.26 


6.928 


2.55 


7.736 


1.69 


5.294 


1.98 


6.128 


2.27 


6.951 


2.56 


7.768 


1.70 


5.328 


1.99 


6.156 


2.28 


6.979 


2.67 


7.791 


1.71 


5.352 


2.00 


6.185 


2.29 


7.007 


2.68 


7.819 


1.72 


6.881 


2.01 


6.213 


280 


7.085 


2.59 


7.847 


1.78 


6.410 


2.02 


6.242 


2.81 


7.063 


2.60 


7.875 


1.74 


5.439 


2.03 


6.270 


2.32 


7.091 


2.61 


7.903 


1.75 


6.467 


2.04 


6.299 


2.88 


7.119 


2.62 


7.931 


1.76 


6.496 


2.05 


6.327 


2.84 


7.147 


268 


7.958 


1.77 


5.525 


2.06 


6.856 


2.85 


7.175 


2.64 


7.986 


1.78 


5.564 


2.07 


6.884 


2.86 


7.204 


2.65 


8 014 


1.79 


5.583 


2.06 


6.413 


2.87 


7.232 


2.66 


8.042 


1.80 


5.612 


2.09 


6.441 


2.88 


7.260 


2.67 


8.070 


1.81 


6.641 


2.10 


6.470 


2.89 


7.288 


2.68 


8.097 


1.82 


6.669 


2.11 


6.498 


2.40 


7.816 


2.69 


8.125 


1.88 


6.698 


2.12 


6.527 


2.41 


7.844 


2.70 


8.163 


1.84 


5.727 


2.13 


6.655 


2.42 


7.872 







VELOCITIES ARE IN FEET PER SECOND. 



REDUCTION TABLE. 

To be used in reducing observed velocities to the mean 
vertical velocity. The mean velocity is about ninety-six 
per cent, of the mid-depth velocity. 



Depth. 


Per Cent. 


Depth. 


Per Cent. 


Depth. 


Per Cent. 


1 


0.952 
0.951 
0.948 




0.953 
0.960 
0.965 


A 


0.984 

1.020 
1.140 



MULTIPLY THE MEASURED VELOCITY BY THE PERCENTAGE. 
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PRICE* S ACOUSTIC CURRENT METER, 
(Patented August 25, 1885. ) 

This Meter was devised by W. G. Price, and has many 

points of excellence. It is very compact, light and portable, 

and is especially designed for use in irrigation ditches, or 

streams where there is little depth of water. The cut shows 

^-^^^^ 9 9 ^^^ external appearence of the 

m^^^^m I I M^^^^j with the brass tubes by which 

^^^^^1 ■ it is held while in use. The revolu- 

^|L^BT I tions of the wheel are indicated by 

^^^^ I a hammer striking against a dia- 

^^^ I phragm, one blow for every ten revo- 

jy J I lutions, and the recording mechan- 

I \ ^r « I ism is enclosed in the stem of the 

V ^^^ A i Meter and thoroughly protected 

^lB w I from injury. The sound of the 

^ ■ ^ recording stroke is transmitted 

through the tubing supporting the 
Meter, and is conveyed to the ear 
of the operator by the rubber ear- 
tube. In use the operator fixes the 
ear-tube in position by a rubber 
band passing around his head, and thus both hands are left 
free for the manipulation of the Meter. Results obtained 
may be readily reduced by the use of the Reduction Table 
supplied with the Meter, and also given on pages 245 and 246. 
Each Meter is packed in a wooden box with lock and 
strap, and is provided with two lengths of nickel-plated brass 
tubing, graduated to feet and tenths up to four feet, and 
with four feet of rubber tubing with all necessary connec- 
tions. Extra graduated brass tubing, in lengths of two feet, 
will be furnished when desired, at a cost of $2.50 per length. 




No. 616. 

Price, S50.00. 
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REDUCTION TXBLE FOR USE WITH 

PRICE'S PATENT ACOUSTIC CURRENT METER. 

The time column is the number of seconds occupied by 
one hundred revolutions of the wheel, there being ten 
revolutions to each " rap." 

The velocity column is the velocity in feet per second. 
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700 


0.377 


298 


0.843 


256 


0.981 


214 


1.166 


690 


0.383 


297 


0.846 


2.->5 


0.985 


213 


1.170 


680 


0.389 


296 


0.849 


254 


0.988 


212 


1.176 


670 


0.394 


295 


0.853 


253 


0.991 


211 


1.183 


060 


0.400 


294 


0.856 


252 


0.995 


210 


1.189 


650 


0.406 


293 


0.8«0 


251 


1.000 


209 


1.195 


640 


0.413 


292 


0.863 


250 


1.004 


208 


1.199 


630 


0.419 


291 


0.8C6 


249 


1.008 


207 


1.204 


680 


0.426 


290 


0.868 


248 


1.012 


2U6 


1.208 


610 


0.432 


289 


0.871 


247 


1.016 


205 


1.214 


600 


0.439 


288 


0.874 


246 


1.019 


204 


1.220 


600 


0.447 


287 


0.877 


245 


1.023 


203 


1.226 


680 


0.454 


286 


0.879 


244 


1.027 


202 


1.233 


670 


0.462 


285 


0.882 


243 


1.032 


201 


1239 


660 


0.469 


284 


0.886 


242 


1.036 


200 


1.247 


660 


0.477 


283 


0.889 


241 


1.040 


199 


1.253 


640 


0.485 


282 


0.893 


240 


1.044 


198 


1.258 


630 


0.493 


281 


0.896 


239 


1.048 


197 


1.263 


620 


0.502 


280 


0.899 


288 


1.052 


196 


1270 


610 


0.511 


279 


0.902 


237 


1.056 


195 


1.277 


500 


0.520 


278 


0.905 


236 


1.060 


194 


1.284 


490 


0.529 


277 


0.908 


235 


1.064 


193 


1.291 


480 


0.538 


276 


0.911 


234 


1.067 


192 


1.297 


470 


0.546 


275 


0.914 


233 


1.071 


191 


1.303 


460 


0.555 


274 


0.917 


232 


1.076 


190 


1.310 


460 


0.569 


273 


0.920 


231 


1.082 


189 


1.316 


440 


0.583 


272 


0.924 


230 


1.087 


188 


1.322 


480 


0.597 


271 


0.928 


229 


1.092 


187 


1.828 


4^ 


0.610 


270 


0.932 


228 


1.097 


. 186 


1.335 


410 


0.624 


269 


0.936 


227 


1.102 


185 


1.342 


400 


0.687 


268 


0.939 


226 


1.106 


184 


1.349 


890 


0.653 


267 


0.942 


225 


1.111 


183 


1.357 


880 


0.668 


266 


0.944 


224 


1.116 


182 


1.363 


870 


0.684 


265 


0.947 


223 


1.121 


181 


1.370 


860 


0705 


264 


0.951 


222 


1.126 


180 


1.377 


850 


0.726 


263 


0.955 


221 


1.131 


179 


1.385 


840 


0.747 


262 


0.959 


220 


1.186 


178 


1.393 


830 


0.768 


261 


0.963 


219 


1.142 


177 


1.401 


830 


0.789 


260 


0.967 


218 


1.147 


176 


1.408 


810 


0.813 


259 


0.971 


217 


1.152 


175 


1.416 


800 


0.837 


258 


0.974 


216 


1.157 


174 


1.424 


899 


0.840 


257 


0.978 


215 


1.161 


178 


1.432 
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REDUCTION TABLE.— Continued. 



The time column is the number of seconds occupied by 
one hundred revolutions of the wheel, there being ten 
revolutions to each " rap/' 

The velocity column is the velocity in feet per second. 





>: 




• 

> 




• 




• 

> 


• 


H 


• 


h 


• 


h 


• 


h 


u 


ii^ 


u 


►H 


U 


N4 


u 


ii^ 


s 

** 


'i 


1 S 

1-4 


8 




o 

o 


»4 


^ 


e> 


^ 


e 


hJ 


H 


hJ 


H 


J 




U 




u 




u 




u 




> 




> 




> 1 
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1.439 


133 


1.847 


94 


1 

2.600 


55 


4.899 


171 


1.446 


133 


1.859 


93 


2.629 


54 


4.477 


170 


1.453 


131 


1.873 


92 


2.657 


53 


4.560 


169 


1.461 


130 


1.887 


91 


2.686 


52 


4.647 


168 


1.469 


129 


1.901 


90 


2.714 


51 


4.787 


167 


1.477 


128 


1.917 


89 


"St.lASt 


50 


4.880 


166 


1.485 


127 


1.932 


88 


2.770 


49 


4.936 


165 


1.494 


126 


1.947 


87 


2.800 


48 


5.036 


164 
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BO YD EN'S HOOK GAUGE. 
So called from the name of its inventor, is used 
in determining the depth of water (lowing over 
weirs, etc. 

As represented in the cut, it has a frame of 
wood, three feet long and four inches wide, in 
a rectangular groove of which another piece is 
made to slide, carrying a metallic scale divided 
to feet and hundredths, and figured from zero 
to two feet and two tenths, as shown. 

Connected with the scale is a brass screw 
passing through a socket, fastened to another 
shorter sliding piece, shown above, which can 
be clamped at any point on the frame, and the 
scale with hook moved in either direction by 
the milled head nut. 

There is also a vernier attached to the frame, 
and movable under the screw heads which se- 
cure it, in order to adjust its zero to correspond 
with the point of the hook, as will be described 
hereafter. The verilier reads the scale to thou- 
sandths of a foot. 
I \ The hook is of brass, and has a sharp point 

^^ which, when raised to the surface of the water 
No. B20. jjj ^ggt indicates its precise level. 

Price, (25.00. '^ 

TO USE THE HOOK GAUGE. 
The hook gauge is used in a box attached to a flume at 
any convenient point near the weir, the water in the tlume 
being conveyed to the box by rubber or lead pipes, and thus 
indicating the precise level of the water in the flume, the 
surface of the water in the box being also at rest. 
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When the depth of the water passing over a weir is re- 
quired, the exact level of the crest of the weir should be 
taken by a leveling instrument and rod, and designated by 
a line drawn in the still-water box above the surface of the 
water. 

The scale of the gauge being previously set at zero 
with the vernier, the frame is fastened to the box above 
the water in such a position that the point of the hook is 
at the same level with that of the crest of the weir, the 
precise point being secured by the adjusting screw of the 
scale. 

Now see that the zeros of the scale and vernier are in 
line, and if not, move the vernier under the screw heads un- 
til the zeros correspond, and set the vernier fast. 

The point of the hook will of course be under water, 
and at the same time level with that of the crest of the 
weir. 

The depth of the water flowing over the weir is the dis- 
tance between the point of the hook in the position named 
and the exact surface of the water. 

To find this, the hook is raised by turning the milled 
head nut until the point of the hook, appearing a little 
above ihe surface, causes a distortion in the reflection of the 
light from the surface of the water ; then a little movement 
of the hook in the opposite direction, so as just to cause 
the distortion to disappear, will indicate the surface with 
precision. 

The reading of the scale will then give the depth of 
water passing over the weir, in thousandths of a foot. 

It will be understood from the cut that the longer move- 
ments of the scale are made by moving the clamping-piece 
over the frame, the smaller adjustments being effected by 
the milled nut. 
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TELESCOPIC HAND LEVELS. 




The figures represent instruments devised by us to 
remedy the defects of the ordinary Hand Levels, and to in- 
crease their usefulness in the work of tlie Engineer. 

The Monocular Hand Level, shown as No. 635, consists 
of a tube to which are fitted the lenses of a single opera 
glass, containing in addition a reflecting prism, cross-wire 
and small spirit-level, the last being shown in the open part 
of the tube. 

The eye-lens, as indicated in the cut, is made of two 
separate pieces, the larger one being the usual concave eye- 
lens of the opera glass and the smaller one a segment of a 
plano-convex lens, having its focus in a cross-wire under 
the level vial and above the reflecting prism. 

The observer holds the tube horizontal with the level 
Opening uppermost, and observes the object to which the 
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instrument is directed and the position of the level bubble 
with reference to the cross-wire on the under side of ihe 
level vial. 

When the Hand Level is held truly horizontal the cross- 
wire will bisect the bubble, and will also determine the leve 
of any object seen through the telescope ; thus securing to 
the observer a clear view of the object, magnified also by 
the telescope. 

The Binocular Hand Level, shown as No. 627, consists 
of two tubes, that on the right enclosing the usual lenses of 
the opera glass, while the tube on the left contains only 
the prism, level vial and cross-wire of the instrument just 
described. 

This level is used like the ordinary opera glass, the level 
being above, as shown in the cut. 

When the tubes are held truly horizontal, the Engineer, 
with one eye, will see the level with the cross-wire below it 
bisecting the bubble, as before described and, with the 
other eye, the object observed, the level of which is deter- 
mined by the position of the cross-wire upon its surface. 

The use of the Binocular Hand Level gives a clearer 
view of an object than is possible with a single tube, there 
being now no light lost by the interference of the prism and 
level vial. 

The Hand Level is adjusted by sliding the prism tube 
back and forth until the line given is the same as that given 
by a Y Level. 

The prism in the tube can be reached by removing the 
cap from the closed end of the tube, and it is clamped by a 
small screw on the lower side. 
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LOCKE'S HAND LEVEL. 




No. 630. 

Price, $9.00. 

This instrument consists of a brass tube about six 
inches long, having, as shown in the figure, a small level on 
top and near the object end. There is also an opening in 
the tube beneath, through which the bubble can be seen, as 
reflected by a prism immediately under the level. Both 
ends of the tube are closed by disks of plain glass to ex- 
clude the dust, and there is at the inner end of the sliding 
or eye-tube a semi-circular convex lens, which serves to 
magnify the level bubble and the cross-wire beneath, while 
it allows the object to be clearly seen through the open half 
of the tube. 

The cross-wire is fastened to a little frame moving 
under the level tube and adjusted to its place by the small 
screw shown on the end of the level case. The level of 
any object in line with the eye of the observer is determined 
by sighting upon it through the tube, and bringing the 
bubble of the level into a position where it is bisected by 
the cross-wire. 

THE ABNEY LEVEL AND CLINOMETER, 

The Abney Level is an English modification of the 
instrument shown above, combining with it an excellent 
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clinometer, as shown in the cut, No. 631. As now made 
the arc is divided to ninety degrees each side of the zero. 




When the level bubble is brought to the middle, by 
setting the vernier arm to zero on the divided arc, the 
bubble is seen through the eye end, and the level ascer- 
tained as with the Locke's Level. The main tube being 
square it can be applied to any surface, the inclination of 
which is ascertained by bringing the level bubble into the 
middle, and reading off the angle to five minutes by the 
vernier and arc. 

The inner and shorter arc indicates the lines of different 
degrees of slope, the left hand end of the vernier being 
applied to the lines and the bubble being brought into the 
middle as usual, A small compass with needle about one 
and one half inches long is sometimes attached to the upper 
surface of *he Abney Level, with a staff socket below. 

['RICES, 
N,>. " --- " — 

ti'il. .\lii]i.-y Level, ail iniprov 

RiviiiH anKka 

sli.,«.>, ns I tol. a 1» 1. etc. ; in ca.se Sl&.OO : 

(i^Ki. Same Ai No. I1'>4, aiitl will) compass and staAT socket 

Btlacbed 18.00 
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ODO.\fETER. 



This is an instrument designed to register the number 
of revolutions of a wagon whee!, and thus indicate dis- 
tances where extreme accuracy is not required. 

In measuring distances with the Odometers Nos. 640 
and 649, the carriage should not be ■ driven faster than 
about six miles an hour. 




Price, (is.cw. 

The Odometer here shown on the left consists essen- 
tially of a square brass weight or pendulum, hung within 
a rectangular frame which revolves with the wheel, while 
the pendulum remains vertical. Upon the front face of 
the pendulum are two brass wheels two 'inches in diameter, 
the inner surfaces of which are in contact, the edges of 
both uniting to make a groove corresponding to a worm cut 
in the middle of a shaft fastened to the sides of the frame. 

The front whee! has one hundred teeth, the rear one 
ninety-nine, and both pitch into and are moved by the revolv- 
ing worm of the frame. There are also the same number 
of divisions as of teeth on each wheel, and they are figured, 
the front wheel from to ItX), the rear one from to 9,100. 
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The front wheel has three spokes, an index being cat 
down on its perimeter to read the divisions of the rear 
wheel, the front wheel itself being read by a slender steel 
wire fastened to the brass weight and curving over the 
worm, so as to be immediately over the divisions of the 
wheel. 

When the frame is made to revolve by the revolution of 
the wagon wheel, the worm will turn both wheels and each 
will be moved forward one tooth by every turn, and when 
one hundred turns are made the front wheel will have moved 
completely around, and the index of its zero division will 
have been carried over one division of the inner wheel. 

Thus, by noting the position of the indexes of both 
wheels, the number of revolutions of the wagon wheel can be 
easily obtained up to ninety-nine hundred, when both wheels 
will be at zero again. The perimeter of the wagon wheel 
being known, the number of feet traveled can be at once 
ained by noting the reading of the wheels at the begin- 
ning and the end of the 
journey, subtracting one 
from the other, and multi- 
plying the perimeter of 
the wagon wheel by the 
number of turns made. 
The metal box of this 
, Odometer is enclosed in 
a stout leather case as 
shown. The opening 
through which the rec- 
tangular frame is inserted 
or removed, when the 
reading of the register is 
desired, is covered with a 
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leather flap secured by a strap and buckle, as shown in the 

cut. The manner in which the Odometer case is attached 
to the wheel is also shown in the cut. 

A form of the Odometer devised by us is represented in 
the cut No. 043, the pendulum of which is fastened to a 
shaft turning in the center of a strong, circular metal box. 
Oil this shaft, and turning with it, is a pinion giving motion 
!o a train of wheels, each of which has also a shaft to the 
end of which an index is fastened. 




There are dials for each index as shown, and the num- 
ber of turns of the wagon wheel can thus be counted up 
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to one hundred thousand. A thick glass in a Strong bezel 
ring covers the dials, and allows them to be easily read. 

The Odometer is securely fastened to the spokes of the 
wheel by three carriage bolts as shown, there being also a 
thick leather washer on each side confined between the 
bottom of the projecting arms, and a metal washer of the 
same shape on the other side of the spokes. In using this 
Odometer, the reading of the dials must be taken at both 
ends of the journey, the one subtracted from the other, and 
the remainder showing the number of turns of the wagon 
wheel multiplied into its perimeter as before described. 

POSITIVE MOTION ODOMETER. 
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The Positive Motion Odometer, shown in cut No. 644, 
is of the most substantial construction. The wheel work is 
contained in a solid metal case with glass covering the face 
of the dial. On the chamfered surface are one hundred 
divisions, which are figured in tens and read by an index 
carried forward one space on the dial by every upward 
movement of a steel lever shown underneath. 

A wheel with ninety-nine divisions upon it revolves un- 
der the index, immediately beneath the divided edge of the 
dial, and is carried forward a single division on the dial by 
every complete revolution of the index. The wheel is 
figured from to 9,900. 

This Odometer is intended to be fastened to the axle of 
a wagon by the bolts as shown, a cam on the hub of the 
wheel giving the upward motion to the steel lever. This 

cam is not furnished with the Odo- 
meter, as it must be made to fit the 
hub of the wheel, and the cut shown 
here is for guidance in making the 
cam. When desired, we will furnish 
a cam at small extra cost ; but we 
must first know the dimensions of the hub where the cam is 
to fit. This form of the Odometer secures entire accuracy 
in recording the revolutions of the wheel when turning 
either slow or fast, and has been adopted in the Topo- 
graphical Surveys of the United States, as being superior to 
any other. 

WHEELBARROW ODOMETER, 

An instrument often used in measuring roads and 
making surveys for county maps is shown on page 258. The 
wheel is carefully made with brass axle-bearings and tire, 
the latter having a perimeter of just half a rod. The 
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braces, bolts and all other metal work are also of brass, to 
avoid any attraction of the magnetic needle. 

The upright staff carries a Vernier Pocket Compass 
with three and one half-inch needle, by which bearings 
may be' taken at any point desired. The revolutions of the 
wheel are numbered by the Positive Motion Odometer, 
fixed to the top of the wooden box, motion being conveyed 
through a brass rod carried forward by a cam on the axle 
of the wheel. 




NO. 646. 

Price, $120.00. 



No. 

646. 

047. 



PRICES. 

Wheelbarrow Odometer, complete as shown. 

omitting Compass.. 



(( 



(( 



Pricb. 

$120.00 

104.00 
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LACQUERING, 

All instruments are covered with a lacquer applied when 
the work is heated. 

As long as this lacquer remains, the brass surface will 
be kept from tarnishing, and the Engineer, by taking care 
not to rub his instrument with a dusty cloth or to expose 
it to the friction of his clothes, can preserve its original 
freshness for a long time. 

BRONZE FINISH, 

Instead of the ordinary brass finish, most Engineers 
prefer instruments blackened or bronzed. This is done 
with an acid preparation, after the work has been polished, 
and gives the instrument a very showy appearance, besides 
being advantageous on account of not reflecting the rays 
of the sun as much as the bright or brass finish. 

We finish our instruments either bright or bronze, as 
may be preferred. 

If no direction is given, we usually send Transits, Levels 
and Solar instruments of bronze finish, and Compasses of 
bright finish. 



CHAINS. 

The sizes and diameters of iron and steel wire com- 
monly used in making Surveyors' and 
SIZES OF WIRE. Engineers' chains are as follows : No. 
8, ^*j-inch ; No. 10, ^-inch ; No. 12, -y^-inch ; No. 15, -j^- 
inch and No. 18, ^^-inch. 

The ordinary Gunter's or Surveyors' chain is sixty-six 
feet or four poles long, composed of one hundred links, 
LAND SURVEYORS' cach connected to the other by two 
CHAINS. rings, and furnished with a tally- 

mark at the end of every ten links. A link in measurement 
includes a ring at each end, and is seven and ninety-two 
one-hundredths inches long. In all the chains we manufac- 
ture the rings are oval and are sawed and well closed, the 
ends of the wire forming the hook being also filed and bent 
close to the link, to avoid the danger of kinking. The 
oval rings are about one third stronger than round ones. 
The handles are of brass and form part of the end 
links, to which they are connected by a short 
' link and jam-nuts, by which also the length 
of the chain is adjusted 

The tallies are of brass, and have one, two, three or four 

notches, as they mark ten, twenty, thirty or 

forty links from either end The fiftieth link is 

marked by a rounded tally to distinguish it from the others. 

In place of the four-pole chain just described, many 

Surveyors prefer a chain two rods or 
thirty-three feet long, and having only 
fifty links, which are counted by tallies from one end in a 
single direction 
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Our Surveyors' chains are made of Nos. 8 and 10 re- 

IRON AND STEEL ^"^^ ^^^^ wire, and of Nos. 8, 10, 12 
WIRE. and 15 best steel wire. Steel chains, 

though more costly than those of iron, are often preferred 
on account of their greater strength. 

Engineers' chains differ from Surveyors' chains, in that 

ENGINEERS' ^ ^^"^ including a ring at each end is 
CHAINS. twelve inches long, and the wire is of 
steel and therefore much stronger. 

They are either fifty or one hundred feet long, and are 
furnished with swivel handles and tallies like those just 
described. 

The wire used for these chains is of steel, Nos. 8, 10, 
12 and 15, of the first quality. 

A very light and strong chain is made of No. 12 steel 
BRAZED STEEL wire, the links and rings of which are 
CHAINS. securely brazed. The wire is of a low 

spring temper, and the chain though light, is almost incap- 
able of being either broken or stretched in ordinary use. 

Our brazed steel chains have been found exceedingly 
desirable for all kinds of measurement, and for the use of 
Engineers upon railroads and canals they have almost en- 
tirely superseded the heavier chains. 

We often make chains with steel snaps in the middle 
and at one handle. The chain can then be separated, and 

one handle being removed and transferred 
STEEL SNAPS. ^^ ^j^^ forty-ninth link, a chain of half 

length is obtained. This modification is made without 
charge if ordered with the chain. 

TO USE THE CHAIN. 

In using the chain the length must be taken from the 
extreme ends, and the marking pins placed on the outside 
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of the handles. It must be drawn straight and taut, and 
carefully examined to detect any kinks or other causes of 
inaccuracy. 
STANDARD ^"^ chains are all carefully tested at 
MEASURE, every link and in their whole length, by the 
U. S. standard, and when new may always be relied upon 
as correct. 

But as all chains will be lengthened more or less after 
long use in the field, it will be best for the Surveyor to 
carefully lay down on a level surface the exact length of 
the chain when new, marking its extreme ends by monu- 
ments which will not be liable to disturbance. 

He will thus have a standard measure of his own to 
which the chain can be adjusted from time to time, and 
again be used with perfect confidence. 

GRUMMAN'S PATENT CHAINS. 

These chains, invented and patented by J. M. Grumman, 
of Brooklyn, N. Y., are made of very light steel wire, the 
links being finely tempered, and, as shown in the cut, so 
formed at the ends as to fold together readily, and thus 
dispense with the use of rings. 



o^ 




This construction gives but one third as many wearing 
points as' on the ordinary chain, and affords the utmost 
facility for repairs. 

Five or ten extra links are furnished with each chain, 
and these have only to be sprung into place to replace 
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such as lyay have been broken. The chain can also be 
sprung apart at any link, and thus be made of any length 
desired. 

One of these chains is made of No. 15 wire, and is 
used for measuring on the surface like the ordinary chain. 
The other is used as a " suspended chain," for very accurate 
measurements, and is made of No. 18 wire and provided 
with spring balance, level and thermometer attachments. 
It is held above the surface when in use, and the extremi- 
ties of the chain are marked upon the ground by the points 
of plummets let fall from fixed places on the chain. 

VARA CHAINS. 

The vara, which is in general use in Texas, Mexico and 
Cuba, is 33.333 inches long. The chains are made both of 
iron and steel wire, ten or twenty varas in length, each vara 
being usually divided into five links. A link, including a 
ring at each end, is therefore 6.666 inches long. A ten-vara 
chain has fifty links ; a twenty-vara chain one hundred 
links. Each vara is marked by a round brass tally, num- 
bered from one to nine in the ten-vara chain, and from one 
to nineteen in the twenty-vara chain. 

METER CHAINS. 

The meter is used as the standard measure of length in 
many countries, and chains of ten and twenty meters are 
often ordered. The chains are made of iron or steel wire, 
each meter being divided into five links ; a meter being 
39.371 inches long, a link, including a ring at each end, is 
therefore 7 874 inches long 

A ten-meter chain has fifty links and a twenty-meter 
chain one hundred links. Each meter is marked with a 
round brass tally numbered from one to nine in the ten- 



meter chain and from one to nineteen in the twfnty-meter 
chain. 

MARKING PINS. 

In chaining, eleven marking pins are needed, made either 
of iron, steel or brass wire, as may be preferred, about 
fourteen inches long, pointed at one end to enter the ground, 
and formed into a ring at the other end for convenience in 
handling. 

Marking pins are sometimes loaded with a little mass 
of lead around the lower end, to answer as a plumb when 
dropped to the ground from the suspended end of the 
chain. 

CHAIN-TAPES. 

Chain-tapes are made of a thin ribbon of steel, about 
one quarter of an inch wide, and of straight spring temper. 
They are usually made in lengths of thirty-three to five 
hundred feet ; and are generally used on bridge, road and 
street work, and also as standards for comparison of other 
chains and tapes. 

The thirty-three and sixty-six feet lengths are usually 
graduated at each Gunter's link for use in land surveying ; 
and the fifty and one hundred feel lengths are graduated 
at each foot, and also have the first and last foot marked in 
tenths for city work. See Price List, Nos. 760-767. 




A simple and convenient reel (or these tapes is shown 
in the above cut. The handle of the drum when not in 



use can be folded flat, and a small projection at its base fits 
into a slot made to receive it, and thus clamps the drum 
and prevents the tape from unwinding. 




The longer tapes, from three hundred to five hundred 
feet in length, are usually graduated at each five feet, and 
also have the first and last five feet marked at each foot. 
They are wound upon a substantial wooden reel, brass 
mounted, with swivel handles, as shown above. See Price 
Lis*, Nos. 770-773. 

METALLIC TAPES. 

These are of linen, about five-eighths of an inch wide, 
and have fine brass wires interwoven through their whole 
length. They are thus measurably correct, even when wet. 

They are graduated in feet and tenths of feet and 
inches on one side, and are also marked in links on the re- 
verse side They are wound up in a leather case having a 
folding handle. See Price List, Nos. 780-794. 

STEEL TAPES. 

The best tapes are made of a thin ribbon of steel in one 
piece, of straight spring temper, and either one quarter or 
three eighths of an inch wide. 
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These tapes are of all lengths, from twienty-five to one 
hundred feet, divided into feet and inches, and links on 
the reverse side, or more usually, feet and tenths of a foot, 
and links on the reverse side, the figures and graduations 
being raised on the surface of the steel. 

Paine's American steel tapes are made of thin steel 
ribbon, straight spring temper, in one piece, and about one 
quarter of an inch wide. They can be detached from the 
case when desired, and used with a pair of handles with 
compensation scale for variations of temperature, for chain 
measurements. 

Paine's tapes are U. S. standard measure at 62** temper- 
ature, and using about twelve pounds strain. A hundred- 
foot tape expands for each 10^ rise in temperature, eight 
one-hundredths of an inch. 

These tapes are wound up in a leather or metal case, 
as may be desired, having a folding handle. See Price 
List, Nos. 800-835. 

Our Excelsior steel tape, one half inch wide and 
mounted on an open brass frame with folding handle, is 
well liked for use in mines. 

The tape is easily wound up and unwound, and the 
open frame allows moisture to evaporate. See Price List, 
Nos. 850-858. 

METRIC AND VARA TAPE LINES. 

When desired, we can furnish any of our metallic tapes, 
Nos. 780-794, and steel tapes, Nos. 800-835, with metric or 
vara graduations on the reverse side, instead of links, at 
extra prices as quoted on pages 2G and 28 ; and with metric 
or vara measure only, at prices of regular styles of similar 
lengths in feet. 
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SUPPLEMENT 



TO 



Thirty-First Edition of Manual. 



NOVKMBER, 1806. 



*#* The prices in this Catalogue may yary from time to time, on account of 

fluctuations in Market Rates. 

This Price List supersedes all previous editions. It has been 

carefully revised and enlarged, and new numbers are given 

to designate the articles described. 

f^^When ordering goods always state what edition of Manual, and 

number in Catalogue. 

DRAWING INSTRUMENTS. 

" I "O GUIDE the Surveyor and Engineer in the selection 
^ of Drawing Instruments, we here add a detailed 
description, with illustrations and prices of the separate 
pieces and cases of the different kinds in general use. 

Those we shall first mention are of Swiss manufacture, 
of the finest quality and finish, and are made of the best 
German silver and English steel. 

We show first the regular patterns and then those with 
the celebrated pivot joint. 

The Alteneder instruments are the best of American 
manufacture, and are equally good with those of Swiss 
make. 

The fine German silver instruments, of German make, 
are the best of their kind. 
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The instruments before mentionetl are intended for 
Engineers, Architects, Draftsmen, Machinists and Students 
in Technical Schools. 

The cheaper German silver, brass and nickel-plated 
instruments are for Common School use and elementary 
practice. ♦ 

Parties wanting special cases made up, can select the 
pieces, and we will make cases to suit, at an additional cost 
of from $2 to $10, according to the size and quality of the 
cases, which are made of morocco, rosewood, or mahogany. 

For prices of regular size cases, see page 284. 

For the convenience of our customers, we will furnish 
any articles not on our list, but described in the catalogue 
of any American manufacturer or dealer in mathematical 
instruments, at catalogue prices. 



SPECIAL NOTICE. 



TV yr ANY of our smaller instruments, such as drawing instruments, 
pocket compasses, chains, tapes, small packages of paper and 
parts of large instruments, can be sent by mail securely packed, and at 
much lower rates than are charged by Express Companies. Packages 
not exceeding four pounds in weight can be sent in this way within the 
United States, Canada and Mexico at a cost of one cent per ounce. 

Ill all cases where g^oods are to be sent by mail, the cash 
for postage as well as for the goods must accompany the 
order. 

The postage required is mentioned in the second column 
of the Price List, and for articles worth more than one 
dollar the amount named for postage includes the cost of 
registry. 

All articles can be registered at an extra cost of eight cents for each 
package besides regular postage. Packages for registry should not exceed 
four feet in length. 

We arc not responsible for goods lost or injured i¥hea 
sent by mail. 
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SUPERIOR SWISS DRAWING INSTRUMENTS. 



OF GERMAN 



., EXTRA FINE FINISH. 




VMS. Plain nividers, 3J-inch, with handle ^l.fiO JO.IO 

\mi. Plain Dividers, 4-inch, without handle l.GO .12 

10(Kt. Ilsin nividers, Ti-inch, withnut handle 1.66 .12 

lOOS. llaiispring Dividers, •(}-incb, with handle .'-.. 2.25 .10 
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Pkick. Post. 

Hairspring Dividers, 4{-incli, wilhoul handle $2.t!5 tO.12 

Hairspring Dividers, 5-inch, without handle 2.40 .12 

rocket Dividers. 6-inch, with sheath 2.50 .12 

1'hree-1^gcd Dividers, 6-inch, for taking off three 

points 4.00 .18 

Whole and Half Dividers, 7i-iiich 8.50 .15 




W. b- L, E. CURLEY, TROY, N. Y. 

Puci. Po 
CompaEses, S^-inch, with fixed needle and pencil 

points 18.00 $0. 

Compasses, SJ-inch, with fixed needle point, and 

pen and pencil points., 4.25 

Compasses, 3}-inch, with pen, pencil and needle 

points 6.00 

Spring Bow Compasses, 3}-inch, with long handle, 

two steel points, pencil and needle points and two 

pen points for niling parallel lines 7 00 

Compasses, &}-inch, with lixed needle point pen 

and pencil )>oinls and lengthening bar 6 26 

Compasses, 6-incb, with pen, pencil and needle 

points and lengthening bar 6 50 




No. 
1026. 



1028. 
1029. 
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Price. 
Q>mpasseS) 6J-inch, with joint in each leg, pen, 
pencil and needle points, dotting pen and 

lengthening bar $9.00 

Pocket Compasses, with folding points 8.76 

Pillar Compasses, with handles, pen, pencil and 
two needle points which can be drawn out and 
used as a small bow-pen and bow-pencil 9.75 
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Post. 



$0.18 
.12 



.14 






1033. 1034. 1036. 

1033. Steelspring Bow-dividers, with ivory handle, 3-inch 1.60 .10 

1034. Steelspring Bow-pen, with ivory handle, 3-inch 2.00 .10 

1035. Steelspring Bow-pencil, with ivory handle, 3-inch.. 2.00 .10 

1039. Steelspring Bow-dividers, with ivory handle, 3J-inch 2.00 .10 

1040. Steelspring Bow-dividers, with needle point, ivory 

handle, 3J-inch 2.50 .10 

1041. Steelspring Bow-pen, with needle point, ivory 

handle, 3}-inch 2.60 .10 

1042. Steelspring Bow-pencil, with needle point, ivory 

handle, 3i-inch 2.50 .10 

1046. Spring Bow-pen, with adjusting screw 2.15 .10 

1047. Spring Bow-pen, with adjusting screw and pencil 

point 8.00 .10 

1048. Spring Bow-pen, with adjustable point, for small 

circles 8.00 .10 

1049. Spring Bow-pen and pencil, with adjustable point, 

forsmall circles 4.00 .10 
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1047. 104fl. 

(Fm pricM, Kc pugt 279.) 
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1055, Drawing Pen, with joint and pin, i 
4}-inch 

106G. Drawing Pen, witli joint and pin, i 

5}-inch Lvir 

1057. Drawing Pen, with joint and pin, ivoiy handle, 

ej-inch 1.60 

1060. Railroad Pen, vithout joints, ivory handle, 6-inch_ 2.50 
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Railroail I'en, wilh j[)inl<; in blades and shanks, im- 

pruvcil patten). iri>T}> handle. r>^-inch $<!.2r> 

I)t>ttin(; I'en, one wheel, ivory handle, li-incli I.SG 

■ lotting I'en, six wheels, improved pattern, wiili 
ink reservoir, ivory hnndle, li-inch 3.1)0 




106T. 

Iieani ('i>in|iass I'liniiluri.'. wiili two sieel piinls, 

]icii, ]iendl and ni'eille jioinls, in nuimteii inse... T.-'W 
Iteum timi passes, IX-incli, in tuo (.k-rman siivir 

bars, wilh two steel points, |>cn, iicnril and 

needle |N>intii 10.00 

Deam <.\>in]insies, 'i4-incli, three liars, with twii steel 

]KiiniK, jien, )iencil and needle [loinix. 11.00 

iieani Compasses, ttti-ineh, three Imni, with two steel 

IHiiiilS lien, ]N:ncil and needle noinls 14.J>0 

IViilKirtiiinnl IHvideni, T|-invh, <Uvidtil fiir lines 8.tK) 

I'mixntitmnl 'hividers, Tjl-inch, divided for lines 

nnddrxU-s 0.00 

l'r»]iiiniiinal Dividers, KJ-inch, divided fiir lines 

and cirt-IeK, and with rock ami piniiin inovemcnl.. 12.00 
I'riHHirlicRial I >ivider^ !)-inch, divkled fur lines and 

circles, and with micTumeter screw 14. ~u 
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No. Price. Post. 

1084. Polar Planimeter, German silver, best quality, in 

morocco case, with printed directions $1(>.00 $0.26 

This Planimeter indicates up to 10 square inches. 

108G. Polar Planimeter, German silver, best quality, in 

morocco case, with printed directions 17.50 .26 

This Planimeter indicates up to 100 square inches. 

1088. Polar Planimeter, German silver, best quality, in 

morocco case, with printed directions 27.00 .86 

This Planimeter indicates square inches, square feet and square 
centimeters. 

1090. Polar Planimeter, German silver, with the tracer- 
arm graduated nearly its entire length and with 
vernier. Easily adjusted to any desired scale. 
In mahc^any box, with printed directions 31.00 .50 

By means of the Polar Planimeter a person entirely ignorant of Geome- 
try may ascertain the area of any planimetrical figure, no matter how 
irregular its outlines may be, more correctly and in much shorter time 
than t^(! most experienced Mathematician could calculate it. 

Note. — The Planimeters mentioned above are the favorite styles and the best 
quality. 

We can furnish cheaper Planimeters (to order only), but do not keep them in stock. 



EMPTY CASES FOR DRAWING INSTRUMENTS, 

WITH TRAY FITTED COMPLETE, AND WITH LOCK. SPACE UNDER 

TRAY FOR SUNDRIES. 





Mahogany Cases Fitted, 


Morocco Cases Fittbo, 






WITH Tray. 




WITHOUT 


Trat. 


No. 


Size. 


Plain. Polished. 


Postage. 


Price. 


Postace. 


1092... 


.. 8 X 3J inches. 


$2.50 §3.25 


^.20 


152.26 


$0.16 


1093.... 


. 8x4 inches. 


2.75 3.60 


.20 


2.50 


.16 


1094.... 


. 8x5 inches. 


3.00 3.75 


.26 


2.76 


.18 


1095... 


.. 9x5 inches. 


3.25 4.00 


.30 


8.00 


.18 


109G... 


.. 10 X 6 inches. 


4.00 5.00 


.36 


4.00 


.20 


1097... 


.. 11 X 7 inches. 


4.75 6.00 


.60 


6.00 


.26 


1098.... 


. 13 X 7 inches. 


5.75 7.00 


.75 


6.00 


.60 



Other sizes made to order. 
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SETS OF EXTRA FINE SWISS DRAWING 
INSTRUMENTS IN CASES. 

Ici. Pmci. Post. 

KKI. Morocco Case, conleining : 

llainpring Dividers, No. 1005 ; Compasses, No. 

lOlU ; How-pen, No. 11134 ; Drawing Pen, No, 

Wm; Bosori.eaiis 513.00 |0.15 

102. Morocco Case, containing : 

Hairspring ]>ivi(ters. No. lOOR ; L'ompasses, No. 

10^4 ; llow-pen. No. 1041 ; Drawing Pens, Nos. 

10o6 and lO-^T i Itos of Leads 17.00 .20 




Hairspring Divider.', Nu. 1008 ; Compasses, No. 

]0'i4i Buw-spacer. No. 103'.); liow-pcn, No. 

1041; Bow-peDcil. No. 11142; Drawing Pens, 

Nos. lOM and 1057 ; Has of l.cads 22.00 

I'olishcd Mahc^njliox, wilh lock and tray, conuining : 

Jlairspring Dividers, No. 1008; Com|visses, Nos. 

Illl'.l and 1024; Drawing Pens, Nos. lOr.aand 

Kirnl; Itoxof l-;ads 21.00 

I'ulislieil Mahi^ny liux, wilh luck anil (ray, containing : 

Plain Dividers, Ko. lOOJl; Hairspring Dividers, 

No. lINW; Coni]>nsses, Nos. Mm and 1022; 

[tow-spacer, N... lo:W ; l(ov-pen. No. 1<«4 ; 

Itow-iiencil, No. H):!-"i ; Drawing Pens, Nos. 

1(ir>r>ana lO-Vi; lloxof Uods. 27.00 
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No. Prick. Post. 

1107. Polished Mahogany Box, with lock and tray, containing : 

Hairspring Dividers, No. 1008 ; Proportional 
Dividers, No. 1075 ; Compasses, No. 1024 ; 
Bow-spacer, No. 1083 ; Bow-pen, No. 1034 ; 
Bow-pencil, No. 1035 ; Dotting Pen, No. 1064 ; 
Railroad Pen, No. 1000; Drawing Pens, Nos. 
1055andl057; Box of Leads $37.00 $0.65 

1108. Polished Mahogany Box, with lock and tray, containing : 

Plain Dividers, No. 1003 ; Hairspring Dividers, 
No. 1008; Compasses, Nos. 1019 and 1026; 
Bow-spacer, No. 1040; Bow-pen, No. 1041; 
Bow-pencil, No. 1042; Proportional Dividers, 
No. 1078; Dotting Pen, No. 10f>5 ; Railroad 
Pen, No. 1062 ; Beam Compasses, No. 1067 ; 
Drawing Pens, Nos. 1055, 1056 and 1057 ; Box 
of Leads 65.00 .65 

Note. — If preferred, the purchaser can make his own selection of 
instruments and have them packed to order in a morocco case or any 
style of wood box he may desire. 

For prices of empty cases, see page 2S1. 
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SUPERIOR SWISS DRAWING INSTRUMENTS, 
WITH PERFECT PIVOT-JOINTED HEADS. 




1122. 



1130. 



nil. 
11 la. 

1114. 



PiicE. Post. 

Plain nivWm, ;ii-ii>ch fi.OO JO.IO 

llain Iiiviilcrs, j|-imh 2.*') .12 

Plain nividcm, l^i-incli 2.60 .12 

Haiispring Dividers. BJ-incli 2.fi0 .10 
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No. Price. Post. 

1115. Hairspring Dividers, 4i-inch $2.85 $0.12 

1116. Hairspring Dividers, 5-inch 3.00 .12 

1119. Compasses, 3J-inch, with fixed needle and pen 

points 3.35 .10 

1120. Compasses, 3J-inch, with fixed needle and pencil 

points 3.35 .10 

1122. Compasses, 3}-inch, with fixed needle point, and 

pen and pencil points 5.00 .12 

1124. Compasses, 3J-inch, with fixed needle point with 

hairspring, and pen and pencil points 6.00 .12 

1126. Compasses, 4J-inch, with fixed needle point, pen 

and pencil points and lengthening bar 6.25 .15 

1128. Compasses, 4J-inch, with fixed needle point with 

hairspring, pen and pencil points and lengthening 

bar 7.50 .15 

1130. Compasses, 5J-inch, with fixed needle point, pen 

and pencil points and lengthening bar 6.50 .16 

1132. Compasses, 5}-inch, with fixed needle point with 

hairspring, pen and pencil points and lengthening 

bar 7.75 .16 






1135. 1137. 1138. 

1135. Steelspring Bow-spacer, 8-inch, with metal handle.. 1.50 .10 

1137. Steelspring Bow-pen, 3-inch, with metal handle 2.25 .10 

1138. Steelspring Bow-pencil, 8-inch, with metal handle.. 2.26 .10 
1140. Steelspring Bow-spacer, 3^-inch, with wheel adjust- 
ment 2.00 .10 

1142. Steelspring Bow-pen, 8J-inch, with wheel adjust- 
ment 2.76 .10 
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114tj. Steelspring Bow-pencil, 3j-inch, with wheel adjusl- 

mem 52.75 fO.lO 

1147. Drawing Pen, with spring blade, ebony handle, i\- 

inch 1.10 .10 

1148. Drawing Pen, with spring blade, ebony handle, 6- 

ineh 1.20 .10 

1 149. Drawing Pen, wilh spring blade, ebony handle, D^- 

inch. 1.35 .10 

CASES OF SWISS DRAWING INSTRUMENTS, 
WITH PIVOT-JOINTED HEADS. 

llliO. Morocco Case. conUining ; 

Plain Dividers, No. 1110 ; Compasses, No. 1122 ; 

Drawing Pen, No. 1147; Box of Uads fO.OO fO.16 

1101. Morocco Case, containing: 

Hairspring Dividers, No, 1115 ; Compas.ses. No. 

H2ti; Drawing Pen, No. 1148; Box of Leads... 12.00 .16 




1162. 



Morocco Case, containing ; 

Hairspring Dividers, No. 1114 ; Compasses. Nos. 
lll'J and 1120; Drawing Pen. No. 1147 ; Box 
of Leads 12.00 

Morocco Case, containing : 

Hairspring Dividers, No. 1115; Comtrasscs, No. 
112ii; liow-pen. No. 1137 ; Drawing Pens, Nos, 
1147 and 1148; Boxof Leads 15.50 

Morocco Case, containing ; 

Hairspring Dividers, No, 1110 ; Compasses, Nos, 
1121 and 1130; Drawing Pens. Nos. 1147 and 
1148; Boxof Leads 20.00 
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o (JaKU, containing : 
Hairspring Dividers, No, 1!15 ; Compasses, No. 
U2(i; Bow-spacer, No. 1136; Bow-pen, No. 
1137; Bow-pencil, No. 1138; Drawing Pens, 

Nos. 1147 and 1148 ; Box of I^ads $20.00 fO.SO 

Morocco Cast, containing ; 

Hairspring Dividers, No. lllfi ; CompaSieS, Nos, 
ll'24and llaO; Bow-pen, No. 1187; Drawing 
Pens. Nos. 1147, lUe and 1149; Box of Uads.. 24.00 .26 
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ALTENEDER'S PATENT JOINT GERMAN SIL- 
VER AND STEEL DRAWING INSTRUMENTS. 



(WAI 



K.) 



The excellency of these inslrumenls consists in the joints of the 
dividers being »i conslnicled as to prevent any irregular motion when 
the legs are opened or closed, also for the general cate with which the 
e linisheil. All the pens are well made and pointed. 




Ilain Dividers, 3J-inch % 2.26 

Plain Dividers, 4i-inch 2.50 

I'lain Dividers, 5-incb 2.50 

Hairspring Dividers, 3^ 

Hairspring Dividers, 4J-incb 3.76 

Hairspring Dividers, 6-inch 4.00 

Compasses, 3 j -inch, with lixed needle and pen 

poinu 4.00 

Compasses, 3J-inch, with fixed needle and pencil 

points 4,00 

Compasses, 4J-inch, with fixed needle and pen 

points 4.60 

Compasses, 4j-inch, nilh fixed needle and pencil 

points 4.60 

{ £« cuo on jugni SM Hud »S, ) 
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'^^1 





1196. 



1196. 





1190. 



1197. 

(For prices, see page 206.) 



1198. 
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No. Price. Post. 

1184. Compasses, 5j^-inch, with fixed needle and pen 

points $5.00 10.12 

1185. Compasses, 5J-inch, with fixed needle and pencil 

points 6.00 .12 

1186. Compasses, 3 J -inch, with fixed needle point, and 

pen and pencil points 6.00 .12 

1187. Compasses, 3J-inch, with fixed needle point with 

hairspring, and pen and pencil points 7.50 .12 

(See cut of No. 1187 on page 294.) 

1 188. Compasses, 4 J -inch, with fixed needle point, and pen 

and pencil points and lengthening bar 7.25 .14 

1189. Compasses, 4J-inch, with fixed needle point with 

hairspring, and pen and pencil points and length- 
ening bar 8.75 .14 

1190. Compasses, 5 j -inch, with fixed needle point, pen 

and pencil points and lengthening bar 7.50 .16 

1191. Compasses, 5^ -inch, with fixed needle point with 

hairspring, pen and pencil points and lengthening 

bar 9.00 .16 

1196. Steelspring Bow- spacer, metal handle, 3 -inch 1.75 .10 

1 1 96. Steelspring Bow-spacer, needle-points, metal handle, 

3-inch 2.50 .10 

1197. Steelspring Bow-pen, needle point, metal handle, 

3-inch 2.50 .10 

1198. Steelspring Bow-pencil, needle point, metal handle, 

3 inch 2.50 .10 

(See cuts of Nos. 1190-1198 on page 295.) 





1206. 

1206. Drawing Pen, with spring blade, ebony handle, 4J- 

inch 1.40 .10 

1207. Drawing Pen, with spring blade, ebony handle, 6- 

inch 1.66 .10 

1208. Drawing Pen, with spring blade, ebony handle, 6J- 

inch 1.90 .10 

1209. Drawing Pen, with patent spring hinge, ebony 

handle, 6-inch 2.90 .10 

1210. Railroad Pen, ebony handle, 6-inch 8.50 .10 

1211. Swivel Curve Pen, spring blade, hollow metal 

handle 2.00 .10 

1212. Pricker, with removable needle point, ebony handle, 1.00 .10 
1214. Nickel-plated case, for leads 15 .OS 
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ALTENEDER'S PATENT JOINT DRAWING 
STRUMENTS IN MOROCCO CASES. 



1222. Muroi 



Morocco Case conlaining : 
Compasses, Nos. 1180 and 1181 ; Drawing Pen, 
No. 1206; Boi of Leads $10.76 $0.15 



ning: 



spring Dividers, No. 1176 ; Conipa.sses, No. 
1188; Drawing Pen, No. 1207; Box of Leads.. 14.25 
1224. Morocco Case, containing; 

Hairspring Dividers, No. 1176 ; Compasses, No. 
1183; Bow-pen, No. 1197; Drawing Pen, No. 
1207; Boxof I^ads 18.50 




1226. 

Hairspring Divider,?, No. 1175; Compasses, No. 
1188; Jiow-spacer, No. 1195; Bow-pen, No. 
11117; Bow-pencil, No, 1198; Drawing Pens, 
Nos. 1206 and 1207; Box of Leads 23.00 

Morocco Case, containing: 
Hairspring Dividers, No, 1176; Compasses, No. 
1191; Bow-spacer, No, 1196; Bow-pen, No, 
1197; Bow-pencil, No. 1198; Drawing Pens, 
Nos, 1206 and 1207; Bon of Leads 25.00 

Morocco Case, containing : 
Hairspring Dividers, No. 1176; Ctanpasses, Nos, 
1186 and 1190; Bow-spacer, No. 1195; Bow- 
pen, No. 1107; Bow-pencil, No. 1198; Drawing 
pens, Nos. 1206 and 1207 ; Box of Leads 80.00 
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1230. 
No. Pmci. PuST. 

laai. l.i.-iilhor I'otktl Cast, with fluxilik- Haps, and con- 

taininB same inslninieiUs as in s^-t No. 1225 J'i4.25 |0.20 

12uli. limply I^athtT IVicktl fase, wilh 
Htxilile fla|», anil Hlteil lo re- 
ceive from fivu lo twulvc {hcccs 

()f drawlof; iiuMmmeiiU ; iiricc, i>kh.f, kmt. 

according losizL- of com: S^.Till tu^l.OO $0.12 to (0.20 

M.iOtcu Cjim. ■.!* »ta N.«, IWU- IL-JS. al un eitra t,Ht uf J1.SS. 
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BEST GERMAN DRAWING INSTRUMENTS. 

OK KENE GERMAN SII.VKR AND STKEL, 
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Ko. 



Pbicb. 



Plain Dividers, 8i-inch, with handle fO.TO |0.a 

lase. Plain Dividers, 4-inch, with handle 75 .« 

1237, riBin Dividers, 6-inch, wilh handle -. 80 .Oi 

1288. Plain Dividers. 6-inch, with handle 96 .a 

1240. Haiispring Dividers, 4-ineh, with handle 1.20 .H 

1241. Hairspring Dividers, 6-inch, with handle 1.40 .1 

1242. Hairspring Dividers, 6-inch, with handle 1.75 .11 

1246. Compasses, 8{-inch, with pen, pencil and needle 

points 2.50 

1247. Compasses, TiJ-inch, with pen, pencil and needle 

points and lengthening bar 8.00 
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Pocket Dividers. 6 -inch, with sheath SI. GO $0.12 

TliTee-legged Dividers, 5-inch, for taking off three 

points 2.76 .18 

Proportional Dividers. 0)-inch, divided for tines "i-'iSi .16 

Propooiona] Dividers, 7-inch, with rack movement 

and divided for lines and circles 4.80 .15 

Pocket Compasses, with folding points <).00 .12 




1268. 
1270. 



lieam Compass Furniture, with pen, pencil and 

needle puinLt, in morocco case 5.00 

Universal Map Measurer. Theindex-hBnUregisters 

inches to tnilcs, or centimeters to kitomutcrs 3.00 

Rteelspring I)ow-spaccr, ivoiy handle, Sj-inch 05 

Stcclspring Ilow-pen, ivory handle. Kj-inch 1.25 

Slcclsiiring llnW'pencil, ivory handle. RJ-inch 1.25 

Set of Ihrce Steel Bows, Nos. 12(17. 1-2G8 and 12(i'J 
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Vmy Sjiriiit; Itow-iH.'!!, with putiL-il Uc 






(r. &- /.. E. CURLEY, TROY, N. Y. 30S 




1290. 
1292. 
1294. 
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Spring Bow-pen. wilh adjusUble needle point for 

SDoall circles % 

Spring Bow-pen. with pencil leg, and adjustable 

needle point for small circles '• 

Spring Bow-pen, with spring needle point for small 

circles 

Drawing Pen, without joint, ivory handle, 4). inch.. 
Drawing Pen, without joint, ivoiy handle, 5|-inch.. 
Drawijjg Pen, with fine joint, iTory handle, 4 J -inch 
Drawing Pen, with fine joint, ivory handle, 0-inch.. 
Drawing Pen, with fine joint, ivory handle, 6}-inch 
Drawing Pen, with fine joint ajid pin, ivory handle, 

4J-inch 



Von. 
10.10 
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No. Pricb. Post. 

1298. Drawing Pen, with fine joint and pin, ivory handle, 

6-inch $0.70 $0.03 

1299. Drawing Pen, with fine joint and pin, ivory handle, 

5J_6-inch 75 .03 

1300. Drawing Pen, without set-screw, hollow metal 

handle, 5J-inch 1.46 .08 

1301. Drawing Pen, Swedish pattern, ebony handle, 

6-inch 75 .03 

1302. Drawing Pen, Swedish pattern, ebony handle, 

0-inch 86 .03 

1303. Drawing Pen, with German silver blades, for red 

ink, 6-inch 65 .08 

1304. Curve Pen, ivory handle, 4J inch 1.26 .10 

1306. Curve Pen, swivel blade, hollow metal handle, 

6-inch 1.60 .10 

1306. Drawing Pen, for heavy border lines, ivory handle, 

6i-inch 2.00 .10 

1307. Railroad Pen, with joints, ivory handle, 6J-inch 2.26 .10 

1308. Railroad Pen, with ebony handle, 6J-inch, will 

draw with one stroke one broad or two parallel 

lines of the same or different widths 3.00 .10 

1310. Pricker, ivory handle.. « 1.20 .10 

1312. Tracer, ivory handle 90 .02 

1314. Dotting Pen, one wheel, ivory handle, 6-inch 96 .03 

1310. Dotting Pen, with six wheels, extra fine, in Morocco 

case 3.76 .12 

The outer wheel is rolled on the edge of a ruler and turns the ratchet 
wheel, which causes the pen to move up and down. The flat point near 
the pen must slide on the paper. 

( For cuts of Nos. 1304-1316, see page 30G.) 
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1304. 130B. 1307. 1308. 1310. 1312. 1314. 
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CASES OF FINE GEkMAN SILVER INSTRU- 
MRNTS. 

FOR KNGINEERS, ARCHITECTS. AM) MACHINISTS. 

1330. Morocco Case, conlaining : 

Compasses, Nu. 1246; Drawing Pen, No. 12U4 ; 

Hon of l^nds. $3.2i (0.12 

IS;>1, Morocco Cas 4, cunts i n ing : 

llain Divi Icrs, No. V£i,h % Compasiics, No. 124^ ; 

DraH-ing Ten, No. 1^94 ; IJox of Leads 4.00 .18 

1343. Morocco Case, containing: 

llain Dividers, No. 1237; Compasses, (ij-inch, 

with fixed needle ]>oint, pen and pencil points ; 

Drawing Pen, No. 12"Ja; l)oxofLea<ls 3.50 .16 

133o. Morocco Case, containing : 

I'lain Dividers, No. 1237 ; Compasses, No. 1247 ; 

Drawing Pen, No. 1291); Hot ofl.eads fi.OO .18 





Morocco Case, containing: 

Spring Bow-compasses, 3j-iiich, with long detacli- 
able handle, two pen points, pencil and needle 
points ; Drawing Pen, No. 12117 ; Box of Leads 

Morocco Case, containing: 
Plain Dividers, No. 1237 i Compasses, No. 1247 ; 
Bow-pen. No. 12G8 ; Drawing Pen, No. 1299; 
BoK of Leads 
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- ^aa^^^ 









1339. 

Piuct Post. 



Morooco Case, containing : 
Plain Dividers, No. 1237 j Compasses. Nos. 1246 
and 1247 ; Drawing I'ena, Nos, 12'J7 and 1299 ; 
Bon of Leads f8.76 $0.20 




Morocco Case, conlajning : 
Flain Dividers, No. 1237 ; Compasses, Nos. 12« 
and 1247 ; Bow-pen, No. 1268 ; Drawing Pens, 
Nos. 1297 and 1299; Box of Uads $10.00 10.20 

Morocco Case, containing : 

Hairspring Dividers, No. 1241 \ Compasses, No. 
1247; Bow-spacer, No. 1267; Bow-pen, No. 
12fi8; Bow-pencil, No. 1209; Drawing Pens, 
Nos. 12B7 and 1299; Box of Leads 10.60 .20 

Polished Mahogany Box, with lock and tray, con- 

Uairspring Dividers, No. 1241 ; Compasses, Nos. 
1-246 and 1247 ; Drawing Pens, Nos. 1297 and 
1299; Bon of Leads 12.00 .40 
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andl2iH»; Hoi of Leads ?14.C0 80.45 

1S4C. Polished Maho^^any lioi. wilh lock and tray, con- 
taining : 

Hairspring Dividers, No. 1241 ; Canipii.''sca, Nos. 
1245 and ia47 ; I'roportionai Dividers, No. 1263 ; 
Bow-pcD, No. 1268; Drawing Peng, Nos. 12'J7 

andl299i Boxof Uads 10.00 .60 

1348. Fbliihed Mahi^any Box, with loci; and tray, con- 
taining : 

Hairspring Dividers, Xo. 1241 ; Clompasses, >'u. 
1247 ; l-roportiona! Dividers, No. 1253 ; Bow- 
spacer, No. 12fi7; Bo»-pen, No, 12)18; Bow- 
pencil, No. 12li9; Railroad IVn, No. 1.S07; 
Curve Pen, No, l:»l ; Drawing IV-ns, Nos. 

12U7. 121)1) and laoi ; Box of Uads 20.00 .65 

1862. Polished Mahogany Box, with lock and tray, con- 
taining : 

Plain Dividers, No. 121)7; Hairspring Dividers, 
No. 1241; Compasses, Nos. 1246 and 1247; 
Proportional Dividers, No, 1256 ; Bow-spacer, 
No. 1275 J Bow-pen. No. 1276; lJuw-|*iicil. 
No, 1277 ; Railroad Pen, No. 1308 ; Curve Pen, 
No. 13t>.'> ; Drawing i'ens, Nos. 12114, 12IIH ati<i 
1301; Beam Compass, No. 1259 ; Bok of Leads.. S6.00 .76 
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SETS OF PIVOT JOINT INSTRUMENTS OF BEST 
(.ERMAN MAKE. 

nXE CKRMAX SILVER AND STEEL. 
Mo. PUCB. Poet. 

lltOu. Morocco Case, containuig : 

riain IJiviileis, u-inch ; Compasses, Oj-ineh, wilh 
fixed needle point, pen and pencil points and 
Icnt^thening bar ; Drawing Ten ; Box of Leads... $9.00 ¥0.1& 

1300. Morocco Case, containinjj : 

I'lain Dividera, 3^-inch ; Compasses, 3J-inch, 
with lixcd needle and pen points ; CompasscE, 
^.1-inch, ivitli lixed- needle and ])cncil pnints ; 
Ilraivini; Ten ; Hox of Leads 10.00 .16 




Moruceo Case, cuiilaining : 
Hairspring Dividers, 6-inch ; Compasses, fij-inch, 
with lixed needle ]>oint, ])en and pencil points 
and lengthening Isir ; Bow-spacer ; l)ow-]ien ; 
]tow-|«ncil ! Two Drawing I'ens ; fiox of Leads 12.60 

Morocco Ca.se, containing : 

riain Dividers, fi.iiich ; Comjasscs, fij-ineh, with 
fixed needle point, ]>cn and {lencil [loints and 
lengthening bar ; Compasses, 3{-inch, with iixed 
needle and pen points ; Compasses, UJ-iDch, with 
lixed needle and |iencil points; Two Drawing 
I'ens; Box of Uads 16.00 
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SETS OF GERMAN SILVER DRAWING INSTRU- 
MENTS !'0R SCHOOL USK. 




Lealher CasL-, containing : 

Plain Dividers, &-inch ; Compasses, 5J-inch, with 
fixed needle point, pen and pencil points and 
lenglhenine bar i Drawing Pen ; lion of Leads... $3.00 $0,13 

Leather Case, containing ; 

Plain Dividers, 6-inch ; Compasses. SJ.inch, with 
fixed needle point, pen and pencil points and 
lengthening bar ; Bow-pen ; Drawing Pen ; Box 
of Leads 4.00 .15 

Leather Case, containing ; 
Ilain Dividers, 5-inch ; Compasses, Cj-tnch, with 
steel points, pen, pencil and needle points and 
lengthening bar 1 Bow.spacer; Bow. pen ; Bow- 
pencil; DrawingPen; liox of l^ads 6.00 .18 
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Ij^thcr Case conlaining x 

I'lain Divideis, G-inch ; Compasses, 3j-inch, 
with steel points, pen, pencil and needle points; 
Compasses, f)J-inch, with sice] ]»)iiils, pen, ]iencil 
and needle points and lengthening bar ; Jtow- 
spftcer : Itow-pen ; liow-peneil ; Two Urawiny 
Pens; Box of l<ads. *».00 |0.20 
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BRASS DRAWING INSTRUMENTS. 

FOR SCHOOt USE. 




1386. 



1389. 



1393. 



1397. 



1400. 



1376. PIainl)ividcrs,rivetjoiiil,4-inch fO.lG JO.ff 

137B. Plain Dividers, rivet joint, 5.inch 20 .Oi 

ISTK. nain Dividers, screw joint, 4-inch '20 .W 

1379. Plain Dividers, screw joint, Much 25 .0; 

1882. Compasses, 3-inch, with pen point 86 .0^ 



814 IV, &> L. E. GURLEY, TROY, N. Y 

No. Price. Post. 

1388. Compasses, 3-inch, with pencil point $0.35 $0.03 

1384. Compasses, 3-inch, with pen, pencil and needle 

ix)ints 40 .04 

138r). Compasses, 4 J -inch, with pen and pencil jwints and 

lengthening bar 50 .05 

1380. Compasses, 4i-inch, with fixed needle ])oint, pen 

and pencil points, and lengthening bar 60 .06 

1387. Compasses, 0-inch, with pen and pencil points, and 

lengthening bar ^ 65 .08 

1388. Compasses, (>-inch, with fixed needle i>oint, pen and 

pencil i)<)ints, and lengthening bar 75 .08 

1380. Spring bow pen, with needle point, 3-inch 60 .02 

1301. Roulette, with three wheels, for dotting lines 75 .03 

1303. Proportional Dividers, OA-inch, divided for lines 1.50 .13 

1305. Drawing Pen, wockI handle 15 .02 

1300. Drawing Pen, Ixme handle 20 .02 

1307. Railroad Drawing Pen 1.50 .10 

14(M). \\\H>d Dividers, with crayon holder, 12-inch 1.00 .16 

14()1. Wood Dividers, with crayon holder, lo-inch 1.25 .18 

1402. Wood Dividers, with crayon holder, lb-inch 1.50 .20 



CASES OF BRASS DRAWING INSTRUMENTS. 

FOR SCHOOL I'SE. 

1405. Rosewood Box, containing : 

Plain Dividers, 4i-inch ; Compasses, 4-inch, with 
pen and pencil points ; Comj>asses, ♦i-inch, with 
])en and j)encil ])oinls and lengthening bar ; 
Drawing Pen; Brass and Horn Prolnictors ; 
W(K)d Rule $2.00 $0.28 

140<». Rosewood P)OX, with lock and tray, containing : 

Plain Dividers, 4i-inch ; Compasses, 4-inch, with 
iixed needle ]K>int, ])en and pencil jwints ; Com- 
passes, 0-inch, with fixed needle |K)int, pen and 
pencil i)oints and lengthening bar ; I )rawing Pen ; 
Brass and Horn Protractors ; Wood Rule 3.00 .28 

1407. Rosewood Box, etc., same as No. 14()'), and with 

addition of Spring Bow-pen 3.75 .28 

1408. Rosewood Box, etc., .same as No. 1405, and with 

addition of Spring B()w-]K'n, Proportional Divid- 
ers, Triangle and Irregular Curve, and omitting 
Brass Protractor 5.50 .86 
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NICKEL TLATED DRAWING INSTRUMENTS. 




142S AND 142T. 
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NICKEL PLATED BRASS DRAWING INSTRU- 
MENTS. 

FOR SCHOOL USE. (i/./iaft SIS.) 
No. Puci. Pa 

Plain Dividers, rivet joint, 4i-incli J0.16 

Plain Dividers, rivet joint, 5J-inch 20 

Plain Dividers, screw joint, Ij-incb 20 

Plain Dividers, screw joint, r)|-inch 26 

Compasses, 4J-inch, with pencil point 30 

Comjiasses, 4j-inch, with pen and pencil points 45 

Compasses, 4j^-inch, with pen and pencil points and 

lengthening bar 66 

Drawing Pen, binck wood handle, 5-inch 20 

Drawing Pen, bone handle, 5-inch 80 

SETS OF NICKEL PLATED DRAWING INSTRU- 
MENTS IN LEATHERETTE CASES. 

FOR SCHOOL USE. 

I4S0. Case, containing : 

Co[npas.ses, 4J-incli, with pen and pencil points 

Box of Leads; Color Saucer J0.60 fO^OB 

14m. Case, containing : 

Compasses, 4 j-inch, with pen and pencil points ; 

Drawing Pon ; Box of l.eaJs ; Color Saucer; 

Prolraclor, Ruler and Triangle 86 ,10 




ly. &• I.. E. GURLEY, TROY, N. Y. 



riain Dividers, 4-inch ; Compasses, 4i-ineh, 
"'"" — "~ "■ ";ncil points ; Drawing I'cn ; Bon 
T Saucers ; I'rolractor, Ruler and 




1436. Case, containing : 

Plain Dividers, 4-inch ; Compasses, 3-inch, with 
pen, pencil and needle points \ Compasses, 
4 J-inch, with pen and pencil points and lengthen- 
ing bar : Drawing Pen ; Box of Leads ; Color 
Saucers ; Protractor, Ruler and Triangle 

1480. Case, containing: 

Plain Dividers, 4-inch ; Compasses, 4}-tnch, with 
pen and pencil points and lengthening bar; 
Spring Bow-pen ; Drawing Pen ; Box of I.eads j 
Ojlor Saucers j ftottactor, Ruler and Triangle... 
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PROTRACTORS. 



KXTRA FINE SWISS GERMAN SILVER PRO- 

TRACTORS. 



No. 
1440. 

1441. 
1442. 
144;J. 



144r). 

1 Mii. 
1447. 
1 W\ 




1442. 

Pricb. Po«t. 
I*rotracU)r, half circle, 4-inch, beveled edge, center 

on outer edge, divided to 1 degree $1.60 f0.12 

IVotractor, half circle, 5-inch, divided to J degrees^ 2.26 .18 

IVotractor, half circle, (>-inch, divided to \ degrees.. 2.76 ,16 

IVotractor, half circle, G-inch, divided to J degrees.. 8.60 .16 




1446. 



IVotractor, half circle, r)-inch, beveled edge, center 

on inner edge, divided to j degrees 2.76 

IVotractor, half circle, (i-inch, divided to I degrees.. 8.50 

IVotractor, half circle, 0-inch, divided to J degrees.. 4.26 

IVoiractor, whole circle, 5-inch, divided to \ degrees 4.60 



.14 
.16 
.16 
.20 
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EXTRA FINE SWISS GERMAN SILVER 

PROTRACTORS, WITH ARM AND 

WITHOUT VERNIER. 



No. 
U54. 




Price, Post. 
IVotractor, half circle, 6-inch, 

with horn center and H-inch 

movable arm, divided to J 

degrees |7.60 $0.20 

Protractor, half circle, 7-inch, 

with horn center and (i-inch 

movable arm, divided to j 

degrees 9.00 .26 



Length of arms extending over 

the outer edge of 

Protractors. 



For Nos. 1460 and 1465, SJ-inch. 
For Nos. 1461, 1466, 1470, 6-inch. 
For Nos. 1462, 1467, 1473, 6i.inch. 



1461. 

EXTRA FINE SWISS GERMAN SILVER PRO- 
TRACTORS WITH ARM AND VERNIER. 

No. Prick. Post. 

1460. Protractor, half circle, r)J-inch, with horn center 

and movable arm, divided to J degrees, vernier 

reading to 3 minutes $10.00 $0.20 

1461. Protractor, half circle, 8-inch, divided to \ degrees, 

vernier to 1 minute 14.00 .26 
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No. Prick. Post. 

1462. l*rolractor, half circle, 10 inch, divided to \ degrees, 

vernier to 1 minute |17.00 $0.36 

1465. Protractor, whole circle, 5J-inch, with horn center 

and movable arm, divided to J degrees, vernier 

reading to 3 minutes 14.00 .80 

1466. IV .tractor, whole circle, 8-inch, divided to \ degrees, 

vernier to 1 minute 16.00 .36 

1467. Pn^tractor, whole circle, 10-inch, divided to \ de- 

grees, vernier to 1 minute 20.00 .50 

1470. I*rotractor, half circle, 8-inch, with horn center and 
movable arm, divided to J degrees, vernier to 1 

minute, with clamp and tangent to arm 18.00 .30 

1473. Protractor, whole circle, 8-inch, with horn center 
and movable arm, divided to } degrees, vernier to 
1 minute, with clamp and tangent to arm 20.00 .40 

MAHOGANY CASES FOR PROTRACTORS. 

1476. Case for Protractors Nos. 1454, 1455, 1460 $1.76 $0.26 

1477. Case for Protractors Nos. 1461, 1462, 1465, 1470... 2.25 .36 

1478. Case for Protractors Nos. 1466, 1467, 1473 8.00 .46 

LIMB PROTRACTOR. 

BRONZK HEAD, STEEL KI^ADE. VERNIER TO ONE MINUTE. 

Made by W. & L. E. Gurley. 




Vertical Section- 



(For prices, :>ce page 321.) 
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l.imii I'rotractor, with blade 24-inch. Nickel-plated (8.01) 

Limb IVotraclor, with blade aO-inch. Nickel-plated 8,75 

I.inili I'rotractrir, with blade 86-incti. Nickel -plattnl 0.1>0 

I.imbl'ralractur, with blade 42-itich. Nickel plalol 10.25 

Limb l-rotractor, with blade 48-inch. ' Nickel -pUled 1L6(» 



CROZET'S PROTRACTOR. 

(Made by W. & L. E. GurLey.) 




1488. (Icmian 


SilvLT I-ro 
es. with ver 


™e?w'l"minu 


half circle, half 


The Cr..zet 
I'. S. Kiiftiiiecr 

^"^ U may be ii 
always set lo th 
the paper. 


IVotraclor, 
Cots, wcr 
s yet devise. 
*d with the 
e starting jm 


name<l from its inventor, nn ..fficer of the 

i" rule or straight edge. The fealher edge is 
nl and the line produced widioul pancluring 
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DUFFIELD'S PATENT PROTRACTOR. 



Made of transparent cellulo d and n th two parallel Males of twenty 
irts to the inch, to enable the zero hne to be set parallel to n 
nes drawn on the paper 




14yO. Protractor, half circle, tMnch, divi(le<i lo J degrees.. J8.0O >0.12 
140-J. IVntractor. half circle, <J-inch, divEded to \ degrees.. S.50 .16 

14«4. i'rotnictor. half circle, 12-inch, divided to \ degreea 4.00 .20 

GERMAN SILVER PROTRACTORS. 

1500. German ^dvcr Prolractot, 4 inch, half circle, whole 

degrees fO.CO (O.OS 

1502. German Silver I'rotractor, C inch, half circle, half 

degrees „ .80 .06 

ISOn. German SiKer ["rotractor, (unch, half circle, half 




ver Protractor, 5- inch, half circle, 
beveled edge, half degrees 1.00 

iniO. German Silver IVotraclor. fi-ineh, half circle, 

beveled edge, half degrees 1.60 

1611. Gennan Silver, I'rotractor, 7-inch, half circle, 

beveled edge, half degrees 2.00 
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BRASS PROTRACTORS. 




1518. 

No. Prick. Post. 

1515. Brass Protractor, 3-inch, half circle, whole degrees. $0.10 $0.02 

1516. Brass Protractor, 4-inch, half circle, whole degrees. .20 .03 

1518. Brass Protractor, 5-inch, half circle, half degrees... .50 .05 

1519. Brass Protractor, 6-inch, half circle, half degrees... .55 .07 



HARD RUBBER PROTRACTORS. 

1525. Rubber Protractor, 6-inch, half circle, half degrees. |3.00 $0.13 

1526. Rubber Protractor, 8-inch, half circle, half degrees. 3.75 .15 
1528. Rubber Protractor, 6-inch, whole circle, half de- 
grees 3.75 .18 



WHITE CELLULOID PROTRACTORS. 

1532. Celluloid Protractor, 6-inch, half circle, beveled 

edge, half degrees $3.75 $0.13 

1533. Celluloid Protractor, 8-inch, half circle, beveled 

edge, half degrees 4.75 .16 

1535. Celluloid Protractor, 6-inch, whole circle, beveled 

edge, half degrees 4.75 .18 



TRANSPARENT HORN PROTRACTORS. 

1540. Horn Protractor, 4-inch, half circle, whole degrees. $0.12 $0.02 

1541. Horn Protractor, 5-inch, half circle, half degrees ... 

1542. Horn Protractor, 6-inch, half circle, half degrees ... 
1544. Horn Protractor, 8-inch, half circle, half degrees .. . 

1547. Horn Protractor, 5-inch, whole circle, half degrees. 

1548. Horn Protractor, 6-inch, whole circle, half degrees. 



.20 


.02 


.25 


.03 


.50 


.06 


1.25 


.12 


1.60 


.14 
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1BB0. 

No, . Phcb. P(wr. 

11>60. Rnitioad Curve I'rotractor, of hom, S-inch, half cir- 
cle, half di^rees, having laid off on it twenty- 
three curves from { degree to fl degrees, lo a scale 
of 400 feel to the inch tl.60 |0.18 



PAPER PROTRACTORS. 

1502, Protractor, on Bristol Board, G-incb, half circle, 

half degrees |0.I6 |0.02 

1653. Protractor, on Bristol Board, 6-inch, half circle, 

haltdegrees „ .20 .02 

1566. Protractor, on Bristol Board, 8-tnch, whole circle, 

haltdegrees 20 .04 

1666. Protractor, on Bristol Board, lt)-inch, whole circle, 

quarter d^rees 40 .07 

1668. Protractor, on Drawing Paper, 18-inch, whole cir- 
cle, quarter degrees 30 .OS 

1569, Prolractor, on Tracing Paper, 18-inch, whole cir- 
cle, quarter degrees „ .26 .08 
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SCALES. 



IVORY PROTRACTOR SCALES. 




1660. Front Side. 
No. Pricb. Post. 

1500. Ivory Rectangular Protractor, 6 inches long, If 
inches wide, with scales as follows : front sides 
divided around edges from to 180 degrees in 
single degrees, scales of J, J, f and 1 inch to the 
foot, and scale of chords. Reverse side scales of 
30, 35, 40, 45, 60 and 60 parts to the inch, scale 
of chords and diagonal scale of inches and yj^ths.. $1. 50 f 0. 12 

15G1. Ivory Rectangular Protractor, 6 inches long by 1} 
inches wide, with scales as follows : front side, 
the edge divided into single degrees from to 180 
degrees, scales of J, J, f , J, f , f , J, and 1 inch 
to the foot, and scale of chords. On the reverse 
side, scales of 30, 35, 40, 45, 50 and 60 parts to 
the inch, scale of chords and diagonal scale of 
Tirr^hs 

1563. Ivory Rectangular Protractor, 6 inches long by 2 
inches wide, with scales as follows : front side 
the edge divided in J degrees from to 180 de- 
grees, scales of J, J, | , J, |, J, J, 1, 1 J, U inches 
to the foot, scale of chords, and line of 40 parts 
on lower edge. On the reverse side, scales of 20, 
25, 30, 35, 40, 45, 50, 60 parts to the inch, di- 
agonal scale of y^ths 4.00 

15G4. Ivory Rectangular Protractor, 6 inches long by 2 J 
inches wide, with scales as follows : front side, 
the edge divided in \ degrees from to 180 de- 
grees, scales of J, J, f, J, |, }, J, 1, IJ, IJ, If, 
\\ inches to the foot, scale of chords, and scale 
of 40 parts on the lower edge. Reverse side, 
scales of 10, 15, 20, 25, 30, 35, 40, 45, 50, 60 
parts to the inch, and diagonal scale of y^ths 4.50 .18 



2.00 .12 



.13 
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FLAT BOXWOOD AND IVORY SCALES. 

No. Pkicb. Post. 

1570. Boxwood Protractor, 6 inches long, If inches wide, 
divided to whole degrees, with scales }> }> f» 1 
inch, diagonal scale and scale of chords $0.35 $0.08 

1572. Boxwood Scale, 0-inch, for school use 12 .02 




1573. 



1573. Ivory Scale, 6-inch, with diagonal and chain scales .76 .08 

1575. Boxwood Sector Scale, 6-inch, opens to 12-inch 1.00 .12 

1576. Ivory Sector Scale, 6-inch, opens to 12-inch 2.25 .16 

1577. Boxwood Scale, 6-inch, divided J, J, J, 1 inch to 

the foot 60 .08 



m^ 




u 



H 



ENfilNE DIVIDED 



10 8 8 



1 o ^ 



1 
TTJSJSi. 



M}/T/r/r/r/r/}/r/f/fM 



1578. 



1578. Boxwood Scale, 12-inch, divided J, J, j, 1 inch to 

the foot 76 .06 

1579. Boxwood Scale, 18-inch, divided J, J, J, 1 inch to 

the foot 1.60 .18 

1580. Ik)xwood Scale, 24-inch, divided J, J, J, 1 inch to 

the foot „ 2.00 .22 

1581. Ivory Scale, 6-inch, divided |, J, j, 1 inch to the 

foot 2.00 .12 

1582. Ivory Scale, 1 2-inch, divided J, J, hy 1 inch to the 

foot " 3.00 .14 

1583. Boxwood Scale, 6-inch, divided f, J, 1}, 3 inches to 

the foot 60 .08 
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No. Pricb. Post. 

1584. Boxwood Scale, 12-inch, divided f , J, IJ, 3 inches 

to the foot 10.75 $0.06 

1585. Boxwood Scale, 18- inch, divided }, J, IJ, 3 inches 

to the foot 1.50 .18 

1686. Boxwood Scale, 24-inch, divided f , }, IJ, 8 inches 

to the foot 2.00 .22 

1587. Ivory Scale, 6-inch, divided |, }, IJ, 3 inches to 

the foot 2.00 .12 

1588. Ivory Scale, 12-inch, divided }, |, IJ, 3 inches to 

the foot 3.00 .14 

1590. Boxwood White-Edge Scale, 6-inch, divided J, J, 

J, 1 inch to the foot 75 .03 

1591. Boxwood White-Edge Scale, 12-inch, divided J, j, 

J, 1 inch to the foot 1.25 .14 

1594. Boxwood White-Edge Scale, 6-inch, divided f, f, 

1 J, 3 inches to the foot 75 .08 

1595. Boxwood White-Edge Scale, 12-inch, divided f, }, 

1 J, 3 inches to the foot 1.25 .14 

1600. Boxwood Scale, 12-inch, with 12 scales, as follows : 

h A» h h h h 1» Hy IJ, If, 2 and 8 inches to 
the foot, the first division of each scale subdivided 
into 12 parts, and diagonal scale reading to j^j^ 
and ^J^ of an inch 90 .06 

1601. Ivory Scale, 12-inch, divided same as No. 1600 8.00 .14 

1602. Boxwood Scale, 12-inch, same as No. 1600, but has 

the first division of each scale subdivided into 10 

parts 90 .06 

1603. Ivory Scale, 12-inch, divided same as No. 1602 8.00 .14 

1604. Boxwood Scale, 12-inch, one side rounded, the 

other flat, with the following scales, the gradua- 
tions of which are all brought to the edge : •j'j, |, 

A, h i h i h h 1, U, IJ, 1}, 2, 2} and 3 
inches to the foot, the first division of each scale 
subdivided into 12 parts 90 .06 

1605. Ivory Scale, 12-inch, divided same as No. 1604 8.00 .14 

1606. Boxwood Scale, 12-inch, same as No. 1604, but 

has the first division of each scale subdivided into 

10 parts 90 .06 

1607. Ivory Scale, 12-inch, divided same as No. 1606 3.00 .14 

1608. Boxwood Scale, 12-inch, with diagonal and Gunter 

scales 76 .06 

1609. Boxwood Scale, 24-inch, with diagonal and Gunter 

scales 1.00 .20 

1610. Boxwood School Rule, 12-inch, divided -^ and J 

of an inch .10 .08 

1611. Boxwood School Rule, 18-inch, divided ^ of an 

inch 86 .10 
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FLAT BOXWOOD CHAIN SCALES. 




1618. 
No. Prick. Post. 

1616. Boxwood Scale, G-inch, divided 10 and 50 parts to 

the inch §0.60 |0.08 

1616. Boxwood Scale, 6-inch, divided 20 and 40 parts to 

the inch 50 .08 

1617. Boxwood Scale, 6-inch, divided 30 and 60 parts to 

the inch 60 .08 

1618. Boxwood Scale, 12-inch, divided 10 and 60 parts to 

the inch 75 .06 

1619. Boxwood Scale, 12-inch, divided 20 and 40 parts to 

the inch 75 .06 

1620. Boxwood Scale, 12-inch, divided 30 and 60 parts to 

the inch 75 .06 

1627. Boxwood Off-set Scales, 2-inch, divided like Nos. 

1615 10 1017, each 86 .02 

1682. Boxwo(k1 White-Edge Scale, 12-inch, divided 10 

and 50 parts to the inch 1.26 .14 

1083. Boxwo(k1 White-Edge Scale, 12-inch, divided 20 

and 40 parts to the inch 1.26 .14 

1634. r,oxwood White-Edge Scale, 12-inch, divided 30 

and 00 parts to the inch 1.26 .14 

1041. White-Edge Off-set Scales, 2-inch, divided like 

Nos. 1032 to 1084, each 60 .02 



FLAT METALLIC CHAIN SCALES. 

(A superior article, our own make, made of brass, and nickel-plated. 

Divided on beveled edges. ) 

1045. Elat Metal Scale, 12-inch, divided 10 and 50 parts 

to the inch |3.00 $0.18 

1()40. Flat Metal Scale, 12-inch, divided 20 and 40 parts 

to the inch 3.00 .18 

1647. Flat Metal Scale, 12-inch, divided 30 and 00 parts 

to the inch 8.76 .18 

1648. Flat Metal Scale, 12-inch, divided 80 and lOO parts 

to the inch 6.00 .18 
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No. Price. Post. 

1649. Flat Metal Scale, 12-inch, divided 100 and 600 

parts to the foot $3.00 $0.18 

1660. Flat Metal Scale, 30 centimeters, divided to milli- 
meters and half millimeters 3.76 .18 



1666. 
1666. 
1667. 
1668. 



TRIANGULAR BOXWOOD SCALES. 

1656. 

Triangular Boxwood Scale, 6-inch, divided J, \, f , 
J, J, 1, IJ, 2, 3 and 4 inches to the foot, and 
one edge inches and 16ths $0.76 $0.04 

Triangular Boxwood Scale, 12-inch, divided J, J, 
f» i» f» 1> H> 2, 3 and 4 inches to the foot, and 
one edge inches and 16ths 1.60 .14 

Triangular Boxwood Scale, 18-inch, divided J, J, 
f » i» f » 1» 1 J> 2, 3 and 4 inches to the foot, and 
one edge inches and 16ths 2.60 .20 

Triangular Boxwood Scale, 24-inch, divided J, J, 
f, J, f , 1, IJ, 2, 3 and 4 inches to the foot, and 
one edge inches and 16ths 4.26 .26 



1660. 
1661. 
1662. 
1663. 



\\\\W\\\\\\\\V\^^^ 

1661. 

Triangular Boxwood Scale, 6-inch, divided 10, 20, 

30, 40, 60 and 60 parts to the inch 76 

Triangular Boxwood Scale, 12-inch, divided 10, 20, 

30, 40, 60 and 60 parts to the inch 1.60 

Triangular Boxwood Scale, 18-inch, divided 10, 20, 

30, 40, 60 and 60 parts to the inch 2.60 

Triangular Boxwood Scale, 24-inch, divided 10, 20, 

30, 40, 60 and 60 parts to the inch 4.26 



.04 
.14 
.20 
.25 
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No. Pricb. Post. 

1665. Triangular Boxwood Scale, 12-inch, divided 20, 80, 

40, 60, GO and 80 parts to the inch |1.50 |0.14 

1668. Triangular Off-set Scale, 2-inch, divided same as 

No. 1660 60 .02 

1670. Triangular Boxwood Scale, 12-inch, divided 100, 

200, 300, 400, 600 and 600 parts to the foot 1.50 .14 



TRIANGULAR BOXWOOD SCALES WITH WHITE 

EDGES. 

1674. White-Edge Scale, 6-inch, divided same as No. 

1655 $1.50 $0.11 

1675. White-Edge Scale, 12-inch, divided same as No. 

1655 2.60 .14 

1678. White-Edge Scale, 6-inch, divided same as No. 

1660 1.50 .11 

1679. \Vhite-Edge Scale, 12-inch, divided same as No. 

1660 2.60 .14 

1682. White-Edge Scale, 12-inch, divided same as No. 

1665 2.50 .14 

1684. White-Edge Scale, 12-inch, divided same as No. 

1670 2.60 .14 



METALLIC TRIANGULAR SCALES. 

The Metallic Triangular Scales are made of brass tubing with the 
ends closed, nickeled with a dull finish, and weigh about three and one 
half ounces. 

The liability of the wood scales to crack, warp, or twist, the chip|niiff 
of their edges, and their variation from standard measurement, are wefi 
known to all who have used them. These objections have been over- 
come in the metallic scale. 

1690. Metallic Triangular Scale, 12-inch, divided same as 

No. 1655 $3.00 10.16 

1692. Metallic Triangular Scale, 12-inch, divided same as 

No. 1000 8.00 .16 

1694. Metallic Triangular Scale, 12-inch, divided same as 

No. 1665 3.00 .16 

1698. Guard for Triangular Scale (preventing all errors).. .20 .02 
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METRIC SCALES AND RULES. 

No. Pricb. Post. 

1700. Flat Boxwood Scale, 20 centimeters, divided to 

millimeters and ^ millimeters $0.60 $0.04 

1701. Flat Boxwood Scale, 80 centimeters, divided to 

millimeters and ^ millimeters 75 .06 

1702. Flat Boxwood Scale, 50 centimeters, divided to 

millimeters and J millimeters 1.50 .18 

1703. Flat White-Edge Scale, 20 centimeters, divided to 

millimeters and J millimeters 1.00 .12 

1704. Flat White-Edge Scale, 30 centimeters, divided to 

millimeters and J millimeters 1.25 .14 

1706. Triangular Boxwood Scale, 20 centimeters, divided 

to .01, .02, .03, .05, .026, .0125 1.25 .12 

1707. Triangular Boxwood Scale, 80 centimeters, divided 

to .01, .02, .03, .05, .025, .0125 1.50 .14 

1710. Triangular Boxwood Scale, 80 centimeters, divided 

to millimeters and J millimeters, also to. lOths, 

12ths and 16ths of inches, and lOOths of a foot ... 2.00 .14 
1712. Triangular White-Edge Scale, 80 centimeters, 

divided same as No. 1706 : 2.50 .14 

1714. Triangular White-Edge Scale, 80 centimeters 

divided same as No. 1710 3.00 .14 

1 718. Flexible Wood Rule, four feet, eight fold, divided to 

millimeters and 16ths of inches, and with spring 

joints 66 .06 



PAPER SCALES. 

1724. Paper Scale, IJ^-inch wide, 12 inches long, gradua- 

tions on one edge inches and lOths, and the other 

feet and lOOths $0.10 $0.02 

1725. Paper Scale, same as 1724, edges 20 and 40 parts to 

the inch 10 .02 

1726. Paper Scale same as 1724, edges 16 and 48 parts to 

the inch 10 .02 

Paper Scales, printed on card-paper, 19 inches lomgy 
for architects and engineers, as follows : 

1 727. Series A contains 6 scales, one each divided to ^, }, 

f , 1, 1^, and 8 inches to the foot, each scale 20 .04 

1728. Series B contains 6 scales, one each divided A> \t 

■f^, A» f > ^^^ i inches to the foot, each scale..... ' .20 .64 

1729. Series tJ contains 6 scales, one each divided to 10,- 

20, ^, 40, 50, and 60 parts to (he inch; ei^ Kale .20 .04 



332 fV, &> L. E. GURLEY, TROY, N, K 

THACHER'S CALCULATING INSTRUMENT. 

No. Prick. 

1730. Thacher's Calculating instrument, with cylinder 18 
inches long. Performs a great variety of useful 
calculations with rapidity and accuracy. In 
mahogany box and with instruction book $85.00 

BOXWOOD AND IVORY POCKET RULES, Etc. 

Pricb. Post. 
1735. Boxwood Rule, one foot, four fold, 8ths and 16ths of 

inches $0.12 $0.08 

173G. Boxwood Rule, one foot, four fold, edge plates, 8ths 

and lOths of inches 20 .08 

1737. Boxwood Rule, one foot, four fold, brass edges, 

bound, 8ths and lOths of inches 86 .04 

1740. Boxwood Rule, two feet, four fold, 8ths and IGths of 

inches 20 .05 

1741. Boxwood Rule, two feet, four fold, edge plates, 8ths, 

lOths, 12ths and Kiths of inches, and drafting 

scales 80 .05 

1742. Boxwood Rule, two feet, four fold, brass edges, 

bound, 8ths, lOths, 12ths and Hiths of inches, and 

drafting scales 60 .06 

1 743. Boxwood Rule, two feet, four fold, edge plates, 8ths, 

10th, 12ths and Khhs of inches, and drafting 

scales, and inside beveled edges 60 .06 

1745. Boxwood Caliper Rule, one foot, four fold, edge 

plates, 8ths, lOths, 12ths and lOthsof inches 50 .04 

1747. Ivory Rule, one foot, four fold, edge plates, 8ths, 

KHhs, 12thsand Kiths of inches 1.15 .12 

1748. Ivory Rule, one foot, four fold, edge plates, 8ths, 

lOths, 12th9 and Kiths of inches and lOOthsofa 

foot 1.50 .12 

1749. Ivory Rule, one foot, four fold, (lerman silver edges, 

bound, divided like No. 1748 2.00 .18 

1750. Ivory Caliper Rule, one foot, four fold, edge plates, 

divided like No. 1748 1.75 .18 

1751. Ivory Caliper Rule, one foot, four fold, Gennan 

silver edges, bound, divided like No. 1747 2.26 .18 

1753. Ivory Rule, two feet, four fold, edge plates, 8ths, 

lOths, 12thsand Kiths of inches, and lOOthsofa 

foot 3.25 .16 

1754. Ivory Rule, two feet, fourfold, Cierman silver edges, 

bound, 8ths, lOtlis, 12ths and Kiths of inches, and 

drafting scales ,,.,,.,^. 4.00 .1^ 
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No. Prick. Post. 

1766. Flexible Wood Rule, four feet, eight fold, divided 

to 16ths of inches, and with spring joints fO.65 $0.05 

1757. Flexible Wood Rule, four feet, eight fold, divided 

to lOths of inches, and with spring joints 65 .06 

1758. Boxwood Shrink Rule, for pattern makers, 24 J- 

inch, 8ths and 16ths of inches 1.00 .18 

1760. Boxwood Combination Rule, one foot, two fold. 
This is the most convenient and useful pocket-rule 
ever made; it combines in itself a Carpenter's 
Rule, Spirit Level, Square, Plumb, Bevel, Indi- 
cator, Brace-Scale, Drafting Scale of equal parts, 
T Square, IVotractor, Right-angle Triangle, and 
with a straight edge can be used as a Parallel 
Ruler, all the pans of which, in their separate 
application, are perfectly reliable 2.00 .15 



BOXWOOD SLIDE RULES. {See page 334,) 

1761. Carpenters' Slide Rule, two feet, two fold, with 

Gunter slide, engineering and octagonal scales, 
8ths, lOths and lOths of inches, and lOOthsofa 
foot $1.25 10.15 

1762. Faber's Slide Rule and Calculating Scale, lOJ-inch, 

with indicator and directions 3.76 .20 

1764. Engineers' Slide Rule ( Mannheim ), 10-inch, 

divided on white facings, with indicator and 

directions 4.50 .16 

1765. Duplex Slide Rule, 10-inch, divided on white fac- 

ings, with indicator, arithmetical slide and direc- 
tions 6.60 .15 

1767. Duplex Slide Rule, 10-inch, divided on white fac- 

ings, with indicator and both Arithmetical and 
Trigonometrical slides and directions 8. 50 .20 

1768. Stadia Slide Rule, 20-inch, divided on white fac- 

ings. This rule is designed to solve the equa- 
tions generally used in stadia measurements 13.60 .85 

The Slide Rule Manual, by Wm. Cox 50 

Manual of The Duplex and Mannheim Slide Rules .75 
General Treatise on Slide Rules 1.00 



(For cuts of Pocket and Slide Rules, see page 334.) 
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STANDARD STEEL RULES. 



No. Price. Post. 

1770. 3-inch $0.35 $0.02 

1772. G " 65 .05 



1774. 12 - 



1.25 



.15 



No. Price. Post. 

1775. 18-inch $2.00 $0.20 

1776. 24 " 2.76 .30 

1777. 36 *' 7.00 .50 



These rules are divided on four edges in parts of inches as follows : 
10, 20, 50, KM) ; 12, 24, 48 ; 16, 32, 64 ; 8. 



STANDARD METRIC STEEL RULES. 



1780. ^-nieter $0.85 $0.03 

1781. ^ " 1.75 .14 

17H2 



J. 

r> 

n 

TO 



2.50 



16 



1788. i-meter $ 4.00 $0.22 

1784. i '' 10.00 .55 



These rules are divided on three edges to millimeters and one edge to 
fifths of millimeters. 




TRIANGULAR STEEL RULES. 



\\\\\\\\\\\\\\\\\\\\r\\^ 



1785. 

1785. 3-inch $0.50 $0.03 i 1787. 6-inch $1.00 $0.13 

1786. 4 '♦ 70 .05 I 1788. 12 ♦' 2.00 .15 

These rules are divided on three edges in parts of inches as follows : 
20, 50, 100 ; 12, 24, 48 ; 16, 32, 64. 

SQUARE STEEL RULES. 

1790. 

171H). 3-inch $0.45 $0.03 1702. 6-inch $0.90 $0.13 

17U1. 4 *♦ 60 .05 

These rules are divided on four edges in parts of inches as follows : 
16, 32, 64, 100. 



STEEL STRAIGHT-EDGES. 



Nickel 
Plain. Plated. Post. 

1800. 15-inch..$0.1>0 S1.20 $0.15 

1801. 18 '' .. 1.00 1.35 .18 

1802. 24 " .. 1.50 2.00 .24 

1803. 30 " .. 2.25 2.86 .30 



1804. 
1806. 
1806. 
1807. 



(Square Edges.) 

Nickel 
Plain. Plated. Post. 

36-inch..$3.00 $3.76 $0.40 

42 ♦' .. 4.00 4.85 .60 

48 ♦♦ .. 6.00 7.00 .66 

60 " .. 8.00 9.26 
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STEEL STRAIGHT-EDGES, NICKEL-PLATED. 

(One Edge Beveled.) 



No. Price. Post. 

1810. 18-inch ^"2.00 $().18 

1811. 24-iiich li.OO .24 

1812. 30-inch 4.00 .30 



No. Pricb. Post. 

1813. 36-inch |5.00 $0.40 

1814. 42-inch 6.60 .60 

1815. 48-inch 8.00 .66 



MAHOGANY STRAIGHT-EDGES, AMBER LINED. 

(Square Edges.) 




1820. 

1820. 18-inch .?0.86 $0.06 . 1823. 

1821. 24-inch 1.00 .16 j 1824. 

1822. 30-inch 1.25 .18 ! 1825. 



36-inch 11.86 $0.26 

42-inch 2.60 .82 

48-inch 8.00 .40 



MAHOGANY STRAIGHT-EDGES, EBONY LINED. 

(Square Edges.) 




1830. 

1830. 24-inch §0.50 $0.08 1838. 

1831. 30-inch 60 .12 1834. 

1832. 36-inch 75 .15 1835. 



42-inch $1.00 10.82 

48-inch 1.26 .40 

60-inch 1.76 .50 



HARD RUBBER STRAIGHT-EDGES. 

(Square Ei)gp:s.) 




1840. 



1840. 18-inch §0.50 $0.06 

1841. 24-inch 75 .08 

1842. 30-inch 1.00 .18 



1843. 36-inch $1.86 $0.25 

1844. 42-inch 1.76 .82 

1845. 48-inch 2.25 .40 
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HARDWOOD STRAIGHT-EDGES. 
(One Edge Beveled.) 




I860. 



No. Price. Post. 

1850. 18.inch $0.26 $0.06 

1861. 24-inch 36 .08 

1862. 30-inch 40 .12 

1863. 86-inch 46 .16 



No. Price. 

1864. 42-inch $0.60 

1866. 48-inch 66 

1866. 60-inch 1.00 

1867. 72-inch 1.26 



Post. 

$0.24 
.32 
.42 



T SQUARES. 



MAHOGANY T SQUARES WITH AMBER EDGES 

AND FIXED HEAD. 




I860. 



1860. 18-inch $1.10 $0.26 

1861. 24-inch 1.60 .36 

1862. 30-inch 1.86 .46 



1863. 86-inch $2.16 $0.50 

1864. 42-inch 2.50 .55 

1866. 48-inch 8.00 .60 



MAHOGANY T SQUARES WITH AMBER EDGES 

AND SHIFTING HEAD. 



1870. 18-inch $1.86 $0.80 

1871. 24-inch 2.26 .40 

1872. 30-inch 2.60 .60 



1873. 86.inch $2.90 $0.56 

1874. 42-inch 8.25 .60 

1875. 48-inch 8.76 .66 



RUBBER BLADE T SQUARES, HARDWOOD 

HEAD, FIXED. 



1880. IS-inch $0.90 $0.26 

1881. 24-inch 1.26 .36 



1882. 30-inch $1.60 $0.45 

1883. 86.inch 2.00 .50 
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RUBBER BLADE T SQUARES, HARDWOOD 

HEAD, SHIFTING. 

No. Price. Post. I No. Price. Post. 

1888. 18-inch $1.00 $0.30 181M). 30-inch ^2.85 fO.60 

I88i». 24-inch 2.00 .40 1801. 3(J-inch 2.76 .55 

STEEL BLADE T SQUARES, NICKEL-PLATED, 
WITH FIXED BRONZE HEAD. 



1890. 18-inch §3.00 $0.35 

1897. 24-inch 3.50 .40 



1898. 30-inch $4.50 $0.45 

1899. SO-inch 5.50 .60 



STEEL BLADE T SQUARES, NICKEL-PLATED, 
WITH SHIFTING BRONZE HEAD. 

1902. 18-inch $4.25 §0.45 

1903. 24-inch 4.75 .50 



1904. 30-inch .$5.75 $0.66 

li^05. 30-inch 6.75 .60 



HARDWOOD T SQUARES, FIXED HEAD. 




1 908. 
1909. 
1910. 



lo-inch. 
20-inch. 
25-inch. 



.$0.80 $0.1') 
. .40 .25 



.4.-) 



.35 



1911. 30-inch $0.50 $0.46 

1912. 40-inch 85 .60 

1913. 50-inch 1.26 



HARDWOOD T SQUARES, SHIFTING HEAD. 




1910. 15-inch $0.80 $0.20 

1917. 20-inch 90 .30 

1918. 25-inch 95 .40 



1919. 30-inch .$1.00 $0.60 

1920. 40-inch 1.86 .66 

1921. 50-inch 1.76 
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No. , Pmicb. Post. 

1924. *' R. P. I." Hardwood T Square, 30-inch blade with 

beveled edges, fixed curved head, superior $1.26 $0.45 

1926. ** R. P. I." Hardwood T Squaie, 30-inch blade with 

beveled edges, shifting curved head, superior 2.00 .50 

T SQUARES WITH DEANE'S PATENT SWIVEL 

AND ADJUSTMENT. 



Shifting Head with Adjustment. 




1930 AND 1940. Stylb No. 1. 



With Adjustment Only. 




1936 AND 1946. Style No. 3. 

1930. 24-inch, Mahogany Blade, Amber Edges, Style 

No. 1 $8.66 $0.40 

1931. 30-inch, Mahogany Blade, Amber E^es, Style 

No. 1 4.15 .46 

1932. 36-inch, Mahc^any Blade, Amber Edges, Style 

No. 1 4.76 .60 

1935. 24-inch, Mahogany Blade, Amber Edges, Style 

No. 3 8.15 .40 

1936. 30-inch, Mahogany Blade, Amber Edges, Style 

No. 3 8.65 .45 

1937. 36-inch, Mahogany Blade, Amber Edges, Style 

No. 3 4.25 .60 

1940. 24-inch, Mahogany Blade, Ebony Edges, Style 

No. 1 2.40 .40 
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No. Price. Post, 

li)41. 3()-inch, Mahogany Blade, Ebony Edges, Style 

No. 1 $2.60 $0.46 

1042. 8(>-inch, Mahogany lilade, Elx)ny Edges, Style 

No. 1 2.80 .50 

1946. 24-inch, Mahogany Blade, Ebony Edges, Style 

No. a 1.90 .40 

1940. fJO-inch, Mahogany Blade, Ebony Edges, Style 

No. 3 2.10 .46 

1947. 3()-inch, Mahogany Blade, Ebony Edges, Style 

No. 8 2.80 .60 

I-.onger blades to order. 



DRAWING TABLES. 




I960. 

(For prices, see page 341.) 
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DRAWING TABLES. 

No. Pricb. 

1950. Drawing Table, hardwood top, 30x20 inches, adjustable 
for horizontal and angular motion, and for heights 28 to 45 
inches. Japanned iron stand on castors $8.00 

1953. Drawing Table, plain ash top, 24 x 22 inches 9.00 

1954. Drawing Table, plain ash top, 24x22 inches, and with in- 

strument shelf, 24x7 inches 10.00 

195G. Drawing Table, black walnut top, 20 x 22 inches, instru- 
ment shelf 2f) x 7 inches, two instrument drawers, orna- 
mented iron stand, mounted on castors 12.50 

These tables can be readily fixed at any height from 30 to 44 
inches, with the top horizontal, or inclined at any angle, 
while the shelf and drawers remain level. In these posi- 
tions the top can rotate or be clamped. 

(See cut on page 340.) 



DRAWING BOARDS. 

I960. Drawing Board, pinewood, 14 x 10 inches $0.35 

1962. Drawing Board, pinewood, 20 x 15 inches, tongue and 

groove ends 75 

1964. Drawing Board, pinewood, 28 x 20 inches, tongue and 

groove ends 1.60 

1066. Drawing Board, pinewood, 40 x 28 inches, tongue and 

groove ends 2.60 

1970. Drawing Board, with mahogany frame, and removable pine- 
wood center 18 x 13 inches 3.00 

1972. Drawing Board, with mahogany frame, and removable pine- 
wood center 25 x 17 inches 4.00 

(Drawing Boards of any size made to order.) 
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TRIANGLES. 



OPEN STEEL TRIANGLES. NICKEL-PLATED. 

30° X 60° X 90°. 



No. Price. Post. 

1982. 6inch §3.20 $0.15 

1984. 8-inch 3.85 .20 



No. PucB. Post. 

198G. 10}-iiich $4.25 $0.25 

1989. 15-inch 6.60 .40 



45° X 45° X 90°. 



1992. GJ-inch 3.50 .18 

1994. 8-inch 4.25 .25 



199tj. 10-inch « 5.50 $0.86 

1998. 12-inch 6.50 .46 



2002. 
2004. 



2012. 
2014. 



OPEN GERMAN SILVER TRiANGLES. 

80° X 60° X 90°. 



6-inch $2.50 $0.15 

8-inch 3.00 .20 



2006. lOinch .$4.00 fO.26 

2008. 12-inch 5.00 .»0 



45° X 450 X 90°. 



G-inch 2.75 .18 

8-inch 4.00 .25 



2016. lO-inch 6.0O 

2018. 12-inch 6.60 



.86 
.46 



TRANSPARENT AMBER TRIANGLES. 





2022. 

30° X 60° X 90°. 



2036. 

4S° X 4S° X 90®. 



( For prices, see page 948.) 
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TRANSPARENT AMBER TRIANGLES. 



30° X 60° X 90°. 



No. Price. Post. 

2022. 4-inch $0.25 |0.03 

2024. 6-inch 40 .04 

2026. 8-inch 66 .06 



No. 
2028. 
2030. 
2032. 



450 X 46° X 90°. 



2036. 4-inch 35 .04 

2038. 6-inch 55 .05 

2040. 7-inch 65 .07 



2042. 
2044. 
2046. 



Price. Post. 

10-inch ^.76 $0.08 

12-inch 1.00 .18 

14-inch 1.66 .20 



8-inch 75 .08 

10-inch 1.10 .18 

12-inch 1.66 .20 



HARD RUBBER TRIANGLES. 




2062. 

30° X 60° X 90°. 



2074. 

45° X 450 X 90°. 



30° X 60° X 90°. 



2052. 4-inch $0.20 $0.03 

2054. 6-inch 30 .04 

2055. 7-inch 35 .05 

2056. 8-inch 45 .06 



2058. 
2060. 
2062. 
2064. 



45° X 45° X 90°. 



2074. 4-inch 25 .04 

2075. 5-inch 35 .05 

2076. 6-inch 45 .05 

2077. 7-inch 50 .07 



2078. 
2080. 
2082. 
2084. 



10-inch. $0.65 

12-inch 90 

14-inch 1.25 

16-inch 1.50 



8-inch 65 

10-inch 96 

12-inch 1.30 

14-inch 1.85 



Other sizes of Amber or Rubber Triangles to order. 



$0.08 
.10 
.20 



.08 
.10 
.20 
.26 
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HARDWOOD TRIANGLES, OPEN CENTER, 

FRAMED. 



No. 
2092. 
2094. 
2096. 



2107. 
2108. 
2109. 





2092. 

30° X 60° X 90° 



30° X 60° X 90° 



Price. Post. 

6-inch $0.20 $0.04 

8-inch 26 .06 

10-inch 30 .08 



No. 
2098. 
2100. 
2102. 



2106. 

45° X 4S° X 90° 



Price. Post. 

12-inch $0.40 $0.10 

14-inch 60 .12 

16-inch 65 .18 



46° X 46° X 90° 



6-inch 20 

6-inch 25 

7-inch 30 



.05 
.06 
.08 



2110. 8-inch 86 .08 

2112. lO-inch 40 .10 

2114. 12-inch 60 .12 



2120. 
2122. 



2130. 
2181. 



HARDWOOD TRIANGLES, PLAIN. 





2120. 

30°x60°x90° 



2130. 

4S°x45°x90«> 



80° X 60° X 90° 



4-inch $0.10 $0.03 

6-inch 12 .04 



2124. 8-inch $0.15 90-06 

2126. 10-inch 20 



46° X 46° X 90° 



4-inch 10 

6-inch 12 



.04 
.06 



2182. 6.inch 15 

2184. S-inch 90 



.06 
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HARD RUBBER LETTERING TRIANGLES. 

U4 



2140. Leilering Triangles for Block Letters, 3 j-inch, three 

inEsel. Per set $1.36 $0.12 



Uk 



2I4r>. Lettering Triangles for Shaded Letters, 3J-inch, 

Ihree in a sel. Per set 1.20 .12 



HARD RUBBER EMBANKMENT TRIANGLES. 

'l\ZA\. Kmliankment I'riangles. svven in a set, for slo|;es 
J tol, Jlol, Jlo 1, 1 Wl, It Wl. Utol, ^ 
to 1. I'er sel J2.60 J0.16 



(V. &■ /-. E. GURLEY, TROY, N. Y. 
SECTION-LINERS. 




'I'lii.s Sccliiiti i.iiK'T is inisiiivi: in nil ils lunliiiiis, being iqicratcd bj m 
mck mill iiiiiiiiii iiiiivi.'tiii.'iii. 'llii: raik hkI ]KI^s(■s ihn>u);h two heavy 
wi'ii;lils anil is Iil'IiI M.Tun'ly ivy fltim|i ktitwm. Twii nvLillujiiniited pia* 
:iiil 111 liiilil lhi> wi-i|!lil« in fJaco when nii'i.'Ksnn-. 'I'hi.* instrunivnl <wt be 
liflLil iii.slnntly and pliuxi] on nny jxirt i>f tliv ilni<riii{; buctd. 
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SECTION-LINERS {CoHHnued). 

MeastuemenU in fnctiooal and decimal ports of xa inch on b 
with Tnathematical accuracy ; line» can be drawn at anjr angle, 
direction, and on any part of the board. 




Section-Liner No. 2100 is arranged lo be clamped to the e^ of • 
ilrawing Ixrard and (he blade thus benimes a poMlive T Squi— 

IScilh Blyles ' . . ■ . . 

I lie hand. 



le uiaae inus Decomes a poaiiive i aqoare. 

ways ready Tor instant use and require no holding by 
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SECTION- LINERS (Contiuded). 

Section-Liner with 12.inch rack and 12-inch blade $6.50 

Sedion-IJner wilh 14-inch rack and 14-inch blade„ 7.60 

\jonget blades lo order. 

Positive T Square and Section -I-iner with lO-iuch rack rod 

and 14 inch blade _ 10.00 

Po»tive T Square and Section- 1. iner wilh 12-incb lack rod 

and m-inch blade 12.00 

Positive T Square and Section -Liner with 18-inch rack rod 

and 24-inch blade 15.00* 

Longer rack rods and longer blades to order. 
Each of these Section- Liners is packed in neat case with printed 
s furnished with each instrument for 



neasuring combined will cost %'Z.'ia each. 

No. 2188. 

216S. Marion's Section-Liner wilb T-inch triangle and 

12 inch ruler. »2.00 90.21 

2109. Davenporfs Simple Hedion-Liner l.W .9 

2172. Be^ncr's Section-Liner ~ 7.50 .» 

21T&. Terry's Positive Section- Liner willi 1'2-inch ruler 

and brace altachmenl 10.00 

2177. Both's Section- Liner and Scale- Divider, wilh 14}- 
inch base, 9-inch raclt, 10-inch arm beyond 
protractor 12.00 
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IRREGULAR CURVES OF HARD RUBBER 
AMBER AND WOOD. 




No*, aiao. 2isa and 2i«4. 
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IRREGULAR CURVES OF HARD RUBBER, 

AMBER AND WOOD. 

( See page 349.) 
I'fo Price Post 

2180. Hard Rubber Curves, Nos. 2, 14, 16, 22, 25 and 

26. Each $0.36 $0.03 

Hard Rubber Curves, Nos. 1, 5, 16, 17, 18, 21 and 

23. Each 40 .03 

Hard Rubber Curves, Nos. 3, 4, 13, 19, 20 and 24. 

Each 60 .06 

Hard Rubber Curve, No. 27 76 .08 

Hard Rubber Curve, No. 28 2.26 .18 

Hard Rubber Curve, Logarithmic Spiral, No. 29... L60 .13 
2182. Transparent Amber Curves, Nos. 1, 2, 16, 22, 25 

and 26. Each 46 .03 

Transparent Amber Curves, Nos. 3, 4, 13, 19 and 

20. Each 60 .06 

Transparent Amber Curve, No. 24 76 .06 

Transparent Amber Curve, No. 27 90 .08 

2184. Wood Curves, Nos. 1, 6, 21, 26 and 26. Each... .20 .03 

Wood Curves, Nos. 3, 4, 13, 19, 20 and 24. Each.. .26 .05 

Wood Curve, No. 27 86 .08 

ADJUSTABLE CURVE RULER. 

2186. 

2186. Adjustable Curve Ruler, l4 J inches long $1.87 $0.15 

2187. Adjustable Curve Ruler, 30 inches long 2.87 .85 

These rulers can be instantly adjusted and retained to 

any form of curve. 

This tool is recommended by architects and drafts- 
men, and meets a long felt want. It is well made and 
neatly finished in nickel plate. 

ELLIPSES, HYPERBOLAS AND PARABOLAS. 

2190. Hard Rubber Ellipses, 6 in a set, 2 to 4J-inch. 

Per set $1.60 $0.13 

2191. Hard Rubber Ellipses, 10 in a set, IJ to 6-inch. 

Per set 2.00 .16 

2194. Wood Ellipses, 6 in a set, 2 to 4J-inch. Per set... 1.00 .13 

2196. Wood Ellipses, 10 in a set, U to G-inch. Per set. 1.50 .16 
2200. Wood Hyperbolas, 8 in a set, 2 to 5J-inch. Per 

set 1.50 .16 

2204. Wood Parabolas, 8 in a set, 1} to 5J-inch. Per set 1.50 .16 
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RAILROAD CURVES. 




2210. 



No. Price. Post. 

Set of 10 Curves, cut to a scale of inches, from 12 
to 120 inches radius, varying every 12 inches. 

2210. Rubber Curves, in wood box $7.00 |0.30 

2211. Wood Curves, in wood box 4.60 .30 

Set of 24 Curves, cut to a scale of inches, from 1 J 

to 24 inches radius, varying every J inch up to 10 
inches and then every 2 inches up to 24 inches. 

2214. Rubber Curves, in wood box 17.00 .40 

2215. Wood Curves, in wood box 10.00 .40 

Set of 10 Curves, cut to a scale of 50 feet to the 

inch, from 1° to 10°, varying every degree. 

2218. Rubber Curves, in wood box 9.00 .30 

2219. Wood Curves, in wood box 6.00 .30 

Set of 20 Curves, cut to a scale of 50 feet to the 

inch, from 1° to 10°, varying every half degree. 

2222. Rubber Curves, in wood box 18.00 .36 

2223. Wood Curves, in wood box 12.00 .36 

Set of 12 Curves, cut to a scale of 100 feet to the 

inch, from 1° to 12°, varying every degree. 

2220. Rubber Curves, in wood box 10.00 .30 

2227. Wood Curves, in wood box 6.60 .30 

Set of 24 Curves, cut to a scale of 100 feet to the 
inch, from 30^ to 12°, varying every 30 minutes. 

2280. Rubber Curves, in wood box 19.00 .40 

2281. Wood Curves, in wood box 13.00 .40 

Set of 20 Curves, cut to a scale of 200 feet to the 

inch, from 1° to 20°, varying every degree. 

2284. Rubber Curves, in wood box 15.00 .35 

2235. Wood Curves, in wood box 10.00 .36 

Set of 20 Curves, cut to a scale of 400 feet to the 

inch, from 30^ to 10°, varying every 30 minutes. 

2288. Rubber Curves, in wood box 14.00 .36 

2289. Wood Curves, in wood box 9.50 .36 
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PARALLEL RULERS. 



EBONY PARALLEL RULERS. 

C-inch fo!"5 J(K04 22G3. 15-inch Jl!tio tOM 

n-inch 50 .06 2264. 18-inch 1.25 .21 

]2-inch 75 .08 | 2256. 24-inch 1.76 .2'. 

HARD RUBBER PARALLEL RULERS. 



EBONY PARALLEL RULERS, ON ROLLERS. 

2270. 9-mch f2.75 $0.20 I 2272. 16-inch KOO $0.a 

2271. 12-inch 3.25 .25 | 2273. 18-inch 5.00 .3. 

HARD RUBBER PARALLEL RULERS, ON 
ROLLERS. 

2276. 9-mch $3.60 $0.20 I 2277. 15.inch $5.00 $0.a 

2276. 12-inch 4.26 .25 | 2278. 18-inch 6.00 .3. 

EBONY PARALLEL RULERS, ON ROLLERS. 




■inch 17.50 fO.86 
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BRASS PARALLEL RULERS, ON ROLLERS. 



No. Price. Post. 

2285. 9-inch $7.26 |0.30 

2286. 12-inch 8.50 .40 



No. pRicB. Post. 

2287. 15-mch $10.00 $0.50 

2288. 18-inch 12.00 .60 



GERMAN SILVER PARALLEL RULERS, 

ON ROLLERS. 



2292. 9-inch $8.50 $0.30 

2293. 12-inch 10.00 .40 



2294. 15-inch $12.00 $0.50 

2295. 18-inch 16.00 .60 



PANTOGRAPHS FOR ENLARGING OR 
REDUCING DRAWINGS. 




2300. 

2300. Pantograph, hardwood, brass mountings, with arms 

21 inches long $1.75 $0.26 

2302. Pantc^aph, hardwood, nickel plated momitings, 

with arms 18 to 20 inches long 2.60 .25 

2304. Pant(^;raph, hardwood, brass mountings^ with arms 

22 inches long 8.60 .90 

2306. Pantograph, hardwood, brass momitings, with anns 

41 indies long 5.00 .60 
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DRAWING PAPER. 



ARCHITECTS' PAPER FOR PLANS. 

WHITE, STRONG, SMOOTH SURFACE. 

No. Prick. Post. 

2350. Medium, 23 x 18-inch, per sheet 6 cents ; per quire.. $1.26 $0.48 
2352. Super Royal, 28 x 20-inch, per sheet, 8 cents ; per 

quire 1.75 .66 

2355. 30 inches wide, per roll of 10 yards 1.25 .40 

2356. 36 inches wide, per roll of 10 yards 1.60 .50 

2357. 42 inches wide, per roll of 10 yards 1.76 .60 

WHATMAN'S DRAWING PAPERS. 

SELECTED, BEST QUALITY, GRAINED SURFACE. 

2360. Demy, 20 x 15-inch, per sheet, 5 cents ; per quire... |0.90 90.28 

2361. Medium, 22 x 17-inch, per sheet, 7 cents ; per quire.. 1.86 .86 

2362. Royal, 24 X 19-inch, per sheet, 9 cents; per quire... 1.70 .48 

2363. Super Royal, 27 x 19-inch, per sheet, 10 cents ; per 

quire 2.06 .68 

2365. Imperial, 30 x 22-inch, per sheet, 1 7 cents ; per 

quire 2.90 .66 

2368. Double Elephant, 40 x 26-inch, per sheet, 25 cents; 

per quire 6.60 1.28 

WHATMAN'S DRAWING PAPER, 

MOUNTED ON MUSLIN. 

2370. Royal, 24 x 19-inch, per sheet fO.88 90.10 

2372. Imperial, 30 x 22-inch, per sheet 46 .18 

2374. Double Elephant, 40 x 27-inch, per sheet 76 .18 

• 

PATENT OFFICE DRAWING PAPER. 

2380. Patent Office Bristol Board, 15 x 10-inch, per sheet, 

6 cents; per quire 91*20 90.80 

2381 . Patent Office Bristol Board, 20 x 15-inch, per sheet, 

12 cents; per quire 2.40 .60 

2385. Patent Office Bristol Board, printed with border, 

etc., 15 X 10-inch, per sheet, 10 cents ; per quire.. 1.70 .80 
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DETAIL DRAWING PAPER, CREAM BUFF TINT. 

SUPERIOR QUALITY, IN ROLLS OF 30 TO 40 LBS. 
No. Price. Post. 

2390. 36 inches wide, thick, per pound, 25 cents; per 

yard $0.16 |0.12 

2391. 42 inches wide, thick, per pound, 28 cents ; per 

yard 20 .20 

BLEACHED MANILLA PAPER. 

FOR WORKING DRAWINGS, BEST AMERICAN MAKE, IN ROLLS OF ABOUT 

60 POUNDS. 

2395. 36 inches wide, medium, per pound, 12 cents ; per 

yard |0.08 $0.12 

2396. 40 inches wide, medium, per pound, 12 cents ; per 

yard ^.10 .14 

2397. 48 inches wide, medium, per pound, 12 cents ; per 

yard 12 .18 

2398. 54 inches wide, medium, per pound, 12 cents ; per 

yard 16 .20 

Note. — Small quantities of paper must be put on a wooden roller 
when sent by mail. Several yaitls can be put on a single roller, with 
but little extra cost for postage. The pound price for papers Nos. 2390 
to 2434 applies only to lull rolls. 

AMERICAN WHITE ROLL DRAWING PAPER. 

VERY STRONG AND OF EXCELLENT QUAUTY, IN ROLLS OF 

ABOUT 40 POUNDS. 

2410. 86 inches wide, smooth surface, per pound, 40 

cents; per yard fO.26 fO.l^ 

2411. 42 inches wide, smooth surface, per pound, 40 

cents ; per yarid 80 .14 

2413. 62 inches wide, smooth surface, per pound, 40 

cents ; per yard 60 

2414. 72 inches wide, smooth surface, per pound, 46 

cents; per yard .66 

EXCELSIOR WHITE ROLL DRAWING PAPER. 

IN ROLLS OF ABOUT 40 POITNDS. = 

2420. 36 inches wide, grained surface, per pound, 86 . u*. 

cents; per yaid I|0.20 f0.12 

2421. 42 inches wide, grained surface, per pound, 86 t...^; 

cents ; per yard ..26 .14 
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BEST EGGSHELL DRAWING PAPER. 

IN ROLI^ OF ABOUT 40 POUNDS. 

No. Price. Post. 

2480. 36 inches wide, pebbled surface, per pound, 45 

cents; per yard |0.80 f0.18 

2431. 42 inches wide, pebbled surface, per pound, 46 

cents; per yard 86 .16 

2434. 68 inches wide, pebbled surface, per pound, 45 

cents; per yard 50 



EGGSHELL DRAWING PAPER, IN SHEETS. 

MOUNTED ON MUSLIN. 

2436. Sheet, 24x 18 inches, per sheet 10.82 |0.06 

2437. Sheet, 30 x 22 inches, per sheet 40 .10 

2438. Sheet, 40 X 27 inches, per sheet 70 .21 

MOUNTED DRAWING PAPER. 

WHITE, MOUNTED ON MUSLIN, IN ROLLS OF 10 YARDS. 

2460. American, 36 inches wide, smooth surface, per roll, 

$6.80; per yard $0.86 fO.26 

2461. American, 42 inches wide, smooth surface, per roll, 

$8.20; per yard 1.00 .80 

2463. American, 62 inches wide, smooth surface, per roll, 

$13.25; per yard 1.60 

2454. American, 72 inches wide, smooth surface, per roll, 

$18.00; per yard 2.80 

2460. Eggshell, 30 inches wide, pebbled surface, per roll, 

$7.50; per yard 1.00 .26 

2461. Eggshell, 42 inches wide, pebbled surface, perroll, 

$8.85; per yard 1.10 .80 

2464. Eggshell, 58 inches wide, pebbled surface, per roll, 

$13.00; per yard 1.50 

Large pieces for City, County or State Maps, moimted to order. 

DRAWING PARCHMENT. 

2468. 38 inches wide, medium, per roll of 20 yards, 

$3.50; per yard $0.25 $0.12 

2469. 38 inches wide, thick, per roll of 10 yards, $4.00 ; 

per yard 60 .16 
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TRACING PAPER. 

No. Pricb. PdcT. 

2470. Domestic, common, 27 inches wide, per yard, 6 

cents; per roll of 26 yards fl.25 |O.40 

2472. Vegetable, 80 inches wide, per yard, 9 cents ; per 

roll of 20 yai^ 1.60 .40 

2474. Bank Note, 36 inches wide, per yard, 7 cents ; per 

roll of 20 yai^ 1.16 .40 

2476. Parchment, 40 inches wide, per yard, 25 cents ; per 

roll of 20 yards 4.00 .60 

2478. Bond, 42 inches wide, per yard, 15 cents; per roll 

of 20 yards 2.26 .46 

2480. Vegetable, 24x18 inches, per sheet, 10 cents; per 

quire 2.00 .20 

2482. Flaxine, 81x21 inches, per sheet, 12 cents; per 

quire 2.60 .25 

2484. Bond, 21 x 16 inches, per sheet, 6 cents ; per quire.. 1.00 .20 
2486. Bond, 80x 19 inches, per sheet, 8 cents ; per quire.. 1.40 .80 
2493. Pounce Powder, in tin shaker, for Tracing Paper or 

Cloth, each 16 .07 

TRACING OR VELLUM CLOTH. 

IN ROLLS OF 24 YARDS, FACE GLAZED AND BACK DULL, 
SUITABLE FOR PENCIL MARKS. 

2495. Imperial, 18 inches wide, per yard, 22 cents ; per 

roll $4.00 10.40 

2496. Imperial, 30 inches wide, per yard, 86 cents ; per 

roll 6.90 .70 

2497. Imperial, 36 inches wide, per yard, 40 cents ; per 

roll 7.60 1.10 

2498. Imperial, 42 inches wide, per yard, 60 cents ; per 

roll 10.60 1.26 

2499. Imperial, 54 inches wide, per yard, 76 cents ; per 

roll 16.00 

PREPARED BLUE PROCESS PAPERS. 

BEST QUAUTY ; READY FOR IMMEDIATE USE. 

2506. Sensitized Paper, 24 inches wide, per yard, 16 

cents; per roll of 10 yards fl.20 fO.B6 

2508. Sensitized Paper, 80 inches wide, per yard, 18 

cents ; per roll of 10 yards 1.60 .45 

2510. Sensitized Paper, 36 inches wide, per yard, 20 

cents ; per roll of 10 yards 1.66 M 

2515. White Ink or Red Ink for making altentioiis on 

Blue Prints, per bottle, each... 20 .06 
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BLUE PRINT PAPER, NOT PREPARED. 

ill or Klyanls |0.80 fO-8& 

ill of lOyanls 1,00 .46 

>ll of 10 yards l.lfi .6fi 

)ll of 50 yards 8.20 

)ll of 50 yards 4.00 

)ll of 50 yards 4. 76 



No. 

25a». 24 inches wide, \kt ro 

2522. 80 inches wide, pet 

2524. 30 inches wide, ]>er 

2626. 24 inches wide, per 

2528. 30 inches wide, per 

2580. 36 inches wide, per 



PRINT FRAMES AND BATH TRAYS. 
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PRINT FRAMES AND BATH TRAYS. 

No. Price. 

2534. Print PVame, complete with Plate Glass and 

Cushion, 24 x 20 inches, each $10.00 

258(). Print Frame, complete with Plate CJlass and 

Cushion, 80 x 24 inches, each 12.00 

2538. Print Frame, complete with Plate Glass and 

Cushion, 42 x 30 inches, each 22.00 

2540. Zinc Bath Tray, for Washing Copies, 24x20 

inches, each 3.75 

2542. Zinc Bath Tray, for Washing Copies, 30x24 

inches, each 4.50 

2544. Zinc Bath Tray, for Washing Copies, 42 x 30 

inches, each 0. 00 

(See cut on page 3a8.) 



THE BLUE PROCESS OF COPYING TRACINGS. 

Special attention is directed to this easy process of copying tracings, 
and its great value to all Engineers, Architects and Mechanical Draftsmen 
is fully recognized. 

If not convenient to procure a Print Frame, blue prints can be made 
readily by following these directions : — 

1. Provide a flat board as large as the tracing which is to be copied. 

2. Lay on this board several thicknesses of common blanket or its 
equivalent, to give a slightly yielding backing for the paper. 

3. Lay on the blanket the prepared paper with the sensitive side 
uppermost. 

4. Lay on this paper the tracing, smoothing it out as perfectly as pos- 
sible, so as to insure a perfect contact with the paper. 

5. Lay on the tracing a plate of clear glass, which should be heavy 
enough to press the tracing close down upon the paper. Ordinary plate- 
glass, one quarter of an inch in thickness, is sufficient. 

6. Expose the whole to a clear sunlight by pushing it out on a shelf 
from a window, or in any other convenient way, from four to six minutes 
[in winter, six to ten minutes]. If a clear sky only can be had, the 
exposure must be continued from twenty to thirty minutes ; and ander a 
cloudy sky from sixty to ninety minutes may be needed, the shade depend- 
ing on the time. 

7. Remove the prepared paper and wash it freely for one or two 
minutes in clear water, and hang it by one comer to dry. 

Note.— Too light a blue means under-exposure, and too dark a blue is over- 
exposure. 
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TIN rUBKS WITH SCREW TOPS. 

FOR HOLDINt; PRKPARKI) PAPER, TRACINGS, DRAWINGS, ETC. 
No. Pricb. Post. 

2540. Plain Tin Tube, screw top, 24 x 2^ inches $1.00 $0.24 

2547. Plain Tin Tube, screw top, 30 x 2j inches 1.15 .30 

2548. Plain Tin Tube, screw top, 36 x 2i inches 1.26 .86 

2549. Plain Tin Tube, screw top, 42 x 2J inches 1.85 .42 

TOWNSHIP PLOTTING PAPER. 

2550. Township Plotting Paper, Rulings 6x0 blocks, 

blocks 1 inch square, per (juire $0.60 $0.10 

2552. Township Plotting Paper, Rulings 12 x 12 blocks, 

blocks 2 inches square, per quire 76 .26 

CROSS SECTION SKETCHING BLOCKS. 

24 LFlAVFii. 

2554. Sketch Block, 7 x 5 inches, 24 leaves, ruled -^ of an 

inch $0.60 $0.06 

2555. Sketch Block, 10 x 7 inches, 24 leaves, ruled -^ of 

an inch 1.00 .12 



PLAIN SKETCHING BLOCKS. 

EACH BUMJK CONSISTS UF 32 LE^VVES OF HtlST QUALITY WHATICAM'S 

DRAWING PAPER. 

2560. Sketch Block or Pad, 7 x 5 inches, unbound $0.60 $0.08 

2501. Sketch Block or Pad, 10 x 7 inches, unbound 90 .16 

2563. Sketch Block or Pad, 14 x 10 inches, unbound 1.60 .40 

2565. Sketch Block or Pad, 20 x 14 inches, unbound 8.00 .70 

2570. Sketch Block or Pad, 7x5 inches, bound 1.00 .12 

2571. Sketch Block or Pad, 10 x 7 inches, bound 1.60 .82 

2573. Sketch Block or Pad, 14 x 10 inches, bound 2.40 .66 

2575. Sketch Block or Pad, 20 x 14 inches, bound 4.60 

The unbound pads have a stiff pasteboard backing. 
The l)ound pads have cloth sides and leather back, with a pcxtfolio and 
loop for pencil inside. The portfolio will last for a number of pads. 
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PROFILE PAPERS. 



( Fried OD page 3S2.) 
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PROFILE PAPER. 

Sheets : Lines printed in green. 
Continuous ; Lines printed in green or red. 
Continuous on tracing paper : Lines printed in orange. 

Pi ATE A. Rulings 4 x 20 to the inch. 
No. Pkicb. Post. 

2580. Plate A , sheet 42 x 1 5 inches, per quire ^. 50 $0. 76 

2581. Plate A, sheet 42x15 inches, per sheet 40 .06 

2584. Plate A, continuous, 20 inches wide, 60 yards in 

roll, per yard 80 .06 

258(). Plate A, continuous, 20 inches wide, mounted on 

cloth, 20 yards in roll, per yard 76 .08 

2588. Plate A, continuous, 20 inches wide, on tracing 

paper, 50 yards in roll, per yard 80 .06 

Plate B. Rulings 4 x 30 to the inch. 

2505. Plate B, sheet 42xl3i inches, per quire ^60 .76 

25%. Plate B, sheet 42xl3| inches, per sheet 40 .06 

2600. Plate B, continuous, 20 inches wide, 60 yards in 

roll, per yard 80 .06 

2602. Plate B, continuous, 20 inches wide, mounted on 

cloth, 20 yards in roll, per yard 76 .08 

2604. Plate B, continuous, 20 inches wide, on tracing 

paper, 50 yards in roll, per yard 80 .06 

2610. Metric. — In continuous roll, rulings 50 centimeters 
wide, in millimeters, with each fifth millimeter, 
each centimeter, and each decimeter, proportion- 
ally heavier than the millimeters, 50 yards in roll, 
per yard 80 k06 

2612. Metric, continuous, mounted on cloth, 20 yards in 

roll, per yard 76 .08 



CROSS SECTION PAPERS. 

Sheets : Lines printed in green. 
Continuous : Lines printed in green. 

2620. Cross Section Paper, Plate C, rulings 20 x 16 inches, 

8 feet to inch, per sheet, 25 cents ; per quire ^00 f0.40 

2621. Cross Section Paper, Plate P\ rulings 20 x 16 inches, 

10 feet to inch, per sheet, 25 cents; per quire 6.00 .40 

2622. Continuous Cross Section Pap^r, Plate F, 20 inches 

wide, in rolls of 60 yards, per yard 80 .06 
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Continuous Cross Section Puer, Plate F, 20 inches 
wide, ruled 10 feel to iiich on tracing paper, in 
rolls of 50 yards, per y«d - 10.80 10.05 



Cross Section Paper, Plate G, rulings 20 x 16 iocbes, 
10 feet to inch, every fifth line heavy, per sheet, 
25 cents; per quire _ 6.00 

Cross Section, Plate G, printed on Parclvnent 
Tracing Paper, in sheets, 20il6 inches, per 
sheet, 25 cents ; per quire 6.00 

Cross Section Paper, Plate H, rulings 20x16 
inches, 16 feet to inch, per sheet, 26 cents ; per 
quire _ 6,00 

Continuons Cross Section Paper, Plate H, 20 
inches wide, in tolls of 50 yards, per yard 80 

Cross Section Paper, Metric, rulings every two milli- 
meters, siie of sheet, 60x40 centineten, per 
sheet, 26cents; perqoire &.00 
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Metkic. 

No, P„,CB. 

2631, Continuous Cross Section Paper, Metric, 50 centi- 
meters wide, in rolls of 50 yards, per yard $0,S0 

The following ]is( of Cross Section Papers, being ruled, 

are much cheaper tlian those printed from copper plates : 

'263b. Kuled Cross Section Pa[>er, i spaces to inch, 21 1 16 

inches, per quire 1.00 

!ff)3G. Ruled Cross Section I'aper, 8 spaces In inch, 21 x IS 

inches, per quire 1,00 

2637. Kuled Cross Section Pajier, 10 spaces lo inch, 

21 X 16 inches, per quire 1,00 

2<ili8. Ruled Cross Section Paper, 12 spaces to inch, 

21 X Hi inches, per quire l.fN) 

2640, Topographical Paper, ]7x 14 inches, ruled 4 spaces 

(o inch, per quire 80 

WRITINCr I'APER, ENVELOPES, ETC. 

2600. Commercial Note Paper, 8 x r, inches, fine, per 

ream, $2.00; per quire $0.15 

26C2. letter paper, U) x S inches, line, [;€r ream, $3.60 ; 

per quire 20 

2604. Foolscap Paper, 12J x 8 inches, tine, per ream, 

$4.rA)i perguire..:. 30 

'ITiii-i. Specification Paper, 12J x 8 inches, fine, ]>er ream, 

S5,00: perguire So 

26r*. Type Writer Paper, lOJ x 8 inches, fine, per ream, 

^LW; per quire 12 

2670, Envelopes, while, f)J x ;ij inches, line, per hun- 
dred :(0 

2672, P^nvclopcs, white, 8J x iij inches, fine, per hun- 

267). I^ller-Prcss Cojiying BiKiks, 600 pages, 12 x 10 in- 
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No. Price. Post. 

2675. Stafford's Black Writing and Copying Ink, quart 

bottle $1.00 

2676. Arnold's Blue Black Copying Ink, quart bottle 1.00 

2678. David's Carmine Ink, 2 oz. bottle 35 $0.08 

2679. Letter Copying Press, No. 5, 15 x 10 inches, iron 

body, wheel handle 6.00 

Printed and Lithographed Stationery and all similar 
articles for office use furnished at reasonable rates. 

THUMB TACKS AND HORN CENTERS. 







2680 TO 2690. 2708. 

2680. Brass Thumb Tacks, round head, J-inch diam., per 

doz $0.10 $0.02 

2681. Brass Thumb Tacks, round head, f-inch diam., per 

doz 20 .02 

2682. Brass Thumb Tacks, round head, J-inch diam., per 

doz 30 .02 

2684. German Silver Thumb Tacks, round head, f-inch 

diam., per doz 28 .02 

2685. German Silver Thumb Tacks, round head, J-inch 

diam., per doz 35 .02 

2686. (ierman Silver Thumb Tacks, round head, f-inch 

diam., per doz 55 .03 

2689. German Silver Thumb Tacks, round head, superior, 

J-inch diam., per doz 75 .02 

2690. German Silver Thumb Tacks, round head, superior, 

finch diam., per doz 90 .03 

2692. Steel Thumb Tacks, common, f-inch diam., per 

doz 10 .02 

2694. Steel Thumb Tacks, common, J-inch diam., per 

doz 12 .02 

2697. Steel Thumb Tacks, superior, j'^^-inch diam. , per doz. .80 .02 

2700. Thumb Tack Extractor and Impressor, each 20 .02 

2703. Brass Paper Fasteners, prongs f-inch, per doz 08 .02 

2705. Brass Paper Fasteners, prongs f -inch, in box, per 

hundred 50 .08 

2707. Horn Center, plain .15 .01 

2708. Horn Center with German silver rim 40 .01 

2710. Handy Paper Cutter, brass mounted, for cutting draw- 
ings from the board 35 .03 
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CONTINUOUS PROFILE BOOKS. 




2716. 



These books are for field or office purposes, being printed on a tough 
thick paper, and mounted upon a continuous piece of muslin and bound in 
book form with flexible ciivera, convenieiil for the pocket. Each pige 
will contain a profile of three thousand feel in lenElh. so that each foho 
will contain an average section of a mad as usually laid out for construc- 
lion. Railroad and other engineers will find them very useful. The 
rulings coiresixind (o our large profile plates A and B. 

No. Paici. tamr. 

•mil. Plate A, 8x«i inches, profile 12-iniles, Russia 

binding 52.00 : 

2710. Plate A, 8x5} inches, profile 25 miles, Russia 

binding 8.00 

3T17. llale A, Hxai inches, profde 50 miles, Russia 

binding. 6.00 

^T18. Ilate A, 6x5} inches, profile lllO miles, Russia 

binding 8.00 

2T20. Plate B, 8x4} inches, profile 12 miles, Russia 

binding 2.00 

2721. Hale B, Hx43 inches, profile a.'> miles, Kussia 

binding 3.00 

2722. rinlc it, 8x4} inches, profile 50 miles, Kussia 

binding. 5.00 

272:S. riatc It, 8x4} inches, profile KM) miles Kussia 

binding 8.00 
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ENGINEERS' BLANK FIELD BOOKS. 



1^M I [fT^ 



Fuci. Pdit. 
Level Books, T x 4 inches, SO leaves, per dozen, 
?5.00i or single f0.60 $0.05 



nH^ffl^ffi^i 



"'"':- 
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BLANK FIELD BOOK^.— Continued, 

No. Price. Post. 

2734. Profile Level Books, 7x4 inches, 80 leaves, the 

right hand page ruled like profile paper ; per 

dozen, $7.50; or single ^.75 $0.06 

2730. Cross Section Books, 7x4 inches, 80 leaves, ruled 

5 spaces per inch, per dozen $5.00 ; or single 50 .05 

2738. Cross Section Books, 7x4 inches, 80 leaves, ruled 

10 spaces per inch, per dozen, $5.00; or single.. .50 .06 
2740. Cross Section Books, 8x7 inches, 80 leaves, ruled 

5 spaces per inch, per dozen 10.00; or single 1.00 .16 

2742. Cross Section Books, 8x7 inches, 80 leaves, ruled 

10 spaces per inch, per dozen, $10.00 ; or single.. 1.00 .15 



LYONS' TABLES. 

2746. Lyons' Tables. A set of tables for finding at a glance the true 
cubical contents of Excavation and Embankments for all Bases, 
and for every variety of Ground and Side Slopes. By E. M. 
Lyons, C. E. 

Sheet No. 6. Base 15 feet. Slopes J to 1 

Sheet No. 6. Base 15 feet, Slopes 1 to 1 

Sheet No. 7. Base 15 feet. Slopes 1| to 1 

Sheet No. 8. Base 16 feet. Slopes J to 1 

Sheet No. 15. Base 24 feet. Slopes J to 1 

Sheet No. 16. Base 24 feet. Slopes ^f to 1 

Sheet No. 17. Base 25 feet. Slopes ll to 1 

Sheet No. 18. Base 26 feet. Slopes l| to 1 

Sheet No. V^. Base 28 feet. Slopes J to 1 

Sheet No. 20. Base 30 feet. Slopes 1 to 1 

Sheet No. 21. Base 30 feet, Slopes IJ to 1 

Sheet No. 22. Base 30 feet. Slopes IJ to 1 

Sheet No. 23. Base 32 feet. Slopes 1 to 1 

Sheet No. 24. Base 32 feet. Slopes IJ to 1 

Per sheet 15 cents; post, 5 cents. 

The Tables are printed in clear, bold type, on tinted paper, sheets 
25x16 inches. They may be used by candle-light without injuring the 
eye-sight. Each sheet is complete in itself, and embraces all that is 
wanted in connection with Base or Slope designated, whether on level or 
side-hill cross section. 

Tables Nos. 1, 2, 3, 4, 9, 10, 11, 12, 13, and 14, quoted in our 
previous catalogues, are now out of print. 
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LEAD PENCILS. (Black Leads.) 

Pkicb. Post, 
Faber's Hexagon, Siberian, best Drawing, Nos. 

4B lo 611, per doien $1.25 f0.12 

Faber's Hexagon, Drawing, Nos. 1 lo fi, per 

dozen 75 .04 

Faber's Round, Drawing, Nos. 1 to 4, per dozen... .80 .01 
Faber's Round, No. 4, small, for Drawing Com- 
passes, per dozen 60 .02 

2758. Faber's Round, No. 8, with rubber lip, for offices, 

per dozen 50 .04 

27G5. Faber's Artist's Pencil, with Siberian lead, II to 

(I H, each 25 .02 

2768. Faber's Siberian Leads, for Artist's Pencil, (J in 

box, per box 60 .04 

These leads fil the pencil legs of modern draw- 
ing compasses. 
2770. Faber's Siberian Round Pencils, 5 in box, 2B to 

H. per box 60 .04 

2T7I. Faber's Siberian Round Pencils, 7 in box, 3 B to 

2H, per box 65 .05 

2772. Faber's Siberian Round Pencils, 10 in box, 4B 

to 4 H, per box 90 .08 

2774. Faber's Siberian Round Pencils, 5 in box, with 

knife and rubber, per box 76 .05 

2778. Hardlmuth's Koh-i-noor Pencils, Hexagon, Super- 
fine, H lo 7H, per doien 1.25 .12 

COLORED PENCILS AND CRAYONS. 
2785. Faber's Round, Red, Blue, Green and Yellow Pen- 
cils, per dozen $0.75 $0.05 

2790. Faber's Round, Wax Crayon Pencils, 6 in box, 

assorted colors, per dozen C>0 .05 

2791. Faber's Round, Wax Crayon Pencils, 12 in box, 

assorted colors, per dozen 1.16 .15 

2793. Faber's Flat Red Chailt Pencils, for marking stakes, 

per dozen 50 .06 



VENETIAN CRAYON 
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No. Prick. Post. 

271)''). Venetian Crayons, dark red, for marking stakes, 

per dozen $0.50 $0.15 

27%. Venetian Crayons, dark blue, for marking stakes, 

per dozen 50 .16 

2707. Hexagon I^umber Crayons, red, blue or black, per 

dozen 75 .15 

These crayons are superior quality and do'not soil 
the hands. 



STEEL LETTERING AND WRITING PENS. 

2800. Gillott's Mapping Pens, per dozen $0.60 $0.02 

2801. Gillott' s Lithographic Pens, per dozen 60 .02 

2802. Gillott's Lithographic Crow Quill Pens, per dozen... .60 .02 

2806. Gillott's Writing Pens, No. 170, per dozen, 12 

cents; per gross 1.10 .10 

2807. Gillott's Writing Pens, No. 303, per dozen, 15 

cents; per gross 1.60 .10 

2810. Falcon Writing Pens, No. 048, per dozen, 10 cents ; 

per gross 76 .04 

2812. Spencerian Writing Pens, per dozen, 15 cents; per 

gross 1.25 .10 

2814. Commercial Writing Pens, per dozen, 10 cents ; per 

gross 76 .04 

2816. Penholders, black handle, nickel tip, for office use, 

per dozen 50 .05 



ROUND-WRITING PENS, FOR ORNAMENTAL 

LETTERING. 





2820. 2824. 

2820. Pens, single pointed, Nos. 1 to 6, assorted, per 

dozen $0.12 $0.02 

2822. Pens, single pointed, Nos. 1 to 6, assorted, per gross, 1.00 .15 
2824. Pens, double pointed, Nos. 10, 20 and 30, assorted, 

per dozen 36 .08 

2826. Sample assortment of 25 Pens, per box 86 .04 

2828. Penholders for round-writing pens, each 10 .02 

2830. Text Hook to round-writing with full instructions 66 .06 

283 1 . Copy Book for round- writing practice 86 .05 
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STEEI, ERASING KNIVES AND PENCIL 
SHARPENERS. 

No. Pbick. Post. 

2835. Sled Blade Erassr, Cocoa handle J0.35 $0.08 

2836. Sleel Blade Eraser, Ivory handle 60 .03 

2838. Slecl Eraser, long knife blade. Cocoa handle 50 .08 





2840. 

2840, Faber's New Pencil Sharpener (superior)... 

2842. Cumnion Pencil Sharpener 

284a. Fine Steel Pencil File, with sheath 



ERASING RUBBER. 




INK -ERASERJE 

PAPER CLEANER;: 

WAKRANTEO "C| 

-N.Y.- l>7"a;^ 



»E, 



2850. Faber's Artists' Rubber, If X 1 inch, each ?0.06 JO.OI 

2862, Faber's Artists' Rubber, 1| x li inches, each 10 .02 

2854. Faber's Artists' Rubber, 2 i If inches, each IS .03 

2854t. Faber's Artists' Rubber, 2^ x l| inches, each 2Q .03 
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Kaber'a Artists' Kuliber. black, pure gum, 2 !t IJ 

indies, each $0.20 |0,08 

Faber'sink Eraser, Uxl inch, each 05 .01 

Kaber'sink Eraser, 2| x 1^ inches, each 20 .08 

Fober's Combined Ink and Pencil Eraser, 2}- x 1 

inch, each 16 .OS 

Faber' s Combined Ink and Pencil Eraser, 2i| x If 

inches, each 25 .08 

Fiber's Typewrilers' Rubber, 3^ x | inch, each 10 ,02 





2eT2. 

2872. Davidson's Velvet Rubber, obtong. 1| x } inch, 
2874. DaTidsiin's"velvel Rubber, "oblongraj'x'^"incK 
2876. Davidson's Velvet Rubber, oblong, 3} x j inch, 
2876. Davidson's Velvet Rubber, oblong, t! x 2^ x -^ inch, 
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PmcB. 

Satin Finish Rubber, oblong, SJ x J inch, each fO.ori 

Satin Finish Rubber, oblong, 8 " j inch, each 10 

Salin Finish Rubber, oblong, 3^ x | inch, each 15 

Satin Finish Rubber, oblong, 3} x | inch, each 'lb 



2890. Muhiplex Rubber, superior quality, 2x J inch, each.. 

2891. Multiplex Rubber, superior quality, 'i\i.\ inch, each 

2892. Multiplex Rubber, superior quali^,2fx I inch, each 
28D3. Multiplex Rubber, superior quality, 2} x 1} inches, 




28»6. 

289f}. Sponge Rubber, for cleaning drawings, 2 x 1} n 1 

inch 30 .0 

2898. Sponge Rubber, for cleaning drawings, 3x2x1 

inch 60 .Oi 

RUBBER BANDS. 

2900. Rubber Bands, No. 8, J x j»j inch, per gross $0.15 |0.0 

2902. Rubber Bands, No. 20, IJ x J inch, per gross 05 .0. 

2904. Rubber Bands, No. 61, 2 x J inch, per gross 1,00 .1. 

2906. RutJjcr Bands, No. 63, 3 X i inch, per gross 1.50 .2( 

2907. Rubber Bands, No. 200, 11 sizes assorted, 1) to 3 

inches, per box 1,00 .li 
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HIGGINS' DRAWING BOARD AND LIBRARY 
MUCILAGE. 

No. Phicb. Post. 

291G. Drawing Bouil Mucilage, line (|uiitiiy, 3-ounce j&r- $0.15 $0.13 

291G. Drawing Hoard Mucilage, fine quality, 6-ounce jar.. .26 .17 

2918. Taurine Mucilage, fine quality, 2-ouiice bottle with 

brash 10 .10 

2919. Taurine Mucilage, fine quality, 4<iunce bottle with 

brush 20 .13 

2921). Taurine Mucilage, tine quality, pint bottle without 

brush 50 .30 

2922. Taurine Mucilage, fine quality, quart bottle without 

brush 80 
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HIGGINS' AMERICAN LIQUI» ORAWING INKS. 

No. Puce. 
J0.26 



2HM(I. Waterpmof Cannine, ..$0. 25 

2»3J. Wateqiroof Scarlet 'i') 

2S32. Waterproof Vermilion .25 

29JW. Waterproof Blue 25 

21134. Waterproof Indigo 25 

Postage on l!ie BN)ve i 



2035. Wateiproof Violet $0.25 

298ti. Waterproof Green 26 

2St37. Waterproof Yellow ... .26 

293H. Waterproof Brown 25 

2939. Watcqiroof Orange ... .25 
:s, 7 cents each l»tllc. 



WINSOR & NEWl'ON'S WATER COl.OR LIQUIDS. 



2945. Indian Ink, Black... ?0.3I 

2946. Chinese White 3( 

2947. Cannine 31 

2948. Sepia 31 

2949. Frussian Blue »t 



No, 
2950. Silver Ink 

2961. Gold Ink 

2962. Indelible Brown 

2963. Proufs Brown 

2964. Extract of Ox Gall... 



Postage on the above inks, fi cents each bottle. 

INDIA INK, IN CAKES, {See page 376) 



^^tti^ 



s. 
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CHINESE INDIA INK FOR GENERAL DRAWING. 

No. Pbick. Post. 

2U6(). Oval, Black, I.ioii Head, !j| inchi-s, per cake |0.35 |0.02 

2962. Round, lllack, Lion Head, 2} inches, per cake 26 .02 

2963. Round, Black, Lion Head, 41 inches, per cake 76 .04 

2965. Hexagon, Black, Lion Head, 3x I inch, per cake.. .50 .08 

'29(J7. Square, Black, Super Super, 3xi inch, per cake..,. .50 .OS 

2«68. Square,Black, SuperSuper, SJjtl inch,percake... 1.00 .12 
•2970. Obione. Black, Double Dragon, fine, 3|x3 inch, 

per cake 2.00 .12 

2972. Oblong, Red Ink, fine, 2| inches, per cake 76 .08 

2973. Oblong, Blue Ink, fine. 2J inches, per cake 76 .08 

2974. Oblong, Yellow Ink, fine, 1% inches, per cake 76 .08 

JAPANESE INDIA INK. 

For drawings in which the ink-lines are frequently washed in applTUig 
— er colors. 




No. Pbicl Post. 

2080. Oblong, black, fine quality, 3} inches, small cake .. fl.OO 90.12 

2982. Oblong, black, f^ne quality, 3| inches, medium cake 2.00 .18 

2984. Ublong, black, fine quality, Z\ inches, large cake... 8.00 .11 
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WINSOR & NEWTON'S WATER COLORS. 




Whole, each, 25 cts 


; Half, each, 15 cts. 






1 . Aniwcrp Blue. 


•16. FTali* WhiK. 


31 Oranee Chrome 




Bi««. 




Gamboge. 
HookePiGRenlal. 




Payne-»Crav. 




Blue Black. 










Brillsli iDk. 




Hooker-B Green Int. 


^. 


Pru"i^ G^m 






il 


Indian Red. 




Raw Sienna. 




Brown Ochre. 




Indigo, 












Ilaliin I^nk. 




Ro^Oct^. 






£1 


Ivory Black. 


3t 


Sap Gnen. 




Buret Umbo". 


*I1 


King'. Yellow. 




Tern Verte. 




Chinese While. 




Lamp Black. 




Vandyke Browi 




Chrooit Yelloi.. 


^ 


Light Red. 












Naples Yellow. 




Ve™n"on. 


li 






Neutral Tint. 




VeUow Lake. 






29 


New Blue, 






Vi. Eoicnld GrtKD. 


30. OUve Gicen. 




Whole, each, 45 cts 


i Half, eich, 25 cts. 




•W. BIsck Uod. 


50 Man Yellow. 


65. Sairiet Lake. 




Brown Mudder. 




Neutral Orange. 


56. Scarie. Venrilio 








Purple Lake. 


ST. Sepia. 




ConJunl Wh'ie. 




Re™™'> Bladder. 


58. Warm Sepia. 


l» 


Crinuon Lake. 


54 




Whole, each. 05 cts 


; Half, each, 35 Ms. 




6» Col»ll Blu<. 


61 Lemon Yellow. 


63 Violet Carmine 


60 


Indian Yellow. 




Orange Vermilion. 


64 


Vifidian. 



378 



IV. dr* Z. E. GURLEY, TROY, N, K 



No. 
2996. 



Whole, each, IM) cts. ; Half, each, 45 cts. 



6."). Aurcolin. 

66. Burnt Carmine. 

67. Cadmium-Orange. 

68. Cadmium-Pale. 

69. Cadmium-Yellow. 

70. Carmine. 



♦71. Field's Orange Ver- 

milion. 
72. French Blue. 
78. Gallstone. 
74. (Ireen Oxide of 

Chromium. 



75. Indian Pur]^. 

76. Intense Blue. 

77. Mars Orange. 

78. Pink Maddkr. 

79. Pure Scarlet. 

80. Rose Madder. 



2998. Whole, each, $1 .40 ; Half, each, 70 cts. 

♦81. Madder Carmine. 
82. Purple Madder. 

Colors marked ♦ are not made in pans 
Postage on water colors, 1 cent each. 



K\. Smalt. 

84. Ultramarine Ash. 



The following colors are generally used by Architects and Civil and 
Mechanical Engineers : 

Burnt Umber to represent earth. 

Burnt Sienna to represent wood. 

Light Red to represent brick. 

Sepia and Yellow Ochre to represent stone. 

Prussian Blue to represent wrought iron. 

Payne' s CJrey to represent cast iron. 

Gamboge to represent brass. 

Gamboge and Carmine to represent copper. 

Prussian Blue and Carmine to represent steel. 

In Topography the following colors are generally used : 
Hooker's Green No. 2 to represent grass. 
Burnt Sienna to represent cultivated ground. 

Burnt Sienna and Hooker's Green to represent uncultivated grouncL 
Indigo and Hooker's Green to represent swamp. 
Gamboge and Hooker's Green to represent trees. 
Yellow C^chre to represent roads and streets. 
Indigo to represent water. 

Carmine to represent buildings, bridges and masonry. 
Sepia to represent hills. 
Sepia to represent shade lines and shadows. 



\V1NS0R & NEWTON'S WATER COLORS. 

IN POLISHED M.\IICX:ANY ROX, WITH I/)(^K AND KEY, AND DRAWER, 
TAINT-STONK, WATKR-GLASS, INDIA INK, BRU.SHES AND COLORS. 

No. Price. Post. 

;}00(). Complete Box, with 12 colors, whole cakes $9.(10 |1.00 

3002. Complete Box, with 18 colors, whole cakes 13.50 1.16 

3004. Complete Box, witli 12 colors, half cakes 6.00 .60 

3006. Complete Box, with 18 colors, half cakes 7.75 .66 
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3000. 3010. 

EMPTY JAPANNED TIN COLOR BOXES. 

Nq. Pkich. Post. 

8010, Japanned Bqh, lo hold 6 wbole or 12 half pans.... |0.80 $0.06 

mi2. Japanned Box, (o hold 12 whole ot 24 half pans.... 1.15 .20 

3014. Japanned Box, to hold 18 whole or 36 half pans.... 1.40 .26 

EMPTY WOOD SLIDE-LID COLOR BOXES. 

3016. Color Box lo hold whole or half cakes $0.40 f0.04 

3016. Color Box to hold 12 whole or half caUes 60 .08 

3017. Color Box lo hold 18 whole or half cakes 60 .12 

WATER COLOR BRUSHES. 
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No. 
3030. 



Camel Hair in Tin, with handle : 

No. 1. 2. 3. 4. 5. 

Kach, $0.10 .10 .12 12 .15 



6. Post, 

.15 $0.02 




3035. Red Sable, in Albata, with handle : 

No. 1. 2. 3. 4. 5. 6. 7. 13. 14. 
Each, §0.20 .25 .35 .40 .50 .60 .70 1.00 1.50 



8 

19 



Post. 
$0.02 to 10.10 




3040. Camel Hair Sky or Wash Brush, in Tin, with Handle : 

No. 0. 1. 2. 3. 4. Post. 

Each, $0.18 .20 .25 .35 .40 |0.02 




3045. 

3045. Camel Hair Wash Brushes in Tin, with two points 

No. 0. 1. 2. 3. 

.75 



Each, SO. 40 



.50 



.60 



90.02 
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WATER GLASSES, INK AND COLOR SLABS. 




No. 



3050. 



30 S4. 



11050. Artist's Water Glass, 2| inches, each f 

3051. Artist's Water Glass, 3| inches, each 

3054. Ink or Color Slab, 2^x1^ inches, each 

8050. Ink or Color Slab, ixHJ inches, each 

3057. Ink or Color .Slab, 4^x2} inches, each 

8065. blale Ink Slab, 3} x 3| inches, with glass cover, each 

30C7. Opal Glass Ink Saucer, with cover, aj-incb, each... 

PATENT INK SLAli 



3070. 

3070. Talenl Ink Stab, China, wilh cover, 4^ \ \% inches, 

each ) 

3071. Patent Ink Slab. China, «iih cover. 5^ x 2^ inches. 
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CABrNET NESTS OR COLOR SAUCERS. 




PRitt Pm 

Ni:st of .'■ Sautors ami a tover, :ia iiiohes, [n-r nest... $0.46 $0.! 
.Vtsl of "i Sauctrs and a covtr, "ij inches, jier nesi... .65 

NesI of o .SnuctTs nnd a cover, :;) inchus, per nest... M .', 

KcM of 6 Saucers and a cover, S^ iiichoi, per ncsl... .76 .! 



liK.ASS SIKNCILS Ai.i 






. lin 



I In 



M» Figures. 

I in 



Stencil Al]i>ial.ul SLIM) «1.h'> ?I.Ufl $1.50 $1.75 $2.00 

Sicncil Alphalwl l.K.'i :!.(>!l iAh -i.»0 '2.50 2.76 

Stencil .'VIplLiKt 4.1)1) 4.1.'> 4.ail 4..''iO 4.75 5.00 

Siencil AliihalKt l.«5 '2M 2.18 2.80 2.60 2.75 

set of Kij^ores tu match any of (hu^e Al])luibvis will cost one-third 

ice of tlic saiuc style and uzu of Alphai>cl. 

rostitjje on each AlphalKt fO.U 

I'oslage on eadi set of Fijiures, N..s. 31IKI, :iHJl and 3108.. .04 
I'ostagc on cndl scl of I'igares, So. 31(12 12 



BRASS SIKNCIL I'LAIES. 



Bill). North I'oinl. full si le 

3111. North I'oinl, full si/e 

3112. North Toinl, fnll siic 

^llli'i. Ornamental (.'orncr. full si 

Itini. t)nianiental Corner, full si 

:liaO. Daslier, fullsi/e 

ai21. Dasher, full size 



.03 



.\ Stencil Itrush \s furnished with each Alphabet or set of Figure* 
without esira charfie. 

L'se thick Inilia ink for marking. 

Other sl^'le^ and sizes of Al|)hal>ets, rigures and Stencil llates made 
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STENCIL PLATES. 

EMMA45 



3100. 3101. 3102. 3103. 



3110. 






>ii 



y 



3112. 



\i/ 



/t-x 



••A 



^StTI)^ 3111. »•'» 



■h^:::^ ^M 





3121. 

(For prices, see page 382.) 
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COMMON POCKET COMPASSES. 




317(1. 



3ieo. 

Prii 

Mahogany case, slop to needle, 2 inches square F1.50 90.12 

Mahi^any cuse, stt^ t» necille, ■! inches square 2.2(> .15 

(iovemntenl luulcm, mahiif>any caw:, 8 inches 

square, roiseil riii';, superior needle vilh stop, 

Curley, maker J.W) .16 

Brass, round, watch paUeni, slo|), agale center, IJ 

inches diameter. 65 .04 

Ura.ss, round, watch ]>attcni, s(o|i. agato center, 2 

inches diameter. 1.00 .12 

Brass, rimnd, stop, agale center, 11 inches diameter, 

with cover .". 1.10 .12 

Brass, round, stop, agate center, 2 inches diameter, 

with cover 1.25 .12 

Brass, round, slop, agate center, '1\ inclies diameter, 

widi cover, (suiieriot) .". 2.60 .1* 

Brass, round, walch pallern, stop, agate center, 11 

inches diameter, with lunged cnver 1.25 .12 

ISrass, round, watch pattern, stop, agate center, '1 

inches diameter, with hinged cnver. 1.50 .12 
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»1T8. 

Pocket Compass, 1} inches diuneter, hnndi^ case, 
spring catch, stop to iKedle in joiol <rf oorer, and 
bar needle with agate center |2.7S 10.12 

Pocket Compass, 2 inches <UanieteT, hunting case, 
spring catch, slop to needle in joint of cover, and 
bar needle with agate center 3.2(> .12 




31TH. Pocket Compass. 1} inches diameter, watch pattern, 

gill, stem slop, bar needle 4.00 

SI 79. Pocket Compass, 1} inches diameter, watch pattein, 

gilt, stem stop, bar neeaie ~ 4.80 
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I'ucket Compass. 2} inches diameter, with cover, 
fulding sights, bar needle with agate center and 
stu[) li> needle in joint of sight ^VOO 

I'ockct Compass, S\ inches diameter, with cover, 
folding sights, liar needle with agate center and 
stop to needle in joint of sight G.IX> 






A= S Rh. C 

inches dm 








ni-ler 


graduated 


ikgrcc bar r 


eedk »ith 




center and 




ver and ni 








inihis dia 


meter, 


graduated 


dcgreL Itar needle \Mth 






ivoted sights. 


over and tnoroceo 


case 
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No. Pmcb. Po«r. 

31Se. Pocket Compass, SI inches diamettr, bcftlT bnss 
case and cover, 2}-inch needle with sgate -ccmtar 
and slop, superior, Gurlejr, maker - 'ffl.OO ^.20 

3100. Military Pocket Compass, \\ inches diameter, Iieavy 
case with hinged cover, bar needle with agate 
cetiler and slop to needle 6.00 .U 

3192. Pocket Compass, 1} inches diameter, watch pattern, 

stem scop. Singer's patent pearl dial 4,80 .12 

3194. Geological Compass, or brass, 2} inches, with pen- 
dulum, for ascertaining the angle of dip in rocks.. 4.00 .16 

319G. Gilt Charm Compasses to hang Phicb. Post. 

to watch guard 90.25 to «2.00 «0.02lo|0.10 




3200. Pocket Compass, 2J inches diameter, hunting case, 
raised ring, agate center, stop to needle, folding 
sights 15.00 10.16 

3220. Pocket Ail Azimuth, with Telescope, for tiavelets 
and military surveyors. Altitudes, aiimutiu, com- 
pass bearings, clinometer degrees and levels are 
all i^Jtained by this inatrument. Siie 0} x 2} x 1^ 
inches, in case 47.W .« 
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3220. 
PRISMATIC COMPASSES. 




I'rismalic Compass. 2J indies diameter, liuntinf; 
case ; can In' used as an ortlinary c(im]>ass «itli<iiil 
<^ii.-niii([ the cover, and a [irisniatic (i)ni['ass 1p\- 
raiaing (he cover, glazed with n stout glast, on 
which is elL-he<1 a line for the sight. With fiildin); 
piisro and floating dial with stop $14.00 |0.I6 
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■isiufllic Compass S inches d I ameler withHiating 
ilinl divided lo J degrees folding pnsm and liair 
si^lu. will) metal cover (not shnmi m cut], i^i 



■r sling ci 






JJ.I 



hloi 



ii>180=, 



:d benealh 
lulum dial, graduated for altitudes 0° 
dividud (J° to 'M° both ways as clino- 
er and with scale of rise or fall in inches 
janl ; folding prism and hair sight, bronzed 
;.l I-.SO ;.na mver ; in sole leather sling case..,. 27.00 

SEXTANTS. 
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SEXTANTS. 

Nn. pKiCK. Post. 

324U. I'uckct Scitaiit, divided lo \ degrees, with vernier (o 
1 minute, lelescupe, aun glasses, reading glass, 
tangent screw, etc. In metal box It inches in 
diameter, and in uioroccu case, see page lt8t) (40.00 f0.40 




824<>. ScxtanI of gun metal open frami. 4 inches radius 
ire of liO" gradmted on siKcr to Ifi minutes 
mth verniLT reading lu lii SLCinds damp ajid 
tangent and magnifier, one (errestriot telescope 
one cclislial telescope two mirrors six sun 
glasses in matv^any 1>o\ 46.00 

8248. Sextant of gun metal light but very strong T inches 
radius arc of lid" graduated on silver to Vi 

astninomical telesco|>cs magnifying (i and 10 
times, one tLirestrial telescope seven neutral 
glasses and two mirrors in polished mahogany 
box „ 120.00 
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ARTIFICIAL HORIZONS, ANGLE MIRRORS AND 
PRISMS. SURVEYORS' CROSS-STAFF HEADS 

Nt>. PBICB. Post. 

3250. Artificial llorizon, wlih black gla^s plane mounted 

in brass frame, with three leveling screws, and 

sensitive level vial. All in malx^any box $16.00 (0.80 

3252. Mercurial Horizon, iron trough, iron bottle with 

screw stopper and funnel cap, glazed metal roof. 

All in mahogany box 87.50 




32S6. 3360. 



3256. Angle Minor, with small plummet, for angles of 90 
degrees, I'he handle can be detached and 
stored in frame of instrument. Size, 2^ x 2 x ij 
inches, in morocco case 7.50 

33&G. Angle Mirror, plain, for angles of 90°, in morocco 

case 6.00 

3260. Kectangular Priam, for angles of 90°. HJ x IJ x Ij 

inches, in morocco case 5.00 

3202. iJouble Prism, to take angles of OO" and 45°, in 

morocco case 10.00 

32CG. Surveyor's Croaa-Suff Head, for 45° and 90' 
angles. Octagonal, 8 inches long. With staff 
socket 2.75 

32GG. Surveyor's Cross-Suff Head, for 45= and 90" 
angles. Octagonal, 8 inches long. With magnetic 
compass, l|-inch needle, and with staflf socket 4.75 

3207. Surveyor's Cross-Staff Head, for 45° and 90" 
angles. Round, 3^ inches long. With vertical 
a>:is divided to 1° and vernier to 3 minutes. With 
magnetic compass, 2J-inch needle, and with stafT 
socket 11.60 
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PEDOMKTKRS, PASSOMETERS AND TALLY 
REGISTER. 



yf 1. 

3870. 3276. 

u-*70. Pcdi.mcler, walch fi>nn. Onfi dial registers distance 

walked u|i to 12 miles l>y each} mile |4.50 \ 

R2T2. Pedomeler, walch form Twii dials register distance 

walked up to Gt) miles liy each HO yiwds 5.0O 

32Ti>. Paasomutcr, watch funn Three dials registLr each 

step up to "iVW stt|B> C.fiO 

S2T0, I'assomcler, same as ^l> KT'i, but Hith stem nllach- 

ment to .set the iHiinlLrs to zero at will 10.00 
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3280. Tally Register, for surveyora and others ; useful in 
chaining, for counling persons, cattle, coal, wheal, 
etc. Kegisterslol.OUOandcanbesettozoroalwill, $2.60 |0.15 

CLINOMETERS. 




Clinumcter ur .Slope Level (Gurley, maker), 7 

inches long, arc to whole degrees, in wood case... 8.00 

Clinometer or Slope I^vel (Gurley, maker), 18 

. ■ oodcase, 15.00 
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No. > Pitici. 

8288. Clinometer or Slope Level (Curie;, maker), 6 
inches long, are to whole degrees, Iwo levels, 
sights and slafT mountings, in wood case (16.00 



r, with two Levels, Compaas and 
Inclination Scale, U-inch, with ughts. 1 

The Inclination SceXi: s'vfS the value of any 
allele. 'Vhc angU', OMrcrlaincd from the divideil 
arc, refers to that degree in the column marked 
•'angle,'' and another colunm gives the tiiU or fall 
in any given 




3292. 

Clinometer. 1>rass frame, u-ith bubble mounted on 
limb traversing inscribed 4-inch arc of '.K)° ; such 
design rendering the measurement of the inclina- 
tion of the under side of a plane available, as any 
of the four edges may l>e used i in box 10.00 
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ANEROID BAROMETERS. 



FOR ASCERTAINING HEIGHTS, D1FKERENCI':S OK LEVEL AND METEORO- 
LOGICAL CHANGES, APPROACH OF STORMS, ETC. 

Mountain Aneroid liarometers, compensated for temf)erature, with 
brass cases and silvered diais, in morocco cases. 

No. Prick. Post. 

3300. Pocket Aneroid, 2 inches diameter, altitude scale to 

8,(M)0feet, by each 50 feet $15.00 $0.20 

3301. Pocket Aneroid, 2 inches diameter, altitude scale to 

10,000 feet, by each 50 feet IC.OO .20 



3303. 
330fi. 

3308. 




3303. 

Pocket Aneroid, 2 inches diameter, altitude scale to 

10,0(K) feet, by each 100 feet 18.00 

Pocket Aneroid, 2 J inches diameter, altitude scale 
to 10,000 feet, by each 50 feet, with thermom- 
eter, and opposite side with pocket compass 25.00 

Pocket Aneroid, 2f inches diameter, altitude scale 
to 10,000 feet, by each 50 feet, with thermom- 
eter, and opposite side with pocket compass.. m«,i 27.00 



.20 



.30 



.80 
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No. Price. Post 

3310. Pocket Aneroid, 2| inches diameter, altitude scale 

to 3,0()0 feet, by each 10 feet |17.00 ^.26 

3312. Pocket Aneroid, 2 J inches diameter, altitude scale 

to r),0(X) feet, by each 20 feet 17.00 .26 

3314. Pocket Aneroid, 2^ inches diameter, altitude scale 

to 10,000 feet, by each nO feet 18.00 .26 

3310. Pocket Aneroid, 2 J inches diameter, altitude scale 

to 16,000 feet, by each 50 feet 19.00 .25 

3318. Pocket Aneroid, 2 J inches diameter, altitude scale 

to 20,000 feet, by each 100 feet 21.00 .26 

3322. Pocket Aneroid, 2f inches diameter, altitude scale 

to 10,000 feet, by each 50 feet, and thermometer 20.00 .26 

3324. Pocket Aneroid, 2J inches diameter, altitude scale 

to 16,000 feet, by each 50 feet, and thermometer 22.00 .26 

3330. Metric Pocket Aneroid 2J inches diameter, altitude 
scale to 3,000 meters reading to 10 meters, and 
])ressure scale reading lo 1 millimeter 19.00 .25 

3332. Metric Pocket Aneroid, 2J inches diameter, altitude 
scale to 5,0(X) meters reading to 20 meters, and 
pressure scale reading to 2 millimeters 20.00 .25 

3336. Plain Aneroid, no altitude scale, 5 inches diameter, 
with thennometer and open face to show mech- 
anism, for parlor use 16.00 .65 

3338. Plain Aneroid, no altitude scale, 6 J inches diameter, 
and with two thermometers reading to scales of 
I'ahrenheit, Reaumur and Celsius, and open face 
to show mechanism, for parlor use 18.00 1.00 

3340. Self- Recording Aneroid Barometer, with attached 

thermometer. In mahogany case with glass front, 50.00 
This barometer is used by the U. S. Weather 
Bureau, and is simple in construction and accurate 
in its work. The cylinder makes a complete revo- 
lution in .seven days, and thus each diagram gives a 
barometric record for one week. 



SURVEYING AND MINING ANEROIDS. 

IJRONZKI) (WSKS, SILVKRKD 1)I.\I„S WITH REVOLVlN(; MAGNIFIER. COM- 
PENSATKI) Kt)R TEMPERATURE. IN LEATHER SLING CASES. 

3350. Surveying Aneroid, 3 inches diameter, altitude 
scale to (),0(K) feet, by each 20 feet and by ver- 
nier to 2 feet $40.00 |50.40 

3352. Surveying Aneroid, 3 inches diameter, with altitude 
scale to 10,(KK) feet by each 50 feet and by vernier 
to 5 feet 43.00 .40 



W. dr» Z. E. GURLEY, TROY, N. Y 397 

No. Prick. Post. 

3355. Mining Aneroid, 3 inches diameter, arranged to 
register 2,000 feet below sea level to 4,000 feet 
above by each 20 feet and by vernier to 2 feet $40.00 $0.40 

33G0. Surveying Aneroid, 5 inches diameter, with altitude 
scale to 5,(K)0 feet by each 10 feet and by vernier 
to 1 foot 45.00 .90 

3302. Surveying Aneroid, 5 inches diameter, with altitude 
scale to 10,000 feet by each 20 feet and by vernier 
to 2 feet 47.00 .90 

3364, Surveying Aneroid, 5 inches diameter, with altitude 
scale to 1 0,000 feet by each 20 feet and by vernier 
to 2 feet 50.00 .90 

336G. Surveying Aneroid, 5 inches diameter, with altitude 
scale to 20,000 feet by each 50 feet and by vernier 
to 5 feet 52.00 .90 

The Surveying and Mining Aneroid has been constructed especially 
for the use of Surveyors and Engineers, for ascertaining slight variations 
in gradients, levels, etc., and from its extreme sensitiveness will be found 
of considerable utility in Mining and Surveying work generally. 

The Vernier Scale is moved by a rack-work adjustment, and a magni- 
fying lens which rotates on the outer circumference of the instnunent 
facilitates the reading of minute (juantities. 

A Treatise on the Aneroid Barometer ; its construction and use. 
lllu.strated. i'>0 cents. 

Aneroid Barometers in Aluminum ca.ses cost extra, as follows : 

Barometers Nos. 3300 to 3303, if in Aluminum cases, extra $3.00 

r)arc)meters Nos. 3310 to 3332, if in Aluminum cases, extra 5.00 

Barometers Nos. 33'')0 to 335o, if in Aluminum cases, extra 8.00 

Barometers Nos. 3300 to 3300, if in Aluminum cases, extra 12.00 



TO USE THE ANEROID, WITH ALTITUDE 

SCALE. 

Find the height in feet at first station and subtract this from the height 
in feet at second station. If the mean temperature is greater or less than 
50° F. , aj)ply correction for temperature as hereafter given. 

Example : 

Aneroid at vStation A, 1800 feet. Thermometer, 50°. 
Aneroid at vStation B, 800 feet. Thermometer, 70°. 

The ai)])roximate height is 1,000 feet. The sum of the temperature is 
120. A correction of -|- 20 is therefore applied. This is 20 feet. 
The difference of elevation is therefore 1,000 + 20 = 1,020 feet. 



898 
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TO FIND THE RELATIVE HEIGHT OF TWO 

GIVEN PLACES. 

Take a reading of the Aneroid at first station ; subtract from this the 
reading at the second station. The product multiplied by 9 will give the 
difference of altitude in feet thus : 

First Station 30.20 

Second Station 29.99 



21 
9 



Difference of altitude 189 feet. 

This under ordinary pressures and with a temperature about 50® F. 
will jifive good results. If the temperature is over 70° F. multiply by 10. 
The table prepared by Mr. Symons is more strictly accurate : 



Mean Temperature. 



Mean pressures, 27 inches... 
Mean pressures, 28 inches... 
Mean pressures, 29 inches... 
Mean pressures, 30 inches... 



30° 


40° 
9.9 


50° 


60° 


70° 


80° 


9.7 


10.1 


10.3 


10.6 


10.8 


9.3 


9.0 


9.8 


10.0 


10.2 


10.4 


9.0 


9.2 


9.4 


9.G 


9.8 


10.0 


8.7 


8.9 


9.1 


9.3 


9.6 


9.7 



TO MEASURE ALTITUDES WITH ANEROID 

BAROMETERS. 

wrnun'T altitude scale. 

Roughly speaking, the barometer falls one inch for every 900 feet of 
ascent ; or at mean atmospheric pressure in this latitude 

Above sea-level 917 feet, the barometer falls I inch. 

Alx)ve sea-level 18(>0 feet, the barometer falls 2 inches. 

Above sea-level 2830 feet, the barometer falls 3 inches. 

AlK)ve sea-level 3830 feet, the barometer falls 4 inches. 

Above sea-level 48t)l feet, the barometer falls 6 inches. 
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ANEMOMETERS. 



" Itiram's." — For rcgistcriiiR ll>e velocity of currents of air in mines, 
tunnels, ulc, \fj muans of a light fan, the revolutiun.s of which are 
recorded on a ilial in the center of the inalniment. 

This inBtrumcnt placer! in the passage of a mine registers automatically 
the rate al whicli the air is tmveling through it, and a simple ohservation 
will detect any elackening of (he current arising from ohstruction of the 
ways, or want of attention at (he ventilating furnace, or fan wheel. 




3380. 



338(1, Birani's Anetnomelcr, % inches diameter reading to 

l.tHKJfeel, with disconneclor, in morocco case, ...$19.00 $0.a 
.13H2. Ilirain's Anemomeler, 4 inches diameter, reading (o 

l.lMlllfuel, with disronneclor, inwuodcase I'J.OO A\ 

;"W4. Hiram's A] lonioiiiLHer, li inches diameter, reading (o 

I.Ull'Ifcet, with disMDnector, in woodcase 20.UO .61 

;l;i8(i. Biram'a Aneniiunetur, (( inches diameter, reading to 

llHf,(IUU feel, wilh disconnectoi, in wood case 22.00 .01 
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No. Price. Post. 

3388. Biram' s Anemometer, 6 inches diameter, reading to 

10,000,000 feet, with disconnector, in wood case..f 30.00 $0.60 

Pocket Size, (2 inches diameter) — Is made in 
the form of a watch — ^the top and bottom of the case, 
when opened, form a base for the instnmient, a 
check-spring passing through the pendant acts as a 
stop to the movement, on being pressed by the finger 
at the expiration of the time necessary to make the ob- 
servation. The movement is jeweled at four points. 
The outer circle of divisions on the dial records by 
single feet up to one hundred ; the smaller dial con- 
tinues the enumeration up to one thousand feet. 

3300. Watch Anemometer, very small and sensitive, in 

white metal hunting case, reading to 1,000 feet... 26.00 0.18 

HOW TO USE THE ANEMOMETER. 

The Anemometer consists of a series of vanes, which revolve with the 
action of the air-current, the number of revolutions, or numbers propor- 
tioned to the revolutions, being registered by a pointer on the face of a dial, 
forming part of the instrument itself. An observer has only to record the 
|X)sition of the several indices at the first observation (by writing the lower 
of the two figures on the respective circles, between which the index 
])oints, in their proper order), and deduct the amount from their position 
at tlie second observation, to ascertain the velocity of the air which has 
passed in the interval. This multiplied by the area in feet of the passage, 
where the instrument is placed will show the number of cubic feet which 
has passed during the same period. 

Thus, suppose the observation of one minute gives : 

Second reading 525 

First reading , 225 

300 
Add correction, say 30 

330 

Size of passage in feet, 10 x 5 x 330 = l(),r)(H) feet per minute. 
The correction added above is the value of the constant of friction, 
which nmst be found for each machine by actual experiment. 

TO FIND THE VELOCITY OF THE AIR IN THE PASSAGE. 

Proceed thus : Suppose the Anenometer indicates 330 feet per minute. 
330 -j- 88 = 3.75 or 3^ miles per hour, 88 being ,*|rth of a mile. 

To ascertain the force of the air current, multiply the square of the 
velocity of the air in feet per second by .0023. 
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No. Pitici. ran. 

33M. The Portable Air Meter, six dials, reading to 
10,000,000 feel, diameter of fan wheel 2i inches, 

with disconneclor. J21.00 10.86 

33m>. Air Meier, same as pieceeding, with two dials, and 

reading only to 1,000 feet 19.00 .86 

The portable "Air Meier" is for the measurement of currents of aii 
through mines, tunnels, sewers and the ventilBtors of hospitals, public 
liuiliiiiigs, etc. The indications are obtained by means of a delicately 
poised fan-wheel, the recordings being commenced by the long hand, 
which (raverses the extreme outer circumference of the main dial for the 
passage of one hundred feet of air. 'ITie enumeration is continued up lo 
ten millions of feet (say 1,694 miles), by s series of smaller dials as 
shown in the illustration. A "Disconnector" projecting from the band 
of (he instrument, opposite the fan-wheel, serves to Ihraw the mechanism 
out of gear, and arrest its action, when required. The instrument a 
packed, with the usiul univeisol jointed socket bolder, in a box abont 
four inches square. 
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MARINE AND FIELD GLASSES. 



eleven lines buing e([ual tu one inch. 




3400. 

Six I^ns Aclinimaiic I'ield Glnss, initial iKiily, ton-rtd with morocco, 
sun-slioili'S III uxtL-iirl civur tin: ulijci't-jjU^v-^s, anil iii<ir»ccci case willi strap, 

N... PXICH. 1>,WT. 

;mHI. lliKly 4!j indies limg ; i.hjocl-{;lasws 'l\ lii.oa in 

iliamolcr ?7.00 fO.80 

:t4()l. IkMly f>:[ iiichi-M liinir ; <il)jcit-[;1nssL-s tX linos in 

ilianivlcr KOO .35 

AWel. I!<«ly lij irclus limg; objoct-glasscs 2« lines in 

iliainclcr 0.00 .40 

Six l.cns Aclinimatic Murine (ir rid<1 CInss. 

niulal locly, cnvcrcil wilh luallicr. itun-shades to 

exlend over Ihc iil^oct -glasses, unil leather inse 

»ilh slrai.. 
!)4')li. liixly h\ inches Innj;: (il>jeot-{;la!!SC!< 'l\ lines in 

diameter 13.0() .40 

340T. liody fij inches lung ; object-glasses 24 lines in 

diuneicr 14.00 .46 
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No. Prick. Post. 

15408. r>cKly OJ inches long ; object-glasses 2G lines in 

diameter $15.00 $0.50 

Hardou's U. S. Army Signal Service Marine 
or Field Olass, six lenses, achromatic object- 
glasses, metal body, covered with Turkey mo- 
rocco, sun -shades to extend over the object-glasses, 
and leather case with strap ; very superior. 

?AV2. Body 5 J inches long; object-glasses 21 lines in 

diameter 16.00 .40 

8413. Body Oj inches long; object-glasses 24 lines in 

diameter 18.00 .45 

o414. Body G| inches long; object-glasses 2G lines in 

diameter 20.00 .50 

Bardou's U. S. Army Signal Service Marine or 
Field Glass, same as above, and with hinge adjust- 
ment for different widths of eyes, in leather case 
with strap. 

8415. Body SJ inches long; object-glasses 21 lines in 

diameter 18.00 .40 

84 IG. Body Gf inches long ; object-glasses 24 lines in 

diameter 20.00 .45 

8417. Body Gf inches long; object-glasses 2G lines in 

diameter 22.00 .50 

Binocular Telescopk. — This field glass has 
great power and wonderful optical qualities, and 
can be adjusted to the distance between the eyes. 

It is one of the best glasses for yachting, deer- 
stalking, military service, and general field use. It 
is furnished with sun-shades and leather case with 
strap. 

8420. Length, 5] inches ; diameter of object-glasses, 8 

lines; power, 10 diameters 30.00 .35 

8421. Length, 9 inches; diameter of object-glasses, 10 

lines; power, 12 diameters 35.00 .50 

8428. Length, 9 J inches ; diameter of object-glasses, 16 

lines; power, 16 diameters 45.00 .76 

8424. Length, 11 inches; diameter of object-glasses, 19 

lines; power, 20 diameters 50.00 .90 

Ranchman's Glass. — Six Lens Achromatic 
Field Glass, metal body covered with morocco, 
sun -shades to extend over the object-glasses, in 
leather case with strap. A superior glass. 

8480. Body, Gf inches long ; object-glasses, 26 lines in 

diameter 18.00 .60 
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Paner(JETIC Glass. — Six Lens Achromatic Field 
Glass, aluminum body (light weight), covered with 
morocco, sun -shades and leather case with strap. 
This is a new style and a superior glass. 
No. . Pkick. Post. 
3484. Body, 4 inches long ; object-glasses, '21 lines diam- 
eter ^25.00 10.30 

3415.'). Body, 4\ inches long ; object-glasses, 24 lines diam- 
eter..." 28.00 :35 

343(>. IJody, 4J inches long ; object-gla.sses, 2*) lines diam- 
eter 30.00 .40 

3437. Body, 4 inches long ; object-glasses, 21 lines diam- 
eter, and with hinge adjustment 30.00 .30 



IMPROVED OPERA AND FIELD GLASS. 

This gla.ss has a double draw to the eye end, like 
a telescope. 

3440. Body, 3J inches long; object-glasses, 17 lines diam- 

eter ^KJ.OO ^.30 

3441. Body, 4 inches long; object-glasses, 11) lines diam- 

eter 17.00 .36 

3445. Bardou's Pocket Army Field Glass, conical body, 5 
inches long; object glasses, P.) lines diameter; 
very portable, with good power and definition 10.00 .30 

Note. — We also have constantly on hand a full and 
choice assortment t f plain and fancy ()pcra Cilasscs, of best 
make. Sizes, from 11 to li) lines diameter. Prices, from 
ty.OO to 5*25.00 each. 



ACHROMATIC TELESCOPES. 




3475. 

347r). Telescope, with 3 draws, 15 inches drawn out, 6 
inches shut, object-glass 1 inch in diameter, power 
13 times $2.50 $0.20 

3470. Telescope, with 3 draws, 10 inches drawn out, 
inches shut, object-glass IJ inches in diameter, 
power 10 times 3.60 '^^^ 
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Telescope, with 3 draws, 23 inches drawn out, 8 

inches shut, object-glass 1} inches in diameter. 

Telescope, with 1i draws, HO inches drawn out, 10 
inches shut, ohject-gloss 1| indies in diameter, 
power 26 limes 7,00 

'I'elescope, with 4 draws, !ST inches drawn out, 1 1 
inches shut, object-glass \\ inches in diameter^ 
superior gtasf, power ;lu times 10.00 

Telescope, with 4 d^au-!^ \'l inches drnwii out, 11 j 
inches shut, ohjccl-glass 'l\ inches in diameter. 



Telescope, with 4 <;nlws, 48 inches drawn out, \A\ 
inches shut, uliject-i^lass 1% inches in diameter, 
power 50 times 



TOURISTS' GLASSES. 



30.00 




Tourist's Achromatic Telescope, with brass body, 
covered with Turkey morocco ; three draws, 17 
inches drawn out, (i inches shut ; object-glass \\ 
inches in diameter; sun-shnde to slip l)eyimd 
the ol>ject-g1ass ; leather ca|>s to cover lioth the 
eye-piece and object-glass with shoulder strap. 
Tower '20 limes $S.OI) J0.2II 

'!"elcsco]>e, same as No. :[4«ri, Iwt is 21 inches 
drawn out, T inches shut ; object-glass \\ inches 
in diameter. Power 25 times 11.00 .80 
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3487. Telescope, same as No. 3485, but is 24 inches 

drawn out, 9 inches shut ; object-glass 1 J inches 

in diameter. Power 31) times |15.00 |0.40 

3488. Telescope, same as No. 3485, but has four draws, 

and is 3G inches drawn out, 10 inches shut ; 
object glass 2 inches in diameter. Power 35 
times 20.00 .GO 

3402. Rifle Spy-glass, 10 J inches long, body covered with 
morocco; object glass J-inch in diameter. Power 
10 times 2.50 .15 

3494. Wooden Tripod Stand, with vertical and horizontal 
motion, upon which to place a telescope ; an ex- 
ceedingly useful article, as a glass of much power 
can not be held in the hand with sufiicient steadi- 
ness to produce the best effect 5.00 1.00 

340G. Brass Clamp with Gimlet Screw, to fasten a tele- 
scope to a post or tree, four sizes to fit any of the 
foregoing telescopes $1.50, 2.00, 2.50 and 3.50 .15 



ASTRONOMICAL TELESCOPES. 

3500. Astronomical Telescope, polished brass body, 35 
inches long, mounted on brass tripod stand, achro- 
matic object-glass 2J inches in diameter, one 
terrestrial eye-piece, rack and pinion for focus- 
ing. Power 50 times |65.00 

3502. Astronomical Telescope, same as No. 3501), with 
one terrestrial eye-piece, giving iK)wer of 50 times, 
and one celestial ey»-piece, giving power of 100 
times 70.00 

350G, Astronomical Telescope, pc.lished brass body, 35 
inches long, has rack and pinion for focusing, 
achromatic object glass, '1\ inches in diameter, 
terrestrial eye piece, jwwer 40 times ; celestial 
eye piece with black sun glass, power 80 times ; 
firm tripo<l stand of walnut, having horizontal and 
vertical movements, walnut case with lock, for 
receiving the body and eyepieces 70.00 

3508. Astronomical Telescope. Same as No. 350G, but 
with body 40 inches long, achromatic object-glass 
3 inches in diameter, terrestrial eye piece, power 
55 times; celestial eye-piece with black sun- 
glass, power 110 times, walnut case with lock 100.00 
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POCKET MAGNIFYING GLASSES. 




l-incli....$().ll5 $0.03 I «528. Ijandli-Lnch.Jl.lO J0.12 



RUBBER CASE, BKLIXJWS FORM. 1 DOUBLE CONVEX LENS. 

S630. J-incb ^.40 $0.02 | 3532, 1-inch t0.60 fO.02 



IV. d- /,. £. CURLEY, TROY, N. V. 



. 3584. J and ^-inch..! 



PXICK. P..ST. I No. 



; and l-incli..$l.(H) SU.12 



3538. J.SmiiiJ-meh^.Hd 5(1.03 j 3r,30. J, i anil l-inch..S1.30 J0.12 
3542. Wliilc Celluloid Case, oval form, one 1-ineli 

(IcralJ.; conveit U-ns $tl.7t) $0-02 




3Eeo. 

Liiivn I'lxivcr, for cnundn}; threads in linvn faliries, 
l.mss inounlcd, ]-mch uiuarc ojien space 

I.inen I'rm'tr, for cimnting ihrcada in linen fabrics, 
lirnas niuunled, j^'^-indi round open iipace. 

I.inen I'rover, for counling lhrca<ls in linen faliries, 
brass raounled, ^Yfti"'^'' "uind and]-itich square 
open sjiaccs 

I.inen l4over, fur counting threads in linen fabrics, 
brass niounlcd, I-inch Miuare open s^'a;''' 

Cixldini^on I.ons, lirass niounle<1, small 

Coildiiiglon Lens, brass mounleil, me<lia;;i 

Cmldin^on I^ns, brass mounlcil, lai^' 




: &■ L. E. GURLEY, TROY, N. Y. 



No. 






8570. Coddinglon Lens, nickeled frame and cover, J-inch 

focus SI. Ml 10.12 

3571. Gxldington Lens, nickeled frame and cover, J-inch 

focus 1.75 .12 

3572. Coddington T-ens, nickeled frame and cover, 1-inch 

focua 2.00 .12 

3676. Aehromslic Triple-Lens, nickeled frame and cover, 
superior quality, giving perfect definition, j-inch 

focus 0.00 .12 

8577. Achromatic Triple-Lena, nickeled frame and covet, 
superior quality, giving perfect delinilion, 1-inch 

focus 6.00 J2 

Unsts Nos. 35U6 to 3.177 have entra power 
and definition for examining minerals, ore, rock. 



READING AND PICTURE GLASSES. 




2inchcsdimn..f0.a0 50,03 3589. 4 inchesdiam..$2.50 $0.18 
2j inchesdinni 1.00 .13 3501. 6 inches diam.. 4.00 .36 
Sinchesdiam.. 1.60 .15 | 3503. G inches diam.. 6.00 .40 



.18 I 3608. SJinchesdiai 
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POCKET SPIRIT LEVELS., (French Make.) 

PLAIN VIAI^, MOUNTED IN 15RASS. 



No. Prick. Post. 

?JH50. 3 inches $0.50 $0.06 

;}651. G inches 1.00 .18 



No. PkicE. Post. 

3G52. 9 inches $1.«) $0.23 

3653. 12 inches 2.00 .28 



POCKET SPIRIT LEVELS. 

A superior article. Our own make, with graduated and ground vial, 
mounted in brass and adjustable. 




3660. 

3660. 6 inches $3.00 $0.18 | 3664. 10 inches $4.00 $0.25 



3675. 



3600. 



3710. 



LEVEL VIALS, UNMOUNTED. 

OUR OWN MARK, AND F.VKRYONE TF:STED. 




3675. 

Ground and Graduated Level Vials, unmounted : 

IJ inches 5?().4o 2 inches ?0.50 2Jl 

3} inches IK) 4" 

5 inches 1.45 5J^ 

()i inches 2.00 7" 



o inches i'o 

4i inches 1.20 

g" inches 1.80 



Ground Level Vials, not graduated, unmounted : 

1 to U inches.. .3."> 2 inches 40 2J 

3 inches 60 'M inches 75 4 



4 J inches 1.00 5 inches 1.25 5J 

6 inches 1.50 6J inches l.()5 7 

Plain Level \'ials, not graduated, unmounted : 

1 to U inches.. .10 2 inches 12 2i 

3 inches 15 3i inches 18 4 

Art 

4 J inches 25 5 inches 35 5J 

6 inches 50 (U inches 60 7 

Note. — If sent by mail, the postage on unmounted 
inches, will be 3 cents to 18 cents, according to size. 



inches $0.60 

inches 1.06 

inches 1.66 

inches 2.25 

inches 50 

inches 90 

inches 1.40 

inches 1.85 

inches 18 

inches 20 

inches 40 

inches 75 

level vials 1^ to 7 
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CARPENTERS' AND MASONS' SPIRIT LEVELS. 

No. PmcB. 

3726. Cherry Body, 26 inches long, with level and plumb vials, lfO.75 

3727. Cheny Body, 28 inches long, wilh Icrel and plumb viaU, ,86 
3T80. Cherry licidy, 20 inches long, brass ends, iMlh vials ad- 

justabk 1.26 

3731. Cherry fiody, 28 inches long, brass ends, both vials ad- 

jusJable 1.35 

3734. "Handy" I'lumh and I.evel, cherry body, 2t) inches long, 

brass ends, adjustable vials I.TiO 

3738. Mahogany Kody, 28 inches long, bras.s enils, adjurjable vials, 1.76 

3740. Iron Frame, 22 inches long, adjustable vials. SupeHur .... 3.G0 

OILSTONES, p^_^^ p^^ 

37G5. Arkansas Oilstones, fine quality, for drawinK jMjns.. ?(1.2'6 f(l.(l:! 
37GG. Arkansas DilsloneS, fine quality, 3 inches, in wood 

block with cover 7') .10 

3768. Arkansas Oilstones, fine quality, 6 inches, In wood 

block with cover 1.76 .26 

37TS. \Va.shila Oilstones, common, 6 inches, in wn<xl 

block with cover "6 .20 



LMPROVKl) TRAMMEL POINTS. 
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No. 
3780. 
3781. 
3782. 
3800. 



Price. 

Trammel Points, small, No. 1, see page 411 $1.00 

Trammel Points, medium, No. 2 1.26 

Trammel Points, large. No. o 1.75 

Machinists' Tools, Lathe and Drill Chucks and 
Drills, Steel Squares and Gauges, Brass Tubing 
and Wire, Sheet Brass and German Silver, Stubs' 
Steel Wire, etc. , etc. , at manufacturers' prices. 



Post. 

$0.16 
.20 
.26 



MAGNETS. 




3850. 



No. Price. 

3850. 2 inches $0.10 

3852. 3 inches 15 

3854. 4 inches 30 



Post. 

$0.03 

.04 



No. 
3850. 
3858. 



.06 38()0. 



Price. Post. 

5 inches $0.45 $0.10 

inches (iO .13 

7 inches 1.00 .20 



BRASS BLOW-PIPES. 





PLAIN. 








3805. 


8 inches 


$0.15 


$0.05 


3875 


3807. 


10 inches 


.20 


.00 


3877 


3809. 


12 inches 


.25 


.07 


3879 



WITH BULB. 

8 inches $0.30 $0.06 

10 inches 35 .06 

12 inches 40 .07 



THERMOMETERS IN JAPANNED CASES. 

( OPEN AIR SCALE. ) 



3800. 

3892. 
3894. 
3890. 
3910. 
3912. 



COMMON. 

inches $0.30 

8 inches 40 

10 inches 55 

12 inches 05 



$0.06 
.10 
.12 

.18 



FINE QUALITY. 

3900. 7 inches $0.60 

3901. 8 inches 05 

3903. 10 inches 85 

3905. 12 inches 1.00 

75 



8 inches, fine quality with boiling scale 

10 inches, fine quality with boiling scale LOO 



$0.08 
.12 
.15 
.25 
.12 
.25 
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THERMOMETERS WITH FANCY WOOD BACKS. 

(open air scale.) 
oak back. mahogany back. 

No. Price. Post. No. Price. Post. 



31)30. 8 inches $1.15 $0.18 

3932. 10 inches 1.35 .20 



3920. 8 inches $1.00 $0.18 

3922. 10 inches 1.25 .20 

;,924. 12 inches 1.50 .25 

3935. Pocket Thermometer, folding wood case, 5J-inch... 1.00 .15 

3938. Pocket Thermometer, in metal tube, nickel-plated, 

5-inch 1.50 .12 

3940. Window Thermometer, 8-inch, plate glass, white 

face, nickeled brackets 1.50 .25 

394'*>. Brewers' Copper Case Deep Cup Thermometer, 12- 
inch 2.50 .30 

3945. Dairy Thermometer, all glass, floating, 8-inch 35 .07 

3950. Chemical Thermometer, all glass, 00° to 300°, 

14-inch 3.75 .26 

3952. Chemical Thermometer, all glass, 60° to 400°, 

14-inch 4.00 .26 

3954. Chemical Thermometer, all glass, 60° to 500°, 

14-inch 4.25 .26 

THERMOMETERS. 

(sKLF-REdlSTERING, WITH WOOD BACKS.) 
MAXIMUM. MINIMUM. 



No. Price. Post. 

3960. 10-inch $2.75 $0.20 



No. Price. Post. 

3965. 10-inch $2.25 $0.20 



3970. U. -S. Weather Bureau Set of Maximum and Mini- 
mum Thermometers, mounted on one wood back. 8.00 .30 

3975. Mason's Hygrometer, consisting of dry and wet bulb 

thermometers mounted on one wood back, 7 -inch, 2.50 .20 
All these Thermometers have the T'ahrenheit scale. 



RAIN gau(;es. 



Prick. 



3980. Smithsonian Rain Gauge, made entirely of brass. This 
gauge has been adopted by the Smithsonian Institute and 
U. S. Patent Office, and is the most simple in its con- 
struction of any now in use. It is furnished with a 
graduated scale which reads to lOths and lOOths of 
inches ; also a wooden cylinder to insert in the ground for 
the protection and ready adjustment of the instrument... $5.00 

3982. Howard's Rain Ciauge, consisting of a vertical glass 
bottle, through the neck of which the terminal tube of a 
galvanized iron funnel, 5 inches in diameter, is inserted. 
A glass graduate, measuring to lOOths of an inch, is 
furnished with the instrument 4.00 
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HYDROMETERS. 

(with baume's scale.) 

No. Price. Post. 

3990. Hydrometers, for testing Acid, Alkalies, Ammonia, 
Bark, Beer, Ether, Milk, Molasses, Oils, Salt 
Water, Spirits, Syrup, Urine, Vinegar. Each.... $0.75 $0.10 

3995. Twaddel's Hydrometers, Nos. 1 to 6 with scales 
respectively to 24, 24 to 48, 48 to 72, 72 to 100, 
100 to 134, 134 to 180, each graduation repre- 
senting five degrees of specific gravity. Each 76 .10 



SCIENTIFIC BOOKS 

FOR SALE BY 

W. & L. E. GURLEY, 

TROY. N.Y U. S. A. 



Architecture, Carpentry and Building, Astronomy, Bridges 
and Roofs, Chemistry and Physics, Construction, Strength 
of Materials, Drawing, Electricity and Telegraphy, 
Geology, Mining and Metallurg^y, Hydraulic and 
Sanitary Engineering, Machinery and Mechan- 
ics, Pocket Table Books, Surveying and 
Engineering Instruments, Etc. 



NOTE. — Parties ordering should either send drafts on 
New York, or postal orders on Troy, N. Y. ; or if money is 
enclosed in letters, such letters should be registerld at the 
post-office where mailed. 

We prepay postage on nearly all American and English 
Books when the price is sent to us in advance. 

Books can be registered at an extra cost of eight cents 
for each package. 

Orders for over $io will be sent by express "C. O. D." 
if desired ; but for smaller sums, parties will please remit 
the necessary amount with their order. 

Write all letters legibly, give your Post-office, County 
and State, and be sure to sign your letter before mailing. 

We are not responsible for loss of goods sent by mail. 

Should any other works on kindred topics be desired, 
we will furnish them at publishers' prices. 

Our prices for books are for the latest editions published. 
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ARCHITECTURE, CARPENTRY, AND BUILDING. 

Pricb. 
BALDWIN, \V. J. Steam Heating for Private Houses and large 

Buildings. 12mo. Illustrated $2.50 

BERG, W. G. Buildings and Structures of American Railroads. 

4to. 534 pages. 700 illustration.s 7.50 

BULLOCK, J. Rudiments of Architecture and Building. 8vo. 

Illustrated 8.50 

DOWNING, A. J. Cottage Residences. 8vo. 181 illustrations. 2.50 
GOULD, L. D. Caqienters' and Builders' Assistant. 8vo. 

Illustrated 2.50 

HATFIELD, R. G. The American House -Carpenter. 8vo 6.00 

HURST, J. T. Hand Book for Architectural Surveyors 2.00 

KEMP, EDWARD. Landscape Gardening. 408 pages. 204 

i 11 ustrations. 1 2mo 2. 50 

PALLISER'S Model Homes, showing a Variety of Designs for 

Model Dwellings. 8vo 1.00 

REID, D. B. Ventilation of American Dwellings. 12mo 1.50 

WOODWARD, G. E. Cottage and Farm Houses. With 178 

designs 1.00 

WOODWARD, (;. E. Suburban and Country Houses. With 70 

designs 1 . 00 



ASTRONOMY. 

BOWDITCII, N. American Practical Navigator. An Epitome 

of Navigation and Nautical Astronomy. 8vo $2.75 

CHAUVENET, WM. Spherical and Practical Astronomy ; and 
the Theory and Use of Fixed Astronomical Instruments. 2 
vols, royal 8vo 7.00 

LOOMIS, E. Practical Astronomy, with Astronomical Tables. 
Description of instruments refpiired. Method of determining 
time, latitude, and longitude, with the computaticm of eclipses 
and occullalions. The work is designed for the use of amateur 
observers, practical surveyors and engineers. oOo pages. 87 
tables. 8vo 2.00 

NAL'TICAL Almanac. Published by authority of the Secretary 

of the Navy, Washington. Each year 75 

NAUTICAL Almanac and Ephemeris. Large 8vo. Each year... L50 

XEWCOMP), S. Popular Astronomy, with 112 engravings and 5 

maps of the stars. 8vo 2.50 

PROCTOR, R. A. Half-Hours with the Telescope. 12mo. 

Illustrated 1.25 

PR( )CT( )R, R. A. Half-Hours with the Stars. A plain and easy 
guide to the knowledge of the constellations, with explanation 
of each map. True for every year. Demy -ito 2.00 
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' BRIDGES, ROOFS, ETC. 

Pkice. 

BENDER, C. B. Principles of Economy in the Design of Metallic 

Bridges, including Cantilever Bridges. lOo pages. 12 plates. $2.50 

BOLLER, A. P. Practical Treatise on the Construction of Iron 

Highway Bridges. Illustrated. 8vo 2.00 

BUCK, G. \V. A Practical and Theoretical Essay on Oblique 

Bridges. Revised by W. H. Barlow. 8vo 4.r)0 

BURR, WM. H. Stresses in Bridges and Roof Trusses, Arched 
Ribs and Suspension Bridges. 475 pages. Illustrations and 
13 plates. 8vo 8.50 

FOSTER, W. C. Wooden Trestle Bridges, according to the 

present practice on American railroads. 4to 5.00 

GREENE, C. E. Roof Trusses. Diagrams for Steady Load, 

Snow and Wind. 8vo 1.25 

GREENE, C. E. Bridge Trusses. Single, Continuous and 
Draw-Spans ; Single and Multiple Systems ; Straight and In- 
clined Chords. 8vo 2.50 

GREENE, C. E. Arches in Wood, Iron and Stone, for Roofs, 
Bridges and Wall openings ; Arched Ribs and Braced Arches, 
Stresses from Wind and change of Temperature. 8vo. 190 
pages. 00 illustrations 2.50 

HAUPT, H. Bridge Construction. With practical illustrations. 

8vo 3.60 

HAUPT, II. Military Bridges; Designs for Trestle and Truss 

Bridges. 8vo G. 60 

MERRILL, W. E. Iron Truss Bridges for Railways. With a 
comparison of the most prominent Truss Bridges. Illustrated. 
4to 5.00 

MERRIMAN, M. Text Book on Roofs and Bridges. Part 1. 

Stresses in Simple Trusses. 8vo 2.60 

MERRIMAN, M. Text Book on Roofs and Bridges. Part 2. 

Graphic Statics. 8vo 2.60 

MERRIMAN, M. Text Book on Roofs and Bridges. Part 3. 
Bridge Design. Hvo. 4*J5 pages. 08 illustrations and 18 
plates 5.00 

SHREV'E, S. H. Strength of Bridges and Roofs. With practical 
applications and examples for the use of Engineers. 89 cuts. 
8vo 3.60 

WADDELL, J. A. L. Practical Work on Iron Bridges fo^ High- 
ways. 8vo. Illustrated 4.00 

WHIPPLE, S. Bridge Building. Practical Treatise on Iron and 

Wooden Bridges. 8vo. 352 pages. Illustrated 4.00 

WOOD, DE VOLSON. Treatise on the Theory of the Construction 

of Bridges and Roofs. 8vo 2.00 
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CHEMISTRY, PHYSICS, ETC. 

Price. 

ATTFIELD, J., Chemistry, (General, Medical, and Pharmaceuti- 
cal. Pimo $2.75 

BAY LEV, Til OS. A Pocket-book for Chemists, Chemical Manu- 
facturers, Metallurgists, Dyers, Distillers, Brewers, etc. 82mo, 
oblong 2.00 

CHURCH, A. H. The Laboratory Guide; Practical Chemistry 
for Colleges and Schools, especially arranged for Agricultural 
Students. Ylmo 2.60 

EISSLKR, M. Modern High Explosives. Illu.strated. 8vo 4.00 

FRESEXIUS, C. R. (Qualitative Chemical Analysis. New Edi- 
tion. Revised by Prof. S. \V. Johnson. 8vo 4.00 

FRESENIUS, C. R. Quantitative Chemical Analysis. Revised by 

Prof. (). D. Allen and l*rof. S. W. Johnson. 900 pages. 8vo G.OO 

(iANOT-ATKlNSON. Elementary Treatise on Physics, experi- 
mental and ajiplied. 8vo 5.00 

Mo FT, H. A., Jr. C'hemists' Manual. A Practical Treatise on 
Chemistry, Assaying, Blowpipe Analysis, Mineralogy, Specific 
Gravities, etc. tW'iO pages. 8vo 4.00 

PEPPER, J. H. The Boys' Play-Book of Science, including the 
various Manipulations of Chemical and Philosophical Apparatus 
required for Scientific Exi)criments. Illustrated. 12mo 2.00 

PLATTNER, T. H. Blowpipe Analysis. Illustrated. 560 

])ages. 8 vo 5.00 

PLY^HTOX, G. W. The Practical use of the Blowpipe. 12mo. 

Illustrated 1.50 

PRESCOTT, A. B. First Book in Qualitative Chemistry. 12mo 1.50 

CONSTRUCTIONS, STRENGTH OF MATERIALS. ETC. 

BAKER, L O. Treatise on Masonrv Construction. With I'jQen- 

gravings, S7 tables. 8vo. r**!? pages $5.00 

BURR, \VM. II. Elasticity and Resistance of the Materials of 

I'jigineering. 77*J pages. 8vo. Illustrated 6.00 

BYRNE, A. T. Highway Construction. The Location, Con- 
struction and Maintenance of Roatls, Streets and Pavements. 
«»1M) pages. 'J41» iihislrations. '.M) tables. 8vo 5.00 

CLARK, D. K. Traniwavs ; their Construction and Working. 

2(K) illustrations and l;'i plates. 2 vols. 8vo 12.60 

DUBOIS, PROF. A. J. Strains in Framed Structures. \Yith 
numerous practical Applications to Cranes, Bridge, Roof and 
Suspension Trusses, Braced Arches, Pivot and Draw Spans, 
Continuous Girders, etc. Fully illustrated. 4to. 540 pages, 10.00 

GILLMORE, GEN. Q. A. Treatise on Limes, Hydraulic Ce- 
ments and Mortars. Papers on Practical Engineering, U. S. 
Engineer Department. 8vo. 884 pages 4.00 
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Pricb. 

HATFIELD, R. G. Theory of Transverse Strains, and its appli- 
cation to the Construction of Buildings, Iron Girders, Roofed 
Trusses, etc. 8vo $ '). 00 

HOWE, M. A. Retaining Walls for Earth. V2mo 1.26 

HUNTINGTON, W. S. Roadmasters Assistant and Sectionmas- 

ter' s Guide 1 . 50 

PATTON, W. M. Practical Treatise on Foundations. 400 pages. 

21 plates. 8vo 5.00 

JERVIS, J. B. Railway Construction and Management. 12mo... 2.00 

SHIELDS, J. E. Notes on Engineering Construction, and de- 
scription of the materials employed in Tunneling, Bridging, 
Canal and Road Building, etc. Illustrated. 12mo 1.50 

SMITH, J. B. Cable Tramways, as applied to the working of 

Street and other Railways. Illustrated. 4to 2.50 

SPALDING, F. P. Text Book on Roads and Pavements. 12mo. 2.00 

WOOD, DE VOLSON. Resistance of Materials, and an appendix 

on the Preservation of Timber. 8vo 2.00 

WRIGHT, A. ^L American Street Railways ; their Construction, * 

Equipment and Maintenance. 300 pages. 12mo 6.00 

DRAWING. 

ANDRE, G. G. Draughtsman's Hand-book of Plan and Map 
Drawing. With instructions for Engineering, Architectural 
and Mechanical Drawing. Illustrated. 33 plates. 8vo $3.75 

ANTHONY, G. C. Elements of Mechanical Drawing. 98 pages 

of text and 32 plates 1.76 

APPLETON'S Cyclopedia of Drawing. New edition, enlarged. 

8vo 10.00 

CHURCH, A. E. Elements of Descriptive (Jeometry, with its 
Applications to Spherical Projections, Shades and Shadows, 
Perspective and Isometric Projections. 8vo. , and atlas of 
Plates, 4to 3.50 

COPLEY, F. S. Alphabets of all the Various Hands of Modern 
Use, with Examples in each style ; also, the Mechanical and 
Analytical Construction of Letters, Figures and Titles. 47 
plates. Oblong 2.00 

CROMWELL, J. IL System of Easy Lettering 50 

ESSER. Draughtsman's Alphabets. Oblong 1.6C 

LIETZE, ERNST. Modern Heliographic Processes. Rayal 8vo. 

Illustrated 3.00 

MAHAN, D. H. Industrial Drawing; Comprising the Descrip- 
tion and Uses of Drawing Instruments, the Construction of 
Plane Figures, the Projections and Sections of Geometrical 
Solids, Architectural Elements, Mechanism and Topographical 
Drawing. Revised by Prof. D. F. Thompson. 1 vol. 209 
pages, and atlas of plates. 8vo. New edition 8.60 
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PlIICB. 

MAXTON, J. Workman's Manual of Engineering Drawing. 

12mo ^1.80 

iVlINIFIE, \VM. Mechanical Drawing, including an Introduction 
to Isometrical Drawing, and an Essay on Linear Perspective 

and Shadows. 200 illustrations. 8vo 4.00 

MINI FIE, \VM. Cieomctrical Drawing — an abridgment of ** Me- 
chanical Drawing." 12nio 2.00 

ROSE, K)SIIL'A. Klechanical Drawing Self-Taught, Elementary 

Instruction in Practical Drawing. ooO illustrations. 8vo 4.00 

SMITH, R. S. Manual of TojH)graphical Drawing. Revised and 

enlarged by ('has. McMillan, C E. Illustrated. 8vo 2.50 

STANLEY, \V. E. Mathematical Drawing Instruments; with 

hints upon Drawing and Coloring. l*2mo 2.00 

TUTHILL, \V. IJ. Practical Lessons in Architectural Drawing. 

Svo. Illustrated 2.50 

WARREN, S. E. Drafting I n.struments and Operations. 12mo... 1.25 

WARREN, S. E. Free-hand Drawing. 12mo 1.00 

WARREN, S. E. ( ieneral Problems of Shades and Shadows. Svo. 3.C0 

WARREN, S. E. Manualof Projection Drawing. ]2mo 1.50 

WARREN, S. E. Manual of Linear Perspective. 12mo 1.00 

WARREN, S. E. New Descriptive Cleometry. 8vo 8.50 

WARREN, S. E. Plane Problems in Pvlementary Geometry. 

12mo 1.25 

electrk:itv, telkc^raphy, etc. 

ATK1NS()\, p. Electric Lighting; including Electric Genera- 
tion, Measuremoiit, Storage and Distribution. 2»>4 pages. 104 
illustrations. 12nio $1.50 

CLARK ( Lai iMi.u ) AM) SAPINE ( R<»iikrt). Electric Tables 
and I'onnulac for the Cse of Tclcgraj)!! Inspectors and 
( )piTators. Illustrated. VJnio 5.00 

CRoCKLK, F. W. ANl» W1II:LLFR, S. S. Practical Manage- 
ment of Dynamos and Motors. 12nio. 210 pages. 1 00 illus- 
trations 1.00 

CROSnV. (). r. AND P»ELL, L. Electric Railway in Theory and 

I'ractice. Nvo. 400 pages. 1 7'.» illustrations 2.60 

CCLLEV, R. S. Hand book of Practical Telegraphy. 8vo 5.50 

FISKE, Lt. P». A. Electricity in Theory and Practice; elements 

of electrical engineering. 270 pages. 1 7<) illustrations. 8vo. 2.50 

REMIT', II. R. Hand-book of Electrical Testing. luW pages, 

200 illustrations. Svo 7.25 

LOCKW( )OI ), T. 1). Electricity, Magnetism and Electric Telegra- 
])hy. (ieneral Infonnation for Electrical Students, Operators 
and Inspectors. 8vo. 1)78 ])ages. 152 illustrations 2.50 

PRESCOTT, Ci. P. Electricity and the Electric Telegraph. 2 

vols. 8vo. Illustrated 7.00 
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SLOANE, T. O'C. Standard Electrical Dictionary. 624 pages. 

350 illustrations. 12mo $3.00 

SLOANE, T. O'C. Arithmetic of Electricity. 12mo 1.00 

SLOANE, T. O'C. Electricity Simplified. Illustrated. 12mo... LOO 
SPRAGUE, J. T. Electricity ; its Theory, Sources and Applica- 
tions. New edition, with numerous illustrations. 647 pages, 6.00 
URQUHART, J. W. Dynamo Construction. A Practical Hand- 
book. 352 pages. 113 illustrations. 12mo 3.00 

GEOLOGY, MINING AND METALLURGY. 

BAUERMAN, H. Metallurgy of Iron. Outlines of the History 

of Iron Manufacture, Analysis of Iron Ores, etc. 12mo $2.00 

BOWIE, A. J., Jr. Practical Treatise on Hydraulic Mining, with 
Description of the Use and Construction of Ditches, Flumes, 
Wrought- iron Pipes and Dams ; Flow of Water on Heavy 
Grades, and its Applicability, under High Pressure, to Mining. 
313 pages. 72 illustrations. 52 tables. 8vo 5.00 

DANA, J. D. Manual of Geology, treating especially of Ameri- 
can Geological History. 8vo 6.00 

DANA, J. D. Manual of Mineralogy, including Observations on 

Mines, the Reduction of Ores, etc. 12mo 2.00 

DANA, J. D. Text-Book of Geology. 12mo 2.50 

DANA, E. S. A System of Mineralogy. 8vo. 1425 illustra- 
tions. 1197 pages 12.50 

IHLSENG, M. C. Manual of Mining, Mining Engineering, 

Practical Mining. 507 pages. 254 illustrations. 8vo 4.00 

LARKIN, JAMES, Brass and Iron Founders' Guide. 12mo 2.50 

OVERMANN, V. Practical Mineralogy, Assaying, Mining. 

12mo. 230 pp 1.25 

OVERMANN, F. A Treatise on Metallurgy ; Comprising Mining 
and Metallurgical Operations. 732 pages. 377 engravings. 
8vo 5.00 

PHILLIPS, J. S. Kxi)lorers' and Assayers' Companion. Vol. 1, 

Rocks, Veins, Testing and Assaying. 8vo 6.00 

VAN WAGENEN, T. F. Manual of Hydraulic Mining, for the 

Use of the Practical Miner. 18mo 1.00 

WILSON, E. B. Practical Mine Ventilation. 16mo. Illus 1.25 

HYDRAULIC AND SANITARY ENGINEERING. 

ADAMS, J. W. Sewers and Drains for Populous Districts. Rules 
and Formulas for the dimensions and construction of works of 
Sanitary Engineers. 8vo. 228 pages. Illustrated $2.50 

BAYLES, J. C. House Drainage and Water Service in Cities and 

Towns. 8vo 3.00 

BILLINGS, W. R. Details of Water-works Construction. 8vo. 

Illustrated 2.00 
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BOX, THOS. Practical Hydraulics ; Rules and Tables for the 

Use of Engineers, etc. 12mo. 10() pages. 40 illustrations... $2.00 

FANNING, J. T. A Practical Treatise on Water Supply Engineer- 
ing ; relating to the Hydrology, Hydrodynamics, and IVactical 
Construction of Water- works in North America. 8vo. 050 
pages. 200 illustrations. 121 tables 5.00 

FRANCIS, JAS. B. Lowell Hydraulic Experiments on Hydraulic 
Motors, on the Flow of Water over Weirs, in Open Canals of 
Uniform Rectangular Section, and through Submerged Orifices 
and Diverging Tubes. Made at Lowell, Mass. 4to. Illus- 
trated 15.00 

FRENCH'S Principles, Process and Eflects of Draining Lands. 

Over 100 illustrations. 12mo L50 

LEFP'EL, JAS. Race and Reservoir Embankments and Plead 
Ciates, Gauging Water Supply, Construction of Mill Dams, etc. 
8vo 2.60 

MERRIMAN, M. Treatise on Hydraulics, Hydrostatics, Hydrau- 
lic Motors, etc. Numerous Tables and Diagrams. 384 pages. 
109 illustrations. 25 tables. 8vo 4.00 

RAFTER, G, W., and RAKER, M. N. Sewage Disposal in the 

United States. GOO pages. Illustrated and plates. 8vo COO 

STALEY-PIERSON. The Separate System of Sewerage. Theory 

and Construction. Illustrated. 8vo. 280 pages. 21 tables.. 8.00 

STEVENSON, I). Canal and River Engineering. Illustrated. 

8vo 10.00 

STEVENSON, THOS. The Design and Construction of Harbors. 

Illustrated. 8vo 10.00 

STEWART, H. Irrigation for the Farm, Garden and Orchard. 

Illustrated. 270 pages. 12mo 1.60 

WEARING, G. ¥.. Draining for Profit and Health. How to lay 

out and construct a system of drains. Illustrated. 12mo 1.50 

WARINCi, G. E. Sanitary Drainage of Houses and Towns. 

12mo 2.00 

WARING, (J. E. Sewerage and Land Drainage. 406 pages, and 

;U) plates. Quarto 6.00 

WECiMANN, E., Jr. The Design and Con.struction of Masonry 

Dams. 120 pages and 70 plates. 14 tables. 4to 6.00 

WILSON, H. M. Manual of Irrigation Engineering. Hydro- 
j;raphy. Canals and Canal W^ork. Storage Reservoirs. 351 
pages, loo Illustrations. 8vo 4.00 

WEISRACH, J. Hydraulics and Hydraulic Motors, with prac- 
tical examples for the calculation and construction of Water 
Wheels, and a discussion of the various forms of Turbines, trans- 
lated from the fourth edition of Weisbach's Mechanics, by 
A. J. Du Bois. 380 engravings. 8vo 5.00 
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MACHINERY AND MECHANICS. 

Pkicb. 

APPLETON'S Dictionary of Mechanics. 5,000 engravings. 

Large 8vo. '2 vols., sheep binding $15.00 

BOURNE, JOHN. A Catechism of the Steam Engine. 12mo.., 2.00 

BOURNE, JOHN. Hand book of the Steam Engine. A key to 

the *' Catechism of the Steam Engine." Illustrated. Tiino.. 1.75 

BROWN cK: SHARPE Mfg. Co. Gear Wheels and Gearing. 

Practical Treati.se, with Tables. Illustrated. 8vo l.(K) 

CLARK, I). K. A Manual of Rules, Tables, and Data for 
Mechanical Engineers, basctl on the most recent investiga- 
tions. Illustrated with numerous Diagrams. Large bvo. 
lOPJ pages r>.(H) 

COOPER, J. H. L'se of Belling for Transmission of Power, 8vo. 

Illustrated 8.50 

FORNEY, M. N. Catechism of the Locomotive. 709 pages. 

500 illustrations. 8vo o.50 

GOODEVE, T. M. Text-book on the Steam Engine, L>mo. 

141 illustrations 2.00 

HEMENWAY, F. F. Indicator Practice and Steam Engine 

Economy. 1 2mo 2. 00 

HUGHES, WM. C. American Miller and Millwrights' Assistant. 

I2mo 1.50 

ISHERWOOD, B. F. Engineering Precedents for Steam Ma- 
chinery. Arranged in the most practical and useful manner 
for Engineers. Illustrated. 8vo 2.50 

PRAY, THOS., Jr. Twenty Years with the Indicator. 280 pp. 

172 illustrations. 8vo 2.50 

ROPER, S. Hand book of Land and Marine Engines, including 

their Modeling, Construction and Management. 12mo 3.50 

ROPER, S. Hand-book of the Locomotive, including Construc- 
tion and Management of Locomotive Engines and Boilers. 
12mo 2.50 

SCHUMANN, F. A Manual of Healing and Ventilation. Em- 
bracing a Series of Tables and Formulae for dimensions of 
heating. How and return pipes for steam and hot- water boilers, 
tlues, etc. 12mo. Illustrated 1.50 

WARRICN, S. E. Elements of Machine Construction and Draw- 
ing. 2 vols. Illustrated. 8vo 7.50 

WEI SB AC II, y. Mechanics of Engineering and Machinery. 

8vo. 800 illustrations 5.00 

WOOD, DE VOLSON. Elements of Analytical Mechanics. 8vo. 3.00 
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BOILLEAU, J. T. Traverse Tables ; showing the difference of 
latitudes and the departures to every minute of the quadrant. 
8vo $6.00 

BRUHNS, Dr. Manual of Logarithms to seven places of Deci- 
mals. 8vo 2.75 

BURT, W. A. Key to the Solar Compass, and Surveyors' Com- 
panion. All the rules necessary for use in the Held ; Linear 
Surveys and Public Land System of the United States, Notes 
on the Barometer, suggestions for an outfit for a survey of four 
months, etc. 202 pp 2.50 

BUTTS, EDWARD. Civil Engineers' Ficld-Book ; designed for 

the Locating tlngineer. With numerous tables 2.50 

CLEVENGER, S. V. A treatise on the method of Government 
Surveying. With complete Mathematical, Astronomical, and 
Practical Instructions, for the use of United States Surveyors... 2.50 

CRANDALL, C. L. Railway and other Earthwork tables. 

8vo 1.50 

GODWIN, H. C. Railroad Engineers' Eield-Book on Exploring, 

Location and Construction. 250 pp. 20 tables 2.50 

GURDEN, R. L. Traverse Tables; Computed to four places of 
decimals and for every minute of angle up to 100 of distance. 
wSmall folio, half morocco " 7.50 

HAMILTON, W. G. Useful Information for Railway Men. 

562 pp 2.00 

IIASWELL, C. II. Engineers' and Mechanics' Pocket-Book. 
Tables, Rules and Formulas Pertaining to Mechanics, Mathe- 
matics and Physics, etc. 088 pp. 12nio 4.00 

HKNCK, J. B. Engineers' Field-Book. Containing formulne for 
laying out Curves, determining Frog Angles, Leveling, calcu- 
lating Earthworks. 27*^ p]>. 17 tables 2.50 

HODCiMAN, F. Surveyors' Tables; being the 21 tables as printed 

in Hodgman's Manual of Surveving. Idmo. 100 pp 1.00 

JOHNSON, J. }]. Stadia and Earthwork Tables. 8vo 1.25 

KENT, WM. Mechanical Engineers Pocket-Book. (New, 

ISO.").) 12mo 5.00 

KIDDER, F. E. Architects' and Builders* Hand-book. 883 pp. 

r)(H) ilhistrations 4.00 

MOLESWORTH, G. L. Pocket-Book of Formulic for Engineers. 

Revised 2.00 

MORRIS, E. Easy Rules for Measurement of Earthworks. 8vo. 

180 pp 1.60 

NVSTROM, J. W. Pocket-Book of ^Mechanics and Engineering.. 8.60 

SCHUMANN, F. Formulas and Tables for Architects and Engi- 
neers in calculating the strains and capacity of structures in 
Iron and Wood 1.50 

SCRIBNER, J. M. Engineers' and Mechanics' Companion 1.60 
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SEARLES, WM. H. Field Engineering. Theory and Practice of 
Railway Surveying, Location, and Construction. 603 pp. 31 

tables 13.00 

SEARLES, WM. II. The Railroad Spiral. Theory of the Com- 
pound Transition Cur\'e reduced to Practical Formulae and 

Rules for Application in P'ield Work 1.60 

SHUNK, W. F. The Field Engineer. A handy book of practice 
in the Survey, Location, and Track -work of Railroads, con- 
taining a large collection of Rules and Tables applicable to 

both the Standard and Narrow Gauge. 3;}'.) pp. 17 tables 2.60 

SHUNK, W. F. Treatise on Railway Curves 2.00 

STILES, A. Tables for Field Engineers. Designed for use in 
the field. Tables containing all the functions of a one degree 
curve, from which a corresponding one can be found for any 
required degree, also tables of natural sines and tangents. 8vo 2.00 

TRAUTW^INE, ]. C. Excavations and Embankments. 8vo 2.00 

TRAUTWINE, "l. C. Railroad Curves. \\Vl pp. 14tables 2.60 

TRAUTWINE, J. C. Civil Engineer's Pocket-Book of Mensura- 
tion, Trigonometry, Surveying, Hydraulics, Hydrostatics, 
Strength of Materials, Masonry, Principles of Wooden and 
Iron Roof and Bridge Trusses, Stone Bridges and Culverts, 
Trestles, Pillars, Suspension Bridges, Dams, Railroads, Turn- 
outs, Turning Platforms, Water Stations, Cost of Earthwork, 

P'oundations, Retaining Walls, etc. 866 pp 6.00 

VEGA, BARON VON. Logarithmic Tables. 8vo. 675 pp 2.76 



SURVEYING AND ENGINEERING. 

See also Pocket-Books, Tables, etc. 

BROUGH, 1). II. Treatise on Mine Surveying. For Managers 

of Mines and Collieries. 8vo. Illustrated. 302 pp $2.60 

CLARK, J. M. New ^System of laying out Railway Turnouts. 

r2mo 1.00 

CLEEMAN, T. M. Railroad Engineers' Practice. Illustrated. 

12mo 2.00 

DAVIS, CHAS. Elements of Surveying and Leveling; Topog- 
raphy, Railway Curves, and Mining Surveying. 12mo 2.50 

DORR, B. F. The Surveyors' Guide and Pocket Table Book. 
The Rules cover every case likely to occur in a surveyor's 
practice, and are based on United States laws, and have the 
written approval of the Commissioner of the General Land 
Office 2.00 

GILLESPIE, W. M. Practical Treatise on Surveying. The two 
volumes, "Land Surveying" and '* Leveling and Higher 
Surveying," are now revised and united in one volume. 8vo. 
677 pp. Illustrated 3,60 
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GILLESPIK, W. M. Principles and Practice of Road-Making. 

l2mo $2.60 

GILLMORK, (iEN. Q. A. Practical Treatise on the Construc- 
tion of Roads, Streets and Pavements. 12mo. 258 pp. 70 
illustrations 2.00 

HAUFr, L. M. Engineering Specifications and Contracts. Text- 
book and Work of Reference. 8vo. Illustrated 8.00 

HAUPT, L. M. The Toix)grapher ; his instruments and Methods. 

Fully illustrated. 8vo 3.00 

HAWES, J. H. System of Rectangular Surveying ; being a Man- 
ual of I'. S. Government Sun'eying. 8vo 8.00 

HODGMAN, F. Manual of Land Surveying, giving the law and 
the practice. The Law is from the Statute I^ooks of the United 
States and .ibout 1<)0 decisions from the highest courts in the 
land ; the Practice is from the best authorities. 603 pp. 21 
tables 2.60 

JEF'FIORS, \V. N. Treatise on Nautical Surveying. 8vo. Illus- 
trated 6.00 

JOHNSON, J, B. Engineering Contracts and Specifications. 420 

pp. Hvo. Illustrated 4.00 

JOHNSON, J. 15. Text- Book of Surveying. Land and Railroad 
Surveying, Hydrography, Geodetic and Mining Surveying. 
754 pp. Illustrated. 8Vo 4.00 

MAHAN, D. H. A Treatise on Civil Engineering. 8vo. Re- 
vised by De Volson Wood 6.00 

MURRAY, D. Manual of Land Surveying ; with Tables of 
Logarithms, Sines and Tangents, Natural Tangents and Co- 
tangents, and Traverse Table. 12mo 2.00 

PHELPS, H. Practical Marine Surveying. 8vo 2.60 

PLANE TABLE, and its use in Toi)ographical Surveying. From 

the papers of U. S. Coast Survey, Illustrated. 8vo 2.00 

RANKIXE, W. J. M. Civil Engineering, comprising F3ngineer- 
ing Surveys, F^^arthwork, Foundations, Masonry, (Carpentry, 
Metal-works, Roads, Railways, Canals, Rivers, Water- works, 
IIarl>ors, etc., with tables and illustrations. 8vo. Ix)ndon 6.50 

ROBINSON'S Surveying and Navigation. With use of instru- 
ments, essential F'lements of Trigonometry, Mensuration, and 
the necessary Tables. Edited by ( )ren Root, A. M. 8vo 2.26 

SIMMS, F. W. A Treatise on the Principles and Practice of 
Leveling. With Law's method of laving out Curves. 8vo. 
215 pp '. 2.50 

VOSF], (iEO. L. Hand-book of Railroad Construction, with plans, 

maps, etc. A complete hand-book of railway construction 12.60 

WELLIN(iTC)N, A. M. The ICconomic Theory of the Location 

of Railways. 1)80 pp. ?,V^^ engravings, 2(.M tables. Svo 6.00 

WFn,LlN(i TON, A. M. Railway Earthworks, with Diagrams. 

2 vols. Illustrated 4.00 
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TREATISES ON INSTRUMENTS, ETC. 
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BAKER, I. O. Engineers' Surveying Instruments. 400 pp. 86 

ill ustrations. 1 *2mo $3.00 

COX, \VM. Slide Rule Manual 50 

GURLKV, W. & I^. E. Manual of the Principal Instruments used 
in American Engineering and Surveying. 31st edition, re- 
vised. 181)') 50 

IIOARE, C. The Slide Rule, and How to U.se It. With a 

slide rule in tuck of cover 1.00 

HULMK, V. E. Mathematical Drawing Instruments, and how to 

use them. 12mo. 152 pp. 70 illustrations 1.50 

LANKESTEK, EDWIN. Half Hours with the Microscope 2.00 

NU(;ENT, E. Treatise on Optics. 12mo. 103 illustrations 1.50 

SLIDE RULES. A General Treatise 1.00 

SLIDE RLLE MANUAL for the Duplex and Mannheim Slide 

Rules 75 

STANLEY, \V. E. Surveying and Leveling Inslrumjnts. Theo- 
retically and practically described. 12mo. 552 pp. 345 
illustrations 3.00 

MISCELLANEOUS. 

ALEXANDER, J. H. Weights and Measures, Ancient and 

Modern, reduced to Standard of the United States. 8vo $3.50 

BENJAMIN, PARK. Engineers' and Mechanics' Recipes. 

12mo. 3()() pp 2.00 

CHAUVENET, W. Plane and Spherical Trigonometry. Svo 1.60 

CHAUVENET, W. Treatise on Elementary (ieometry. Svo 1.75 

CLARKE, D. K. Euel ; its C'ombu.ition and Economy. 12mo... 1.50 

CRAKi, B. E. The Decimal System of Weights and Measures 50 

DA VIES, C. Analytical Geometry and Elements of Calculus. 

8vo. In one vol 2.25 

DAVIES, C. Metric System 1.00 

GREGORY, O. Mathematics for Practical Men. Yor Engineers, 

Surveyors and Architects. 8vo : 3.00 

KNKillT, E. H. American Mechanical Dictionary; a Descrip- 
tion of Tools, Instruments, Machines and Engineering, etc. 

4 vols. Svo. Illustrated 27.50 

LIPPINC^OTT'S Pronouncing Ciazetteer of the World. 4to, sheep 12.00 

ROBINSON'S Geometry and Trigonometry. Svo 2.25 

SPON, E. Workshop Receipts. 12mo. Each $2.00 ; or com- 
plete in 5 vols 10.00 

WEBSTER'S Unabridged Dictionary. 4to, sheep 12.00 



SCIENCE SERIES. 

18M0. FANCY BOARDS, 50 CENTS EACH. 



No. 

1. — Chimneys for Furnaces, Fire Places, and Steam Boilers. Hy R. 
Armstrong, C. E. 

3. — Practical Designing of Retaining Walls. By Arthur Jacob, C. E. 

4. — Proportion of Pins Used in Bridges. By Chas. E. Bender, C. E. 

5. — Ventilation of Buildings. By W. F. Butler. 

6. — Designing and Construction of Reservoirs. By A. Jacob, A. B. 

7. — Surcharged and Different Forms of Retaining Walls. By Jas. S. 
Tate, C. E. 
11. — Theory of Arches. By Prof. W. Allan. 
12. — Theory of Voussoir Arches. By Prof. W. K. Cain. 
13. — Gases met with in Coal Mines. By J. J. Atkinson. 
14. — Friction of Air in Mines. By J. J. Atkinson. 
16.— Skew Arches. By Prof. E. W. Hyde. 
17._ Water and Water Supply. By Prof. W. H. Corfield. 
18. — Sewerage and Sewage Utilization. By Prof, W. H. Corfield. 
19. — Strength of Beams under Transverse Loads. By Prof. W. Allan. 
20. — Bridge and Tunnel Centers. By John B. McMaster, C. E. 
22. — High Masonry Dams. By John B. McMaster, C. E. 
23. — Fatigue of Metals under repeated Strains. From the German of 

Prof. Spangenburgh, with a Preface by S. H. Shreve, A. M. 
25. — Theory and Calculation of Continuous Bridges. By M. Merriman, 

Ph. D. 
26. — Practical Treatise on Continuous Bridges. By Charles Bender, C. E. 
31. — Sanitary Condition of Dwelling Houses. By Geo. E. Waring, Jr. 
32. — Cable Making of Suspension Bridge. By Hildenbrand, C. E. 
33. — Mechanics of Ventilation. By Geo. W. Rafter, C. E. 
34. — Foundations. By Prof. Jules Gaudard, C. E. 
36. — Aneroid Barometer: Its Construction and Use. By Geo. W. 

Plympton. 
37. — Geographical Surveying. By Frank De Yeaux Carpenter, C. E. 
38. — Maximum Stresses in PVame Bridges. By Prof. W. E. Cain, A. M. 
40. — Transmission of Power by Compressed Air. By R. Zahner, M. E. 
41. — Strength of Materials. By Wm. Kent, C. E. 
42. — Voussoir Arches Applied to Stone Bridges, Tunnels, Culverts, 

Groined Arches and Domes. By Prof. W. E. Cain, C. E. 
44. — Turbine Wheels. By Prof. W. P. Trowbridge. 
46. — Thermodynamics. By Prof. H. T. Eddy. 
48. — Theory of Solid and Braced Arches. By W. E. Cain, C. E. 
60. — Dwelling Houses ; their Sanitary Construction and Arrangements. 
By Prof. W. H. Corfield. 
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No. 
65. — Sewer Gases ; their Nature and Origin. By A. de Varona. 
66. — Actual Lateral Pressure of Earthwork. By Benj. Baker, C. E. 
68. — Ventilation of Coal Mines. By W. P'airley. 
69. — Railroad Economics. By S. \V. Robinson, C. E. 
60. — Strength of Wrought Iron Bridge Members. By S. W. Robinson, 

C. E. 
61. — Potable Water: and Methods of Detecting Impurities. By Chas. 

W. Kolkard. 
63. — House Drainage and Sanitary Plumbing. By W\ P. Gerhard, C. E. 
66. — Pocket Logarithms to Four Places of Decimals. 
67.— Hydraulic Tables. By P. J. Flynn, C. E. 
7*2. — Topographical Surveying. By Cieo. J. Specht, Prof. A. S. Hardy, 

lohn B. McMaster and H. F. Walling. 
74. — Testing Machines, their History, Construction and Use. By Arthur 

V. Abbott. 
77. — Stadia Surveying and Stadia Measurements. By A. Winslow. 
80. — Healthy Foundations for Houses. By Glenn Brown. 
81. — Water Meters: Comparative Tests of Accuracy, Delivery, etc. 

By Ross K. Browne. 
82. — Preservation of Timber by the Use of Antiseptics. By S. B. Boul- 

ton, C. E. 
83. — Mechanical Integrators. By Prof. Henry S. H. Shaw, C. F}. 
84. — Flow of Water in Open Channels, Pipes, Conduits, vSewers, etc.; 

with Tables. By P. J. Flynn, C. E. 
87. — licaLisc on the Theory of the Construction of Helicoidal Oblique 

.An Irs. By John L. Culley, C. E. 
8H.- Beams and (iirders. Formulas for their Resistance. By Prof. 

P. 11. Philbrick. 
91. — Leveling; Ilarometric, Trigonometric, and Spirit. By Prof. I. O. 

Baker. 
93. — Notes Finl.odying Recent Practice in the Sanitary Drainage of 

Buildings. By Wm. Paul Cierhard, C. V.. 
94. — Treatment of Sewage. By Dr. C. Meymott Tidy. 
9i"). — Plate (iirder Construction. By Isami Iliroi, C. E. 
100. — How to Become an ICngineer. By Ci. W. Plympton, C. E. 
101. — The Sextant and other Reflecting Mathematical Instruments. By 

F. R. Brainard, U. S. Navy. 
104. — \'an Nostrand's Table Book for Civil and Mechanical Engineers. 

Compiled by Prof. Cieo. W. Plympton. 
107. — Graphical Method for Swing Bridges. By B. F. La Rue, C. E. 
110. — Transition Curves. By W. (i. Fox. 

Any of the ''Science Series" not mentioned in the above list will be 
furnished promptly on application. 
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A School of General Engineering. 

FOUNDED IN 1824. 

BOARD OF TRUSTEES. 

1895. 

John Hudson Pkck, A. M PresidinL 

Albert E. Powers, Vice-Presideni. 

William H. Doughty, Secretary. 

William H. Volnci, Treasurer. 

Palmer Chamherlain Kicketts, C. E., . . Director of the Faculty, 

It is the aim of the Institute to maintain the most thor- 
ough course of engineering in this country. Its methods of 
instruction are the result of an e.xperience unequaled by 
that of any similar school in the world. The Course of 
Study pursued, while not beyond the capacity of young men 
of average ability, is constantly adjusted to the progress of 
the engineering profession. Its purpose is to equip stu- 
dents to enter upon a general engineering practice and to 
Specialize later as opportunities open before them. That 
the plan has been attended with unciualified success is 
shown by the Register issued annually, containing the busi- 
ness address of each living graduate. Among them will be 
found men eminent in every branch of engineering. It is, 
moreover, the method of instruction pursued for other pro- 
fessions. 
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It should be stated, perhaps, that Civil Engineering is 
understood to include instruction in Mechanics and Dy- 
namics, Road and Bridge Construction, Hydraulics, Steam 
and Electricity, Mining Engineering and Assaying. 

The studies of the course are designed as a professional 
preparation, at once thorough and practical, for the follow- 
ing specialties of engineering practice : 

The location, construction, and superintendence of pub- 
lic works, as railways, canals, water works, etc.; the design, 
construction and management of mills, iron works, steel 
works, chemical works, and pneumatic works ; the design 
and construction of roofs, arch bridges, girder bridges, and 
suspension bridges ; the survey and superintendence of 
mines ; the design, construction, and use of wind motors, 
hydraulic motors, air engines, and the various kinds of 
steam engines ; the design, construction, and use of ma- 
chines in general, and the determination of their efficiency ; 
the survey of rivers, lakes and harbors, and the direction of 
their improvements ; the determination of latitude, longi- 
tude, time and the meridian in geographical explorations, or 
for other purposes, together with the projection of maps ; 
the selection and test of materials used in construction ; the 
construction of the various kinds of geometrical and topo- 
graphical drawings. 

The only Engineering degree conferred by the Institute 
is that of Civil Engineer, which has a value peculiar to itself. 

A course of study is also pursued in the Institute, em- 
bracing more advanced instruction in Natural History, 
Chemistry and Geology, leading to the degree of Bachelor 
of Science. The first two years are identical with the 
course in Civil Engineering. 

The expenses of the course are $ioo at the opening of 
the two annual sessions for tuition. Other expenses are 
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largely within the control of individual students. Every 
effort is made by the management to keep necessary expen- 
diture within the narrowest limits, consistent with the best 
opportunities to students, and they have been materially re- 
duced within the last few years. 

Young gentlemen who desire a thorough course of study 
in preparation for advanced professional work in any de- 
partment of engineering, are invited to apply for further 
information to 

JOHN H. PECK, President, or 
PALMER C. RICKETTS, Director. 
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